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A Low Cost and Portable Microwave 
Imaging System for Breast Tumor 
Detection Using UWB Directional 
Antenna array
M. T. Islam1*, M. Z. Mahmud1,2*, M. Tarikul Islam  1, S. Kibria1 & M. Samsuzzaman1

Globally, breast cancer is a major reason for female mortality. Due to the limitations of current clinical 

imaging, the researchers are encouraged to explore alternative and complementary tools to available 

techniques to detect the breast tumor in an earlier stage. This article outlines a new, portable, and 

low-cost microwave imaging (MWI) system using an iterative enhancing technique for breast imaging. 

A compact side slotted tapered slot antenna is designed for microwave imaging. The radiating fins 
of tapered slot antenna are modified by etching nine rectangular side slots. The irregular slots on the 
radiating fins enhance the electrical length as well as produce strong directive radiation due to the 
suppression of induced surface currents that radiate vertically at the outer edges of the radiating arms 

with end-fire direction. It has remarkable effects on efficiency and gain. With the addition of slots, 
the side-lobe levels are reduced, the gain of the main-lobe is increased and corrects the squint effects 
simultaneously, thus improving the characteristics of the radiation. For experimental validation, a 

heterogeneous breast phantom was developed that contains dielectric properties identical to real 

breast tissues with the inclusion of tumors. An alternative PC controlled and microcontroller-based 

mechanical MWI system is designed and developed to collect the antenna scattering signal. The 

radiated backscattered signals from the targeted area of the human body are analyzed to reveal the 

changes in dielectric properties in tissues. The dielectric constants of tumorous cells are higher than that 

of normal tissues due to their higher water content. The remarkable deviation of the scattered field is 
processed by using newly proposed Iteratively Corrected Delay and Sum (IC-DAS) algorithm and the 

reconstruction of the image of the phantom interior is done. The developed UWB (Ultra-Wideband) 

antenna based MWI has been able to perform the detection of tumorous cells in breast phantom that 

can pave the way to saving lives.

Worldwide, breast cancer is reported to be the leading cause of women’s death. Every year more than 1.8 million 
new cases of breast cancer are spotted. Breast cancer is caused due to the presence of malignant or tumorous cells 
in the breast tissues1. It is not an incurable disease. Reliable diagnosis in an earlier stage is the key factor in treating 
breast cancer. With early detection, treatment of breast cancer can reach a survival rate of up to 97%, emphasizing 
the urgent need for a highly efficient and reliable technique to detect the earlier breast cancer2. X-ray mammogra-
phy, computed tomography (CT) scan, Ultra-Sonic imaging (US), magnetic resonance imaging (MRI) are often 
used to detect breast cancer3,4. These techniques have some limitations such as false positive and missed detection, 
low-resolution scan, higher-cost, uncomfortable compression and ionization, performance degradation for the 
deep-lying or solid tumor and time-consuming process of diagnosis.

In literature5, a study is carried out with 258 patients, where 177 had benign tumors and 177 having malig-
nant tumors. The metrics used to test the current detection techniques were sensitivity, specificity, positive 
predictive value, and accuracy. The performance of various detection technique combinations was also com-
pared5,6. The maximum sensitivity is achieved by combining the MRI, X-ray mammography, and a few other 
clinical approaches. The best detection performance was about 94.4%. The highest rate of accuracy is obtained 
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about 75.6%, which proves that one-fourth of diagnoses are false positives. This requires an efficient, low-cost, 
non-ionizing, portable, and comfortable technique as a complementary tool to the clinical approaches currently 
in use7. MWI and THz system are now becoming a hot research topic for both as an alternative solution as well 
as a complementary tool to the available techniques. Researchers are trying to overcome the limitations in terms 
of high-cost, false detections, low-resolution images, and tedious measurement process. The THz spectrum lies 
between Infrared (IR) and Microwave, and it finds many applications in Biology, medicine, Imaging, Security, 
etc. Terahertz radiation is electromagnetic waves in the spectral range going from 0.3 to 10 THz8. The use of THz 
frequency is evolving gradually, and the need for research in developing a THz based cancer detection system 
is increasing9. THz radiation has some attractive features like it can penetrate through a wide variety of dielec-
tric materials, non-ionizing radiation and has minimal effects on the human body, diagnostic capabilities, large 
absorption due to water, Metals are highly reflective in the terahertz bands. Despite numerous advantages, imag-
ing with a THz presents some limitations like the small generated power (less than a dozen µW average power), 
detecting terahertz signals is difficult and complex because blackbody radiation at room temperatures is strong 
at terahertz frequencies, no efficient 2D coherent detectors are available, and image acquisition rate is slow10. In 
comparison, THz to microwave imaging, the THz imaging is more complex, expensive, coherent detection harder 
at a higher frequency and more ionization effect. The advantages of MWI are higher positive results, lower in cost, 
higher data rate, low complexity, convenient and low-power density.

Meaney et al.11 presented an experimental prototype of near field MWI at Dartmouth College. The system 
uses sixteen transceiving monopole antennas within the frequency range of 300–1000 MHz. A reservoir tank 
was used between the antennas and the human breast as a coupling media. By using the mechanical switch, 
the array of antennas were moved vertically and tuned to the chest level. Most of the above-mentioned anten-
nas and microwave systems used synthetic materials and matching liquid, which has very close electromagnetic 
properties to the genuine breast tissues. A UWB antenna based MWI system along with experimental results, is 
presented in literature12. For detection of breast tumor, an artificial breast phantom and a hemispheric array of the 
stack-patch antenna was used. Although there was no requirement of mechanical scanning, this technique was 
reported as the first-ever use of real-time radar-based measurement. The proposed system exhibits some limita-
tions in terms of cluster rejection and resolution. A two-dimensional configuration was developed to identify the 
pathological functions of soft tissue13. The system has been tested to define the soft tissues pathological functions 
and intervention. The system was constructed with a two-dimensional imaging chamber consisting of a single 
metallic cylinder and twenty-four antennas equidistantly located in the horizontal cross-section. Salt, alcohol, and 
intralipid emulsion are mixed to fill up the chamber. By using a control unit, a single antenna is used for electro-
magnetic transmission, and 23 others are used for measuring the electromagnetic field. In14 an iterative method 
was proposed to present the time differential images by using a 2D born algorithm and 2D Newton method. 
Appropriate electrical and mechanical combinations were used for a pilot clinical trial in15. Monostatic mechani-
cal scanning system was developed by using antipodal Vivaldi antenna (AVA). A laser and a cylindrical tank were 
combined with canola oil as coupling liquid. The obtained results were consistent by using the delay-and-sum 
algorithm within the range of 0.05 to 15 GHz. In16 a 16-element antenna array-based time-domain radar system 
was designed over the 2 to 4 GHz frequency range. A hemisphere radome is used in the system as a phantom. 
Porter et al. present a clinical trial system with repetitive measurement capability and reconstructions of images. 
A pulse-shaping circuit, directional coupler, reflector, and amplifier were used to design the time domain radar.

Amineh et al. proposed a UWB antenna based near field microwave imaging system with raster scan algo-
rithm17. Both measured and simulated results were presented by the researcher using a three dimensional (3D) 
homogeneous breast phantom and a heterogeneous model. The proposed transverse electromagnetic (TEM) 
horn antenna is directive in nature, which helped the scanning system to obtain stronger scattering signal from 
the dielectric phantom. The antennas of the proposed system were directly contacted to the imaging domain. 
Flores et al. investigated a preclinical experimental prototype using single element Vivaldi antenna to study the 
cylindrical-shaped dielectric objects. To measure the reflection coefficient (S11), a canola oil filled plexiglass 
tank is used as the imaging domain. Circular scanning geometry and the phantom rotating platform is used to 
improve the qualitative and quantitative images. In another study18, a Finite Difference Time Domain (FDTD) 
algorithm based tumor detection technique is presented. A cylindrical tank full with water was utilized as the 
imaging domain, and low permittivity iron rod was used as a tumor. The value of permittivity and loss of water 
are much higher compared the to actual breast tissue and air, which made higher reflection and attenuation at 
air-skin interface compared to the materials employed in the experiment. Mohammed et al. Presented a 12 ele-
ment TSA planner antenna based microwave imaging system at the University of Queensland19. A suitable imag-
ing platform was considered with the combination of VNA (Vector Network Analyzer), SP6T (Single Pole Six 
Throw) switch, artificial breast phantom, and intermediary coupling liquid. The mutual-coupling was observed 
by the trust-region framework, and the proposed system was verified for a breast imaging application. Though 
the preparation of testing platform is presented but no signal and image processing mechanism is provided. The 
system was limited only with mutual coupling between antenna pairs. A Vivaldi antenna based breast tumor 
detection system is presented by Zhang et al.20. The system uses commercially off-the-shelf breast phantom and 
cooking oil. The transmitted pulses were received by sampling oscilloscope. The background subtraction algo-
rithm was used to collect the reflection data from the dielectric targets.

Though the microstrip antennas are quite simpler in design and cost-effectiveness, it has some limitations like 
lower gain (<5 dBi) and radiation performance. To overcome the limitations, numerous techniques are presented 
by researchers. The techniques included the use of unit cells21, cross-sectional Vivaldi antennas22, metamate-
rial (MTM) antennas23, slotted antennas24, use of an electromagnetic structure25, artificial magnetic conductor 
(AMC)26 and many more. These techniques are applied to make the UWB antennas compatible with microwave 
imaging applications. The Vivaldi antenna is one of the valuable tools for MWI due to its attractive features like 
compact size, broader bandwidth, higher directivity, lower in cost, and end-fire a radiation27. The main challenges 
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of designing a Vivaldi antenna are to obtain the desired performance at lower frequencies as well as to maintain 
directive radiation pattern while retaining the compact size. Vivaldi antennas have been the subject of research in 
medical applications for the last few years27.

Academics over the globe have presented different techniques to improve Vivaldi antennas performance28. For 
improving the performance of Vivaldi antenna, Nasser et al.29 proposed a method by adding an ellipse-shaped 
parasitic element on the flare. The parasitic element increases the field coupling; whereas, it does not compromise 
the antenna size (140 × 66 mm2) and does not reach lower frequencies. A cavity-backed Vivaldi antenna (CBVA) 
for breast tumor detection system is proposed in30. The use of (CBVA) antenna size is reduced significantly but 
fails to reach the higher gain. In31 a tapered slot (TSA) Vivaldi antenna with square shape (75 × 75 mm2) is inves-
tigated. In this study, the antenna parameters are optimized to obtain the directive radiation patterns; however, 
it missed the resonance at a higher frequency. To enhance the gain and directivity, a customized Vivaldi antenna 
is fabricated with planner directors32. The antenna dimension is increased significantly (110 × 260 mm2), and it 
maintains a noncontagious VSWR. A compact sized metallic bending feed line structure based antipodal Vivaldi 
antenna (AVA) with modulated Gaussian slots is also reported in literature33. It has a fractional bandwidth with 
wider working frequency; however, the reflection efficiency (70%) and gain (<5 dBi) are not adequate. For the 
medical imaging applications, several antennas were recommended with different shapes and sizes, gain and effi-
ciencies, resonance, and operating frequencies34–36. In another study19, a planner antenna array of 12 corrugated 
TSA was developed for the use of UWB biomedical MWI with moderate gain and low profile. Though the perfor-
mance is fairly good but it achieved with the expense of antenna size and higher dielectric constant. The starting 
operating frequency is 5 GHz wthe hich is quite high. In the works presented in literature37,38, the polar Vivaldi 
antennas are presented by considering the bandwidth, gain and impulse response. These presentations are costly 
in terms of antenna size, where antenna dimension should be compact.

This work presents a complete, low cost and portable microwave imaging system (MIS) for the detection of 
unwanted tumor cells inside the human breast. Firstly, side slotted tapered slot UWB antennas are designed, 
developed, and fabricated, which satisfied all the requirements for MIS application. A novel miniaturization tech-
nique is proposed to minimize the antenna size. This approach enhances the operational frequency band and 
improves the efficiency and gain with miniaturizing the antenna size of about 49%. The proposed antennas are 
found to be efficient in terms of reflection coefficient, gain, efficiency, radiation pattern, current distribution, and 
both in frequency and time domain characterizations. Secondly, experimental validations of the antennas have 
been performed by designing and developing an MIS system to detect the tumors inside the breast phantom. 
Heterogeneous breast phantom with tumor inclusion has been developed. The developed phantom poses die-
lectric properties similar to the real breast tissue. The backscattered data are collected and processed using the 
newly proposed IC-DAS imaging algorithm to reconstructs the breast interior to detect the tumor using Matlab. 
The variation of the backscattered signal can exploit the tumor cells into the breast, which have higher dielectric 
values than the normal breast tissue. Finally, the developed UWB antenna based MIS has been able to perform the 
detection of tumorous clusters in breast phantoms, which potentially makes it viable for clinical trials.

Methodology
The microwave imaging technology is based on the different dielectric properties of the tumor and the surround-
ing healthy tissues. In terms of microwave frequencies, the tumor and healthy tissues reflect microwave differ-
ently, which is the principle to apply to the practical system for detecting cancerous cells. An antenna array will 
be used to send microwave pulses to the suspected area of human tissue. The signals are reflected through backs-
cattering picked up by the array and then analyzed using a suitable computing system to detect if there is a tumor 
present39. In order to obtain high resolution and accurate images, the compact antennas must be able to radiate 
signals over a broad range of frequencies while maintaining the fidelity of the waveform over a wide angular range 
in such microwave imaging systems using the UWB40. One of the possible option to meet the requirements is the 
planner structure printed circuit board on which the antenna can be printed41.

Phantom Materials and Methods of Preparation
In the construction of a breast phantom, four different layers were considered, these are; skin, gland, fat, and 
tumor. The phantom is fabricated and measured based on the procedures depicted in literature42. The dielectric 
properties of numerous tissues are considered by permittivity, which is the mean of complex-valued dielectric,

ε ε ε σ ωε= + i( / ) (1)r 0

where εr represents dielectric constant and σ denotes the conductivity of the tissue against frequency. The dielec-
tric permittivity of vacuum here is ε0, and the angular frequency is ω. The image of the fabricated heterogeneous 
phantom is illustrated in Fig. 1.

Microwave Imaging System
The architecture and different component of the proposed imaging system are depicted in Fig. 2. The designed 
MIS consists of nine antenna array, where one antenna works as transmitter and the other eight antennas receive 
the scattered signals, the stepper motor based antenna mounting stand, the adjustable phantom hanging plat-
form, a 9 port RF switching system to control the receivers and a MATLAB based laptop computer program for 
signal processing and image reconstruction. The antennas are set up on an adjustable transparent circular ABS 
material based container. The plastic container placed on an SD02B controlled Stepper Motor. The phantom is 
placed inside the antenna array using the hanging platform and scanned using the antenna array. The gap between 
the mounted antenna and the phantom is maintained at 2 cm. The mechanical rotation platform can rotate the 
array in polar coordinates from 0 to 2π around the breast phantom using the stepper motor. The antennas are 
connected to the RF switch using coaxial cables. The port 1 of VNA generates microwave signals in the frequency 
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domain and transmits it to the phantom. The received backscattered signal from eight receivers antennas is col-
lected by switching the receiving antennas through VNA (Agilent E8358A) and MATLAB program in PC. The 
backscattered data (S21, S31, S41,….S81) are collected in each 7.2° rotation where the total 360° is covered by 50 
equal points. The graphic view of the proposed portable system is presented in Fig. 3.

All these devices and electromechanical circuits related to the data acquisition process are controlled by a 
PC controlled Arduino Uno system which is connected to the personal computer through the USB port. The 
collected data are processed using an imaging algorithm which reconstructs the image of the breast interior to 
detect the tumor. The imaging domain of the proposed system is shown in Fig. 4. In this research, no human 
body or patient due to the safety and ethical considerations. The breast phantom is placed inside the antenna 
array, and the attenuation and reflection of microwave signal due to the breast tissues are considered. To alleviate 
air-interference, the entire imaging system is calibrated across the operating frequency using the Agilent 85052D 
calibration kit.

SSVA Design and Performance
Vivaldi is one kind of traveling wave antenna whose current is the same amplitude but different phases. Vivaldi 
antennas boast highly directive radiation with high gain because of its tapered slot design and the peak value of 
is high due to the pulse envelope. The substrate used in the antenna should be considered in terms of both the 
dielectric constant, which shrinks the antenna dimension and the thickness which controls the gain and main 
beam-width. The trade-off between dielectric constant, dimensions, and bandwidth needs careful consideration. 

Figure 1. Developed heterogeneous breast phantom (a) without tumor (b) with two tumors.

Figure 2. The diagram and different components of the proposed breast imaging system.
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To attain the required characteristics stated earlier, Vivaldi antenna had been customized to side-slotted 
(SSVA)38,43. The fundamental geometric layout of an exponentially tapered slot Vivaldi antenna and the proposed 
antenna geometry is presented in Fig. 5(a,b). Figure 5(c,d) shows the fabricated antenna prototype. The modi-
fication of the structural design of stub angle, cavity, and radiating fins help to achieve the compactness of the 
electrical dimension with a higher gain. In this work, Rogers RT/duroid 5870 substrate is used. The height of the 
substrate is 1.57 mm having 35 µm copper on both sides. The relative permittivity and the loss tangent is 2.33 and 
0.0012. The overall dimension of the antenna is 51 × 42 mm2. The SSVA’s radiation properties are determined by 
several exponential curves, slot lines, cavity structure, the arrangement of the stub, back wall offset, tapered rate, 
position feedline, and the structures of the radiating fin. In the proposed structure, all of these parameters are 
adapted.

The main radiating element of the proposed antenna is determined by an exponential opening slot line known 
as a flare. The height of flare (Hf) is 41 mm, and the length of flare (Lf) is 38 mm with the value of tapered rate 
R = 0.04. The exponential tapered slot line is also known as radiation section since the wave is radiated along the 
slot line. The below exponential curve equation is used to design the proposed Vivaldi antenna as:
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The points (x1, z1) and (x2, z2) are the endpoints of the flare. The maximum open size of flare exponential 
curves slot lines is the flare opening or mouth opening. The narrowest part of the curve is exciting to point, and 
radiation propagates through the increasing of the curve. The flare opening should be larger than half wavelength, 
and with the increasing of flare opening the lowest working frequency is decreased.

Figure 3. The graphic view of the proposed portable breast imaging system.

Figure 4. Imaging domain (a) Side view (b) Top view.
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At the end of flare there is a cavity with diameter, Cd, of 8 mm, which is adjusted with the following equation:

θ= . − .C C C0 5 0 5 (cos ) (3)a d d

where, θ = ( )sin
S

C

w

d

, Cd is the cavity diameter.

θ= . − .C C C0 5 0 5 (cos ) (4)a d d

where θ = ( )sin
S

C

w

d

The radiating properties of Vivaldi antennas are also dependant on the structure of the cavity, the arrange-
ments of the stub, the slot line, the position of feedline, the tapered rate, the offset of the back wall, and the radi-
ating fins’ structure. The cut-off or resonance frequency of the Vivaldi antenna also can be manipulated using the 
following equation44:

ε
=

′
f

c

w[ ( )] (5)
c

r

where c is light velocity in free space, fc is the cut-off frequency, εr is the substrate’s relative permittivity and width 
of flare edge opening is ′.w

The antenna impedance is mainly controlled by the microstrip coupling line. When the thickness of the sub-
strate is more smaller than the wavelength (h ≪ λ), the impedance characteristics can be calculated by:
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where wm indicates the width of the microstrip coupler line, and h is the substrate thickness.
The whole conductor area of proposed SSVA is separated into two regions. These are slotted (Sa) area and 

non-slotted (Sna) area. Four identical rectangular slots (S1, S2, S3, S4) are placed in both the bottom and topside. 
There is an extra slot, S5, at the top right side to enhance the efficiency of this extra slot. About 3% of efficiency 
is improved due to this extra slot. The size of rectangular slots is 4 × 3 (S1), 8 × 3 (S2), 12 × 3 (S3), 14.5 × 3 (S4), 
and 14.5 × 2.5 (S1). The gap between each slot in x-axis is 3.5 mm. Figure 6(a) displays the effect of slots on the 
reflection coefficient and gain. Reflection coefficient (S11) without slots is 3.40–6.08 GHz, with lower slots reflec-
tion coefficient (S11), is 3.04–6.70 GHz, with upper slots, S11 is 3.00–6.70 GHz and for all slots (proposed) S11 is 
2.80–7.00 GHz with less than −10 dB. The reason for using these irregular slots is to obtain a higher electrical 
length as well as to obtain the lower operating frequency. Due to the presence of slots, the current path is changed 
and creates the higher-order current mode, resulting in more directionality. By adding slots, simultaneously, the 
sidelobe levels are reduced, the gain in the main lobe is amplified and the squint effect is corrected, providing an 
enhancement in radiation characteristics as shown in Fig. 7. The slots promote the optimal conditions for the 
main radiation lobe to contain maximum radiated energy. The slot edges control the current distribution around 
the lateral antenna edges which improves the antenna radiation characteristics. The side edge secondary current 
distribution leads to more efficient radiation in the end-fire direction across the operating band. The gain of the 
proposed antenna is better than the non-slotted or with upper and lower slot presented in Fig. 6(b). The slots 
on the radiating fins suppressed the unwanted surface current at the outer edges which flown vertically to the 
end-fire direction. It produces stronger directive radiation and increases the electrical length. The ratio of the 
slotted and non-slotted area is 62:32, which presents better performance. At the end of microstrip coupler line, 
there is a radial stub which reflects the incident energy to the microstrip coupling line. The stub angle and radius 

Figure 5. Fundamental geometry (a) exponentially tapered slot (b) proposed modified antenna (c) front view 
of fabricated prototype (d) back view of fabricated prototype.
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have a significant effect on the working frequency and the variation of radius and angle tune the impedance and 
bandwidth. The SSVA can be feed directly and electromagnetically. In this work, microstrip feeding is chosen due 
to its excellent performance in terms of bandwidth and beamwidth. A 50 Ω SMA connector with 2.08 dielectric 
constant and 0.000462 S/m conductivity is used to feed the antenna connected to microstrip tapered line. The 
parameters of the proposed SSVA are summarized in Table 1.

Figure 6. Effect of irregular slots (a) To the reflection coefficient and (b) To the gain.

Figure 7. Radiation Pattern of xy-plane (a) 3 GHz (b) 3.75 GHz (c) 4.77 GHz (d) 5.78 GHz.
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Image Processing
The primary goal of this system is to determine the change of the backscattered signal with the presence of a 
tumor. The heterogeneous breast phantoms are applied with a tumor of high dielectric constant. One breast 
phantom is with a single target, and another one is multiple targets. An automated microwave imaging system was 
designed for experimental validation. The breast phantom is placed on the rotating platform within the anten-
nas. Figure 8 presents the proposed experimental setup of MWI system. The parameters of VNA are set as the 
IF-bandwidth is 10 Hz, the output power is 10 dBm, and the frequency range is 3.10 to 7.60 GHz. The microwave 
pulse is transmitted to the phantom from the transmitting antenna, simultaneously the reflected backscattered 
signals are collected by the receiving antennas. The transmission parameters depend entirely on the antenna path. 
Most of the reflected parameters present the shallow depths under the skin layer. The signals are bounced off to 
the opposite side of phantom and attenuated significantly. The reflected signals can perfectly be detected by the 
antenna which has higher gain, directional radiation pattern, and lower reflection coefficient.

Image Reconstruction Algorithm
The method of removing the internal and external reflections of the skin from the scattered signal is critical. One 
of the preferred methods is rotation subtraction that relies on the contrast between the original signal and at least 
a single illumination of rotation45. In such systems, the offset data is collected using an array of antenna surround-
ing the scanning area. This experiment divided the matrices into odd and even where ϕ being odd or even, and 
the complete S parameter is represented as S (f, Rx, ϕ). The ϕodd  = 1, 3, 5, …, Nϕ − 1, and ϕeven = 2, 4, 6, …, Nϕ for 
the proposed setup. In this context, we consider the actual signal as Sodd and offset signal as Seven. Thus we simply 
calculate the difference between these two matrices to implement rotation subtraction.

ϕ ϕ ϕ= −f Rx f Rx f RxS _ ( , , ) S ( , , ) S ( , , ) (7)odd odd evenskin removed odd even

Finally, the Inverse Fourier Transform is used to convert the signals to time domain Γ(t, Rx, ϕodd).
Basically DAS based algorithms consider a single target from where the reflections may occur. It becomes 

unstable when it is multiple object scenario as there is an internal reflection that can misguide the system. 

Parameters Value Parameters Value Parameters Value

Length (L) 51 Opening rate (R) 0.04 Coupler width(Wc) 1.4

Width (W) 42 Stub Radius (R1) 9 Coupler Length (Lc) 9

Flare Height (Hf) 41 Stub angle (φ)(deg) 180 Slot-line length (SL) 1.5

Flare length (Lf) 38 Cavity Diameter(Cd) 8 Quadrilaterals outer(P1) 11.15

Slotted area(Sa) 36 Cavity Distance(C0) 0.76 Quadrilaterals inner(P2) 5.07

No slotted area(Sna) 15 Tapered Width(Tw) 3.5 Quadrilaterals height(h) 4

Slot-line width (Sw) 0.5 Tapered Length (TL) 13 Quadrilaterals cross (d) 6.08

Table 1. Optimized parameters of proposed SSVA (in mm).

Figure 8. Experimental setup of the imaging system.
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Iteratively corrected coherence factor delay and sum (CF-DAS) algorithm was introduced for breast phantom 
imaging46. Thus, IC-DAS is introduced in the proposed imaging system as it compensates the maximum number 
of iterations until convergence. This magnitude is used for scaling the results achieved from typical DAS.

DAS. The 3D Cartesian coordinates of the single point are represented in three matrices, C, and a total num-
ber of the point i. The i by i matrices here is PC-C and generated from C. The ATx and ARx matrices holds the 3D 
coordinates of the transmitter and receiver, individually. Total N/2 (N = 50) orientation is generated as we use 
64 separate channel on each rotation, and each of them should be addressed during rotation subtraction. Being 
static, in the imaging system, the antennas changes their distance from the target point while rotating. In a stable 
situation, the ATxϕodd and ARxϕodd are achieved. Then, from C, ATxϕodd, and ARxϕodd the PTxϕodd-C and PC-Rxϕodd are 
evaluated that contains the space from the transmitter and receiver. Finally, the appropriate delay is calculated by 
dividing the total distance by the speed of light.

τ ϕ
ε

=
+ϕ ϕ− −

i rx
P i tx l p i rx l

c
( , , )

( ( , , ) ( , , ))

(8)odd

b Tx C C Rxodd odd

where the dielectric constant of the contextual medium is denoted by εb. This method ignores the presence of 
multiple reflections or tumor responses. Here we get the scattering intensity map (ϒDAS(i)) by analyzing the cor-
rection among the delayed signals. The correction is calculated for typical DAS as follows:

∫ ∑ ∑
τ ϕ

ϕϒ =





Γ



−

∆







ϕ−∞

∞

∀ ∀i t
i rx

t
rx dt( )

( , , )
, ,

(9)
DAS rx

odd
odd

2

odd

where ∆t represents the time step. The typical DAS is affected by the artifacts most of the time as it relies on 
the coherent outline of delayed signals in a near field scenario. We introduce a new iterative variant of the DAS 
algorithm to overcome these issues. Moreover, The IC-DAS is easy to implement as it is free from, relatively more 
complex calculations like curve fitting used in IDAS47.

Delay estimation correction. The resulting time delay must be higher as the dielectric materials reduce 
the signal propagation speed. So, a higher value of ϒ can be referred to in a region of C, as the region contains a 
higher dielectric. By suitably increasing the distances in τ calculations, the additional time can be adjusted. To 
determine the most fitted delay and scattering intensity map valuation, an iterative method is introduced since 
the adjustments of τ render to an enhanced estimation of the map. However, the explicit use of ϒ can lead the 
process more vulnerable and sensitive to noise levels. For solution, a distance inverse weighted integral averaging 
is contemplated for the reconstruction of leveled map ϒ ′(i).

∫ϒ′ =
ϒ
+

−

−

i
i

p i j
dj( )
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1 ( , ) (10)C

DAS
n

C C

1

Then, we calculate the modified delay using the below equation:
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The map is reconstructed based on the new set of delays. Finally, the closure criterion checks for merging. 
Equations 10–12 are iteratively assessed for n = 1, 2 …. 7.

∑= ϒ − ϒϒ ∀
−E (13)i DAS

n
DAS
n 1

The iterative process is ended when Eϒ lessens to the desired level of accuracy as convergence has already been 
accomplished. In this work, Eϒ10−5 is considered.

The imaging performance of proposed MWI system using SSVA is shown in Fig. 9(a–d). Tumor detection for 
heterogeneous breast phantom is presented for both the conventional DAS and proposed IC-DAS algorithm. It is 
observed that by using the modified algorithm, we get a sharper image for a single tumor illustrated in Fig. 9(a,b). 
In the scenario of multiple tumors, DAS cant only detects a single tumor with ghosting around the surface in 
Fig. 9(c). We get a clearer image of two tumors on the right side for the corrected algorithm. The deviations appear 
twice over the transmitted S-parameter with low power artifact at about −0.02 and 0.02 positions. The artifact 
appears after 0.55 ns. The calculated time can be translated to distance using the propagation rates of signal in dif-
ferent media. Then the tumor is detected at roughly the same positions and a low power artifact at about 0.44 ns. 
In the time-domain output, the red color area indicates a higher reflection coefficient. Reflection caused due to 
the tumor increases the return loss resulting in the higher reflected power from the antennas to phantom.

Several metrics such as the accuracy, the localization error, the signal-to-clutter ratio (SCR), and the 
signal-to-mean ratio (SMR) of the reconstructed image are considered for evaluation criteria of an imaginmg 
detection system. In this article, we have considered SMR for the imaging accuracy analysis. The SMR is a meas-
ure of the quality of the beamformed image that provides a measure of separation between the reason of interest 
(ROI) and the background clutter. It is defined as the ratio of the average intensity of the ROI to the average 
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intensity of the overall image. The SMR for two phantoms are listed in Table 2 for typical and proposed IC-DAS 
algorithm. The SMR describes the ratio of maximum backscattered energy from tumor to the mean energy 
response at the same sample. The SMR is considerably improved in two phantoms study. The comparison of pro-
posed MWI to the existing systems is presented in Table 3. The proposed MWI system has some advantages over 
another system in terms of size, compactness, portability, cost-effectiveness. The proposed system exhibits better 
performance for breast phantom, which is promising for early-stage tumor detection.

Conclusion
This work is dedicated to the design, development, and implementation of a new, complete, portable, and UWB 
antenna based microwave imaging system that can be applied for breast tumor detection in real-time. A Side slot-
ted UWB directional Vivaldi antenna is proposed where the antennas fulfill the requirements of microwave imag-
ing because of their high directive nature with a high gain due to the tapered slot design and having a high peak 
value for the pulse envelope. The Vivaldi antenna also offers stable group delay and allows a narrow pulse width. 
To achieve these desired characteristics, a conventional Vivaldi antenna has been customized with the introduc-
tion of a number of slots on the radiating fins and named SSVA. Experimental validation of the antennas has been 
performed by developing a breast phantom measurement system to detect the unwanted tumor cells inside the 
breast. Several heterogeneous breast phantoms have been developed containing dielectric properties same as real 
breast tissue. A computer-controlled automatic mechanical approach is designed for microwave imaging system 
consists of a 1 × 9 antenna array, (one for transmitter and eight for receiver), the stepper motor based antenna 
mounting stand, the adjustable phantom hanging platform, a RF switching system to control the receivers and the 
personal computer-based signal processing and image reconstruction unit. The change of backscattered signals 
with the change of dielectric content inside the structure of breast phantom is analyzed. The significant variation 
of the back-scattered signal can exploit the unwanted tumor cells inside the breast. The collected data from the 

Figure 9. Reconstructed images for DAS (Left) and Proposed IC-DAS (Right) algorithm for two different 
phantoms (a) Phantom with a single tumor and (b) Phantom having two tumors.

Phantom DAS IC DAS

(1 tumor) 5.0645 5.0690

(2 tumors) 4.6943 4.6973

Table 2. Signal to mean ratio.
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system are processed using the newly proposed IC-DAS imaging algorithm which reconstructs the image of the 
breast interior to detect even multiple tumors. By using the proposed side slotted Vivaldi antennas, the microwave 
imaging system can detect the tumor or unwanted cell inside the human breast.
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Table 3. Comparison of the different measurements system with the proposed system.
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