
UMass Chan Medical School UMass Chan Medical School 

eScholarship@UMassChan eScholarship@UMassChan 

Radiology Publications Radiology 

2020-07-31 

A neurovascular high-frequency optical coherence tomography A neurovascular high-frequency optical coherence tomography 

system enables in situ cerebrovascular volumetric microscopy system enables in situ cerebrovascular volumetric microscopy 

Giovanni J. Ughi 
University of Massachusetts Medical School 

Et al. 

Let us know how access to this document benefits you. 
Follow this and additional works at: https://escholarship.umassmed.edu/radiology_pubs 

 Part of the Analytical, Diagnostic and Therapeutic Techniques and Equipment Commons, Bioimaging 

and Biomedical Optics Commons, Cardiovascular Diseases Commons, Nervous System Commons, 

Nervous System Diseases Commons, and the Radiology Commons 

Repository Citation Repository Citation 

Ughi GJ, Marosfoi MG, King RM, Caroff J, Peterson LM, Duncan BH, Langan ET, Collins AJ, Leporati AM, 

Rousselle S, Lopes DK, Gounis MJ, Puri AS. (2020). A neurovascular high-frequency optical coherence 

tomography system enables in situ cerebrovascular volumetric microscopy. Radiology Publications. 

https://doi.org/10.1038/s41467-020-17702-7. Retrieved from https://escholarship.umassmed.edu/

radiology_pubs/553 

Creative Commons License 

This work is licensed under a Creative Commons Attribution 4.0 License. 
This material is brought to you by eScholarship@UMassChan. It has been accepted for inclusion in Radiology 
Publications by an authorized administrator of eScholarship@UMassChan. For more information, please contact 
Lisa.Palmer@umassmed.edu. 

https://escholarship.umassmed.edu/
https://escholarship.umassmed.edu/radiology_pubs
https://escholarship.umassmed.edu/radiology
https://arcsapps.umassmed.edu/redcap/surveys/?s=XWRHNF9EJE
https://escholarship.umassmed.edu/radiology_pubs?utm_source=escholarship.umassmed.edu%2Fradiology_pubs%2F553&utm_medium=PDF&utm_campaign=PDFCoverPages
http://network.bepress.com/hgg/discipline/899?utm_source=escholarship.umassmed.edu%2Fradiology_pubs%2F553&utm_medium=PDF&utm_campaign=PDFCoverPages
http://network.bepress.com/hgg/discipline/232?utm_source=escholarship.umassmed.edu%2Fradiology_pubs%2F553&utm_medium=PDF&utm_campaign=PDFCoverPages
http://network.bepress.com/hgg/discipline/232?utm_source=escholarship.umassmed.edu%2Fradiology_pubs%2F553&utm_medium=PDF&utm_campaign=PDFCoverPages
http://network.bepress.com/hgg/discipline/929?utm_source=escholarship.umassmed.edu%2Fradiology_pubs%2F553&utm_medium=PDF&utm_campaign=PDFCoverPages
http://network.bepress.com/hgg/discipline/949?utm_source=escholarship.umassmed.edu%2Fradiology_pubs%2F553&utm_medium=PDF&utm_campaign=PDFCoverPages
http://network.bepress.com/hgg/discipline/928?utm_source=escholarship.umassmed.edu%2Fradiology_pubs%2F553&utm_medium=PDF&utm_campaign=PDFCoverPages
http://network.bepress.com/hgg/discipline/705?utm_source=escholarship.umassmed.edu%2Fradiology_pubs%2F553&utm_medium=PDF&utm_campaign=PDFCoverPages
https://doi.org/10.1038/s41467-020-17702-7
https://escholarship.umassmed.edu/radiology_pubs/553?utm_source=escholarship.umassmed.edu%2Fradiology_pubs%2F553&utm_medium=PDF&utm_campaign=PDFCoverPages
https://escholarship.umassmed.edu/radiology_pubs/553?utm_source=escholarship.umassmed.edu%2Fradiology_pubs%2F553&utm_medium=PDF&utm_campaign=PDFCoverPages
http://creativecommons.org/licenses/by/4.0/
http://creativecommons.org/licenses/by/4.0/
http://creativecommons.org/licenses/by/4.0/
mailto:Lisa.Palmer@umassmed.edu


ARTICLE

A neurovascular high-frequency optical coherence
tomography system enables in situ cerebrovascular
volumetric microscopy
Giovanni J. Ughi 1,2,9, Miklos G. Marosfoi 1,8,9, Robert M. King 1,3, Jildaz Caroff 1,4, Lindsy M. Peterson2,

Benjamin H. Duncan 2, Erin T. Langan1, Amanda Collins 5, Anita Leporati1, Serge Rousselle6,

Demetrius K. Lopes 7, Matthew J. Gounis 1✉ & Ajit S. Puri1

Intravascular imaging has emerged as a valuable tool for the treatment of coronary and

peripheral artery disease; however, no solution is available for safe and reliable use in the

tortuous vascular anatomy of the brain. Endovascular treatment of stroke is delivered under

image guidance with insufficient resolution to adequately assess underlying arterial pathology

and therapeutic devices. High-resolution imaging, enabling surgeons to visualize cerebral

arteries' microstructure and micron-level features of neurovascular devices, would have a

profound impact in the research, diagnosis, and treatment of cerebrovascular diseases. Here,

we present a neurovascular high-frequency optical coherence tomography (HF-OCT) system,

including an imaging console and an endoscopic probe designed to rapidly acquire volumetric

microscopy data at a resolution approaching 10 microns in tortuous cerebrovascular ana-

tomies. Using a combination of in vitro, ex vivo, and in vivo models, the feasibility of HF-OCT

for cerebrovascular imaging was demonstrated.
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D
espite tremendous advances in minimally invasive thera-
pies, there remain limitations to endovascular treatments
of brain arteries and aneurysms, largely related to

inadequate visualization techniques. Non-invasive imaging tech-
nologies are unable to provide sufficient resolution to adequately
assess the underlying artery pathology, small perforating arteries,
the device–vessel relationship, and device-related effects such as
platelet aggregation. Intravascular (IV)-imaging solutions are
available for the imaging of coronary and peripheral arteries;
however, they are unsuitable for routine cerebrovascular use.

In the last decade, newer generations of endovascular devices
designed for the cerebrovasculature, such as self-expanding
microstents and flow diverters with struts as small as 25 μm,
have enabled the treatment of wide-neck, complex brain aneur-
ysms1. Given the limited x-ray attenuation of these devices,
radiopaque markers are distributed along the devices to provide
basic fluoroscopy location guidance; however, it is currently not
possible to image the device in its entirety. This is critically
important since an accurate device placement with respect to the
pathology and apposition are necessary for effective treatment
and prevention of disabling complications2,3. Neurovascular
devices require particularly precise placement of the device to
achieve the ultimate goal that is complete exclusion of the
aneurysm from the circulation, and even when angiographic
satisfactory results are achieved acutely, long-term complication
rates remain high4.

Similarly, endovascular thrombectomy has become the standard
of care for eligible patients suffering from ischemic stroke due to a
large vessel occlusion5. Non-invasive imaging techniques such as
magnetic resonance vessel wall imaging have been proposed to
assess vascular damage following thrombectomy6 or to detect
underlying pathology such as intracranial atherosclerosis7; however,
they have an insufficient resolution to directly visualize the vascular
pathology (e.g., intracranial atherosclerotic disease or dissection),
endothelial injury, or thrombosis of perforating arteries.

Volumetric microscopy with the ability to visualize neurovas-
cular devices in their entirety and the vessel wall microstructure
in vivo may have a profound impact in endovascular neurosur-
gery8–10. Endoscopic optical-imaging techniques, with a resolu-
tion approaching the micron scale and feasible incorporation in
small fiber-optics probes, are a promising candidate for a suc-
cessful translation to the clinic11,12. In the last decade, IV optical
coherence tomography (OCT) or optical frequency domain
imaging (OFDI) has become an increasingly popular modality, as
it enables accurate measurements of the coronary lumen mor-
phology, and disease severity13–16. Furthermore, OCT/OFDI has
been extensively used to investigate newer generations of intra-
coronary stent devices17–20. Beyond coronary applications, IV
imaging has the potential to revolutionize the diagnosis and
management of cerebrovascular pathologies21,22; however, until
now, commercial imaging catheters lack the flexibility required to
be advanced in tortuous cerebrovascular anatomy, are not
designed to perform imaging in elevated tortuosity, and are
incompatible with the neurovascular clinical workflow21. As such,
the use of IV imaging in the clinical setting has been restricted to
the posterior circulation of a few selected patients with limited
tortuosity23 and to proximal, non-tortuous segments of internal
carotid arteries24,25. In addition, the field of view (i.e., acquired
image diameter) of the existing devices is insufficient to char-
acterize large and complex carotid arteries with a diameter of
5 mm or more, and intracranial aneurysms. In this study, we
introduce a high-frequency OCT (HF-OCT) imaging system,
including an imaging console and a fiber-optic endoscopic probe
designed for cerebrovascular use and to satisfy these require-
ments, thereby enabling cerebrovascular volumetric in vivo
microscopy.

Results
A neurovascular high-resolution endoscopic imaging system.
We used prototypes of a HF-OCT imaging console and of an
endoscopic probe designed for neurovascular applications to
perform volumetric microscopy in a combination of in vitro,
in vivo, and ex vivo models of cerebrovascular arteries and
therapeutic devices. The term HF-OCT describes a long coher-
ence length frequency domain OCT-imaging system (see
“Methods” section) specifically designed for use in cere-
brovascular anatomy. The probe introduced in this study is
named Vis-M and is a flexible, 0.016-inch (~400 µm) OD wire-
like catheter devised for navigation in tortuous intracranial
anatomy. Contrary to existing IV imaging solutions, the Vis-M
device does not require guidewire supported navigation, and can
be delivered through standard, distal access neurovascular
catheters. The Vis-M optics has the ability to focus and collect
near-infrared light that is back-scattered from the vessel wall,
neurovascular devices, and intraluminal objects. Through a rapid
rotation of the imaging lens within the Vis-M protective sheath
and by retracting the probe through the vessel, the HF-OCT
system performs volumetric imaging of the surrounding artery
and devices at an axial resolution approaching 10 µm (Fig. 1). The
Vis-M is designed to have a comparable profile with state-of-the-
art neurovascular guidewires and features an atraumatic, radio-
paque tip. The catheter construct uses a distal rotational control
solution and avoids the use of a torque cable, resulting in greatly
improved device flexibility and decreased size (see “Methods”
section). This solution enables a significantly reduced crossing
profile, less than half of the diameter and less than a quarter of
the cross-sectional area of commercial IV-imaging solutions13.
These characteristics enable a smooth navigation and reliable
image quality in elevated vascular tortuosity conditions, inac-
cessible with existing IVUS and IV OCT technologies8. The Vis-
M inner optics rotates at a speed of 250 Hz, with each rotation
corresponding to the acquisition of a cross-sectional frame, with a
field of view capable of visualizing arteries with a diameter up to
~7 mm. This frame rate enables the collection of high-resolution,
cross-sectional HF-OCT images from tortuous arterial segments
with a longitudinal spacing of 80 µm, in the example of a 50 mm
pullback acquired in 2 and a half seconds. Shorter or longer
pullback lengths (up to 80 mm) and durations can be selected by
the user to optimize the acquisition parameters for an arterial
segment of a given length.

Fig. 1 Principles of HF-OCT imaging in an intracranial vessel. During a

brief injection of contrast (blue color) through a 5 F distal access catheter,

the Vis-M device is retracted while quickly rotating its internal optics

resulting in a helical scanning pattern. By the means of a tightly spaced

pattern (e.g., 80 µm) and an axial resolution approaching 10 µm,

comprehensive volumetric microscopy of the arterial wall, neurovascular

devices, and intraluminal objects is obtained.

ARTICLE NATURE COMMUNICATIONS | https://doi.org/10.1038/s41467-020-17702-7

2 NATURE COMMUNICATIONS |         (2020) 11:3851 | https://doi.org/10.1038/s41467-020-17702-7 | www.nature.com/naturecommunications

www.nature.com/naturecommunications


Vessel clearing in an in vitro model of the circle of Willis. Red
blood cells scatter light and degrade its coherence properties and,
as such, the acquisition of HF-OCT data requires the displace-
ment of arterial blood from the vessel lumen. To test the ability to
infuse sufficient contrast agent for the creation of a suitable
optical window, simulated use experiments were performed at the
main anatomical locations in a patient-specific bench model of
the complete circle of Willis (Supplementary Fig. 1). Omnipaque
350 was identified as the preferred media, having an optimal
viscosity to efficiently displace the blood from the image field of
view. Complete clearance of the internal carotid artery (ICA) was
obtained by flushing at 5 ml/s and was observed after ~2–3 s of
injection. Similarly, clearance of the middle cerebral artery
(MCA) and the vertebral artery (VA) was obtained at a rate of
3 ml/s. The basilar artery (BA) required a 5 ml/s injection to
overcome the inflow from both VAs with the 5 F catheter posi-
tioned at the level of the BA ostium. A rate of 4 ml/s may be able
to provide sufficient clearance when injecting contrast within a
more distal position of the BA23. These results indicate that HF-

OCT acquisitions with a duration of 2 s require injections for a
minimum of 4 s to clear the artery, resulting in a 20 ml injection
of contrast media for the ICA at 5 ml/s and a 12 ml injection for
the MCA at 3 ml/s, similar to clinical protocols for three-
dimensional angiography26.

Imaging in elevated vascular tortuosity in vivo. A flexed fore-
limb swine model (n= 8) provided severe tortuosity conditions in
brachial arteries, with a curvature similar to the human internal
carotid artery siphon27. The tortuosity provided by this in vivo
model cannot reliably be accessed and dependably imaged with
existing IV imaging solutions8. The Vis-M device was tested
bilaterally in brachial arteries (n= 16) acquiring HF-OCT data
sets with an effective imaging length of 65 ± 13 mm. The per-
formance of the Vis-M devices was evaluated by assessing image
artifacts that typically affect state-of-the-art IV technologies in
tortuous anatomy, such as non-uniform rotational distortion
(NURD)28. This artifact occurs when increased friction is exer-
ted on the rotating catheter components such as the torque cable;
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Fig. 2 In vivo imaging in a flexed forelimb model of brachial porcine artery. a The dotted line highlights the estimated path taken by the Vis-M device

through the vessel tortuosity. b HF-OCT microscopy shows the external elastic lamina (arrowheads) and the individual layers of the vessel wall (arrows). A

bright tunica intima is followed by a dark tunica media and a bright adventitia (inset). The asterisks denote the ostia of two side-branches, with diameters

of ~0.2 and 0.7 mm, respectively. c The arrow indicates the eccentric position of the HF-OCT device in the arterial lumen. The image shows a uniform

illumination and absence of NURD artifacts. Imaging in a flexed forelimb swine model was repeated in a total of n= 16 arteries from all animals included in

this study (n= 8). The scale bar on DSA image is equal to 1 cm (a). HF-OCT images scale bars are equal to 1 mm (b and c), and 0.5 mm in the inset.
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Fig. 3 HF-OCT volumetric rendering of a stented swine internal maxillary artery. a HF-OCT three-dimensional cutaway rendering (top= distal; bottom

= proximal). Flow-diverter malapposition (arrow) and clots of different sizes (purple color) are visible over the flow-diverter surface. b Cross-sectional HF-

OCT imaging show a jailed branch (asterisk) and several thrombus formations over the flow-diverter surface (arrowheads). c Flow-diverter proximal edge,

with incomplete apposition (3 o’clock) and several clots over the device surface (arrowheads). d Endoscopic view of HF-OCT volumetric rendering. Small,

perforator-like side-branches jailed by a flow-diverting stent are visible. e The side-branch located on the left side of the image (arrow) is free of clots and

the flow-diverting stent is well-apposed to the parent artery. f A second branch located on the right (indicated by the asterisk) shows flow-diverter struts

that are embedded by a clot. Stented arteries data collection was repeated in a total of n= 16 swine internal maxillary arteries, including n= 16 flow-

diverting stents, and n= 15 self-expanding intracranial stents. Scale bars on all HF-OCT images are equal to 1 mm. Three-dimensional rendering color

scheme: red, artery wall; purple, clot; silver, metallic struts.
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it appears on an image as smearing in the circumferential
(rotational) direction, and it causes distortions that may lead to
incorrect interpretation and measurements15. In the elevated
tortuosity of brachial arteries (n= 16), HF-OCT data sets had no
observed NURD artifacts (Fig. 2). Distortion-free imaging with
uniform vessel wall illumination allowed precise visualization of
the individual tissue layers including the internal and external
elastic laminae, detailed lumen anatomy, and the ostia of two
side-branches (Fig. 2b, c).

Imaging of neurovascular stents and flow-diverters in vivo. A
comparison between digital subtraction angiography (DSA),
contrast-enhanced cone beam CT (CBCT), and HF-OCT was
obtained in swine internal maxillary arteries (IMAX, n= 16),
implanted with flow diverting stents (FDS, n= 16), and self-
expandable intracranial stents (ICS, n= 15). Using Fleiss’ kappa
statistic, agreement between expert image readers (n = 3) was
evaluated. Values of 0.90 (HF-OCT), 0.67 (CBCT), and 0.49
(DSA) were found for the assessment of acute thrombus

c
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f
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Fig. 4 HF-OCT imaging comparison with DSA. a Digital subtraction angiography (DSA) of an internal maxillary artery stented using flow-diverting and

neurovascular stents. The stented segment is indicated by the arrow, with the devices partially overlapping. Corresponding HF-OCT images show

thrombus formations (arrows) not observed on fluoroscopy located over the struts of the flow-diverter at the level of a side branch b, and over the struts of

the flow-diverter and intra-cranial stent in the overlapping segment c. d DSA of a second IMAX artery treated with a flow-diverting stent. The

corresponding HF-OCT cross-sectional images depict device malapposition at different locations not seen on DSA, with maximum extensions of ~0.35mm

e and 0.45mm f. HF-OCT comparison with DSA was repeated for all swine internal maxillary arteries (n= 16), following flow-diverting (n= 16), and self-

expanding intracranial stent implantation (n= 15). Scale bars on DSA images are equal to 5.0 mm; HF-OCT scale bars to 1.0 mm.

*

*

a b

*

c

Fig. 5 Cross-sectional HF-OCT images compared to corresponding CBCT slices. a A side-branch thrombosis is visible on the HF-OCT image (arrow). b

Flow-diverter malapposition with a maximum severity of ~400 µm is visible on the HF-OCT image between 1 and 8 o’clock. Small thrombus formations

over the flow-diverter struts, with a thickness between ~30 and 220 µm, are indicated by the arrowheads. The presence of thrombus and device

malapposition are often undetected on the corresponding cone beam CT images. c Thrombosis on the ostium of a large side-branch. HF-OCT comparison

with CBCT was repeated for all swine internal maxillary arteries (n= 16), following flow-diverting (n= 16), and self-expanding intracranial stent

implantation (n= 15). Scale bars on HF-OCT images are equal to 1 mm. The star symbol (*) on CT images denotes the location of side-branches.
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formation along the surface of the FDS. Similarly, values of 0.87
(HF-OCT), 0.67 (CBCT), and 0.18 (DSA) were found for the
diagnosis of FDS malapposition. A repeated analysis for the ICS
device showed an agreement of 0.81 (HF-OCT), 0.39 (CBCT),
and 0.71 (DSA) for thrombus accumulation, and values of 0.78
(HF-OCT), 0.45 (CBCT), and 0.41 (DSA) for malapposition. The
relatively good agreement documented on DSA for the presence
of thrombus on the ICS was further analyzed. Assuming
as ground-truth the observations from HF-OCT, although the
reviewers agreed on the DSA studies, more than half of the cases
were false-negatives.

Examples of imaging data following FDS implantation are
shown in Fig. 3. HF-OCT captured the presence of thrombus

accumulation and incomplete device apposition in a comprehen-
sive fashion (Fig. 3a). Similarly, a side-branch occlusion and FDS
edge malapposition covered by multiple thrombi are accurately
depicted (Fig. 3b, c). Three-dimensional endoscopic data
rendering illustrates two perforator-like branches jailed by a
FDS (Fig. 3d), including the presence or absence of clots over
their ostia (Fig. 3e, f). HF-OCT and corresponding DSA and
CBCT data are shown in Figs. 4 and 5. Clots as small as 30 µm
(Figs. 4b, c and 5b), malapposition of the device (Fig. 4e, f), and
side-branch thrombosis (Fig. 5a, c) are captured by HF-OCT
microscopy images, but are unseen on the corresponding DSA
and CBCT images. Further examples of the ability of HF-OCT to
assess micron-level features of neurovascular devices in vivo are
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Fig. 6 HF-OCT volumetric microscopy of an intracranial stent partially overlapping with the distal end of a flow diverting stent. a Three-dimensional

rendering showing significant thrombus accumulation. b HF-OCT microscopy depicts the vessel wall microstructure including the individual vessel layers

comprising a bright tunica intima, a low-scattering tunica media, and the tunica adventitia (arrows). The internal elastic lamina (IEL) and the external elastic

lamina (EEL) are indicated by the green arrows. c A thrombus dislodged from the surface of the device floating inside a large branch is visible and denoted

by the asterisk. d Thrombus formations ranging between 100 and 200 µm in thickness are indicated by the asterisks and distributed over the FDS surface.

e A semi-occlusive clot formation in correspondence of a significant malapposition (>500 µm) is visible over the proximal end of the FDS. HF-OCT imaging

was repeated in a total of n= 15 swine internal maxillary arteries with an intracranial stent partially overlapping with a flow-diverting stent. Scale bars are

equal to 1.0 mm. Three-dimensional endoscopic rendering color scheme: red, artery wall; purple, clot; silver, flow-diverting stent struts; gray, neurovascular

stent struts.
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Fig. 7 Intracranial plaques from an ex vivo segment of the MCA artery. a HF-OCT imaging of a fibrotic plaque and corresponding trichrome b and

Movat’s staining c. Fibrotic tissue is characterized by HF-OCT as a region of homogenous signal, resulting from elevated backscattering and low optical

attenuation coefficients. d HF-OCT imaging of a necrotic core plaque and corresponding H&E e and Movat’s staining f. A necrotic core plaque is

characterized on HF-OCT images as an area with poorly delineated borders followed by an elevated optical attenuation coefficient within an atherosclerotic

plaque. The asterisk indicates a vessel wall dissection. From n= 10 cadaveric specimens of intracranial arteries, a total of n= 3 representative

atherosclerotic plaques were identified, processed for histopathology analysis, and compared to HF-OCT imaging. Scale bars are equal to 1.0 mm.
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shown in Fig. 6, including the interaction between two over-
lapping devices. Furthermore, a dislodged thrombus in the ostium
of a side branch and a partial vessel occlusion as a result of
significant thrombosis over a malapposed FDS proximal edge are
illustrated in Fig. 6b, e.

Imaging in large arteries. To investigate the ability of HF-OCT
to image large carotid arteries, additional stenting of swine
common carotids was performed in a subgroup of the animals
(n= 5). The diameter of the stented segments was found to be on
average 5.5 ± 0.3 mm, with a maximum diameter of 5.9 mm. In all
cases, the extended field of view of the Vis-M device provided
sufficient illumination to accurately assess the stent-vessel inter-
action on a strut level (Supplementary Fig. 2).

Imaging of intracranial atherosclerosis. Segments of diseased
intracranial arteries (n= 10) were obtained at autopsy from
patients older than 70 years of age with a history of vascular
disease. An expert image reader identified a subset of the arterial
segments containing representative examples of the three main
plaque types. Representative cases of fibrotic, fibrocalcific, and
necrotic core (NC) atherosclerotic disease were found (n= 3).
Tissue was processed by the means of histopathology techniques
and stained using Sudan’s black, hematoxylin and eosin (H&E),
van Gieson’s, Movat Pentachrome, and Trichrome reagents. A
vascular pathologist blinded to HF-OCT-imaging results analyzed
the stained slices and characterized the plaques and tissue type.
Agreement was found in all cases (n= 3).

A fibrotic plaque located in the M1 segment of the MCA of a
cadaver of 97 years of age is shown in Fig. 7a. Fibrotic tissue was
identified on HF-OCT images as a thicker region of the artery
wall exhibiting elevated optical backscattering and homogeneous
intensity in the near-infrared spectrum15. Histopathology assess-
ment categorized this plaque to be mostly composed of fibrotic
tissue (Fig. 7b, c). A second plaque containing a NC is illustrated
in Fig. 7d. NCs were identified on HF-OCT images as signal-poor
areas with poorly delineated boundaries within an atherosclerotic
plaque covered by a fibrous cap: necrotic tissue presents a strong
optical attenuation in the near-infrared range, resulting in a rapid
image intensity signal drop-off with distance into tissue,
shadowing the vessel wall region located behind15. In agreement
with the HF-OCT findings, histopathology classified this plaque
as fibrotic containing a NC and underlying media degeneration
(Fig. 7e, f). Lastly, a fibrocalcific plaque was identified in the distal
segment of an intradural VA from a cadaver of 86 years of age.
HF-OCT displays fibrocalcific plaques to contain evidence of
fibrotic and calcific tissue, characterized by a signal-poor and
heterogeneous region with sharply delineated borders15. A
fibrocalcific plaque, with a circumferential distribution of 87°
and a maximum thickness of ~900 µm is shown in Fig. 8b.
Calcific tissue presents low backscattering and attenuation
coefficients in the near-infrared range and, as a result, HF-OCT
can accurately visualize both its thickness and circumferential
distribution. Histopathology assessment categorized this plaque
as mostly calcific in agreement with HF-OCT image assessment,
with evidence of underlying media degeneration and positive
remodeling.

Discussion
High-resolution IV imaging has the potential to provide sufficient
spatial resolution to visualize details of neurovascular arteries and
therapeutic devices at a strut level that are unseen by state-of-the-
art clinical imaging modalities. Previous research has shown the
potential of IV imaging techniques for neurovascular
applications8,21; however, due to the mechanical characteristics of

the existing catheter-based imaging devices, their translation to
tortuous cerebrovasculature was unfeasible. The data presented in
this study illustrates how the proposed neurovascular HF-OCT
system, including a miniaturized, flexible, endovascular-imaging
probe enables comprehensive volumetric optical microscopy of
intracranial arteries. Using a patient-specific in vitro model of the
complete circle of Willis, we have presented translatable contrast
injection protocols permitting IV optical imaging at different
neurovascular anatomical locations. The optimized protocols
established for HF-OCT do not differ from routine practice in
neurointerventional surgery for the acquisition of rotational
angiography data, and their acquisitions could occur simulta-
neously. In an animal model, we collected evidence of the suit-
ability of the Vis-M device for use in elevated vascular tortuosity,
comparable to the tortuosity conditions encountered in the
human ICA where existing IV-imaging devices cannot reliably be
used8. Volumetric HF-OCT microscopy resulted in a much
higher inter-operator agreement for the quantification of intra-
luminal clots and for the assessment of the interaction between
neurovascular devices and the arterial wall, compared to state-of-
the-art imaging modalities such as DSA and CBCT. Furthermore,
we illustrated the ability of HF-OCT to visualize the micro-
structure of the vessel wall, including characterization of intra-
cranial atherosclerosis. Taken together, the results of this study
pave the way for the clinical translation of high-resolution
endovascular imaging for cerebrovascular use.

A growing body of pre-clinical evidence supports the premise
that high-resolution cerebrovascular imaging, with the ability to
assess vessel wall disease and neurovascular devices, will have a
significant impact on the endovascular treatment of cere-
brovascular disease8–10,21,29,30. Recently, it has been shown that
in a leporine in vivo model the complete apposition of flow-
diverting stents is critically important to achieve early and com-
plete aneurysm occlusion, but histological evidence of poor
apposition was not accurately captured on gold-standard DSA
imaging2. In a second study, communicating malapposition
between the aneurysm neck and flow-diverting devices, captured
by IV OCT but unseen on x-ray modalities, was shown to be a
predictor of delayed aneurysm occlusion31. Similarly, gaps in
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Fig. 8 Intracranial fibrocalcific plaques in a segment of an intradural

vertebral artery. a Two fibrocalcific plaques are visible in the image. A

smaller plaque with a calcium thickness between 100 and 300 µm is

located at 11 o’clock. A larger plaque with a calcium maximum thickness of

900 µm is located in the bottom-left quadrant of the image. bMagnification

showing fine details of the plaque microstructure, including inner and outer

boundaries. On HF-OCT, calcific tissue is characterized by a sharply

demarcated area with a weaker and heterogeneous signal, resulting from a

low optical backscattering and low absorption coefficients. Characterization

of HF-OCT versus histopathology for imaging of fibrocalcific plaques

was obtained from one intracranial artery specimen. Scale bars are equal

to 1 mm.
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intrasaccular device reconstruction of aneurysm necks observed
by HF-OCT and undetected on CBCT were shown to correlate
with failed aneurysm occlusion29. Magnetic resonance is the
method of choice for intracranial vessel wall imaging in the
context of ischemic stroke and intracranial hemorrhage, however,
its accuracy is significantly affected by its limited spatial resolu-
tion and voxel size. A recent investigation showed that the higher
resolution of IV imaging was able to reveal endothelial injuries,
residual thrombus, and ongoing thrombosis of BA perforators at
the lesion site following endovascular thrombectomy, in cases
where non-invasive angiographic techniques, including CT
angiography and magnetic resonance, showed a complete reca-
nalization, free of residual thrombus23.

The introduced neurovascular HF-OCT system enables volu-
metric microscopy of the arterial wall at a resolution approaching
10 µm. In this study, we have shown that high-resolution IV
imaging can accurately identify intraluminal thrombus and
neurovascular devices at a strut level in vivo. These results, in
combination with the evidence provided for imaging in tortuous
anatomy, suggest that HF-OCT can be used clinically for peri-
procedural assessment of neurovascular devices so that corrective
measures, such as local administration of GP IIb/IIIa inhibitors,
angioplasty, or additional stenting, can be deployed. In cases
where angiographic findings are ambiguous, its superior resolu-
tion allows the visualization of vessel dissections and stent–vessel
interactions which non-invasive imaging techniques are unable to
capture. An accurate characterization of intracranial athero-
sclerotic plaque types may inform treatment decisions, as well as
enable improved stent sizing, placement, and interaction with
perforating arteries and residual stenosis for an improved treat-
ment of intracranial arteries22,32,33. Furthermore, cerebrovascular
volumetric microscopy by HF-OCT can enable more informed,
image guided, personalized antithrombotic management follow-
ing endovascular treatements23. Its enhanced resolution has the
ability to study the vessel and aneurysm healing response to an
implanted device at an unparalleled level, assessing the tissue
thickness over the device surface and vascular remodeling, with
precision and accuracy of microscopy techniques in vivo29,34. As
such, the use of cerebrovascular HF-OCT offers great potential
for monitoring device healing in clinical practice, assessing
endothelial overgrowth and intimal hyperplasia35, offering
insights for optimal antiplatelet therapy following endovascular
treatments36. Similarly, in pre-clinical settings, HF-OCT will
provide key insights supporting the development and advance-
ment of future generations of neurovascular devices.

With this study, we introduced a neurovascular HF-OCT-
imaging system designed to perform cerebrovascular volumetric
microscopy. In a combination of in vitro, ex vivo, and in vivo
models, we demonstrated the feasibility of a miniaturized HF-
OCT endoscopic probe to image tortuous intracranial vascular
anatomy, and the ability to visualize fine details of the arterial wall
microstructure and its interaction with endovascular devices in
high-resolution. The results presented here indicate the potential
of HF-OCT technology for use in intracranial arteries and its
superiority with respect to state-of-the-art noninvasive imaging
modalities to provide additional guidance for neuroendovascular
therapeutic procedures.

The ability to inject contrast media and achieve a clear optical
window for imaging of neurovascular arteries was investigated in a
bench model of the circle of Willis. Substantial efforts were made to
reproduce patient circulation, including pulsatile blood flow, phy-
siological flow rates, vessel caliber, and capillary resistance. How-
ever, the use of in vitro models may be unable to capture the large
spectrum of anatomical variations and disease conditions encoun-
tered in patient cerebrovasculature. In this study, a higher viscosity
agent was more effective in successfully displacing blood from the

vessel lumen and obtain a clear field of view. To elaborate further,
given that a relatively low amount of residual blood can deteriorate
HF-OCT image quality (Supplementary Fig. 3B), a higher viscosity
media can help to obtain a complete, circumferential, clear field of
view more easily, for an optimal image quality acquisition. In
clinical practice, other factors such as intracranial artery disease,
aging, and consequent reduction of blood flow may permit the use
of lower viscosity agents, such as saline, reduced viscosity contrast,
or a mixture of both. In these conditions, injection at lower rates
may also be possible and provide sufficient clearance for HF-OCT
acquisitions. Furthermore, the use of low molecular weight dextran
has been successfully demonstrated for coronary imaging37, safety
was investigated for intracranial use38, and future studies may
possibly explore its use for HF-OCT imaging. Similarly, the use of
saline or partial dilution with contrast have been demonstrated for
IV imaging of coronaries and carotid arteries39. As a matter of fact,
both saline and dextran are optically transparent media that can be
effectively used for HF-OCT imaging. However, as they both pre-
sent a reduced viscosity40, injections at higher flow rates will be
often required to obtain a fully cleared lumen in vessels with flow
rates of 4ml/s or above. Nevertheless, in more distal vessels or in
vessels with impaired flow conditions, the use of saline or dextran
may permit good quality imaging as illustrated by previous cor-
onary and peripheral arteries studies37,41. Similarly, balloon tech-
niques for proximal occlusion during injection can drastically
reduce the blood flow in the target artery and reduce the injection
rates of saline, dextran, or contrast. Even though meaningful HF-
OCT acquisitions can be acquired through injections limited to 20
ml of contrast or less, saline or dextran may be adopted to avoid or
further reduce contrast administration in patients with renal
insufficiency and other underlying conditions. In routine clinical
workflow, rotational angiography is used for diagnosis and treat-
ment planning of cerebrovascular disease. Given the speed with
which the HF-OCT device acquires images (e.g., 50mm vessel
length in 2.5 s), the optimized contrast injection protocol is con-
sistent with that used during rotational angiography allowing for
simultaneous acquisitions (rotational angiography and HF-OCT)
thereby reducing contrast load.

Methods
Neurovascular HF-OCT-imaging system. In this study, HF-OCT data were
collected using prototypes of a neurovascular HF-OCT-imaging system, including
an imaging console and an endoscopic-imaging probe, named Vis-M® (Gentuity,
Sudbury, MA). HF-OCT describes a long coherence length frequency domain
OCT-imaging system specifically designed for use in cerebrovascular anatomy. The
term ‘high frequency’ is used to differentiate the technology introduced in this
study from existing commercially available frequency domain OCT (FD-OCT)/
OFDI IV imaging solutions13. As HF-OCT was designed to address neurovascular
imaging requirements, it acquires data at a significantly increased A-line rate and
with an extended field of view, generating and collecting signals at higher fre-
quencies. The HF-OCT prototype presented in this study utilizes a central light
wavelength of 1300 nm, it has an A-scan line rate of 200 kHz, an axial resolution
approaching 10 µm in tissue, and an effective imaging radius of ~7 mm in contrast
(diameter of 14 mm), assuming a refractive index n= 1.45 for this media40. In
comparison, commercially available solutions for intracoronary OCT imaging
acquire data at 90 kHz, with an imaging radius of 4.8 mm in contrast. The imaging
range of the HF-OCT system allows to visualize neurovascular arteries and
aneurysms that are up to ~7 mm in diameter, taking into consideration the worst
possible scenario where the imaging probe is located in the most eccentric position
with respect to the vessel centerline. The Vis-M is a 0.016-inch wire-like catheter
device (~400 µm maximum diameter), comprising a distal atraumatic, radiopaque
tip. A miniaturized graded index (GRIN) lens is attached to a bend insensitive
optical fiber and it is used to focus and collect the backscattered light from the
arterial wall, neurovascular devices, and other intraluminal objects. The imaging
lens spins within a protective, optically transparent device sheath at a speed of 250
Hz, collecting an equal number of cross-sectional images per second. The device is
retracted either manually by the operator or at a pullback speed pre-selected by the
user (Fig. 1), and can image arterial segments with a length up to 80 mm in a single
acquisition. In case of a 50 mm long pullback sampled in two and a half seconds
(i.e., pullback speed of 20 mm/s), the resulting HF-OCT spacing is equal to 80 µm.
The primary innovation that enabled device miniaturization and ideal flexibility for
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cerebrovascular navigation is the elimination of traditional torque cable solutions
adopted by existing IV-imaging technologies, such as IVUS42 and IV OCT43. In the
Vis-M construct, a distal rotational control solution comprising a viscous gel is
adopted, such that the optical fiber itself can be used to reliably transmit the
rotational torque between the system and the distal-imaging lens. From the results
presented in this study, it is possible to appreciate how this solution not only allows
for a flexible and reduced size endoscopic probe, but also enables a satisfactory
image quality collection in conditions showing a severe vascular tortuosity, com-
parable to the one encountered in human anatomy (Fig. 2). In these situations,
traditional torque cable solutions fails, presenting stiffness and safety characteristics
not optimized for cerebrovascular use8.

Patient-specific vascular model of the circle of Willis. A patient-specific vas-
cular model including the entire circle of Willis was used to investigate optimal
blood clearing protocols at different anatomical locations including the internal
carotid, the middle cerebral, the intradural vertebral, and the basilar arteries
(Supplementary Fig. 1). Flow sensors and a pressure sensor were used to constantly
measure the ICA, MCA, and BA flow rates and monitor the MCA pressure.
Compressor clamps were used on the model outlets to adjust peripheral vasculature
resistance, and ensure the reproduction of clinically relevant pressure and flow
values44. Swine blood was maintained at 37 °C and circulated using a pulsatile
pump. The resistance of the outlets was adjusted to achieve physiologically
representative flow rates through each branch of the model. Blood pressure and
flow rate was constantly monitored and adjusted to maintain physiological values
of ~250 ml/min in the ICA, 140 ml/min in the MCA, and 160 ml/min in the BA.
Importantly, the model includes communicating arteries that have the potential to
mix with injected contrast and obscure the acquisition of HF-OCT images.

A pulsatile pump was used to circulate swine blood, and the optimal contrast
injection protocols were identified at the location of the ICA, MCA, BA, and VA
arteries. For each of these locations, the Vis-M device was delivered to the target
anatomy and contrast media infused via a power injector through a 5 F intracranial
distal access catheter (Navien, Medtronic Neurovascular, Irvine, CA). Different
concentrations of Omnipaque (GE Healthcare, Marlborough, MA) were tested,
including 240, 300, and 350 mgI/mL with a viscosity of 3.4, 6.3, and 10.4 cp at
37 °C, respectively. Injections were performed using an automated pump (Medrad
Mark 7 Arterion Injection System, Bayer HealthCare, Whippany, NJ) flushing
through the 0.058-inch inner lumen of the intracranial distal access catheter at a
pressure limit of 300 psi. Starting from 1ml/s and using increments of 0.5 ml/s, the
flow rate was increased until complete clearance was obtained and the optimal
flushing protocol for each anatomical location determined. Clearance as a function
of the contrast delivery rate was analyzed using a HF-OCT-imaging metric by
classifying the results in three categories: blood obscuring the field of view, partial
clearance, and complete clearance (Supplementary Fig. 3).

Animal model and preparation. A Yorkshire swine model ranging between 40
and 70 kg (n= 8) was used in this study in accordance with our University’s
Institutional Animal Care and Use Committee (IACUC). All procedures were
performed under general anesthesia. The animals were pre-anesthetized by a
subcuticular injection of glycopyrrolate (0.01 mg/kg). Anesthesia was induced by
an intramuscular injection of tiletamine (Telazol, 4.4 mg/kg), ketamine (2.2 mg/kg),
and xylazine (2.2 mg/kg) and was maintained through mechanical ventilation of
1–3% isoflurane. During the procedure, the following vital parameters were
monitored continuously and recorded: heart and respiratory rate, invasive blood
pressure, oxygen saturation, end-tidal CO2, and temperature.

A model of elevated vascular tortuosity was obtained by the means of a flexed
forelimb model. This technique is able to provide severe tortuosity in brachial
arteries, resulting in radii of curvature similar to the ones encountered in the
human ICA27. After the surgical exposure of the right femoral artery, a 10 F
introducer sheath was inserted for endovascular access and a 5 F Navien™
(Medtronic) was navigated through the proximal segment of the brachial artery
allowing the deployment of the Vis-M device to the target anatomy.

The 5 F intracranial distal access catheter was subsequently navigated into the
internal maxillary artery (IMAX). FDS (n= 16) were deployed bilaterally into the
IMAX. A Pipeline FDS (Medtronic) was used in half of the arteries (n= 8), and a
Surpass FDS (Stryker neurovascular) was implanted in the other half (n= 8) by the
means of conventional endovascular surgery techniques. Following FDS
implantation, an ICS was deployed in each IMAX resulting in a partially
overlapping segment. Wingspan stents (Stryker Neurovascular) were implanted in
a total of five arteries, Neuroform stents (Stryker Neurovascular) in six arteries, and
Solitaire AB stents (Medtronic) in four arteries, for a total of 15 devices. In one
single case, no ICS was deployed due to a thrombotic occlusion of the artery at the
distal end of the FDS. In addition, a Precise Pro Carotid stent system (Cordis) was
implanted in a subset of the animals in the common carotid artery (n= 5).

Acquisition of imaging data. HF-OCT imaging was performed bilaterally in swine
brachial arteries of all animals (n= 16). Contrast media (Omnipaque) was injected
by the means of a 5 F distal access catheter to displace blood from the arterial
lumen. IV HF-OCT images were acquired in all IMAX arteries, following the

deployment of FDS and ICS devices, obtaining a total of 31 imaging runs. Sixteen
(n= 16) of these imaging data set were acquired following the FDS implantation.
The additional datasets (n= 15) were obtained following the ICS implantation
partially overlapping with the FDS. Similarly, DSA, non-subtracted cineangio-
graphy, and full-scale, small FOV cone-beam CT images (Philips Healthcare) were
acquired for each vessel using standard imaging techniques, obtaining 31 imaging
runs for each modality.

Analysis of neurovascular devices. Expert image readers (n= 3) analyzed the
presence of thrombus accumulation along the device and malapposition using a
binary outcome metric across the different modalities. Reviewers analyzed a total of
480 images that included angiographic runs, HF-OCT and CBCT cross-sectional
images in a blinded fashion. Fleiss’ kappa statistic was used to assess the agreement
between the different reviewers. A binary scoring system was used to classify all
images for the presence or absence of clots and device malapposition. Prior to
image quantification, co-registration of the imaging data from the different mod-
alities was obtained using the distal and proximal edges of the FD and ICS as
reference markers. Regions of interests (ROI) of 5 mm in length were defined at the
proximal and distal edges of all devices. For each ROI, the locations containing the
largest clot and the most severe malapposition were matched between DSA, HF-
OCT, and the reconstructed CBCT cross-sectional images.

Ex vivo segments of intracranial artery. To compare HF-OCT imaging of intra-
cranial atherosclerotic plaques with histopathology, we obtained arterial segments
from cadavers older than 70 years of age with a history of smoking and coronary or
peripheral artery disease. All specimens were provided by the University of Massa-
chusetts Medical School Division of Translational Anatomy. Per NIH and the Uni-
versity of Massachusetts Medical School IRB guidelines, specimens from deceased
individuals are not human subjects research. Consent to use remains for medical
research was provided by donors prior to being deceased. The intracranial vasculature
of human cadavers was explored (n= 3), and multiple arteries appearing to contain
atherosclerotic disease were collected (n= 10). Segments of the distal internal carotid
artery (n= 2), MCA (n= 4), basilar (n= 2), and intradural vertebral (n= 2) arteries
were harvested. Specimens were traditionally fixated with a 10% formalin solution and
subsequently submerged in saline for HF-OCT acquisitions. Multiple data sets cap-
turing volumetric data from the entire length of each artery were obtained. An expert
image reader identified regions of interest containing atherosclerotic disease for
fibrotic, fibrocalcific, and NC plaques (n= 3). Similarly to state-of-art near-infrared IV
OCT technology15, fibrotic plaque tissue was identified by a homogeneous signal with
relatively high backscattering; calcific tissue as low attenuation and signal-poor het-
erogeneous tissue with sharply demarcated borders; necrotic tissue as high-attenuating,
resulting in poorly delineated borders, fast signal drop-off, and little or no signal
backscattering15,45. A visible light indicator emitted by the Vis-M catheter was used to
mark each region of interest on the different specimens. The corresponding tissue
samples were subsequently embedded in paraffin, sectioned in 5 µm slices, and pro-
cessed for Sudan’s black, H&E, van Gieson’s, Movat pentachrome, and trichrome
staining.

Statistical analysis. Unless otherwise specified, data are presented as mean ±
standard deviation. Fleiss’ kappa statistics was used to assess and quantify the
agreement between the three different image raters classifying DSA, CBCT, and
HF-OCT images. Mean and standard deviation statistics were calculated using
Microsoft Excel. Fleiss’s kappa for inter-rater agreement was calculated using R
(Vienna, Austria).

Three-dimensional HF-OCT renderings. Cross-sectional images were manually
processed and segmented using software ImageJ (NIH). Intraluminal clots, struts of
neurovascular devices, and the contour of the vessel wall were identified, manually
traced, and labeled. HF-OCT data were rendered in color using the following
scheme: red, artery wall; purple, intraluminal clots; silver, metallic struts. The
segmented data sets were imported into a volume-rendering DICOM visualization
software (OsiriX MD v10.0.2, Pixmeo SARL, Bernex, Switzerland), after a frame-to-
frame registration to correct for motion artifacts generated by the mechanical
scanning of the catheter (Image J)46. Perspective volume rendering techniques
using cut surfaces and fly-through methods with manually optimized opacity tables
were used for visualization16.

Reporting summary. Further information on research design is available in the Nature

Research Reporting Summary linked to this article.

Data availability
The imaging data that support the findings of this study are available from the

corresponding author upon reasonable request.

Received: 26 November 2019; Accepted: 9 July 2020;

ARTICLE NATURE COMMUNICATIONS | https://doi.org/10.1038/s41467-020-17702-7

8 NATURE COMMUNICATIONS |         (2020) 11:3851 | https://doi.org/10.1038/s41467-020-17702-7 | www.nature.com/naturecommunications

www.nature.com/naturecommunications


References
1. Becske, T. et al. Pipeline for uncoilable or failed aneurysms: results from a

multicenter clinical trial. Radiology 267, 858–868 (2013).
2. Rouchaud, A. et al. Wall apposition is a key factor for aneurysm occlusion

after flow diversion: a histologic evaluation in 41 rabbits. Am. J. Neuroradiol.
37, 2087–2091 (2016).

3. Heller, R., Calnan, D. R., Lanfranchi, M., Madan, N. & Malek, A. M.
Incomplete stent apposition in Enterprise stent-mediated coiling of
aneurysms: persistence over time and risk of delayed ischemic events. J.
Neurosurg. 118, 1014–1022 (2013).

4. Mocco, J. et al. Treatment of intracranial aneurysms with the Enterprise stent:
a multicenter registry. J. Neurosurg. 110, 35–39 (2009).

5. Campbell, B. C. V. et al. Endovascular stent thrombectomy: the new standard
of care for large vessel ischaemic stroke. Lancet Neurol. 14, 846–854 (2015).

6. Power, S. et al. Vessel wall magnetic resonance imaging in acute ischemic
stroke: effects of embolism and mechanical thrombectomy on the arterial wall.
Stroke 45, 2330–2334 (2014).

7. Wang, Y. et al. Culprit intracranial plaque without substantial stenosis in acute
ischemic stroke on vessel wall MRI: a systematic review. Atherosclerosis 287,
112–121 (2019).

8. Chen, C. J. et al. Optical coherence tomography: future applications in
cerebrovascular imaging. Stroke 49, 1044–1050 (2018).

9. Pavlin-Premrl, D. et al. Advanced imaging of intracranial atherosclerosis:
lessons from interventional cardiology. Front. Neurol. 8, 387 (2017).

10. Gounis, M. J. et al. Intravascular optical coherence tomography for
neurointerventional surgery. Stroke. 50, 218–223 (2018).

11. Yun, S. H. et al. Comprehensive volumetric optical microscopy in vivo. Nat.
Med. 12, 1429–1433 (2006).

12. Tearney, G. J. et al. In vivo endoscopic optical biopsy with optical coherence
tomography. Science 276, 2037–2039 (1997).

13. Bezerra, H. G., Costa, M. A., Guagliumi, G., Rollins, A. M. & Simon, D. I.
Intracoronary optical coherence tomography: a comprehensive review clinical
and research applications. JACC Cardiovasc. Interv. 2, 1035–1046 (2009).

14. Tearney, G. J. et al. Three-dimensional coronary artery microscopy by
intracoronary optical frequency domain imaging. JACC Cardiovasc. Imaging
1, 752–761 (2008).

15. Tearney, G. J. et al. Consensus standards for acquisition, measurement, and
reporting of intravascular optical coherence tomography studies: a report
from the International Working Group for Intravascular Optical Coherence
Tomography Standardization and Validation. J. Am. Coll. Cardiol. 59,
1058–1072 (2012).

16. Ughi, G. J. et al. Clinical characterization of coronary atherosclerosis with
dual-modality OCT and near-infrared autofluorescence imaging. JACC
Cardiovasc. Imaging 9, 1304–1314 (2016).

17. Guagliumi, G. et al. Strut coverage and late malapposition with paclitaxel-
eluting stents compared with bare metal stents in acute myocardial infarction:
optical coherence tomography substudy of the Harmonizing Outcomes with
Revascularization and Stents in Acute Myocardial Infarction (HORIZONS-
AMI) Trial. Circulation 123, 274–281 (2011).

18. Nam, H. S. et al. Automated detection of vessel lumen and stent struts in
intravascular optical coherence tomography to evaluate stent apposition and
neointimal coverage. Med. Phys. 43, 1662 (2016).

19. Ughi, G. J. et al. Automatic characterization of neointimal tissue by
intravascular optical coherence tomography. J. Biomed. Opt. 19, 21104 (2014).

20. Ughi, G. J. et al. Automatic segmentation of in-vivo intra-coronary optical
coherence tomography images to assess stent strut apposition and coverage.
Int. J. Cardiovasc. Imaging 28, 229–241 (2012).

21. Lopes, D. K. & Johnson, A. K. Evaluation of cerebral artery perforators and the
pipeline embolization device using optical coherence tomography. J.
Neurointerv. Surg. 4, 291–294 (2012).

22. Given, C. A. et al. Optical coherence tomography of the intracranial
vasculature and Wingspan stent in a patient. J. Neurointerv. Surg. 7, e22
(2015).

23. Pasarikovski, C. R., Ramjist, J., da Costa, L., Black, S. E. & Yang, V. Optical
coherence tomography imaging after endovascular thrombectomy for basilar
artery occlusion: report of 3 cases. J. Neurosurg. 1, 1–6 (2019).

24. Attizzani, G. F. et al. Frequency-domain optical coherence tomography
assessment of very late vascular response after carotid stent implantation. J.
Vasc. Surg. 58, 201–204 (2013).

25. Jones, M. R. et al. Intravascular frequency-domain optical coherence
tomography assessment of atherosclerosis and stent–vessel interactions in
human carotid arteries. Am. J. Neuroradiol. 33, 1494–1501 (2012).

26. Lescher, S., Gehrisch, S., Klein, S. & Berkefeld, J. Time-resolved 3D rotational
angiography: display of detailed neurovascular anatomy in patients with
intracranial vascular malformations. J. Neurointerv. Surg. 9, 887–894 (2017).

27. Carniato, S., Mehra, M., King, R. M., Wakhloo, A. K. & Gounis, M. J. Porcine
brachial artery tortuosity for in vivo evaluation of neuroendovascular devices.
Am. J. Neuroradiol. 34, E36–E38 (2013).

28. Kawase, Y. et al. Comparison of nonuniform rotational distortion between
mechanical IVUS and OCT using a phantom model. Ultrasound Med. Biol.
33, 67–73 (2007).

29. King, R. M. et al. High frequency optical coherence tomography assessment of
homogenous neck coverage by intrasaccular devices predicts successful
aneurysm occlusion. J. Neurointerv. Surg. 11, 1150–1154 (2019).

30. van der Marel, K. et al. Grading of Regional Apposition after Flow-Diverter
Treatment (GRAFT): a comparative evaluation of VasoCT and intravascular
OCT. J. Neurointerv. Surg. 8, 847–852 (2016).

31. King, R. M. et al. Communicating malapposition of flow diverters assessed
with optical coherence tomography correlates with delayed aneurysm
occlusion. J. Neurointerv. Surg. 10, 693–697 (2018).

32. Zhang, L. et al. Wingspan stents for the treatment of symptomatic
atherosclerotic stenosis in small intracranial vessels: safety and efficacy
evaluation. Am. J. Neuroradiol. 33, 343–347 (2012).

33. Koskinas, K. C., Ughi, G. J., Windecker, S., Tearney, G. J. & Raber, L.
Intracoronary imaging of coronary atherosclerosis: validation for diagnosis,
prognosis and treatment. Eur. Heart J. 37, 524–535a-c (2016).

34. Ughi, G. J. et al. Automatic assessment of stent neointimal coverage by
intravascular optical coherence tomography. Eur. Heart J. Cardiovasc. Imaging
15, 195–200 (2014).

35. Malle, C. et al. Tissue characterization after drug-eluting stent implantation
using optical coherence tomography. Arterioscler. Thromb. Vasc. Biol. 33,
1376–1383 (2013).

36. Matsuda, Y., Jang, D. K., Chung, J., Wainwright, J. M. & Lopes, D. Preliminary
outcomes of single antiplatelet therapy for surface-modified flow diverters in
an animal model: analysis of neointimal development and thrombus
formation using OCT. J. Neurointerv. Surg. 11, 74–79 (2019).

37. Ozaki, Y. et al. Comparison of contrast media and low-molecular-weight
dextran for frequency-domain optical coherence tomography. Circ. J. 76,
922–927 (2012).

38. Strand, T. Evaluation of long-term outcome and safety after hemodilution
therapy in acute ischemic stroke. Stroke 23, 657–662 (1992).

39. Given, C. A. II et al. Frequency-domain optical coherence tomography
assessment of human carotid atherosclerosis using saline flush for blood
clearance without balloon occlusion. Am. J. Neuroradiol. 34, 1414–1418 (2013).

40. Suter, M. J. et al. Optimizing flushing parameters in intracoronary optical
coherence tomography: an in vivo Swine study. Int. J. Cardiovasc. Imaging 31,
1097–1106 (2015).

41. Kendrick, D. E. et al. Dextran or saline can replace contrast for intravascular
optical coherence tomography in lower extremity arteries. J. Endovasc. Ther.
23, 723–730 (2016).

42. Li, B. H. et al. Hybrid intravascular ultrasound and optical coherence
tomography catheter for imaging of coronary atherosclerosis. Catheter
Cardiovasc. Int. 81, 494–507 (2013).

43. Bouma, B. E., Villiger, M., Otsuka, K. & Oh, W. Y. Intravascular optical
coherence tomography [Invited]. Biomed. Opt. Express 8, 2660–2686 (2017).

44. van der Marel, K. et al. Quantitative assessment of device–clot interaction for
stent retriever thrombectomy. J. Neurointerv. Surg. 8, 1278–1282 (2016).

45. Xu, C., Schmitt, J. M., Carlier, S. G. & Virmani, R. Characterization of
atherosclerosis plaques by measuring both backscattering and attenuation
coefficients in optical coherence tomography. J. Biomed. Opt. 13, 034003 (2008).

46. Thevenaz, P., Ruttimann, U. E. & Unser, M. A pyramid approach to subpixel
registration based on intensity. IEEE Trans. Image Process. 7, 27–41 (1998).

Acknowledgements
This research was partially supported by the US National Institute of Health (contracts

R43 NS100163 and R44 NS100163), by the Massachusetts Life Sciences Center Bits-to-

Bytes program, and by Gentuity LLC.

Author contributions
G.J.U. conceived the study, designed and performed the experiments, reviewed the data,

and supervised the project; M.G.M. designed and performed the experiment and ana-

lyzed the data; R.M.K., J.C., L.M.P., and B.H.D. performed the experiments and analyzed

the data; E.T.L., A.C., and A.L. performed the experiments; S.R. analyzed the data; D.K.L.

contributed to design the experiments; M.J.G., designed the experiments, reviewed the

data, and supervised the project; A.S.P. designed the experiments and analyzed the data.

All authors discussed and edited the manuscript.

Competing interests
G.J.U., L.M.P., and B.H.D. are employees of Gentuity LLC and hold stocks. M.G.M. is a

consultant on a fee-per-hour basis for InNeuroCo In and Stryker Neurovascular. D.K.L.

has received research support from Medtronic Neurovascular. M.J.G. has received

research support from the National Institutes of Health (NIH), the United States–Israel

Binational Science Foundation, Anaconda, Apic Bio, Arsenal Medical, Axovant,

NATURE COMMUNICATIONS | https://doi.org/10.1038/s41467-020-17702-7 ARTICLE

NATURE COMMUNICATIONS |         (2020) 11:3851 | https://doi.org/10.1038/s41467-020-17702-7 | www.nature.com/naturecommunications 9

www.nature.com/naturecommunications
www.nature.com/naturecommunications


Cerenovus, Ceretrieve, Cook Medical, Galaxy LLC, Gentuity, Imperative Care, InNeur-

oCo, Insera, Magneto, Microvention, Medtronic Neurovascular, MIVI Neurosciences,

Neuravi, Neurogami, Philips Healthcare, Progressive Neuro, Rapid Medical, Route 92

Medical, Stryker Neurovascular, Syntheon, and the Wyss Institute; is a consultant on a

fee-per-hour basis for Cerenovus, Imperative Care, Medtronic Neurovascular, Mivi

Neurosciences, Phenox, Route 92 Medical, and Stryker Neurovascular; holds stock in

Imperative Care, InNeuroCo, and Neurogami. A.S.P. has been a proctor on a fee-per-

hour basis for Stryker Neurovascular, and Cerenovus; has research grants from Cere-

novus, Medtronic Neurovascular, and Stryker Neurovascular; holds stock in InNeuroCo,

and NTI. The remaining authors declare no competing interests.

Additional information
Supplementary information is available for this paper at https://doi.org/10.1038/s41467-

020-17702-7.

Correspondence and requests for materials should be addressed to M.J.G.

Peer review information Nature Communications thanks Adel Malek and the other,

anonymous, reviewer(s) for their contribution to the peer review of this work. Peer

reviewer reports are available.

Reprints and permission information is available at http://www.nature.com/reprints

Publisher’s note Springer Nature remains neutral with regard to jurisdictional claims in

published maps and institutional affiliations.

Open Access This article is licensed under a Creative Commons

Attribution 4.0 International License, which permits use, sharing,

adaptation, distribution and reproduction in any medium or format, as long as you give

appropriate credit to the original author(s) and the source, provide a link to the Creative

Commons license, and indicate if changes were made. The images or other third party

material in this article are included in the article’s Creative Commons license, unless

indicated otherwise in a credit line to the material. If material is not included in the

article’s Creative Commons license and your intended use is not permitted by statutory

regulation or exceeds the permitted use, you will need to obtain permission directly from

the copyright holder. To view a copy of this license, visit http://creativecommons.org/

licenses/by/4.0/.

© The Author(s) 2020

ARTICLE NATURE COMMUNICATIONS | https://doi.org/10.1038/s41467-020-17702-7

10 NATURE COMMUNICATIONS |         (2020) 11:3851 | https://doi.org/10.1038/s41467-020-17702-7 | www.nature.com/naturecommunications

https://doi.org/10.1038/s41467-020-17702-7
https://doi.org/10.1038/s41467-020-17702-7
http://www.nature.com/reprints
http://creativecommons.org/licenses/by/4.0/
http://creativecommons.org/licenses/by/4.0/
www.nature.com/naturecommunications

	A neurovascular high-frequency optical coherence tomography system enables in situ cerebrovascular volumetric microscopy
	Let us know how access to this document benefits you.
	Repository Citation

	A neurovascular high-frequency optical coherence tomography system enables in�situ cerebrovascular volumetric microscopy
	Results
	A neurovascular high-resolution endoscopic imaging system
	Vessel clearing in an in�vitro model of the circle of Willis
	Imaging in elevated vascular tortuosity in�vivo
	Imaging of neurovascular stents and flow-diverters in�vivo
	Imaging in large arteries
	Imaging of intracranial atherosclerosis

	Discussion
	Methods
	Neurovascular HF-OCT-imaging system
	Patient-specific vascular model of the circle of Willis
	Animal model and preparation
	Acquisition of imaging data
	Analysis of neurovascular devices
	Ex vivo segments of intracranial artery
	Statistical analysis
	Three-dimensional HF-OCT renderings

	Reporting summary
	Data availability
	References
	Acknowledgements
	Author contributions
	Competing interests
	Additional information


