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● Purpose.—To develop a guideline to improve the accu-
racy of human epidermal growth factor receptor 2 (HER2)
testing in invasive breast cancer and its utility as a predic-
tive marker.

Methods.—The American Society of Clinical Oncology
and the College of American Pathologists (CAP) convened
an expert panel, which conducted a systematic review of
the literature and developed recommendations for optimal
HER2 testing performance. The guideline was reviewed by
selected experts and approved by the board of directors
for both organizations.

Results.—Approximately 20% of current HER2 testing
may be inaccurate. When carefully validated testing is per-
formed, available data do not clearly demonstrate the su-
periority of either immunohistochemistry (IHC) or in situ
hybridization (ISH) as a predictor of benefit from anti-
HER2 therapy.

Recommendations.—The panel recommends that HER2
status should be determined for all invasive breast cancer.
A testing algorithm that relies on accurate, reproducible
assay performance, including newly available types of
brightfield ISH, is proposed. Elements to reliably reduce
assay variation (for example, specimen handling, assay ex-
clusion, and reporting criteria) are specified. An algorithm

defining positive, equivocal, and negative values for both
HER2 protein expression and gene amplification is rec-
ommended: a positive HER2 result is IHC staining of 3�

(uniform, intense membrane staining of � 30% of invasive
tumor cells), a fluorescent in situ hybridization (FISH) re-
sult of more than 6 HER2 gene copies per nucleus, or a
FISH ratio (HER2 gene signals to chromosome 17 signals)
of more than 2.2; a negative result is an IHC staining of 0
or 1�, a FISH result of less than 4.0 HER2 gene copies per
nucleus, or a FISH ratio of less than 1.8. Equivocal results
require additional action for final determination. It is rec-
ommended that to perform HER2 testing, laboratories
show 95% concordance with another validated test for
positive and negative assay values. The panel strongly rec-
ommends validation of laboratory assay or modifications,
use of standardized operating procedures, and compliance
with new testing criteria to be monitored with the use of
stringent laboratory accreditation standards, proficiency
testing, and competency assessment. The panel recom-
mends that HER2 testing be done in a CAP-accredited lab-
oratory or in a laboratory that meets the accreditation and
proficiency testing requirements set out by this document.

(Arch Pathol Lab Med. 2007;131:18–43)

The human epidermal growth factor receptor 2 gene
ERBB2 (commonly referred to as HER2) is amplified

in approximately 18% to 20% of breast cancers.1 ERBB2 is
the official name provided by the HUGO Gene Nomen-
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clature Committee for the v-erb-b2 erythroblastic leuke-
mia viral oncogene homolog 2 gene that encodes a mem-
ber of the epidermal growth factor receptor family of re-
ceptor tyrosine kinases. Several aliases have been used in
the literature (for example, NEU, NGL, HER2, TKR1,
HER-2, c-erb B2, HER-2/neu) and the panel opted to
adopt the commonly used term HER2 throughout this ar-
ticle.2 Amplification is the primary mechanism of HER2
overexpression and abnormally high levels of a 185-kd
glycoprotein with tyrosine kinase activity are found in
these tumors.3 HER2 overexpression is associated with
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clinical outcomes in patients with breast cancer.4–6 There
are several possible uses of HER2 status. HER2 positivity
is associated with worse prognosis (higher rate of recur-
rence and mortality) in patients with newly diagnosed
breast cancer who do not receive any adjuvant systemic
therapy. Thus, HER2 status might be incorporated into a
clinical decision, along with other prognostic factors, re-
garding whether to give any adjuvant systemic therapy.

HER2 status is also predictive for several systemic ther-
apies.6 In this regard, HER2 positivity appears to be as-
sociated with relative, but not absolute, resistance to en-
docrine therapies in general.7 Although controversial, pre-
clinical and clinical studies have suggested that this effect
may be specific to selective estrogen receptor modulator
therapy, such as tamoxifen, and perhaps not to estrogen
depletion therapies, such as with aromatase inhibitors.8

HER2 status also appears to be predictive for either resis-
tance or sensitivity to different types of chemotherapeutic
agents. HER2 may be associated with relative, but not ab-
solute, lower benefit from nonanthracycline, nontaxane-
containing chemotherapy regimens.9 In contrast, retro-
spectively obtained results from prospectively conducted
randomized clinical trials appear more definitive in sug-
gesting that HER2 positivity is associated with response
to anthracycline therapy; although, this effect may be sec-
ondary to coamplification of HER2 with topoisomerase II,
which is the direct target of these agents.10–13 Preliminary
data also suggest that HER2 may predict for response and
benefit from paclitaxel in either the metastatic or adjuvant
settings.14,15

Perhaps most importantly, several studies have now
shown that agents that target HER2 are remarkably effec-
tive in both the metastatic and adjuvant settings. Trastu-
zumab (Herceptin; Genentech, South San Francisco, CA),
a humanized monoclonal antibody, improves response
rates, time to progression, and even survival when used
alone or added to chemotherapy in metastatic breast can-
cer.16 Trastuzumab is also active as a single agent17,18 and
was approved in 1998 by the US Food and Drug Admin-
istration for the treatment of metastatic disease.

Importantly, five international, prospective randomized
clinical trials have demonstrated that adjuvant trastuzu-
mab reduces the risk of recurrence and mortality by one
half and one third, respectively, in patients with early-
stage breast cancer.19–23 Furthermore, recently reported re-
sults suggest that a small molecule dual HER1/HER2 ty-
rosine kinase inhibitor of HER2 tyrosine kinase activity,
lapatinib (Tykerb, GlaxoSmithKline, Philadelphia, PA),
improves clinical outcome in patients with advanced dis-
ease when added to capecitabine.24 Taken together, these
results imply that HER2 is a useful marker for therapeutic
decision making for patients with breast cancer, and they
emphasize the importance of evaluating the assay accu-
rately.

Gene amplification was initially detected by Southern
hybridization in frozen tumor specimens, and was sub-
sequently found to correlate with overexpression at the
mRNA and protein levels.25 The early trials of trastuzu-
mab in metastatic breast cancer enrolled patients after cen-
tral testing using an immunohistochemistry (IHC) assay
with the anti-HER2 antibodies 4D5 (the parent antibody
of trastuzumab) and CB11 on formalin-fixed, paraffin-em-
bedded tissue, and this clinical trials assay identified
staining patterns for HER2 as negative (0 and 1�) or pos-
itive (2� and 3�). In these studies, only patients with 2�

or 3� staining were eligible. Retrospective analyses have
suggested that only patients with IHC 3� staining and/
or HER2 gene amplification by fluorescent in situ hybrid-
ization (FISH) benefited16 (also see Appendix C). Concor-
dance data subsequently showed that only 24% of the IHC
2� tumors had gene amplification when tested by FISH.26

Preliminary findings from the only randomized trial of
trastuzumab in patients with 0 or 1�, nonamplified HER2
status have been reported.27 In this study, there was no
statistically significant benefit from the addition of tras-
tuzumab to paclitaxel in women with HER-negative breast
cancer, but the study was underpowered and limited by
the lack of central testing for HER2.

Early studies suggested that as many as 30% of breast
cancers have HER2 overexpression.1,25 However, it is likely
that HER2 positivity was overestimated in these studies,
and that its true frequency is lower in a general unselected
population, since those data came largely from high-risk
early-stage breast cancer cohorts and from patients with
metastatic disease. The frequency of HER2-positive breast
cancer appears to be lower when considering all patients
with a new diagnosis of invasive breast cancer. Yaziji et
al28 recently reported their experience with large volume
testing and observed that 18% of samples tested (n �

2,913) showed gene amplification by FISH (defined as a
HER2:CEP17 ratio � 2). A similar descriptive study by
Owens et al29 observed a frequency of HER2 overexpres-
sion of 20% among 116,736 specimens tested by IHC and
22.7% among 6,556 specimens tested by FISH.

The results of five randomized trials of adjuvant tras-
tuzumab versus no trastuzumab have been reported since
2005, and various strategies to determine or confirm HER2
overexpression were used (Table 1). Adjuvant trastuzu-
mab given during and/or after chemotherapy to women
with early-stage breast cancer and evidence of HER2 over-
expression results in a significant improvement in disease-
free survival19,20 and overall survival.21–23 HER2 overex-
pression is now accepted as a strong predictive marker for
clinical benefit from trastuzumab in both the metastatic39

and adjuvant settings. Indeed, the American Society of
Clinical Oncology (ASCO) Tumor Marker Guidelines Pan-
el has recommended routine testing of HER2 on newly
diagnosed and metastatic breast cancer since 2001.39

In summary, HER2 testing should be routinely per-
formed in patients with a new diagnosis of invasive breast
cancer. However, the best method to assess HER2 status,
in regards both to the type of assay used and the optimal
method to perform each assay, remains controversial. For
most of the prospective randomized adjuvant trials of
trastuzumab, testing algorithms for HER2 were somewhat
arbitrarily developed, consisting of either IHC testing with
reflex FISH if IHC 2� or reliance on ISH testing alone to
detect gene amplification ratios of 2.0 or higher.19–22,30,31,33,40

Those with evidence of amplification by FISH or overex-
pression by IHC (3�) were considered suitable candidates
for participation in these trials. For the most part, these
algorithms have been adopted into clinical practice.

The assays that are used to obtain the required data to
populate these algorithms have not been standardized.
Several assays have been used for HER2 determination in
tissue (Table 2). US Food and Drug Administration regu-
lations also allow pathology laboratories to develop and
implement so called ‘‘home brew assays’’ using US Food
and Drug Administration–approved analyte specific re-
agents.41 While some assays have been carefully validated,



20 Arch Pathol Lab Med—Vol 131, January 2007 Guideline for HER2 Testing in Breast Cancer—Wolff et al

others, especially ‘‘home brew assays,’’ have not. Prospec-
tive substudies from two of the adjuvant randomized tri-
als of trastuzumab versus nil have demonstrated that ap-
proximately 20% of HER2 assays performed in the field
(at the primary treatment site’s pathology department)
were incorrect when the same specimen was re-evaluated
in a high volume, central laboratory.30,40 Such a disorga-
nized practice and high rate of inaccuracy, for such an
important test that dictates a critically effective yet poten-
tially life-threatening and expensive treatment, is not ac-
ceptable.

Trastuzumab therapy is not without its drawbacks. Al-
though treatment duration in the metastatic setting varies
widely, currently adjuvant trastuzumab is recommended
for 12 months. The drug cost of 52 weeks of trastuzumab
in the community setting in the United States is approxi-
mately $100,000 based on average sales price (www.
accc-cancer.org). In addition, there is a requirement for 9
to 12 months of intravenous therapy after completion of
adjuvant chemotherapy. Importantly, trastuzumab is as-
sociated with a small risk of serious cardiac toxicity.42 In
the prospective randomized adjuvant trials, careful serial

cardiac monitoring has demonstrated that at median fol-
low-up times of 3 years or fewer, approximately 5% to
15% of patients develop cardiac dysfunction, and approx-
imately 1% to 4% develop significant cardiac events (in-
cluding symptomatic congestive heart failure) while tak-
ing trastuzumab.43–45

Taken together, the significant benefits coupled with the
high cost and potential cardiotoxicity of trastuzumab de-
mand accurate HER2 testing. If response to therapy were
to be considered a gold standard, then the ideal test for
HER2 would approach 100% sensitivity (ie, identify as
HER2-positive all patients who will benefit from a specific
therapy—the true-positives) and 100% specificity (ie, iden-
tify as HER2-negative all patients who would not benefit
from a specific therapy—the true-negatives). However,
two points must not be forgotten. First, a precise definition
of accuracy is how close the measured values are to a
supposed true value, and it incorporates both variability
(ie, precision) and bias (ie, a systematic difference between
average measured value and true value). Implicit in this
discussion is that a suitable gold standard has been estab-
lished for purposes of determining true status for each
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specimen. Second, accurate determination of HER2 status
must not be viewed exclusively in terms of benefit from
anti-HER2 therapy, like trastuzumab. Patients with breast
cancers that overexpress HER2 differ greatly in their re-
sponse to trastuzumab. Available clinical data indicate the
near certainty that there are patients who truly overex-
press HER2 but have upstream or downstream anomalies
that render the interaction with trastuzumab ineffective,
and it would not be appropriate to consider these patients
as having HER2-negative disease. Rather the challenge re-
mains to define the additional defects that place this HER2
positivity in the appropriate therapeutic context.

Despite attempts within the international pathology
community to improve the status of HER2 testing in rou-
tine practice,46–50 testing inaccuracy remains a major issue
with both IHC and FISH.30,31,40 Various factors can explain
the large variability observed in clinical practice and in
clinical trials. These factors are summarized in Table 3.
The use of laboratory assays as the sole determinant for
therapy selection poses a significant challenge to pathol-
ogists performing and interpreting the results and to on-
cologists who must rely on them for clinical decisions.
Therefore, ASCO and the College of American Patholo-
gists (CAP) established a clinical practice guideline expert
panel charged with developing recommendations regard-

ing HER2 testing in breast cancer. Information regarding
the scope of the problem can be found in Appendices C
(Evidence on HER2 Status and Trastuzumab Benefit) and
D (Evidence on HER2 Testing Variation).

Guideline Questions

This guideline addresses two principal questions re-
garding HER2 testing. Table 4 summarizes the recom-
mendations.

1. What is the optimal testing algorithm for the assess-
ment of HER2 status?

2. What strategies can help ensure optimal performance,
interpretation, and reporting of established assays?
a. What is the regulatory framework that permits en-

hanced testing scrutiny?
b. What are the optimal external quality assurance

methods to ensure ongoing accuracy in HER2 test-
ing?

c. How can these efforts be implemented and the ef-
fects measured?

Practice Guidelines

Practice guidelines are systematically developed state-
ments to assist practitioners and patients in making de-
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cisions about appropriate health care for specific clinical
circumstances. Attributes of good guidelines include va-
lidity, reliability, reproducibility, clinical applicability, clin-
ical flexibility, clarity, multidisciplinary process, review of
evidence, and documentation. Guidelines may be useful
in producing better care and decreasing cost. Specifically,
utilization of clinical guidelines may provide the follow-
ing:

1. Improvement in outcomes;
2. Improvement in medical practice;
3. Means for minimizing inappropriate practice vari-

ation;
4. Decision support tools for practitioners;
5. Points of reference for medical orientation and ed-

ucation;
6. Criteria for self-evaluation;
7. Indicators and criteria for external quality review;
8. Assistance with reimbursement and coverage deci-

sions;
9. Criteria for use in credentialing decisions;

10. Identification of areas where further research is
needed.

In formulating recommendations for HER2 testing in
breast cancer, ASCO and CAP considered these tenets of
guideline development, emphasizing review of data from
appropriately conducted and analyzed clinical trials.
However, it is important to note that guidelines cannot
always account for individual variation among patients.
Guidelines are not intended to supplant physician judg-
ment with respect to particular patients or special clinical
situations and cannot be considered inclusive of all proper
methods of care or exclusive of other treatments reason-
ably directed at obtaining the same result. Accordingly,
ASCO considers adherence to these guidelines to be vol-
untary, with the ultimate determination regarding their
application to be made by the physician in light of each
patient’s individual circumstances. In addition, these

guidelines describe the use of procedures and therapies
in clinical practice; they cannot be assumed to apply to
the use of these interventions performed in the context of
clinical trials, given that clinical studies are designed to
evaluate or validate innovative approaches in a disease for
which improved staging and treatment are needed. In that
guideline development involves a review and synthesis of
the latest literature, a practice guideline also serves to
identify important questions and settings for further re-
search.

METHODS

Panel Composition

The ASCO Health Services Committee (HSC) and the CAP
Council on Scientific Affairs (CSA) jointly convened an expert
panel consisting of experts in clinical medicine and research rel-
evant to HER2 testing, including medical oncology, pathology,
epidemiology, statistics, and health services research. Academic
and community practitioners and a patient representative were
also part of the panel. Representatives from the US Food and
Drug Administration, the Centers for Medicare and Medicaid Ser-
vices, the National Cancer Institute, and the National Academy
of Clinical Biochemistry served as ex-officio members. The opin-
ions of panel members associated with official government agen-
cies represent their individual views and not necessarily those of
the agency with which they are affiliated. The panel members are
listed in Appendix A Table A1. Representatives of commercial
laboratories and assay/drug manufacturers (Appendix B Table
A2) were invited as guests to attend the open portion of the panel
meeting held at ASCO headquarters in March 2006.

Literature Review and Analysis

Literature search strategy. The following electronic databas-
es were searched from January 1987 through February 2006:
MEDLINE, PreMEDLINE, and the Cochrane Collaboration Li-
brary. In addition, abstracts presented at ASCO or CAP from
2000 to 2005 and at the San Antonio Breast Cancer Symposium
from 2003 to 2005 were identified. Results were supplemented
with hand searching of selected reviews and personal files. The
following MeSH terms were used in a MEDLINE search: ‘‘im-
munohistochemistry,’’ ‘‘in situ hybridization, fluorescence,’’
‘‘genes, erbB2,’’ ‘‘receptor, erbB2,’’ ‘‘receptor, epidermal growth
factor,’’ ‘‘breast neoplasms,’’ and the substance name ‘‘epidermal
growth factor receptor-neu receptor.’’ The search was expanded
by the addition of the following text words, in varying combi-
nations: immunohistochemistry, immunocytochemistry, ‘‘IHC,’’
fluorescence in situ hybridization, ‘‘FISH,’’ chromogenic hybrid-
ization, ‘‘CISH,’’ gold-facilitated hybridization, autometallo-
graphic, brightfield, ‘‘GOLDFISH,’’ HER2, erbB2, breast cancer,
and breast tumor. All searches were limited to the English lan-
guage.

Study design was not limited to randomized controlled trials,
but was expanded to include any study type, including cohort
designs, case series, evaluation studies, comparative studies, and
prospective studies. Also included were testing guidelines and
proficiency strategies of various United States and international
organizations. Letters, commentaries, and editorials were re-
viewed for any new information. Case reports were excluded.

Articles were selected for inclusion in the systematic review of
the evidence if they met the following criteria: (1) the study com-
pared, prospectively or retrospectively, the negative predictive
value (NPV) or positive predictive value (PPV) of FISH or IHC;
the study described technical comparisons across various assay
platforms; the study examined potential testing algorithms for
HER2 testing; or the study examined the correlation of HER2
status in primary versus metastatic tumors from the same pa-
tients; and (2) the study population consisted of patients with a
diagnosis of invasive breast cancer; and (3) the primary outcomes
included the PPV and NPV of FISH and IHC to determine HER2
status, alone and in combination; concordance across platforms;
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accuracy in determining HER2 status and benefit from anti-
HER2 therapy, sensitivity, and specificity of specific tests. Con-
sideration was given to studies that directly compared results
across assay platforms.

The panel reviewed the results of randomized controlled trials
in breast cancer testing anti-HER2 therapies like trastuzumab
and lapatinib. The panel also reviewed unblinded trials compar-
ing various testing methods, describing test characteristics, and
defining strategies for quality assurance of testing in the litera-
ture. Individuals representing regulatory agencies (CMS and US
Food and Drug Administration) also provided information about
the regulatory framework. Individuals involved with quality as-
surance in the United States (CAP), Great Britain, and Canada
(Province of Ontario) also provided information about programs
to measure and improve HER2 testing. Survey data from the
maker of trastuzumab (Genentech) was also evaluated as well as
testimony provided by testing manufacturers (Ventana, Dako,
Abbott) and large clinical laboratories (Clarient, Mayo Medical
Labs, Phenopath, Quest, and US Labs) to define the current status
of training and testing for HER2. This information was used to
help the panel define the best algorithm for testing, specify test-
ing requirements and exclusions, and the necessary quality as-
surance monitoring that will make the testing less variable and
more accurate.

ASCO/CAP expert panel literature review and analysis. An
initial abstract screen was performed by ASCO staff. The ASCO/
CAP panel reviewed all remaining potentially relevant abstracts
identified in the original literature searches to select studies per-
tinent to its deliberations. Two panel members independently re-
viewed each abstract for its relevance to the clinical questions,
and disagreements were resolved by third-party review. Full-text
articles were then reviewed for all selected abstracts. Evidence
tables were developed based on selected studies that met the cri-
teria for inclusion.

Consensus Development Based on Evidence

The entire panel met in March 2006; additional work on the
guideline was completed through electronic mail and teleconfer-
ences of the panel. The purposes of the panel meeting were to
refine the questions addressed by the guideline and to make writ-
ing assignments for the respective sections. All members of the
panel participated in the preparation of the draft guideline, which
was then disseminated for review by the entire panel. Feedback
from external reviewers was also solicited. The content of the
guideline and the manuscript were reviewed and approved by
the ASCO HSC and board of directors and by the CAP CSA and
board of governors before dissemination.

Guideline and Conflict of Interest

All members of the expert panel complied with ASCO policy
on conflict of interest, which requires disclosure of any financial
or other interest that might be construed as constituting an ac-
tual, potential, or apparent conflict. Members of the expert panel
completed ASCO’s disclosure form and were asked to identify
ties to companies developing products that might be affected by
promulgation of the guideline. Information was requested re-
garding employment, consultancies, stock ownership, honoraria,
research funding, expert testimony, and membership on com-
pany advisory committees. The panel made decisions on a case-
by-case basis as to whether an individual’s role should be limited
as a result of a conflict. No limiting conflicts were identified.

Revision Dates

At annual intervals, the panel co-chairs and two panel mem-
bers designated by the co-chairs will determine the need for re-
visions to the guideline based on an examination of current lit-
erature. If necessary, the entire panel will be reconvened to dis-
cuss potential changes. When appropriate, the panel will rec-
ommend revision of the guideline to the ASCO HSC, the CAP
CSA, the ASCO board, and the CAP board for review and ap-
proval.

Summary of Outcomes Assessed

The primary outcome of interest was the correlation between
HER2 status and benefit from anti-HER2 therapy. Other out-
comes of interest included the PPV and NPV of FISH and IHC
to determine HER2 status, alone and in combination; concor-
dance across platforms; and accuracy in determining HER2 sta-
tus, sensitivity, and specificity of specific tests. Additional out-
comes considered were the performance of newer testing tech-
niques, including brightfield in situ hybridization. However, data
on these newer assays were considered supplementary as these
assays are not US Food and Drug Administration approved at
present. The primary focus of this guideline is on IHC and FISH
assays.

RESULTS

Literature Search

Preliminary searches identified 1,802 MEDLINE ab-
stracts. The initial abstract screen performed by ASCO
staff eliminated 1,010 abstracts that failed to meet any of
the inclusion criteria. The ASCO panel conducted dual in-
dependent review of all remaining 792 potentially relevant
abstracts identified in the original systematic review. The
panel eliminated 667 abstracts at this stage of the review;
the remaining 125 articles were reviewed in full for the
interventions and outcomes described herein. A meta-
analysis was not performed because the studies were
judged to be too heterogeneous for meaningful quantita-
tive synthesis.

Previous Guidelines and Consensus Statements

ASCO and CAP have previously published separate
guideline and position statements regarding HER2 test-
ing.39,51 However, these were developed before newly pub-
lished adjuvant data from adjuvant trastuzumab trials
were available, and most have either simply stated that
HER2 testing should be performed without recommend-
ing specific methodology or without addressing quality
assurance measures.

Testing algorithms described in existing guidelines as-
sume a high level of correlation between IHC and FISH
assays. An example from the United Kingdom in 2004 rec-
ommends a testing algorithm that uses IHC as the pri-
mary test, with a score of 0 or 1� interpreted as HER2-
negative, a score of 3� interpreted as HER2-positive, and
a score of 2� interpreted as equivocal (or inconclusive)
and automatically sent for FISH testing.48 The United
Kingdom panel emphasizes several requirements for a
laboratory to be approved for HER2 testing, such as a
minimum annual caseload (250 cases of IHC and 100 cases
of FISH) below which laboratories should consider using
a reference laboratory, use of standardized and validated
assays, and adherence to ongoing quality assurance pro-
grams. Other recommendations include the use of tissue-
based controls, limiting the reading to the invasive com-
ponent of the tumor, and strict adherence to kit assay pro-
tocol and scoring methodology.48 CAP issued a similar set
of recommendations in the United States after a Strategic
Science Symposium sponsored by CAP, Rosemont, IL,
May 4–5, 2002.47 It emphasized the need for individual
laboratories to document their own concordance experi-
ence of FISH versus IHC (90% for IHC 0 and 3� and 95%
for IHC 1�) before limiting reflex FISH testing only to
IHC 2� results, and also offered recommendations on the
use of a standardized report format and defined termi-
nology. Note that these concordance requirements were



Arch Pathol Lab Med—Vol 131, January 2007 Guideline for HER2 Testing in Breast Cancer—Wolff et al 25

Figure 1. Algorithm for immunohistochemistry (IHC). For additional information regarding adjuvant trastuzumab trials see Slamon et al,19 Romond
et al,21 Piccart-Gebhart et al,22 and HERA trial study.23 HER2, human epidermal growth factor receptor 2.

set based on a palliative role of trastuzumab. Efforts to
improve HER2 testing accuracy have been reported by
several groups.52

RECOMMENDATIONS

What Is the Optimal Testing Algorithm for the
Assessment of HER2 Status?

Summary and recommendations. The literature re-
view and resultant panel discussion elucidated three cat-
egories of HER2 testing results leading to different clinical
decisions for patients with breast cancer. The test, regard-
less of method used, can be found to be positive, equiv-
ocal, or negative. Each of these test results triggers defined
patient management algorithms as shown in Figures 1
(IHC) and 2 (FISH).

In all cases, it is assumed that the test being used is
accurate and reproducible based on good laboratory prac-
tices as defined later in this article. In order to classify a
HER2 test as either positive or negative, the laboratory
must have performed concordance testing with a validat-
ed FISH assay and confirmed that only 5% or less of sam-
ples classified as either positive or negative disagree with
that validated assay on an ongoing basis. If the laboratory
cannot satisfy this criterion, it should not perform HER2
testing and should send specimens to a reference labora-
tory. Equivocal cases are not expected to be 95% concor-
dant, rather they should be subjected to a confirmatory
test. Concordance testing should be annually confirmed.
A minority view expressed within the panel was that IHC
is not a sufficiently accurate assay to determine HER2 sta-
tus and that FISH should be preferentially used.

It is important to note that concordance of assays does

not assure accuracy (ie, how close the measured values
are to a supposed true value; Appendix F). Evaluating ac-
curacy of a test requires comparison to a gold standard.
There is no gold standard at present; no assay currently
available is perfectly accurate to identify all patients ex-
pected to benefit or not from anti-HER2 therapy.

The following definitions have been accepted for anal-
ysis of HER2. It is critical that these analyses be conducted
on the invasive component of the breast cancer, because
HER2 is, for unclear reasons, frequently increased (over-
expressed and/or over amplified) in in situ breast cancer,
and the clinical implications of this finding are uncertain.53

Positive HER2 test. Based on a literature review of
clinical trials, international studies and protocols, expert
consensus, and US Food and Drug Administration Panel
findings, a positive HER2 test is defined as either IHC
result of 3� cell surface protein expression (defined as
uniform intense membrane staining of � 30% of invasive
tumor cells) or FISH result of amplified HER2 gene copy
number (average of � six gene copies/nucleus for test sys-
tems without internal control probe) or HER2/CEP 17 ra-
tio of more than 2.2, where CEP 17 is a centromeric probe
for chromosome 17 on which the HER2 gene resides. The
30% criteria for a positive IHC is further discussed in Ap-
pendix G. The original FISH test results were defined as
either positive or negative, but an intermediate range
(from hereon referred to as equivocal range) has since
been described and the clinical significance of this obser-
vation remains unclear.34–36 This strategy classifies patients
as having HER2-positive disease based on positive results
with either test. It is recognized that current data are in-
sufficient to define whether these patients represent true-
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Figure 2. Algorithm for fluorescent in situ hybridization (FISH). For additional information regarding adjuvant trastuzumab trials, see Slamon et
al,19 Romond et al,21 Piccart-Gebhart et al,22 and HERA trial study.23 (*)34–36 HER2, human epidermal growth factor receptor 2.

or false-positives. Although the large prospective random-
ized clinical trials of trastuzumab were not prospectively
designed to answer these questions, we anticipate and rec-
ommend that such analyses will be forthcoming as cor-
relative studies.

Equivocal HER2 test. Much of the confusion about
HER2 testing has resulted from the need to define tras-
tuzumab treatment (yes or no) based on test results that
represent a continuous rather than a categoric variable.
Furthermore, there is significant variation in the interme-
diate (equivocal) ranges for both the IHC and FISH assays.
The equivocal range for IHC consists of samples scored
2�, and this may include up to 15% of samples.29 An
equivocal result (2�) is complete membrane staining that
is either nonuniform or weak in intensity but with obvious
circumferential distribution in at least 10% of cells. Very
rarely, in the experience of panel members, invasive tu-
mors can show intense, complete membrane staining of
30% or fewer tumor cells. These are also considered to be
equivocal in this guideline. Some but not all of these sam-
ples may have HER2 gene amplification and require ad-
ditional testing to define the true HER2 status (Figs 1 and
2).54,55

The equivocal range for FISH assays is defined as
HER2/CEP 17 ratios from 1.8 to 2.2 or average gene copy
numbers between 4.0 and 6.0 for those systems without
an internal control probe.34–36 Note, however, that patients
with a HER2/CEP17 FISH ratio between 2.0 and 2.2 were
formerly considered HER2-positive and were eligible for
treatment in the adjuvant trastuzumab trials. Therefore,
available efficacy data do not support excluding them

from therapy with trastuzumab. This group is much
smaller, probably fewer than 3% of samples.56 Polysomy
17 is observed in approximately 8% of all specimens,
mostly among cases with four to six HER2 gene copies
(equivocal range).57,58 There is no accepted definition of
what constitutes polysomy and authors have used differ-
ent criteria to define it. If polysomy 17 is defined as three
or more copies of CEP17, most are not associated with
protein or mRNA overexpression57 and the same has been
observed in tumors with a HER2 gene copy number be-
tween 4 and 6.35

Discordant results (IHC3�/FISH-negative or IHC �

3�/FISH-positive) have also been described, and were
observed in approximately 4% among 1,503 patients
screened centrally (LabCorp, Burlington, NC) with both
methods for eligibility for a clinical trial with trastuzu-
mab.59 However, clinical outcome data for these two
groups are not yet available. We anticipate and recom-
mend that such analyses will be forthcoming as correlative
studies of the large prospective randomized clinical trials
of trastuzumab.

It is also clear from the panel discussion and literature
review that patients with equivocal HER2 test results con-
stitute a poorly studied subgroup with uncertain associ-
ation of test scores to benefit from HER2-directed thera-
py.60 The panel suggested that further studies of this pa-
tient group would be promoted by defining these test re-
sults as equivocal or borderline. The panel elected to use
the term equivocal to avoid confusion with borderline
positive and borderline negative terminology which is
sometimes used in the interpretation of FISH assays.
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Equivocal results of a single test require additional action
which should be specified in the initial report. Equivocal
IHC samples must be confirmed by FISH analysis of the
sample. Equivocal FISH samples are confirmed by count-
ing additional cells or repeating the FISH test. If FISH
remains equivocal after additional cells counted or assay
repeated, confirmatory IHC is recommended so that
HER2 protein expression is known for the sample with
true equivocal gene amplification status.

Negative HER2 test. A negative HER2 test is defined
as either an IHC result of 0 or 1� for cellular membrane
protein expression (no staining or weak, incomplete mem-
brane staining in any proportion of tumor cells), or a FISH
result showing HER2/CEP17 ratio of less than 1.8 or an
average of fewer than four copies of HER2 gene per nu-
cleus for systems without an internal control probe. The
upper limit of 5% false-negatives should be considered
high in view of the potential curative potential of trastu-
zumab treatment in the adjuvant setting, and laboratories
should aim at bringing this percentage of false-negative
tests as close to 0% as possible.

HER2 assay exclusions. Each assay type has diagnos-
tic pitfalls to be avoided. The panel agreed that there were
situations where one assay type was preferred because of
assay or sample considerations. Exclusion criteria to per-
form or interpret an IHC or FISH assay for HER2 are pre-
sented in Tables 5 and 6, respectively. The pathologist who
reviews the histologic findings on the sample in question
should determine the optimal assay type.

Review of Relevant Literature

The panel reviewed data from existing and completed
clinical trials, published reports, and panel presentations
by representatives of other national groups where strin-
gent internal and external quality assessment measures
have been implemented.

What Strategies Can Help Ensure Optimal Performance,
Interpretation, and Reporting of Established Assays?

Summary and recommendations. The recommenda-
tions that follow are based on consensus conferences held
in the United States,47,61 single institution studies,62 expe-
rience from reference laboratories,28,29,55 international re-
ports,48–50,63,64 regulations currently in force in the United
States (Clinical Laboratory Improvement Amendment

[CLIA] 88 and US Food and Drug Administration regu-
lations), and expert consensus at the panel meeting. The
recommendations are summarized in Table 4. See Appen-
dix E for tissue handling requirements and control mate-
rials.

Testing validation requirements. This section de-
scribes technical validation requirements of an assay. It is
important that any new test be compared with a reference
test for which there has been clinical validation, which
means that the reference test predicts clinical outcome.
The validation procedure for any new test offered by a
laboratory involves several steps. The laboratory must se-
lect and acquire appropriate equipment, assure that per-
sonnel are trained in the use of the equipment, and de-
velop a standard operating procedure for the test to be
offered. Personnel must then be trained on the standard
operating procedure with a standardized training plan.
The new procedure must then be tested on a group of
clinical cases representative of those on which the test will
be offered. This testing must be done in parallel along
with a validated clinical test for the same analyte (for ex-
ample, HER2). If the new test (for example, HER2 by IHC)
is to be compared with a previously validated comple-
mentary test (for example, HER2 by FISH) the samples are
tested by both methods and the results compared. Alter-
natively, for laboratories that have not previously validated
either test, the test can be validated by having it run in
parallel by another laboratory in which a validated assay
is already offered. The number of tests required for a re-
liable validation is not well defined, but ranges from 25 to
100 cases and depends on the variety of results possible
and the amount of variation in results encountered in the
test. A new test should show at least 95% concordance
with the validated assay to which it is compared. Individ-
uals interpreting the assay must also have their concor-
dance compared with each other and this concordance
should also be at least 95%. If laboratories choose to use
alternative fixatives other than buffered formalin, the lab-
oratory is obligated to validate that fixatives’ performance
against the results of testing of the same samples fixed
also in buffered formalin and tested with the identical
HER2 assay, and concordance in this situation must also
be 95%. Appendix F discusses statistical considerations for
determining appropriate numbers of cases to include in
test sets and for setting reasonable performance goals.

Ongoing competency assessment. As part of the lab-
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oratory’s internal quality assurance program, the compe-
tency of laboratory professionals and pathologists inter-
preting assays must be continuously addressed. The lab-
oratory director has responsibility to assure the compe-
tency of those performing the test, using established
laboratory procedures available for review at the time of
inspection. The review of competency for pathologists
should include periodic or continuous peer comparisons
among reviewing pathologists for the laboratory’s HER2
specimens. If variation in interpretations is encountered,
remediation must be done and documented.

The panel agreed that acceptable performance stan-
dards for such tests were as follows:

● The assay should only be evaluated in invasive breast
cancer or the invasive component of the breast cancer.

● The tissue handling requirements must be standardized
and reported on every specimen. All previous confer-
ences on HER2 testing as well as the original premarket
approval for trastuzumab required fixation of breast tis-
sue samples in 10% neutral buffered formalin. Optimal
fixation times are 6 to 48 hours and should be docu-
mented in the pathology report.

● There are specific sample exclusion criteria for HER2
immunohistochemistry and FISH assays which should
be disseminated (Tables 5 and 6).

● Assay procedures must be validated by the laboratory
before offering the test clinically. The new test should
show 95% concordance with a validated reference assay.

● Assay procedures must be standardized. Any deviation
from the standardized method must be recorded and
justified by revalidation of the method. Such changes in
procedure must be documented in the report. The panel
agreed that optimal performance is more easily ob-
tained using automated staining platforms rather than
manual methods. Personnel performing assays must
have their competency assessed at regular intervals.

● Standardized control materials, either purchased prod-
ucts or products conforming to defined manufacturing
standards (for example, cell lines of the European Col-
lection of Cell Cultures or those produced by the Na-
tional Institute of Standards and Technology [NIST]) or
defined by the laboratory director, must be consistently
used by each laboratory with each run of tests. Ade-
quate control materials include cell lines or tumor
blocks with well defined negative, equivocal, and posi-
tive expression and gene amplification assay results.
Faux tissue blocks or xenografts with variable HER2 ex-
pression levels may also be used if the results expected
are well characterized. If controls do not show usual
results, the assay must be repeated rather than inter-
preted.

● Image analysis can be an effective tool for achieving
consistent interpretation. However, a pathologist must
confirm the image analysis result. Image analysis
equipment, just as other laboratory equipment, must be
calibrated and subjected to regular maintenance and in-
ternal quality control evaluation. Image analysis pro-
cedures must be validated before implementation. One
issue identified during the panel discussion was lack of
calibration of the optical microscopes used by patholo-
gists, something which certainly contributes to inter-
pretive variation. If pathologists use several different
microscopes to read assays, a system of calibration of

these instruments should be implemented to ensure
consistent interpretation.

● Interpretation criteria for all types of HER2 tests must
be standardized and refined, based on the interpreta-
tion criteria from recent clinical trials and international
experience (Table 2). Criteria are delineated in Tables 7
and 8 and see also Appendix G.

● Reporting elements for HER2 testing must be standard-
ized. Lists of elements are provided in Tables 9 and 10.

● While evidence was provided that specifying minimal
testing volumes is an effective strategy to qualify lab-
oratories for HER2 testing, there was no systematic ev-
idence for a relationship of volume to test accuracy. Pan-
el members agreed it is advisable to consider not offer-
ing HER2 testing if few tests will be performed annu-
ally. Rather, the specimen should be sent from the
primary institution to a central laboratory with more
experience and volume. In laboratories with multiple
pathologists, it may also be advisable to consider lim-
iting the number who interpret HER2 tests so that each
pathologist will interpret a greater number of cases.
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Review of Relevant Literature

Previous consensus conferences described the labora-
tory requirements for HER2 testing.47,61 Internal quality as-
surance requirements are mandated by CLIA 88 (legisla-
tion passed by United States Congress in 1988) as the basis
for these recommendations. Reporting recommendations
are also defined broadly in CLIA 88 requirements and
have been specified in CAP consensus conference47 and in
expert opinion.65 Literature substantiating the testing ex-
clusion criteria and interpretation criteria were reviewed
and used to establish the criteria.47,66

What Is the Regulatory Framework That Permits
Enhanced Testing Scrutiny?

Summary and recommendations. CLIA 88 provides
stringent quality standards for highly complex tests,
which include all predictive cancer factor assays. This leg-
islation also requires biannual surveys of laboratories per-
forming highly complex tests with defined criteria and
actions required when performance is deficient. CAP and
the Joint Commission on Accreditation of Healthcare Or-
ganizations have been given the deemed status to perform
these inspections. US Food and Drug Administration reg-
ulates medical devices as a result of the 1976 Medical De-
vices Amendments. HER2 testing, which has potentially
high impact on patient mortality and morbidity, is consid-
ered a high risk device (class 3) that requires intense pre-
market scrutiny. After review of the legislation and regu-
lations that apply (Appendix H), the panel agreed that the
current regulatory framework provided sufficient justifi-

cation for the guideline recommendations without modi-
fication. We propose that this framework now be used to
apply our proposed guidelines for HER2 testing.

What Are the Optimal External Quality Assurance
Methods to Ensure Ongoing Accuracy in HER2 Testing?

Summary and recommendations. Currently there are
no mandatory requirements for proficiency testing of
HER2 analytes, such as protein expression by IHC and
gene expression by FISH; although, this testing is offered
as a voluntary educational program. The current guideline
will make proficiency testing mandatory and require en-
hanced levels of scrutiny at the time of laboratory accred-
itation. The guideline is based on regulatory requirements
of CLIA 88, published studies, previous CAP experi-
ence,34,67 experience of other groups,50,68,69 and expert panel
consensus. The panel recommends that HER2 testing be
done in a CAP-accredited laboratory or in a laboratory that
meets the accreditation and proficiency testing require-
ments set out within this article.

External quality assurance (laboratory accredita-
tion). Beginning in 2007, the CAP Laboratory Accredi-
tation Program will require that every CAP-accredited lab-
oratory performing HER2 testing participate in a guide-
line concordant proficiency testing program for that test-
ing. In the future, the panel recommends that all
accrediting agencies require guideline concordant profi-
ciency testing and laboratory accreditation requirements
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for HER2 testing. The Laboratory Accreditation Program
will monitor performance in the required proficiency test-
ing. Performance below 90% will be considered unsatis-
factory and will require internal or external response con-
sistent with accreditation program requirements. Re-
sponses must include identification of the cause of the
poor performance, actions taken to correct the problem,
and evidence that the problem has been corrected. The
checklist of requirements for laboratories is presented in
Table 11. International external quality assessment initia-
tives are described in Appendix I.

Proficiency testing requirements. All laboratories re-
porting HER2 results must participate in a guideline con-
cordant proficiency testing (PT) program specific for each
assay method used (ie, separate programs for IHC, FISH,
brightfield ISH, image analysis). To be concordant with
this guideline, PT programs must distribute specimens at
least twice per year including a sufficient number of chal-
lenges (cases) to ensure adequate assessment of laboratory
performance. For programs with 10 or more challenges
per event, satisfactory performance requires correct iden-
tification of at least 90% of the graded challenges in each
testing event. Laboratories with less than 90% correct re-
sponses on graded challenges in a given PT event are at
risk for the next event. Laboratories that have unsatisfac-
tory performance will be required to respond according
to accreditation program requirements up to and includ-
ing suspension of HER2 testing for the applicable method
until performance issues are corrected.

Statistical Considerations for Proficiency Testing

Ideally, the test case set for proficiency testing should
reflect as closely as possible the types of specimens that a
laboratory will encounter in routine practice with respect
to the range of inherent specimen characteristics and spec-
imen handling and fixation conditions. There are likely to
be practical limitations on the range of inherent specimen
characteristics that can be represented in the test case set.
For example, the specimens will be biased toward larger
specimens, and the specimens must be ones for which
there is sufficient biologic homogeneity and staining or
hybridization consistency so that an unambiguous gold
standard value can be determined. Test specimens may be

presented in either tissue microarray (TMA) format or as
conventional full sections.

Standard measures of performance for diagnostic tests
having binary outcomes include sensitivity, specificity, and
overall accuracy. Overall accuracy combines sensitivity
and specificity into a single measure of the percentage of
cases (positive and negative) for which the assay result is
concordant with the true status (concordance rate). See
Appendix F for a more detailed discussion of the statis-
tical considerations involved in testing.

How Can These Efforts Be Implemented and the
Effects Measured?

Summary and recommendations. To be effective,
these recommendations must be widely communicated to
the medical community and to patients both by educa-
tional efforts and by modifying the regulatory oversight
of laboratories doing HER2 testing. We recommend co-
ordinated educational efforts by both CAP and ASCO to
provide such education and to coordinate standardized
review criteria among all agencies performing laboratory
accreditation. In addition, CAP will periodically publish
the aggregate results of the proficiency testing results to
make the oncology community aware of the improve-
ments resulting from this strategy.

Educational requirements and communication strate-
gies. For this guideline to be effectively implemented by
laboratories anywhere in the world, there will need to be
effective and widespread educational efforts of patholo-
gists, oncologists, patients, and advocacy groups. CAP will
offer online and live educational sessions about clinical
necessity, testing requirements, test interpretation guide-
lines, and methods by which acceptable performance will
be measured through laboratory accreditation and profi-
ciency testing. Organizations in other parts of the world
could play a similar role. ASCO will create education ma-
terials for oncologists and patients about how laboratory
quality can be evaluated through review of reports and
laboratory quality assurance activities. Pathologists must
actively monitor the quality of their test procedures; and
oncologists, on behalf of their patients, must seek assur-
ance that laboratories providing test results are appropri-
ately accredited. These actions should improve the consis-
tency of testing for HER2, although quantifying this im-
provement will be difficult. One of the important out-
comes resulting from accurate HER2 testing is to ensure
that every breast cancer patient who might benefit from
anti-HER2 therapy be accurately and promptly identified,
while those who would not benefit be spared a costly and
potentially harmful placebo.

Review of Previous Educational Efforts of the
College of American Pathologists

Since 1994 CAP has sponsored several consensus con-
ferences about predictive and prognostic factors in cancer.
The first conference on this subject in 1994 resulted in a
publication detailing the potential value of testing for
HER2 in breast cancer without specific recommendations
for testing method.70 The second conference, held in 1999,
endorsed the evaluation of breast cancer for HER2 antigen
or gene expression without specifying the method.51 In
2002, a specific Strategic Science symposium was con-
vened by CAP to make recommendations to pathologists
about how testing should be done for HER2, which led to
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a publication detailing very specific recommendations to
pathologists (Table 12).47

In 2003, CAP cosponsored (along with the National
Cancer Institute [Bethesda, MD], NIST, and US Food and
Drug Administration) a session to discuss the develop-
ment of a standardized HER2 reference material for use
in immunohistochemical HER2 assays. There was general
consensus at the meeting that the availability of reference
material would help to standardize HER2 testing. Rec-
ommendations from that session are summarized in Table
13.61 NIST has since been funded by the National Cancer
Institute to develop this reference material, consisting of
cell lines with specific different levels of HER2 protein
expression. Cell lines have been identified and standard-
ized production is in process. CAP has also held numer-
ous educational sessions on HER2 testing at each of its
national meetings since 2002. There have also been ses-
sions given at industry-sponsored workshops at various
national pathology meetings, but the message provided by
these sessions has not been uniform.

Modification of the regulatory environment. This
guideline will be made available for review by organiza-
tions involved in laboratory accreditation and proficiency
testing services in the USA. ASCO and CAP will jointly
work to facilitate the dissemination of these guidelines.
Efforts will be directed at enhancing the education of lab-

oratories by requesting publication of guideline informa-
tion in Morbidity and Mortality Weekly Report published by
the Centers for Disease Control and Prevention. CAP will
engage in significant live and online educational activities
to help pathologists understand the significance of these
changes in accreditation practice, beginning at the CAP
annual meeting in September 2006. ASCO and CAP will
provide educational opportunities (print, online, and so-
ciety meetings) to educate health care professionals, pa-
tients, third party payers, and regulatory agencies. CAP
will urge its members and participants in accreditation
and proficiency testing programs to provide information
in its reports specifying participation in laboratory accred-
itation. ASCO and CAP will work to coordinate these rec-
ommendations with those of other organizations, such as
the National Comprehensive Cancer Network,71 the Na-
tional Cancer Advisory Board, and patient advocacy or-
ganizations.

We are confident that these measures will improve per-
formance of laboratories using these and future predictive
testing methods. CAP will actively review results of pro-
ficiency testing and laboratory accreditation activities and
periodically publish performance results. The organiza-
tion will also work to include quality monitoring activities
of HER2 testing in its programs designed for ongoing
quality assessment, similar to CAP’s Q-Tracks and Q-
Probes.72

Limitations of the Literature

Whether in the context of trastuzumab clinical trials or
of studies comparing HER2 testing platforms, interpreta-
tion of the literature in the field of HER2 testing is com-
plicated by a lack of standardization across trials in assay
utilization and interpretation, presence or absence of con-
firmatory testing, and local versus central laboratory test-
ing, among other considerations. Testing algorithms for
HER2 were somewhat arbitrarily developed and assays
used within algorithms have not always been standard-
ized. While some assays have been carefully validated,
others, especially the ‘‘home brew assays,’’ have not,
which complicates direct comparisons across trials and
platforms, and we maintain this situation leads to either
over- or undertreatment of a substantial percentage of pa-
tients with breast cancer.

In addition to published studies, the panel also consid-
ered previous guidelines and position statements from na-
tional and international professional organizations. Most
of these earlier guidelines simply stated that HER2 testing
should be performed, without addressing specific meth-
odology, quality control, or associations with clinical out-
comes. Guidelines have also emphasized the need for in-
dividual laboratories to document their own concordance
experience of FISH versus IHC (90% for IHC 0 and 3�,
and 95% for IHC 1�) before limiting reflex FISH testing
only to IHC 2� results. The guidelines considered were
developed before the publication of the adjuvant trastu-
zumab data, and thus these concordance requirement pa-
rameters were set taking into account the palliative role
of trastuzumab, and not the survival advantage shown in
the adjuvant trials. Finally, other organizations have rec-
ommended algorithms based on best available data, which
in fact have been quite sparse. It should be noted that
testing algorithms described in existing guidelines assume
a high level of correlation between IHC and FISH assays,
which the existing literature shows may be unfounded.
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An important gap in the literature identified by the pan-
el concerns those patients with test results in the inter-
mediate or equivocal range. The decision to treat with spe-
cific therapies like trastuzumab is by necessity dichoto-
mous (yes or no). However, HER2 test results are derived
from a continuous variable, which can be expected to lead
to some results falling into a gray area. Adding to this
confusion is the fact that there is significant variation in
the intermediate ranges for both the IHC and FISH assays.
The literature is lacking for this subgroup of patients with
intermediate results, and there are also limited efficacy
data in the subgroup tested with both high-quality IHC
and FISH and found to have a discordant result. Patients
with such results constitute poorly studied subgroups
with less confidence in the scores and actual benefit from
trastuzumab therapy. As these patient subgroups (and
number of events) found within each of the individual
adjuvant trastuzumab trials are relatively small, we urge
those principal investigators to pool their data for a joint
analysis attempt to address some of these questions.
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APPENDIX B

APPENDIX C

Evidence on HER2 Status and Trastuzumab Benefit

HER2 testing in early trials. Approximately 6,000 tu-
mor samples were centrally screened at LabCorp for eli-
gibility to three of the early studies of trastuzumab in met-
astatic breast cancer.16–18 Two thirds lacked HER2 overex-
pression (defined as an IHC score of 0 or 1�) and were
presumed unlikely to benefit from anti-HER2 therapy
with trastuzumab, while the remaining one third was de-
termined to be HER2-positive (defined as an IHC score of
2� or 3�).60 As the US Food and Drug Administration
Center for Biologics Evaluation and Research required that
a diagnostic assay be made available for clinical use in
situations where the decision to use a therapeutic product
is dependent on that information, an IHC assay
(HercepTest; Dako A/S, Glostrup, Denmark) was ap-
proved alongside trastuzumab in 1998. The HercepTest
uses the same scoring criteria as the CTA but a different
(polyclonal) antibody,73 and validation studies using clin-
ical outcome (benefit from trastuzumab) as the end point
of interest could not be done as available precut slides
from the trastuzumab efficacy trials were considered tech-
nically unsuitable for this specific purpose.60

An exploratory analysis of data from the randomized
trial in metastatic disease suggested that trastuzumab ben-
efit was greater among patients with an IHC score of 3�.16

While the US Food and Drug Administration considered
those data insufficient to justify restricting the approval of
trastuzumab to this patient subgroup, Genentech (South
San Francisco, CA) was asked to further evaluate the clin-
ical outcome of patients selected for trastuzumab therapy
on the basis of the HercepTest and other HER2 assays.60

Clinical algorithm and concordance studies. The ear-
ly experience with IHC testing using the CTA for patient
selection influenced the adoption in clinical practice of the
testing algorithm most commonly used, in which HER2
status is determined by IHC or FISH and an IHC score of
2� will trigger reflex FISH testing (Tables A3, A4, and
A5).74 Major deficiencies were observed in the determi-
nation of HER2 status among patients found to have
HER2-positive disease based on local testing and referred
for enrollment in two adjuvant trastuzumab trials in
North America with a high rate of false-positive results
observed among the first few hundred patients.30,40 An
amendment mandated confirmatory testing in a central or
reference laboratory before random assignment to reduce
the chances of enrolling patients with false-positive HER2

results on those studies, but it resulted in only a modest
improvement in the final concordance rate between local
and central laboratory (IHC 81.6% and FISH 88.1%; Table
A3).31

Concerns about false-negative results were also raised
in a study by Perez et al55 where 12% of patients (n � 216)
with an IHC score of 2� had evidence of gene amplifi-
cation by FISH. Similar concerns led to previous recom-
mendations by CAP that a laboratory should perform re-
flex FISH for both IHC scores of 1� and 2� until it had
shown that less than 5% of its IHC 1� scores were FISH-
positive.47 Subsequent data from trial N9831 show that the
concordance between local versus central concordance of
both IHC and FISH continued to be suboptimal.31

Press et al62 compared the performance of several HER2
assays using 117 specimens with known gene amplifica-
tion and protein overexpression levels and observed con-
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cordance rates ranging from 95.7% to 97.4% for two FISH
assays and 88.9% to 95.7% for four IHC assays (two
‘‘home brews’’ and two commercially available). Bartlett
et al77 observed a concordance rate between FISH ampli-
fied and IHC 2�/3� of 67% with the HercepTest and 83%
with the CB11 antibody. These data showed that the com-
mercially available, US Food and Drug Administration–
approved IHC methods were statistically significantly less
accurate than FISH at correctly characterizing these tu-
mors with known HER2 status, and support a minority
view within the panel that IHC is not a sufficiently desir-
able assay method and that FISH should be preferentially
used. However, data from trial N9831 show that the con-
cordance between local versus central HER2 testing using
IHC or FISH remains suboptimal (Table A3).31

In contrast, a majority within the panel was concerned
about existing gaps in our knowledge in regards to
whether one assay is superior to the other in predicting
benefit from anti-HER2 therapy. In addition, up to 3%
have discordant IHC/FISH results (ie, IHC 3�/FISH non-
amplified and IHC � 3�/FISH amplified), and the avail-
able clinical data are insufficient to determine whether
these represent distinct biologic subgroups with therapeu-
tic implications versus inaccurate IHC results.

A concordance study between the CTA IHC assay and
FISH (PathVysion, Abbott-Vysis, Chicago, IL) done at the
same laboratory (LabCorp) using tumor specimens from
the early metastatic trials16–18 showed that HER2 amplifi-
cation in the 0, 1�, 2�, 3� groups was observed in 4.2%,
6.7%, 23.9%, and 89.3% of the samples, respectively, for
an overall concordance rate of 82%. A subset of 488 sam-
ples was also tested with FISH in a second central labo-
ratory at the University of Southern California Los An-
geles, CA, for an overall concordance rate of 92% (HER2-
positive results observed in 71% and 78% of specimens,
respectively),78 which is somewhat similar to the concor-
dance data observed in the North American Intergroup
adjuvant randomized trial for samples tested in two ref-
erence laboratories.31 Press et al56 observed a concordance

rate between local and central FISH testing of 92% among
samples submitted for central testing in the Breast Cancer
International Research Group trial 006.

Accuracy of IHC and FISH in predicting trastuzumab
benefit. It is important to remember that as the entry
criteria for initial studies of trastuzumab was an IHC score
of 2� or 3� by real-time central testing using the CTA,
clinical outcome data are unavailable for patients with an
initial score of 0 or 1� since they were considered ineli-
gible. These algorithms also use HER2 amplification as the
gold standard, when in fact the optimal outcome of inter-
est should be clinical benefit from anti-HER2 therapy.
Mass et al76 reanalyzed the clinical outcome data from the
randomized trial of chemotherapy � trastuzumab (trial
H648g) according to HER2 status by IHC (prospective
central testing using the CTA) and FISH (retrospective
central testing using PathVysion), and suggested that ben-
efit was limited to patients with tumors showing gene am-
plification (HER2:CEP17 ratio � 2; Table A4). Unfortu-
nately, this analysis provided no outcome data for the sub-
set of patients with IHC 2�/FISH-positive and IHC 3�/
FISH-negative disease as the authors judged that statistical
power was insufficient to adequately address the issue ret-
rospectively.

An unplanned underpowered subset analysis from trial
H649g in 209 patients treated with trastuzumab after pro-
gression on chemotherapy for metastatic disease17 sug-
gested a differential response rate observed in patients
with HER2 protein overexpression and gene amplification
(higher response in IHC 3�/FISH-positive as compared
with IHC 2�/FISH-positive), but no responses were seen
in patients whose tumors lacked evidence of gene ampli-
fication regardless of the IHC score (Table A5). A similarly
unplanned, underpowered subset analysis from trial
H648g (Table A6) shows conflicting data in the subset of
patients with IHC 2�/FISH-positive. These patients ap-
pear to have benefited from the addition of trastuzumab
to chemotherapy according to some parameters (time to
tumor progression) but not others (response rate and over-
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all survival).60 These conflicting data highlight the existing
gaps in our knowledge and are summarized in Table A7,
but this retrospective analysis conducted by the US Food
and Drug Administration lacks statistical power for defin-
itive statements.60

Little is known from randomized trials on the benefit
of trastuzumab in patients who lack HER2 overexpression.
This is further compounded by the fact that many of these
patients had HER2 testing done locally by IHC only (IHC
0, 1�, and 2� if negative FISH). The Cancer and Leuke-
mia Group B trial C9840 is the only study that randomly
assigned these patients who were then treated with pac-
litaxel with or without trastuzumab,27 and a trend toward
improved time to progression was observed among pa-
tients randomly assigned to trastuzumab (n � 113) versus
not (n � 115). Possible explanations include: the play of
chance; false-negative local HER2 testing; and a conver-
sion in HER2 status from the primary to a metastatic
site.79,80 Further analysis correlating these data with central
testing (including FISH) is ongoing. There are also no re-
ported data on any proportional benefit from trastuzumab
according to various levels of gene amplification, and such
effort will likely require pooling of the data from the var-
ious randomized adjuvant trials.

APPENDIX D

Evidence on HER2 Testing Variation

Accuracy of HER2 testing is critical to ensure that those
patients most likely to benefit are offered trastuzumab
while those unlikely to benefit are spared the cost and
toxicity of this agent. Unfortunately several sources of var-
iability may result in inaccurate HER2 results.

The optimal type of assay is controversial. Because tras-
tuzumab binds exclusively to HER2 protein, in theory
measures of this molecule would provide the best indi-
cation of whether patients should or should not receive it.
In this regard, there are several methods to measure the
expression of HER2 protein, including Western blotting,
enzyme-linked immunoassay, and in situ immunostaining
techniques, such as immunofluorescence and IHC. Of
these, IHC has gained the widest acceptance in clinico-
pathological laboratories because it is used for many dif-
ferent types of proteins in these laboratories and can be
performed on formalin-fixed, paraffin-embedded tissue.
However, various factors discussed in this section may af-
fect the performance of IHC and result in substantial var-
iability (Table 3). For this reason, measures of HER2 am-
plification have been proposed as more accurately per-
formed assays. These can be performed as either bright-
field or fluorescence ISH assays. Of these, FISH has gained
widespread clinical use in most pathology departments.

Significant variation in HER2 testing practices has been

documented or can be inferred from the current circum-
stances of testing. These sources of variation stem from
nearly every step of the process (ie, preanalytic, analytic,
and postanalytic; Table 3).

There is no standardized single method for immuno-
histochemical detection of HER2 antigens in breast cancer
tissue, nor is there a single standardized method for de-
tection of HER2 genes in breast cancer tissue. For example,
although methods of detection specify that tissue for this
testing should be fixed only in 10% buffered formalin,
many laboratories use a variety of other fixatives for breast
cancer specimens that dramatically alters the results of
testing.61 There are numerous commercial antibodies di-
rected against various HER2 epitopes,56 and these anti-
bodies have documented differences in staining charac-
teristics when applied to breast cancer tissue for immu-
nohistochemical detection of HER2. Because standardized
control material has been unavailable for HER2 immuno-
histochemical assays until recently, there has been no
method to normalize these differences to a standard val-
ue.61 Furthermore, many of these antibodies require anti-
gen retrieval steps to allow them to adequately detect the
epitopes in paraffin-embedded tissue. This antigen re-
trieval can be done in a variety of ways and produces
marked differences in staining patterns determined by the
method used.62 These variations result in significant dif-
ferences in staining reactions in tissue so that the values
assigned for positive and negative tests become highly
variable, but many laboratories are unaware of this vari-
ation. It has been estimated that only a small subset of
laboratories doing HER2 testing (30%) participate in ex-
ternal proficiency testing programs and only a small frac-
tion of laboratories doing such testing actually validate the
test procedure before offering the test (Genentech phone
survey data, 2001; provided as PowerPoint slide to M.E.H.
Hammond, 2003). Although US Food and Drug Admin-
istration–approved methods are available for both immu-
nohistochemical and FISH testing for HER2, only 48% of
laboratories using US Food and Drug Administration–ap-
proved testing methods indicate that they actually follow
the US Food and Drug Administration–approved method
in their laboratories (CAP survey results, 2004; personally
reviewed by M.E.H. Hammond, 2005). Conflicting results
are observed with the differing methods,62 and there is no
clear recommendation about the best laboratory practice
in these situations.81

Slamon et al25 have shown that even breast cancers lack-
ing HER2 gene amplification have low expression of HER2
that is detected by IHC. Most published studies using par-
affin-embedded breast cancers show a high frequency in
the IHC 0 category.62 However, even though these low ex-
pression cases have only minimal membrane staining, the
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0 category essentially does not exist in frozen tissue spec-
imens and could be considered an artifact of tissue fixation
and processing. They have also reported that a proportion
of breast cancers known to have gene amplification and
overexpression (validated by Northern hybridization,
Western immunoblot, and frozen section IHC) may lose
membrane staining after paraffin embedding.25 This
would suggest that most, and perhaps all, breast cancers
experience a reduction in IHC immunostaining when they
are fixed and paraffin embedded. However, there is no
evidence to suggest that a HER2-amplified breast cancer
that lost immunostaining on tissue processing is biologi-
cally different from the breast cancers that retain IHC
staining after tissue processing, as Slamon et al observed
that frozen section IHC was equally strong in cases losing
and retaining IHC staining after paraffin embedding.
Therefore, loss of antigenicity resulting in a potential
false-negative IHC (and unequal gain of antigenicity with
antigen retrieval resulting in a potential false-positive
IHC) can also be affected by poor standardization of fix-
ative methods. Of note, experienced laboratories report a
very low frequency of FISH amplification in the IHC 0 to
1� subgroup.

APPENDIX E

Tissue Handling Requirement and Control Materials

Tissue handling requirement. Based on recommen-
dations of the previous consensus conferences dealing
with HER2 testing47,61 and US Food and Drug Adminis-
tration approval recommendations, incisional and exci-
sional biopsy samples used for HER2 testing of either type
should be fixed in 10% neutral buffered formalin for in-
tervals ranging from at least 6 hours to no more than 48
hours. Fixation time alters protein antigen expression and
also changes the requirements for enzymatic digestion
that is part of the ISH protocol to detect gene amplifica-
tion. Prolonged fixation, for example more than 48 hours,
may result in false-negative results. Fixation times for nee-
dle biopsies have not been addressed. Time of fixation
should be routinely recorded for troubleshooting purposes
if that information is available. Breast specimens, after ap-
propriate gross inspection and designation of margins,
should be promptly sliced at 5- to 10-mm intervals and
fixed in formalin (unsliced samples should not be fixed).
The interval between tissue acquisition and fixation of
breast specimens should be as short as possible. Samples
fixed in formalin should be routinely processed into par-
affin and cut onto glass slides within 48 hours. Prolonged
storage of glass slides with cut sections of tissue should
be avoided. Length of storage that does not compromise
antigen preservation is variable, depending on the fixation
conditions.82 Tissue microarray slides stored at 4�C have
been used for up to 270 days for IHC testing.83 However,
sections should ideally not be used for HER2 IHC testing
if cut more than 6 weeks earlier though this will vary
depending on primary fixation and storage conditions. If
slides have had prolonged storage before testing and a
negative result is obtained, this storage condition should
be noted. The effect of new rapid tissue processing pro-
tocols on HER2 testing is unknown. Any alteration of
standard conditions, such as use of alternative fixatives,
microwave fixation, or alternative processing methods,
must be validated against standard methods of testing be-
fore a test routinely using these conditions is offered in a

laboratory. Validation must consist of testing of the same
samples with the alternative fixative buffered formalin us-
ing the same HER2 testing method to demonstrate con-
cordance of the result.

Control materials. High quality control materials,
such as cell line standards, will improve the quality of
HER2 testing once they become widely available for use
in day-to-day quality control of HER2 assays.84,85 This type
of material has been developed at the European Collection
of Cell Cultures using stringent quality assured conditions
to produce quality control slides with standardized ex-
pression levels and will be made available to clinical lab-
oratories in late 2006. Ongoing work at the NIST will pro-
vide similar cell line standards in the United States,61

which can then be used by commercial companies to cre-
ate secondary, more widely available control materials.

APPENDIX F

Statistical Requirements for Assay Validation

The purpose of a laboratory proficiency testing program
is to identify those laboratories for which reported assay
results differ significantly from established gold standard
results, and more broadly, to identify factors responsible
for discrepant findings.

A variety of factors can affect the outcome of an assay.
These include inherent characteristics of the marker or
specimen being assayed, for example the lability of the
marker, the cellular heterogeneity of the specimen, or the
degree of tumor necrosis. Specimen handling factors such
as how rapidly after surgical excision the specimen is pro-
cessed and the type and duration of fixation may impact
on assay performance. Of particular concern for HER2
testing are variations in assay methods across laboratories
and quality fluctuations within laboratories. Laboratories
may use different reagents, different technical protocols,
or different scoring systems. Random fluctuations even
within a laboratory may arise due to factors such as re-
agent lots, batch effects, climactic effects, or technician ef-
fects. All of these variations can impact on the end result
assay value that is reported by the laboratory.

Critical elements to consider when designing a labora-
tory proficiency testing program include the make-up of
the test case set, specimen format, timing of the testing,
specification of performance measures and benchmarks,
and statistical operating characteristics. This analysis be-
gins with a discussion of the first several elements, with
a more detailed statistical discussion of performance mea-
sures and operating characteristics to follow. Ideally, the
test case set should reflect as closely as possible the types
of specimens that a laboratory will encounter in routine
practice with respect to the range of inherent specimen
characteristics and specimen handling and fixation con-
ditions. If there are community accepted best practices for
tissue adequacy, handling, and fixation, the specimens se-
lected for the test case set should abide by these best prac-
tices. There are likely to be practical limitations on the
range of inherent specimen characteristics that can be rep-
resented in the test case set. For example, the specimens
will be biased toward larger specimens, and the speci-
mens must be ones for which there is sufficient biologic
homogeneity and staining or hybridization consistency so
that an unambiguous gold standard value can be deter-
mined. Test specimens may be presented in either TMA
format or as conventional full sections. Although conven-
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tional full sections are representative of what laboratories
see in routine practice, the TMA format offers a more af-
fordable and less resource-intensive way of testing a
broader selection of specimens and should capture the
majority of aspects relevant to a laboratory’s assay perfor-
mance. Proficiency testing is recommended two to four
times per year, with the preferred frequency of testing
dependent on the consistency of the within-laboratory
performance. A laboratory with rigorously trained, expe-
rienced staff, minimal staff turnover, and stringent inter-
nal quality assurance (QA)/quality control (QC) proce-
dures is likely to perform more consistently over time than
a laboratory not having these attributes. For this reason,
review of each laboratory’s internal QA/QC procedures
and staff training, experience, and stability should be con-
sidered a part of the proficiency assessment.

Standard measures of performance for diagnostic tests
having binary outcomes include sensitivity, specificity, and
overall accuracy. This discussion focuses on the analytic
performance of a test (ie, how accurately it determines the
true value of the analyte; in this case the binary HER2
status determined by a gold standard assay). Clinical per-
formance of the test, or how well the test predicts who
will respond to anti-HER2 therapy, can only be evaluated
in an appropriately designed clinical study, and that is not
the focus of this current discussion on statistical require-
ments for assay validation. A precise definition of accuracy
is how close the measured values are to a supposed true
value, and it incorporates both variability (ie, precision)
and bias (ie, a systematic difference between average mea-
sured value and true value). Implicit in this discussion is
that a suitable gold standard has been established for pur-
poses of determining true status for each specimen. The
difficulties inherent in selecting an appropriate gold stan-
dard have been discussed in the Introduction of this
guideline. As this section of the Appendix deals with the
special case of binary measurements, accuracy is reduced
to percent concordance between the assay being evaluated
and the gold standard assay, and we will preferentially
use the term concordance here. Further considerations are
relevant when test results are reported as ordinal ratings
or continuous measures, but for the present discussion we
focus only on the simplest case in which the marker assay
result is reported as a binary value. Sensitivity is defined
as the percentage of positive test results obtained when
evaluating only specimens that are truly positive. Specific-
ity is the percentage of negative test results reported when
only truly negative specimens are evaluated. Overall ac-
curacy (concordance) combines sensitivity and specificity
into a single measure of the percentage of cases (positive
and negative) for which the assay result agrees with the
true status. Note that overall accuracy (concordance rate)
can be strongly influenced by the positive-negative mix of
the test case set if the sensitivity and specificity rates are
not similar. Generally, it is important to ensure adequate
representation of both positive and negative test cases in
order to reliably assess both specificity and sensitivity.

Having adopted specific performance measures, one
must set a benchmark for what will be considered an ac-
ceptable level of performance for a laboratory to be de-
clared proficient. An evaluation of the statistical operating
characteristics of the proposed proficiency benchmark re-
quirements is essential. To facilitate this discussion, we
suppose that a randomly selected case from the set of cas-
es used for proficiency testing can be viewed as having a

certain probability of its HER2 status being reported cor-
rectly by the laboratory undergoing proficiency testing.
This probability is influenced by inherent characteristics
of the specimen, how the laboratory’s specific assay meth-
od performs under those specimen characteristics, and
other random influences. Further, we will assume that cor-
rect reporting outcomes can be viewed as essentially in-
dependent from specimen to specimen. While this inde-
pendence assumption may not hold exactly, if, for exam-
ple, there is a catastrophic failure for an assay batch con-
taining multiple test cases, it will usually be a reasonable
assumption and is a necessary one to make the problem
statistically tractable. Under the above assumptions, the
proportion of correct assay evaluations can be viewed as
a binomial proportion of successes, and evaluation of the
operating characteristics is possible based on statistical
properties of binomial proportions. In particular, for a giv-
en number of test cases, an assumed true concordance
rate, and a specified benchmark for achieving proficiency,
we can calculate from a binomial distribution the proba-
bility that a laboratory will meet the proficiency bench-
mark on a test case set containing a specified number of
cases. Examples of such probability calculations are pre-
sented in Table A8. This table corresponds to benchmark
concordance rates of 80%, 85%, 90%, and 95%, respective-
ly. The rows of the table provide a selection of possible
true (long-term average) laboratory concordance rates
(80%, 85%, 90%, 95%, or 98%), and the columns corre-
spond to different numbers of cases in the test set (20, 40,
or 80). The first observation we make is that if the bench-
mark is set equal to the laboratory’s true concordance rate,
the probability that the laboratory will pass the test is only
approximately 50%. This is because in a finite set of test
cases, there will always be some variability of the labo-
ratory’s observed concordance rate around its true, long-
term average, with approximately half of the time the ob-
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served concordance rate falling below the true value and
half of the time falling above. (The probability is not ex-
actly 50% due to the fact that the observed number of
correctly reported assay results must be an integer value.)
The greater the amount by which the laboratory’s true con-
cordance rate exceeds the benchmark, the higher the prob-
ability that the laboratory will meet or exceed the bench-
mark concordance rate on the test case set. For example,
if the benchmark is set at 90% and a laboratory’s true con-
cordance rate is 95%, then the probability that the labo-
ratory will meet or exceed the 90% concordance rate on a
set of 40 test cases is 86%; whereas, if the laboratory’s true
concordance rate is 98%, it has a 99% chance of meeting
or exceeding the 90% concordance rate on a set of 40 test
cases. Under the same proficiency testing plan (40 cases,
90% benchmark), a laboratory operating at 85% concor-
dance rate would have only a 13% chance of meeting or
exceeding the 90% concordance benchmark on the set of
test cases. In order to have even tighter discrimination, one
must increase the number of cases in the test set. For ex-
ample, if the test set is comprised of 80 test cases and the
benchmark is maintained at 90%, then the probability that
a laboratory operating with an average concordance rate
of 85% will meet or exceed the 90% benchmark on the test
case set is only 7%; whereas, the probability that a labo-
ratory operating with an average concordance rate of 95%
will meet or exceed the 90% benchmark on the test case
set is 95%.

The term concordance rate has been used in a generic
sense in the preceding discussion in this Appendix. It
could refer to overall concordance (performance on com-
bined positive and negative cases), sensitivity (perfor-
mance on positive cases only), or specificity (performance
on negative cases only). The sample sizes corresponding
to the columns in Table A8 must be interpreted in the
context of what concordance rate is being monitored. If
the concordance rate being monitored is overall concor-
dance, then the sample size refers to the total number of
cases in the test set (positive and negative combined). If
sensitivity is being monitored, then the sample size refers
to the number of true-positive cases. If specificity is being
monitored, then the sample size refers to the number of
true-negative cases.

In summary, development of an effective and fair lab-
oratory proficiency testing program requires careful con-
sideration of the composition of the test case sets, the
number of cases in the test sets, and the required perfor-
mance benchmarks. Proficiency testing results should also
be viewed in combination with a laboratory’s standard
QA/QC operating procedures. With due consideration
given to these factors, it is possible to develop a laboratory
proficiency testing program capable of distinguishing be-
tween laboratories with high concordance rates and lab-
oratories with unacceptably low concordance rates with
the overall goal of substantially improving the accuracy
of HER2 testing conducted in research and community
settings.

APPENDIX G

Interpretation Criteria and Test Reporting of HER2 Test

Interpretation criteria. In order to address this topic,
panel members had to first assume that variation in test-
ing would be minimized through mandatory require-
ments of laboratories to technically validate tests before

offering them, use only standardized methods, and en-
gage in ongoing internal and external quality assurance
and laboratory accreditation processes. This would ensure
that HER2 testing methods would be consistent and ac-
curate over time and across various laboratories. The panel
agreed that the interpretation criteria for each assay type
(IHC and FISH) must be specifically defined and followed
to assure improvement in assay results. Currently, other
HER2 assays are not approved for clinical use in the Unit-
ed States.

For IHC assays of HER2 protein expression, the original
US Food and Drug Administration–approved interpreta-
tion guidelines provide insufficient specificity. Several ex-
perts, including those serving as central reviewers on clin-
ical trials, have specified that a threshold of more than
30% of tumor (rather than the originally specified 10%)
should show strong circumferential membrane staining
for a positive result. This means that according to this
guideline, strong circumferential staining of 30% or less
of cells would be considered equivocal and be subjected
to confirmatory FISH testing. A cutoff of more than 30%
reflects the cumulative experience of panel members that
usually a high percentage of the cells will be positive if it
is a true IHC 3�, published reports using cutoff values
higher than 10%,52 and the goal of the panel to decrease
the incidence of false-positive 3�. Those with a lower per-
centage will then fall into equivocal range and be sub-
jected to FISH confirmation. Other criteria strongly cor-
related with positive assays of protein expression include
uniformity of circumferential dark membrane staining
creating the impression of a pattern commonly referred to
as chicken wire.47 If both uniformity and a homogeneous,
dark circumferential pattern are seen, the resultant cases
are likely to be amplified by FISH as well as positive for
HER2 protein expression. Strong staining associated only
with tissue borders or staining found in regions of crush
artifact should be ignored. Interpretation of assays exhib-
iting strong staining of normal breast ducts should be
avoided. Results must be interpreted in the context of the
positive, equivocal, and negative controls run with each
assay. Image analysis improves consistency of interpreta-
tion (Table 7).86,87

If image analysis is used, the method must be validated
and thresholds of positive, equivocal, and negative must
be defined using samples with known FISH amplification
levels performed on the same samples. The negative cat-
egory must contain no validating samples that are FISH
amplified, and the positive category must have amplifi-
cation in 100% of samples. Because the analytic tolerance
of the equipment is very tight, higher concordance levels
with FISH can be required. Annual rechecking of samples
(11 to 26) against FISH is required to assure that thresh-
olds are valid.

For FISH assays of HER2 gene amplification, the most
important criterion is the documentation that the counting
of signals occurs in at least two areas known to be areas
of invasive tumor, either on sequential sections stained
with hematoxylin and eosin or for HER2 protein expres-
sion by IHC. Areas of in situ carcinoma should not be
counted. Counts of 20 cells should be done and involve at
least two observers. A pathologist must verify that the
counting occurs in areas of invasive carcinoma and must
survey the entire sample for genomic heterogeneity (Table
8). Results must be interpreted in the context of the pos-
itive, equivocal, and negative controls run with each batch
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of tests. If signals are weak in more than 25% of cells, if
nuclei are indistinct, if greater than 10% of signals occur
over cytoplasmic areas of cells, or if background staining
obscures signals, the assay should be repeated. The num-
ber of HER2 signals/nucleus as well as the number of
chromosome 17 (CEP 17) signals per nucleus should be
recorded so that monoallelic deletions as well as mono-
somy or polysomy of chromosome 17 can be described
(Table 8). If genomic heterogeneity of HER2 gene ampli-
fication is found, it must be specifically reported.66 No con-
sensus recommendations exist at this time for handling of
genomic heterogeneity.

Test reporting. Standardized report formats will help
to ensure that reports contain all necessary elements and
provide them in a clear and concise format. Such a format
can most easily be thought of as a list of elements. The
required elements include information about the patient,
physician, facility, specimen, date of service, assay method
specifics and results, and interpretation. The specific list
of elements recommended by the panel is provided in Ta-
bles 9 and 10. Elements are identical for both assays except
for specifics of results, scoring system, and final interpre-
tations.

APPENDIX H

Regulatory Requirements for Laboratories

Any laboratory routinely offering HER2 assays should
follow good laboratory practices as defined in the CLIA
88 regulations and promulgated by laboratory accrediting
organizations. Equipment used in the assays must be cal-
ibrated and placed into service with regular maintenance
and internal quality control measures. Test procedures
must be standardized and validated before being put into
routine use. The panel agreed that it was preferable to use
the US Food and Drug Administration–approved methods
for either IHC HER2 tests of protein expression or FISH
tests for gene amplification detection. If these US Food and
Drug Administration–approved methods are used, the
procedures thus defined must be strictly followed. Be-
cause of cost constraints, some laboratories in other coun-
tries have found it impossible to require US Food and
Drug Administration–approved methods, but have care-
fully validated alternative methods before use. If such al-
ternative methods are employed, it is the responsibility of
the laboratory director to ensure that the method offered
is validated and provides accurate consistent test results
comparable to those provided by US Food and Drug Ad-
ministration–approved methods. The use of methods that
are not US Food and Drug Administration approved
should be disclosed in assay reports. Similarly, internally
validated method modifications must be disclosed in as-
say reports.

CLIA 88

CLIA was passed by Congress in 1988 for the purpose
of ensuring accurate, reliable testing regardless of location.
CLIA 8888 regulates all testing on humans for health pur-
poses using minimum quality standards. The standards
set regulations based on test complexity. All predictive
cancer factor testing is deemed highly complex, which re-
quires adherence to the most stringent quality standards
and biannual surveys by deemed agencies to assess the
level of adherence to these standards.

Quality standards are subject to review by surveying

agencies and include the following: personnel qualifica-
tions and responsibilities; quality control (ie, a mechanism
to ensure that the test is working reliably daily); specimen
integrity and record keeping; proficiency testing (external
testing for concordance); and quality assessment, which is
ongoing. Quality assessment includes a system with a
comprehensive plan to monitor and ensure quality results
and to communicate and solve any problems. It is as-
sumed that any test offered has been validated by the lab-
oratory before offering the test clinically.

On inspection, laboratory tests are observed, personnel
are interviewed, records (including reports) are reviewed,
and outcomes are evaluated, including the outcome of pro-
ficiency testing. If the laboratory is found to be deficient
in performance, the accrediting agency will review a plan
of corrective action and, if warranted, stop the laboratory
from performing further testing.

Laboratory Accreditation as Interpreted by CAP

CAP and the Joint Commission on Accreditation of
Healthcare Organizations are two organizations that enjoy
deemed status by the US Department of Health and Hu-
man Services to inspect laboratories and accredit them un-
der the aegis of CLIA 88. HER2 testing is highly complex
and, as such, can be subjected to the highest level of scru-
tiny by laboratory inspection. The analyte can be required
by accrediting agencies to be evaluated regularly by man-
dated proficiency testing. Furthermore, the laboratory ac-
creditation inspection criteria can be modified to be more
stringent, within the bounds of the CLIA 88 regulation.

US Food and Drug Administration Regulatory
Requirements

US Food and Drug Administration regulates the medi-
cal devices used in the testing for HER2 through regula-
tions put into place as a result of the Medical Device
Amendments of 1976. A variety of general controls in-
clude requirements for registration and listing of HER2
diagnostic materials, production following good manufac-
turing practices, and postmarket reporting of adverse
events. The 1976 law also put into effect requirements for
premarket review. Because HER2 is involved in making
drug treatment choices with information having a poten-
tial direct impact on patient morbidity and mortality, this
product is considered a high risk, or class 3, device. It is
subject to review under the provisions of the premarket
approval application section of US Food and Drug Ad-
ministration law. US Food and Drug Administration pre-
market review for HER2 testing requires demonstration of
safety and effectiveness of testing and is based on infor-
mation characterizing both analytic and clinical perfor-
mance. US Food and Drug Administration premarket re-
view of HER2 tests also entails an analysis of labeling and
a premarket assessment of the quality system planned for
test production.

US Food and Drug Administration does not regulate in-
house or ‘‘home brew’’ tests for HER2, tests developed
and used at unique or individual laboratory sites. Vali-
dation of these tests occurs under the laboratory’s CLIA
requirements. However, if these tests are made using com-
mercially purchased active ingredients (also known as
ASRs), these important components of the test are subject
to the general controls noted above. In addition, HER2 test
results when reported require a clear statement that the
test has not been US Food and Drug Administration ap-
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proved and that the laboratory reporting the results takes
responsibility for test performance.

APPENDIX I

International External Quality Assessment Initiatives

Quality assessment in the United Kingdom. Guide-
lines in the United Kingdom have been published outlin-
ing the main criteria for laboratories testing for HER2 in
clinical laboratories. A two-phase testing algorithm based
on IHC assay as the primary screen with reflex to FISH
reserved for equivocal cases is currently recommended.48

This is based on evidence showing very good concordance
between IHC and FISH results on breast carcinomas from
37 laboratories when tested in experienced reference cen-
ters.64 Emphasis continues to be placed on the standardi-
zation of methodology, assessment, and strategies to
achieve high quality performance.48 Recommendations in
particular include participation in external quality assess-
ment, as there is evidence to show increased reproduc-
ibility of results by laboratories over time when partici-
pating in external quality assessment for HER2.68,82 Full
results of a national consultation that included about 200
United Kingdom oncologists and pathologists on HER2
testing will soon be released.89 This consultation revealed
a consensus on several areas, such as: the need for gen-
eralized screening of all invasive breast cancers for HER2;
maintenance of expertise by restricting immunohisto-

chemical HER2 testing to laboratories with a minimum
annual caseload of 250 cases; FISH centers should test a
minimum of 100 per year and preferably at least 150; and
recommendations that other than in exceptional circum-
stances all HER2 testing services should be accredited by
Clinical Pathology Accreditation (CPA UK Ltd, Sheffield,
England).

Quality assessment initiatives in continental Europe
and Australia. A nonsystematic review of efforts in con-
tinental Europe and Australia conducted by panel mem-
bers revealed that, in most countries, the testing algorithm
is based on IHC and in situ hybridization.50 The generally
accepted guideline is that an IHC score of 3� is regarded
as HER2 positive while IHC 0 or 1� is regarded as HER2
negative. IHC 2� is regarded as HER2 equivocal and in
such cases retesting with FISH or CISH is recommended.
In some countries, like Belgium and Finland, all IHC 2�

and 3� cases are retested by FISH or CISH, and only a
combination of 2� or 3� IHC and gene amplification by
ISH is regarded as HER2-positive. The guidelines for
HER2 testing are captured in a consensus document in
most countries. These documents provide guidelines for
handling of the tissue before testing, the IHC methods to
be used, and the ISH protocols to be used. In general,
there is also advice on the minimum number of cases that
should be tested in each laboratory, though most countries
do not specify how many cases an individual pathologist
should review. Most countries have a quality assurance
program consisting of proficiency testing exercises (ring
trials) for IHC or ISH, where unstained slides are circu-
lated to all participating laboratories. The participating
laboratory performs IHC staining or ISH and reports back
the result of the staining. Twelve French laboratories re-
ported a multicentric calibration test of in-house IHC as-
says with two separate HER2 antibodies, and reported a
95% IHC accuracy rate when using FISH as the gold stan-
dard for 116 of 119 of the samples and by considering IHC
results as a continuous variable and taking 60% invasive
stained cells as the cutoff for HER2 overexpression.52

Quality assurance efforts in Canada. A consensus for
a testing algorithm was reached by Canadian pathologists.
The algorithm recommended IHC testing at first, using
one or two antibodies, with equivocal cases tested with
FISH. The publication of the testing algorithm in 200249

included a list of guidelines for proper fixation, interpre-
tation criteria, and a list of surrogate indicators for reflex
ISH testing. In order to increase the accuracy rate of IHC
testing, the group recommended reflex FISH testing for
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the IHC 2� category and for any cases where clinical cir-
cumstances suggested that HER2 positivity was likely.

In 2001, the Ministry of Health, laboratories branch in
Ontario and the Quality Management Program for Labo-
ratory Services supported a QA program and funded
HER2 testing in 14 labs including two reference labs in
Toronto, Ontario (Mount Sinai Hospital and Sunnybrook
Hospital). Each testing site was requested to send 5% neg-
ative and 5% positive cases or five positive and five neg-
ative cases every 6 months to their designated reference
laboratory. The reference labs retested with IHC using
their routine protocols. Retesting with ISH (FISH or CISH)
was done for discrepant cases.37 The data collected to date
from the two reference labs showed that the false-positive
rate varied from 5% to 7% and the false-negative rate was
less than 1% in 300 cases assessed in the QA program. A

study by O’Malley et al69 for HER2 testing in Ontario and
British Columbia for metastatic breast cancer showed that
the concordance with centralized testing for negative cases
was 97.6% and for positive cases was 87.4%. This QA pro-
gram is supplemented by frequent teaching sessions,
workshops, and educational material provided by the ref-
erence laboratory pathologist.

Quality assurance efforts by CAP. CAP has devel-
oped and implemented several laboratory proficiency sur-
veys for use by laboratories doing HER2 clinical test-
ing.46,47 These surveys include the general immunohisto-
chemistry survey (MK Survey), the tissue microarray-
based HER2 survey (HER2 Survey), the interphase
fluorescence in situ hybridization survey (CYH Survey),
the brightfield in situ hybridization survey (ISH Survey),
and the IHC and image analysis survey (IMG Survey).
Table A9 summarizes the format, number of participants,
and number of cases in each survey program. Table A10
summarizes concordance data from the programs having
the largest number of participants for which consecutive
sections from the same cases were shared. Variability in
quantification of HER2 signals by CYH survey partici-
pants for HER2 amplified cases is summarized in Table
A11.

The results of these surveys have shown that there is
variation in laboratory performance, particularly for im-
munohistochemical assays with equivocal positive results
or FISH testing with borderline results. The variation in
immunohistochemical testing is greater than the variation
in FISH testing. These results need to be interpreted with
caution, however, as far fewer labs perform FISH than per-
form IHC, and FISH testing tends to be done in higher
volume laboratories. The voluntary enrollment in this ed-
ucational program leads to only a minority of laboratories
doing this testing. Although the exact number of labora-
tories involved in HER2 testing is unknown, it is thought
that about 2,000 laboratories perform HER2 IHC and
about 500 laboratories perform HER2 FISH testing in the
United States.


