
Published online 24 May 2022 Nucleic Acids Research, 2022, Vol. 50, Web Server issue W165–W174
https://doi.org/10.1093/nar/gkac383

CFM-ID 4.0 – a web server for accurate MS-based
metabolite identification
Fei Wang1, Dana Allen2, Siyang Tian2, Eponine Oler2, Vasuk Gautam2, Russell Greiner1,5,
Thomas O. Metz6 and David S. Wishart 1,2,3,4,6,*

1Department of Computing Science, University of Alberta, Edmonton, AB, T6G 2E8, Canada, 2Department of
Biological Sciences, University of Alberta,Edmonton, AB, T6G 2E9, Canada, 3Department of Laboratory Medicine
and Pathology, University of Alberta, Edmonton, AB, T6G 2B7, Canada, 4Faculty of Pharmacy and Pharmaceutical
Sciences, University of Alberta, Edmonton, AB, T6G 2H7, Canada, 5Alberta Machine Intelligence Institute, University
of Alberta, Edmonton, AB, T6G 2E8, Canada and 6Biological Sciences Division, Pacific Northwest National
Laboratory, Richland, WA 99352, USA

Received March 25, 2022; Revised April 14, 2022; Editorial Decision April 27, 2022; Accepted May 17, 2022

ABSTRACT

The CFM-ID 4.0 web server (https://cfmid.wishartlab.
com) is an online tool for predicting, annotating
and interpreting tandem mass (MS/MS) spectra of
small molecules. It is specifically designed to as-
sist researchers pursuing studies in metabolomics,
exposomics and analytical chemistry. More specif-
ically, CFM-ID 4.0 supports the: 1) prediction of
electrospray ionization quadrupole time-of-flight tan-
dem mass spectra (ESI-QTOF-MS/MS) for small
molecules over multiple collision energies (10 eV, 20
eV, and 40 eV); 2) annotation of ESI-QTOF-MS/MS
spectra given the structure of the compound; and
3) identification of a small molecule that gener-
ated a given ESI-QTOF-MS/MS spectrum at one or
more collision energies. The CFM-ID 4.0 web server
makes use of a substantially improved MS fragmen-
tation algorithm, a much larger database of experi-
mental and in silico predicted MS/MS spectra and
improved scoring methods to offer more accurate
MS/MS spectral prediction and MS/MS-based com-
pound identification. Compared to earlier versions of
CFM-ID, this new version has an MS/MS spectral pre-
diction performance that is ∼22% better and a com-
pound identification accuracy that is ∼35% better
on a standard (CASMI 2016) testing dataset. CFM-ID
4.0 also features a neutral loss function that allows
users to identify similar or substituent compounds
where no match can be found using CFM-ID’s regu-
lar MS/MS-to-compound identification utility. Finally,
the CFM-ID 4.0 web server now offers a much more
refined user interface that is easier to use, supports

molecular formula identification (from MS/MS data),
provides more interactively viewable data (including
proposed fragment ion structures) and displays MS
mirror plots for comparing predicted with observed
MS/MS spectra. These improvements should make
CFM-ID 4.0 much more useful to the community and
should make small molecule identification much eas-
ier, faster, and more accurate.

GRAPHICAL ABSTRACT

INTRODUCTION

Electrospray tandem mass spectrometry (ESI-MS/MS)
has become the technology of choice for both targeted
and untargeted metabolomics studies (1,2). Increasingly, it
has also become the preferred technology for identifying
small molecules in drug metabolism studies, in exposomics
studies, in environmental monitoring, in natural products
research and in food science studies (3–5). However, there
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are two main challenges when using ESI-MS/MS to per-
form small molecule identification. First, the manual com-
parison and interpretation of MS/MS spectra is notori-
ously tedious, time-consuming and error prone. Second,
compound identification by ESI-MS/MS requires the exis-
tence of a large library of experimentally collected MS/MS
spectra, spanning multiple collision energies and multiple
platforms, to enable proper spectral matching. Unfortu-
nately, most compounds that are of interest to those work-
ing in metabolomics, exposomics or natural products re-
search do not have any experimentally collected MS/MS
spectra. For example, the Human Metabolome Database
(HMDB) 5.0 (6) has 253,244 metabolites, but only 4,424
of these compounds have experimentally collected ESI-
MS/MS spectra (as gathered from multiple internally-
collected and open-access MS/MS resources). While sev-
eral open-access MS/MS spectral databases do exist, such
as MoNA (https://mona.fiehnlab.ucdavis.edu/), MassBank
EU/Japan (7,8) and GNPS (9), these databases are heav-
ily weighted towards MS/MS data collected on less biolog-
ically relevant, less expensive commercial chemicals. There-
fore, they tend to cover only a fraction (often < 5%) of
known natural products, known environmental exposure
molecules, or known drugs. Larger, commercially accessible
ES-MS/MS spectral libraries do exist, such as those from
NIST (10–12) or METLIN/Bruker (13,14), but these are
either very expensive and/or they place restrictions on sales
to metabolomics and exposomics researchers. Similar issues
also exist with their relatively limited coverage of biologi-
cally relevant molecules.

Given that there are literally millions of known metabo-
lites, natural products, food compounds and exposure
chemicals (6,15–18) and perhaps 10’s of millions more un-
known compounds (19,20), it is unlikely that enough exper-
imental MS/MS spectral will ever be collected to address
this central shortcoming of ESI-MS/MS-based compound
identification. As a result, more researchers are turning to-
wards in silico methods. In-silico MS-based compound iden-
tification methods were developed to help researchers iden-
tify compounds from an experimentally collected MS/MS
spectrum without directly needing or querying an exper-
imentally collected reference MS/MS spectral database.
State-of-the-art methods for in silico MS-based compound
identification use a wide array of different techniques, rang-
ing from MS/MS spectral prediction to MS/MS spectral
fingerprint analysis. Nearly all of these methods employ
combinations of rule-based expert systems and the latest
deep learning methods (21–31).

CFM-ID (which stands for Competitive Fragment Mod-
eling IDentification) is an example of an in silico MS-
based compound identification tool. It was first described
in 2014 (28,33). Unlike chemical fingerprint methods, such
as SIRIUS 4 (24) and CSI:FingerID (32), CFM-ID uses the
latest developments in machine learning to learn, from a
small training set of experimental MS/MS spectra and their
associated structures, how small molecules will fragment
when injected into a quadrupole time-of-flight (QTOF)
ESI-MS/MS instrument with collision-induced dissocia-
tion (CID) (33). This training/learning process allows
CFM-ID to not only predict ESI-MS/MS spectra from a
chemical structure, but also to annotate each peak in the

predicted spectrum with a probable fragment ion structure.
By running CFM-ID through all known small molecule
structures (including predicted structures) it is also possi-
ble to create a synthetic, in silico MS/MS spectral library
that is many times larger than any experimentally collected
MS/MS spectral library. This in silico MS/MS spectral li-
brary can then be used to identify compounds by finding
matches to experimentally acquired MS/MS spectra that
are used to query this database. As indicated in the first
description of CFM-ID (34), this means users can predict
MS/MS spectra from a given compound structure (called
‘C2MS’ for Compound to MS). It also means that users can
identify a compound structure from a given MS/MS spec-
trum (called ‘MS2C’ for MS to Compound). After its ini-
tial release, CFM-ID was further modified to include sup-
port for electron-ionization mass spectrometry or EI-MS
(27) and then upgraded to support rule-based fragmenta-
tion of lipids and compound class identification. These lat-
ter upgrades were included in the release of CFM-ID 3.0
(30). Since its first introduction in 2015, more than 3 mil-
lion queries have been processed by CFM-ID 1.0, 2.0 and
3.0, including almost equal numbers of C2MS and MS2C
predictions.

While CFM-ID remains very popular, a number of its al-
gorithms, its performance and its visual displays have be-
come somewhat dated. This motivated us to start upgrad-
ing both the back-end and the front-end of the CFM-ID
server. For instance, recent developments in machine learn-
ing along with the availability of an expanded MS/MS
training set allowed us to substantially improve the perfor-
mance of the fragmentation modeling in the CFM-ID al-
gorithm (35). Such a significant improvement clearly had
to be added the CFM-ID web server. Similarly, user re-
quests and user feedback suggested that we should expand
the rule-based fragmentation methods in CFM-ID to cover
a wider range of ‘hard-to-fragment’ molecules such as lipids
and flavonoids. Likewise, improvements to the user inter-
face, expanding and updating the in silico and experimen-
tal MS/MS databases, enhancements to the MS/MS spec-
tral displays and support for neutral loss spectral searching
were all deemed to be essential to maintain CFM-ID’s rel-
evance to the user community. This paper describes these
upgrades and updates, by formally introducing the CFM-
ID 4.0 web server. This paper also demonstrates how these
enhancements have improved the overall accuracy and per-
formance of CFM-ID relative to earlier versions and rela-
tive to competing software tools.

GENERAL DESIGN AND OPERATION

The CFM-ID 4.0 web server offers three general functions:
1) predicting electrospray ionization quadrupole time-of-
flight tandem mass spectra (ESI-QTOF-MS/MS) for chem-
ical compounds over multiple CID energies (C2MS); 2) an-
notating ESI-QTOF-MS/MS spectra given the structure
of the parent compound; and 3) identifying the chemical
compound that produced the given centroided ESI-QTOF-
MS/MS spectra (MS2C). These three functions are listed
on the CFM-ID home page as: Spectra Prediction, Peak As-
signment, and Compound Identification.
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CFM-ID 4.0’s Spectra Prediction utility performs the
C2MS operation. To use this function, a user must enter the
structure of a neutral compound using either SMILES (17)
or InChI (18) format. They must also select the desired spec-
tral type (only ESI is offered in version 4.0, while EI is still
available in version 3.0), the ion mode (positive or negative),
and the adduct type (the parent ion adduct, usually M + H
if in the positive mode). After entering these data and press-
ing the Submit button, the CFM-ID server then generates
in-silico product ion MS/MS spectra for three different CID
energies (10 eV, 20 eV and 40 eV). The output of the Spec-
tra Prediction function is presented in two different formats:
(1) a human-readable, downloadable text file containing the
predicted MS/MS spectrum, and (2) an interactive image
of the predicted MS/MS spectrum. Each displayed peak in
the interactive spectral display includes a high precision m/z
value, a relative intensity value, and an image of the most
likely associated fragment ion structure. This information
can be viewed by mousing-over each spectral peak. In ad-
dition to generating a predicted in-silico MS/MS spectrum,
CFM-ID 4.0 will also retrieve the experimentally measured
MS/MS spectrum, if such a spectrum exists in the CFM-ID
experimental spectral library. This experimental MS/MS
spectral library contains both internally collected and ex-
ternally collected MS/MS spectra provided by MoNA (7),
MassBank EU/Japan (8), GNPS (9) and others.

CFM-ID 4.0’s Peak Assignment utility is designed to an-
notate and explain each peak in a submitted experimen-
tal MS/MS spectrum along with the corresponding (sub-
mitted) structure. This utility is intended to help improve
the explainability of product ion MS/MS spectra and has
been widely used as a teaching tool. For a given MS/MS
spectrum and the corresponding (known) chemical struc-
ture, the Peak Assignment tool attempts to assign a possible
fragment ion to each peak in the MS/MS spectrum. To use
the Peak Assignment utility, a user must submit the known
compound structure and a corresponding list of m/z peaks
from an ESI-MS/MS experiment. Users must also select the
corresponding charge type, adduct type, and mass tolerance
value. The mass tolerance value (default to 10 ppm) is the
tolerance used to match the observed MS/MS peaks to the
predicted fragment ions calculated by CFM-ID 4.0. As with
the Spectra Prediction utility, the output for Peak Assign-
ment is displayed in a color-coded mass spectrogram, where
annotated peaks are marked in red and unannotated peaks
(if any) in blue. In addition to generating an interactively
viewable MS/MS spectrum, where fragment ion structures
can be viewed by mousing-over a given peak, the user can
also download an additional text file. This file contains the
annotated peak list and the corresponding SMILES strings
for the identified ion fragments.

CFM-ID 4.0’s Compound Identification utility supports
its MS2C operations. In particular, it allows users to iden-
tify metabolites from one or more user-supplied experi-
mental MS/MS spectra. CFM-ID 4.0 offers users two op-
tions: 1) Regular Compound Identification via product ion
MS/MS spectra and 2) compound identification via Neu-
tral Loss Search (36). The Regular Compound Identification
option requires the user to upload an experimentally mea-
sured product ion MS/MS spectrum of a (reasonably) pure
compound collected at one or more specified collision en-

ergies: low (10 eV), medium (20 eV), and/or high (40 eV)
– either entered directly in text boxes or uploaded as files.
Users must also supply the desired spectral type (only ESI
is offered in version 4.0), the ion mode (positive or nega-
tive), the adduct type (the parent ion adduct), the parent
ion mass (measured from the ion selection filter to collect
the MS/MS spectrum), the candidate mass tolerance, the
scoring function (to rank the spectral matches), the num-
ber of results to be viewed and the mass tolerance for peak
matching in the spectral display (default to 10 ppm). Users
must also select from a set of 18 databases carefully cu-
rated databases containing experimental and/or in silico-
predicted MS/MS spectra along with their corresponding
compound structures. Once these data are submitted, by
pressing the Submit button, it typically takes a less than
a minute for the CFM-ID server to return a sorted list of
possible compound structures. The amount of time taken
depends on the number and size of the spectral databases
being searched. While compound structures can be identi-
fied with only a single MS/MS spectrum collected at a sin-
gle collision energy level, providing spectra at two or more
energy levels will certainly improve the identification accu-
racy. Users can specify which of three methods for scoring
the similarity between observed versus predicted MS/MS
spectra to use: 1) the Dice score, 2) the dot product score,
and 3) the dot product + Metadata score. Details of the Dice
score and dot product ranking methods can be found in ref-
erence (27), while details about the dot product + Metadata
scoring method are available in reference (30). The CFM-
ID 4.0 website provides two example spectra (Example #1
and Example #2) for users to test.

In contrast to the regular Compound Identification, the
Neutral Loss Search can be used to identify or partially
characterize novel compounds that are not in CFM-ID’s
product ion MS/MS spectral databases. Neutral loss spec-
tra are subtractive or theoretical spectra generated from a
conventional product ion MS/MS spectrum by determin-
ing the mass differences between the precursor ion m/z and
each of the other peaks in the product ion spectrum. By gen-
erating MS/MS spectra displaying m/z differences rather
than actual m/z values, it is possible to identify charac-
teristic fragment ions or fragment substructures. As a re-
sult, neutral loss MS/MS spectral searching is ideal for
identifying substructures from larger, conjugated molecules
or for identifying molecules that differ from each other
by the addition (or loss) of a smaller ‘substructure’ such
as a water molecule, an ammonia molecule, a phosphate
group, a sugar group or some other minor chemical mod-
ification. Normally small m/z shifts arising from minor
chemical modifications make it impossible for conventional
MS/MS spectral searching operations to identify chemi-
cally modified or chemically similar molecules. On the other
hand, neutral loss searching allows these minor modifica-
tions to be ignored during the spectral searching process.
In this way CFM-ID’s Neutral Loss Search allows users
to identify chemical compounds that are chemically sim-
ilar to chemical compounds in the CFM-ID 4.0 spectral
databases but which have no actual structure or actual prod-
uct ion MS/MS spectra in the CFM-ID 4.0 databases. An
illustrative example of a Neutral Loss Search using CFM-
ID 4.0 is shown in Figure 1. As shown here, a regular
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Figure 1. An example illustrating the utility of the Neutral Loss Search for the spectra-to-compound (MS2C) identification task where the target structure
and spectrum are not available in any CFM-ID database. For this example, the query spectrum and query compound was Warfarin and the database
searched was the in silico CFM-ID spectral database (with Warfarin removed from the database). a) Shows the spectral comparison between the query
product ion MS/MS spectrum (warfarin) and its top matched candidate (moracin E) using the regular Compound Identification option. b) Shows the
spectral comparison between the query neutral loss spectrum (automatically calculated from the product ion MS/MS spectrum) and its top matched
candidate ((R)-6-hydroxywarfarin) using the Neutral Loss Search option. As shown here, the Neutral Loss Search can find a structurally similar candidate
that cannot be found by a simple product ion search using the Compound Identification option.

product ion Compound Identification search with an exper-
imentally measured MS/MS spectrum of warfarin (where
the MS/MS spectrum of warfarin has been deliberately re-
moved from the selected CFM-ID database) yields no sig-
nificant, or chemically similar matches. On the other hand,
a Neutral Loss Search of the same compound that uses
the automatically calculated neutral loss spectrum of war-
farin against CFM-ID’s neutral loss MS/MS database iden-
tifies one molecule that is almost chemically identical to
warfarin as its top hit. Similar to other interactive spec-
tral viewers in CFM-ID, mousing over the neutral loss ions
allows users to identify the structures of many of the sub-
stituent ions. These high scoring hits and the identification
of key neutral loss ions off the opportunity for users to
determine the approximate structure of hitherto unknown

compounds or compounds not in the CFM-ID spectral
databases.

To identity or partially identify a structure via the Neu-
tral Loss Search (37), users must upload the experimentally
measured MS/MS spectra (at one or more collision ener-
gies), select the preferred candidate databases, and supply
other information needed by the regular Compound Iden-
tification search. For the Neutral Loss Search option, the
user-specified ranking function is limited to only the Dice
Score. In performing the Neutral Loss Search, the CFM-ID
web server will first compute the neutral loss spectra from
the user’s supplied product ion MS/MS spectra and then
perform a spectral match between these neutral loss spec-
tra and all calculated neutral loss MS/MS spectra in the
selected databases. This typically takes about a minute (de-
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pending on the number of databases selected) for the server
to complete the calculation and to sort the hits. The Neutral
Loss Search provides two example spectra (Example #1 and
#2) for users to try.

The output of both the Neutral Loss Search and regu-
lar Compound Identification function is presented in two
parts: an MS/MS mirror plot for comparing spectra and
a tabular list of ranked compounds. An example of such an
output can be found in Figure 2, where the user-supplied
product ion MS/MS spectrum is displayed in the top half
(in blue) and the matching MS/MS spectrum found from
the database search is presented in the bottom half of the
mirror plot (in red). As with the other MS spectral dis-
plays generated by CFM-ID, moving the cursor over each
peak in the predicted/matched spectrum will also trigger
the display the structure of the CFM-ID predicted frag-
ments or the predicted neutral losses. The list of top-ranked
compounds/spectra is located under the spectral mirror
plot, with each row in the scrollable table consisting of the
ranking score, a structure image, the chemical formula, the
molecular weight and the ClassyFire (38) chemical classi-
fication results. Using this scrollable table, users can select
any spectrum from any of the listed compounds to compare
with their queried MS/MS spectra. Clicking on a different
compound from the table will automatically replace the mir-
ror plot(s) with the corresponding MS/MS spectra. CFM-
ID 4.0 has added significantly more information about each
candidate and structure to help users better examine and
evaluate their Compound Identification results.

FRONT-END IMPROVEMENTS

Some of the most notable improvements to CFM-ID 4.0
have been made to its user interface. In particular, a num-
ber of improvements were made including: modernizing
the web server’s appearance, simplifying the workflow, pro-
viding a more comprehensive and easier-to-understand
Help section, and most importantly, offering a better in-
teractive display of the MS/MS spectra. More specifically,
we redesigned CFM-ID 4.0’s Home Page, so that it now
shares the same layout and styling with our other popu-
lar databases and web servers such as HMDB 5.0 (6) and
NP-MRD (39). This re-worked home page is more self-
explanatory and straightforward than the previous design.
We also updated the Help section with a more visual step-
by-step guide for each of the three utilities. In contrast to the
text-only Help section offered in previous versions, CFM-
ID 4.0’s new Help section is easier to understand with an-
notated screenshots provided at each step. In addition to
the updated Help section, extra assistance has been made
available through question mark icons and pop-up expla-
nations. Perhaps the most important front-end improve-
ment for CFM-ID 4.0 has been the updated MS Spec-
tral Viewer featured in the Compound Identification utility.
Rather than displaying two MS/MS spectra separately, this
updated viewer offers a mirrored view of the two MS/MS
spectra with a shared x-axis. Since all peaks are naturally
aligned by their m/z peaks, visually comparing and identi-
fying matching peaks is now much more accessible through
this improved visualization tool.

BACK-END IMPROVEMENTS

While CFM-ID 4.0’s improved front-end now offers a better
user experience, improvements to the back-end and many
of its underlying algorithms have significantly improved
CFM-ID’s overall performance and accuracy. There are two
categories of back-end improvements. First, we updated the
MS/MS spectral prediction tool with the latest version of
the CFM-ID algorithm (34). For any C2MS task, such as
Spectra Prediction or Peak Assignment, the CFM-ID web
server will first attempt to compute the MS/MS spectra via
a rule-based algorithm called MSRB (Mass Spectra Rule-
Based). While the MSRB algorithm is faster than the ma-
chine learned algorithm, it can only compute MS/MS spec-
tra for compounds from a relatively small set of chemi-
cal classes, including lipids, polyphenols, acylcarnitines and
acylglycines (see (34) for the complete list of MSRB sup-
ported chemicals). If the MSRB algorithm cannot compute
an MS/MS spectrum, the CFM-ID 4.0 webserver uses the
machine-learned MS/MS predictor (called MSML) to pre-
dict MS/MS spectra. Both [M + H]+ and [M-H]- adduct
types are fully supported for spectrum prediction tasks,
while other adduct types are only partially supported. In
cases where MS/MS spectra for a specific adduct type can-
not be computed, it is assumed that those adducts would
only be present for the precursor ion and not for any of
the daughter ions. Obviously rare exceptions, such as tri-
acylglycerol sodium adducts that generate sodium ion frag-
ments, can occur. Nevertheless, based on this assumption,
the CFM-ID 4.0 web server will return a [M + H]+ spectrum
(or an [M-H]- spectrum depending on the charge type) with
an extra peak at the calculated precursor adduct m/z value.
The CFM-ID 4.0 web server uses the same noise removal
setting as previous versions of CFM-ID.

EVALUATION

The changes introduced to CFM-ID 4.0 necessitated a
careful evaluation of its prediction performance to ensure
that these improvements were robust and significant. As
described in (34), we performed 10-fold cross-validation
for the [M + H]+ and [M-H]- C2MS operation (i.e. the
Spectra Prediction utility) to assess its prediction perfor-
mance. Compared to the CFM-ID 2.0 and the CFM-ID
3.0 web servers, CFM-ID 4.0 was able to predict MS/MS
spectral significantly more accurately. As also discussed in
(34), the predicted in-silico MS/MS spectra and experimen-
tally collected MS/MS spectra, CFM-ID 4.0’s prediction
achieved an average (over multiple collision energies) dot
product score of 0.38 and 0.35 for [M + H] + and [M-H]-
spectra, respectively. This corresponds to a ∼26% and a
∼21% performance gain compared to CFM-ID 3.0. Fig-
ure 3 provides an example comparing the predicted MS/MS
spectra from CFM-ID 3.0 to those generated by CFM-
ID 4.0 along with their corresponding experimentally col-
lected QTOF-MS/MS spectra. Specifically, this figure com-
pares the predicted (and experimental) ESI-MS/MS [M-
H]- product ion spectra of pristanic acid between CFM-ID
3.0 and CFM-ID 4.0. These images show that the MS/MS
spectra predicted by CFM-ID 4.0 are much more similar to
the experimentally collected MS/MS spectra, and they also
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Figure 2. An example of the output from a regular Compound Identification query using the experimentally acquired product ion MS/MS spectrum of
Warfarin against the in silico CFM-ID spectral databases. The top half of the figure illustrates the mirrored MS/MS spectral plot between the experimental
MS/MS spectrum (blue peaks), and the highest ranked candidate in silico MS/MS spectrum (red peaks). A table with the detailed candidate scores,
structures and spectral links is presented on the bottom half of the page.

have higher Dice and dot product scores. Furthermore, the
CFM-ID 4.0 predicted MS/MS spectra are far less noisy
than the predicted MS/MS spectra generated by CFM-ID
3.0.

We also tested CFM-ID 4.0 on the CASMI 2016 (2)
Category-3 dataset for the C2MS task (i.e. Compound Iden-
tification). As described in (35), the CFM-ID 4.0 algorithm
managed to identify 162 chemical compounds from experi-
mentally collected Orbitrap MS/MS spectra out of 204 to-
tal testing cases. This result surpassed the performance of a
number of other MS/MS identification tools such as MS-
FINDER (40), MetFrag (25) and SIRIUS 4 (24). It is par-
ticularly notable that this result was achieved even though
CFM-ID 4.0 was trained on QTOF-MS/MS spectra in-
stead of Orbitrap MS/MS spectra. As a general rule, for
the same molecule, QTOF CID MS/MS spectra and Orbi-
trap HCD (higher-energy collisional dissociation) MS/MS
spectra collected at similar collision energies share many of

the same fragment ions. There are often some differences
in intensities for certain m/z fragments, and HCD spectra
typically have more unique m/z fragments than their CID
counterparts. Because CFM-ID was trained exclusively on
QTOF CID data, its predicted MS/MS spectra are more to
QTOF spectra than Orbitrap spectra. Nevertheless, QTOF-
CID spectra predicted by CFM-ID can be used to accu-
rately identify chemical compounds using Orbitrap HCD
spectra. This can be done by determining the equivalent
CID energy of a given Orbitrap HCD spectrum from its
normalized collision energy (NCE) value, then comparing
this Orbitrap HCD spectrum with the CFM-ID-predicted
spectrum with a CID energy that is closest to the NCE
(41). This was the procedure used for evaluating CFM-ID
4.0’s performance on the CASMI 2016 challenge. To fur-
ther benchmark CFM-ID 4.0’s performance, we conducted
an additional chemical compound identification evaluation
using MS/MS spectra for 401 chemical compounds with
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Figure 3. A comparison of the quality of CFM-ID 4.0 predicted MS/MS spectra versus CFM-ID 3.0 predicted MS/MS spectra. This figure compares
the predicted ESI-MS/MS [M-H]- spectra of pristanic acid as predicted by CFM-ID 3.0 (on the left) and CFM-ID 4.0 (on the right) at different collision
energies. The actual experimental MS/MS spectra for this compound are displayed on the top (blue peaks) while the predicted in-silico MS/MS spectra
(red peaks) are displayed on the bottom of the mirror plots.

experimentally collected [M + H]+ MS/MS spectra and
237 chemical compounds with experimentally collected [M-
H]- MS/MS spectra from the HMDB 5.0 database. Ev-
ery chemical compound in this test set had experimental
MS/MS spectra collected at 10, 20, 40 eV on an ESI QTOF-
MS/MS instrument as indicated from their original en-
try data in the MoNA (7) and NIST 20 (12) databases.
This evaluation involved two experiments: one used the
∼250,000 chemical compounds in HMDB 5.0 (and their
predicted MS/MS spectra) as a candidate library, the other
used a portion of PubChem (∼ 2.1 million chemical com-
pounds and their predicted MS/MS spectra) as the can-

didate library. Note that each target chemical compound
used in this test had at least three candidate chemical com-
pounds (with the same parent ion mass) with the aver-
age number of candidates being > 11 in the HMDB data
set and > 2500 in the PubChem data set. To ensure the
test was fair, we excluded all chemical compounds from
the CFM-ID 4.0 training dataset and included only in-
silico predicted MS/MS spectra (i.e. we excluded any experi-
mentally collected MS/MS data from CFM-ID’s database).
As noted previously in (30), including any experimental
MS/MS spectra of the query compound in the candidate
MS/MS spectral library will almost always guarantee a cor-
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rect identification. Therefore, this benchmark provides a
lower bound of what the CFM-ID 4.0 web server is capable
of doing. Table 1 shows that CFM-ID 4.0 was able to cor-
rectly identify 48.1% (in the positive mode) and 38.4% (in
the negative mode) of the query compounds when search-
ing the HMDB 5.0 spectral library. Furthermore, 95.8% and
93.7% of the query compounds can be found within the top
10 ranked candidates for the positive ion mode and negative
ion mode respectively. When using PubChem (42) (which
is a much larger database – averaging 4096 candidates and
1624 candidates for [M + H]+ and [M-H]- respectively) as
the candidate library, the identification accuracy was some-
what lower. However, CFM-ID still managed to identify
7.0% and 6.3% of the query compounds from their given
MS/MS spectra using the positive and negative ion modes,
respectively.

Although CFM-ID 4.0 is by no means perfect in iden-
tifying compounds purely from their MS/MS spectra, it is
almost perfect at determining the correct chemical formula.
As shown in Table 1, when we queried product ion MS/MS
data against the HMDB 5.0, the top-ranked chemical com-
pound was found to have the correct molecular formula
in more than 98% of the cases. This was regardless of the
ion detection mode. This performance drops to 85% when
querying the PubChem database. This is because the Pub-
Chem database had more than 200 times more candidates
than the HMDB on average. In another performance evalu-
ation test, we compared CFM-ID 4.0’s Compound Identifi-
cation (product ion MS/MS) performance to SIRIUS 4 (24)
using HMDB 5.0 as the chemical compound library. Table
2 shows that CFM-ID 4.0 (using its generated set of in sil-
ico HMDB 5.0 spectra) outperformed SIRIUS 4 in terms of
chemical compound identification accuracy for the positive
ion mode, while SIRIUS 4 showed a slight advantage in the
negative ion mode (for the top ranked hits). Interestingly,
SIRIUS 4 could only identify chemical compounds from a
given MS/MS spectrum in 93 out of 108 cases. There were
15 cases where no chemical structure was produced, and 4
out of these 15 cases proposed no chemical formula.

IMPLEMENTATION

The CFM-ID 4.0 web server is organized into two com-
ponents: 1) the web layer that serves all the web pages
and handles data storage and 2) the computational core,
which handles all of the spectral predictions and calcula-
tions. The web layer was developed using the Ruby on Rails
framework (version 5). Ruby on Rails is a development sys-
tem that employs the Model-View-Controller (MVC) con-
cept, where models respond and interact with the data,
views create the interface to show and interact with the
data, and controllers connect the user to the views. This
framework allowed the CFM-ID 4.0 programming team
to rapidly develop, prototype and test all CFM-ID’s web
modules and page views. MySQL and Redis were used
for the back-end and HTML, CSS, JavaScript, and the
D3.js library were used for the front-end. The computa-
tional core consists of several specialized CFM-ID 4.0 algo-
rithms developed in C++ and Java, including the machine-
learned models and the rule-based extension implementa-

tions (CFM-ID MSML 4.4.5 and CFM-ID MSRB 1.1.13).
The machine-learned models deployed on the CFM-ID 4.0
web server were all derived from the recently published
updates to the CFM-ID algorithm (34). Each component
of the CFM-ID 4.0 server system is fully containerized
via Docker, which combined with its two-tier design en-
sures good scalability and stability. Dockerizing the sys-
tem also gave the team the flexibility to develop and test
each component of the server system individually. CFM-ID
4.0’s computational core image is also provided as a freely
downloadable file via hub.docker (https://hub.docker.com/
r/wishartlab/cfmid). This docker image only contains the
core functionality of CFM-ID and does not include any
pre-computed MS/MS spectral data. More information is
available in CFM-ID’s Help section about this core image.
However, the downloadable version of CFM-ID 4.0 enables
large-scale computation or the processing of sensitive data,
which cannot easily be supported on a publicly accessible
server. The CFM-ID server is hosted on a quad-core (In-
tel Xeon 8175M) virtual server with 8G of RAM. The cur-
rent configuration has a three minute time-out on MS/MS
spectral prediction tasks. The amount of time required to
perform a spectral prediction is largely dependent on the
molecular weight (MW) and the number of bonds in the
molecule. Typically, a molecule with a MW < 1000 Da will
take less than one minute to predict.

CONCLUSION AND FUTURE PLANS

The CFM-ID 4.0 web server offers a suite of utilities to
facilitate automated MS/MS spectral prediction (C2MS),
spectral annotation and chemical compound identification
(MS2C). Compared to previous versions, the CFM-ID 4.0
web server is more user-friendly, more accurate and more in-
formative. In particular, CFM-ID 4.0’s functional improve-
ments include an improved user interface, a new suite of
neutral loss searches and neutral loss annotations, improved
spectral displays (mirror plots), more informative data ta-
bles, improved prediction capabilities, enhanced documen-
tation and greater user-friendliness. CFM-ID 4.0’s C2MS
performance has been thoroughly benchmarked and proven
to be significantly better than previous versions (34). Its
MS2C performance has been tested on multiple MS/MS
datasets against many different candidate databases both
here and elsewhere (34). These results also show that CFM-
ID 4.0 not only performs well with QTOF MS/MS data,
but also outperformed all other tools in the CASMI 2016
Category-3 challenge test even though CASMI used only
Orbitrap MS/MS spectra, not QTOF MS/MS. Most im-
portantly, CFM-ID 4.0’s MS2C results are much more ex-
plainable and queryable than the previous CFM-ID ver-
sions as well as other popular tools such as SIRIUS4 (24)
and MetFrag (25). With more accurate in-silico MS/MS
spectra, a greatly expanded CFM-ID spectra library, and
the introduction of a Neutral Loss Search feature, we be-
lieve the CFM-ID 4.0 web server will be much more use-
ful to users wishing to perform MS2C tasks for identifying
known structures or those wishing to identify completely
novel structures. While the improvements to both front-end
and back-end are significant, we are still planning to imple-
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Table 1. Summary of Compound Identification results using the CFM-ID 4.0 web server and different scoring options. Searches were performed against
the HMDB 5.0 database (∼250,000 compounds) and a subset of PubChem (∼2.1 million compounds). The median number of candidates with the same
parent ion mass is listed under ‘Candidate Median’. The Rank indicates the position in the list of spectral hits where the correct compound was found.
The percentage of compounds with the correct molecular formula based on the top ranked hit (even with the incorrect structure) is given in ‘% Correct
formula for the first hit’

HMDB 5.0 PubChem

[M + H]+ [M-H]- [M + H]+ [M-H]-

Candidate Median 9 10 2764 1624
CFM-ID 4.0 (dot product) Rank = 1 48.10% 38.40% 7.01% 6.30%

Rank ≤ 5 89.50% 82.30% 20.70% 19.50%
Rank ≤ 10 95.80% 93.70% 29.94% 30.10%
% Correct formula for the first hit 98.20% 97.80% 90.76% 82.70%

CFM-ID 4.0 (Dice) Rank = 1 48.13% 32.49% 5.41% 5.50%
Rank ≤ 5 87.53% 82.70% 16.24% 19.50%
Rank ≤ 10 95.01% 93.67% 24.20% 27.90%
% Correct formula for the first hit 99.25% 98.73% 93.31% 84.90%

Table 2. Summary of Compound Identification results and molecular for-
mula determination results between SIRIUS4 and the CFM-ID 4.0 web
server using different scoring options (for CFM-ID). Searches were per-
formed against the HMDB 5.0 database (∼250,000 chemical compounds).
The median number of candidates with the same parent ion mass is listed
under ‘Candidate Median’. The Rank indicates the position in the list of
spectral hits where the correct compound was found. The percentage of
chemical compounds with the correct molecular formula based on the top
ranked hit (even with the incorrect structure) is given in ‘% Correct formula
for the first hit’

[M + H]+ [M-H]−
Candidate Median 11 12

CFM-ID 4.0
(dot product)

Rank = 1 41.51% 31.58%

Rank ≤ 5 79.25% 78.95%
Rank ≤ 10 92.45% 91.23%
% Correct formula for
the first hit

98.11% 100.00%

CFM-ID 4.0 (Dice) Rank = 1 37.74% 28.57%
Rank ≤ 5 79.25% 83.93%
Rank ≤ 10 86.79% 92.86%
% Correct formula for
the first hit

98.11% 100.00%

SIRIUS 4 Rank = 1 19.23% 35.71%
Rank ≤ 5 56.69% 69.64%
Rank ≤ 10 67.31% 75.00%
% Correct formula for
the first hit

96.42% 82.69%

ment several extensions to the CFM-ID 4.0 web server over
the coming year. In particular, we expect to re-introduce
a much-improved EI-MS spectra prediction module and
a significantly improved EI-MS compound identification
module (for GC-MS-based metabolomics) that will support
user input of experimentally measured retention indices and
EI-MS spectra. We also plan to extend the next version of
CFM-ID to support Orbitrap MS/MS spectral predictions.
These additions will likely be introduced in later 2022 or
early 2023. Overall, we believe the improvements already
described here along with the planned improvements to the
server’s functionality will make CFM-ID 4.0 much more
useful to the analytical chemistry community and should
make small molecule identification easier, faster and more
precise.
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32. Dührkop,K., Shen,H., Meusel,M., Rousu,J. and Böcker,S. (2015)
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