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Compact, thermal-noise-limited optical cavity for
diode laser stabilization at 1Ã10−15
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We demonstrate phase and frequency stabilization of a diode laser at the thermal noise limit of a passive
optical cavity. The system is compact and exploits a cavity design that reduces vibration sensitivity. The
subhertz laser is characterized by comparison with a second independent system with similar fractional fre-
quency stability �1�10−15 at 1 s�. The laser is further characterized by resolving a 2 Hz wide, ultranarrow
optical clock transition in ultracold strontium. © 2007 Optical Society of America
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Highly frequency-stabilized lasers are essential in
high-resolution spectroscopy and quantum
measurements,1 optical atomic clocks,2–4 and quan-
tum information science.5 To achieve superior stabil-
ity with high bandwidth control, the laser output is
traditionally servo locked to a highly isolated passive
optical cavity by using the Pound–Drever–Hall
(PDH) technique.6 Typical limits to the resulting la-
ser stability include vibration-induced cavity length
fluctuation, photon detection shot noise, and
thermal-mechanical noise of the passive cavity
components.7,8 By thoughtful system design, the rela-
tive impact of these noise contributions can be ad-
justed. Here we report a cavity-laser system that
achieves high stability with an appropriate compro-
mise between acceleration sensitivity and thermal
noise. The compact, cavity-stabilized diode laser has
a subhertz linewidth (at several seconds) and is ther-
mal noise limited to a fractional (in)stability of �1
�10−15 at time scales of 0.5–300 s. As further evi-
dence of the laser’s optical stability, we use it to in-
terrogate an ultranarrow optical atomic transition in
neutral atomic strontium. We resolve an optical tran-
sition linewidth of �2 Hz, the narrowest optical
atomic resonance observed to date.

The laser source in this Letter is a diode laser
(Hitachi HL6738MG, AR-coated9) in an external cav-
ity of the Littman configuration operating at 698 nm
[Fig. 1(a)]. The laser is first prestabilized to a simple
optical cavity with finesse of �10,000. The PDH sta-
bilization is accomplished via feedback to the laser
diode current and the laser cavity piezoelectric trans-
ducer (PZT). The servo bandwidth is 2–3 MHz. The
prestabilized laser light is first-order diffracted by an
acousto-optic modulator (AOM) and fiber coupled to a
platform on which an ultrastable cavity resides. This
platform is mounted on a commercially available pas-
sive vibration isolation unit (Minus K, resonant fre-
quency of 0.5–1 Hz). Both the platform and the isola-
tion unit are within a temperature-controlled
enclosure lined with acoustic-damping foam. On the
platform, the prestabilized laser light is phase modu-

lated by an electro-optic modulator operating at
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5 MHz. Approximately 10 �W of optical power is in-
cident on the ultrastable cavity for PDH locking. Sta-
bilization to this cavity is accomplished via feedback
to the AOM and a PZT controlling the prestabiliza-
tion cavity length. The servo bandwidth for this final
locking stage is �100 kHz. The useful output of the
laser is delivered from a fiber port located near the
ultrastable cavity on the same platform. The entire
optical setup occupies less than 1 m3.

The ultrastable cavity has a finesse of 250,000 and
is 7 cm long (cavity linewidth of �7 kHz). Both the
spacer and the optically bonded mirror substrates are
made of ultralow expansion glass (ULE). To maintain
small sensitivity of cavity length to acceleration, we
implemented the following design features. First, be-
cause the acceleration sensitivity of fractional cavity
length scales with the cavity length, we chose a some-
what short cavity spacer10 �7 cm�. Second, the cavity
is held at its midplane to achieve symmetric stretch-
ing and compressing of the two halves of the cavity
during acceleration to suppress vibration
sensitivity.10–12 The cavity is mounted vertically to
exploit the intuitive symmetry in the vertical direc-
tion [see Fig. 1(b)]. This mounting is accomplished by
a monolithically attached midplane ring resting on
three Teflon rods. Third, the cavity is wider in the

Fig. 1. (Color online) (a) Schematic of the laser and pas-
sive cavity optical setup. EOM, electro-optic modulator;
AOM, acousto-optic modulator; 1

4 , quarter-wave plate; 1
2 ,

half-wave plate; isol, optical isolator; pbs, polarizing beam
splitter; pd, photodetector. (b) High-finesse, ultrastable

ULE optical cavity in its vertical mounting configuration.
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middle and tapered at the ends, allowing more rigid
construction without excess material. This cavity was
designed in our laboratory and constructed in con-
junction with a dozen other quantum metrology labo-
ratories around the world. It is now commercially
available, facilitating 1 Hz laser stabilization to any
interested research lab.13 The cavity and supporting
rods are held in vacuum (10−6 Torr) by an ion pump
�2 l /s�; the cavity spacer has symmetric evacuation
holes perpendicular to the optical axis. The vacuum
can is single point temperature controlled to �305 K
within 500 �K over a 24 h period. Since the ion pump
is not temperature controlled, we installed a black-
body radiation baffle between the vacuum can and
the ion pump.

To evaluate the final laser stability, a second
cavity-laser system was constructed with a separate
diode laser and a separate ultrastable cavity
mounted on an independent vibration isolation plat-
form in an independent enclosure. Light was trans-
ferred from one system to the other via optical fiber
(employing fiber-phase-noise cancellation14) and a
heterodyne beat between the two stabilized lasers
was detected (Fig. 2 inset). Linear drifts of �1 Hz/s
of the heterodyne beat were removed by applying a
feedforward linear correction to reduce the drift to
less than 50 mHz/s. At 300 mHz resolution band-
width (RBW), the laser linewidth is 400 mHz (full
width at half maximum). As the RBW is reduced to
150 mHz, linewidths of 220 mHz can be observed,
while some fraction of the carrier power is moved into
low-frequency noise sidebands. The fractional line-
width is below 1�10−15. The stability of one of the la-
sers as measured by the fractional Allan deviation is
also shown in Fig. 2. This measurement was taken
directly by counting the heterodyne beat under linear
drift cancellation. The theoretical estimate of the
thermal-noise-limited stability is indicated as a solid
horizontal line in the figure. This modeled thermal
noise limit has nearly negligible contribution from
the ULE spacer itself, while the contribution from
the ULE mirror substrates is approximately 1.5
times that from the dielectric high-reflective coating.7

Fig. 2. (Color online) Fractional Allan deviation of the sta-
bilized laser frequency. The solid curve near a fractional
frequency stability of 1�10−15 denotes the thermal noise
stability limit of the passive optical cavity. Inset, measure-

ment of laser linewidth from the heterodyne beat.
Except for a small noise bump at 100 s, the laser sta-
bility from 0.5 to 300 s coincides precisely with the
modeled thermal noise limit.

Laser phase coherence was also observed via time-
domain measurements. A 15 Hz heterodyne beat sig-
nal between the two lasers and its sine wave fit are
shown in Fig. 3(a), with a linear chirp to account for
the simple residual linear drift between the two la-
sers. The fit shows that the lasers remain phase co-
herent within 1 rad at the optical frequency of
�4�1014 Hz for a period �2 s.

The sensitivity of the cavity length to accelerations
was measured by shaking the cavity and observing
the additional frequency noise present on the laser
tightly locked to the cavity resonance. This was also
an optical heterodyne measurement, with the system
that was not shaken serving as the reference oscilla-
tor. The vertical acceleration sensitivity was mea-
sured to be 30 kHz/m/s2. The horizontal acceleration
sensitivity was 20 kHz/m/s2 at 5 Hz; it dropped to
5 kHz/m/s2 at 15 Hz because of mechanical isolation
provided by the Teflon cavity mounting posts. The
relatively short cavity used here constitutes a com-
promise between cavity acceleration sensitivity and
the fractional thermal noise contributions (from the
mirrors) to the cavity length stability. This compro-
mise facilitates impressive diode laser stability at the
10−15 level with relatively straightforward vibration
isolation. The difference in performance between this
system and that of the highest recorded stability is
consistent with the difference in cavity length that

7,15

Fig. 3. (Color online) (a) Heterodyne beat of the two sta-
bilized lasers, mixed down to 15 Hz. The dots indicate the
measured data, and the solid curve is the chirped sine wave
fit. The fit shows that the lasers maintain phase coherence
within 1 rad for �2 s. (b) Frequency noise spectrum of the
stabilized laser (solid data). The solid curve is the theoret-
ical estimate of the thermal noise contribution, with its
characteristic 1/ � f dependence. The short-dashed data in-
dicate contribution to laser frequency noise from the accel-
eration sensitivity of the optical cavity. The horizontal
dashed line denotes the measurement noise floor and domi-
nates laser frequency noise well above 10 Hz.
scales the fractional thermal noise.
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To see this compromise more quantitatively, Fig.
3(b) shows the laser frequency noise spectrum. Below
5 Hz, the laser noise is dominated by thermal noise.
Also shown is the laser noise contribution due to cav-
ity acceleration—this is simply the measured accel-
eration noise spectrum on the vibration isolation
platform scaled by the empirically determined
acceleration sensitivity given above. The thermal
noise contributes roughly a factor of 2 to 4 more than
the acceleration noise. Consequently, the system
could be further improved by using similar, but
longer, mounted optical cavities together with fine
tuning of the symmetrical rejection of acceleration
sensitivity.10 In this case, the combined thermal and
acceleration noise contributions can be kept small
enough for laser fractional frequency stability at the
low side of the 10−16 decade.

To further characterize the laser coherence proper-
ties, we used one of the stable 698 nm lasers to probe
an ultranarrow, doubly forbidden optical clock tran-
sition (1S0-3P0, natural linewidth �1 mHz) in atomic
strontium.16 We probed a collection of laser-cooled Sr
atoms trapped in an optical lattice at a temperature
of 2 �K. Atom interrogation was performed in the
Lamb–Dicke regime, where both Doppler and recoil
effects were eliminated. The recovered optical atomic
transition is shown in Fig. 4. The linewidth of 2 Hz is
the narrowest optical atomic transition observed to
date (line quality factor Q�2�1014). This linewidth
corresponds closely to the Fourier limit given by the
probe pulse duration �480 ms�. Such a spectrum re-
quires 20–30 s overall scanning time. The hetero-
dyne beat between the two stabilized lasers inte-
grated over 30 s reveals a single laser linewidth of
�2 Hz, suggesting that laser stability is the limiting
factor in observing the narrow spectra. This atomic
measurement provides a clean, independent confir-
mation of overall laser performance.

We have demonstrated a simple, compact, and ul-
trastable laser system useful for high precision me-
trology, quantum measurements, and quantum infor-
mation applications, all of which require long atom-
light coherence times. With the recent success of
optical-lattice-based clocks in observing very high

Fig. 4. (Color online) Narrow atomic resonance observed
by probing ultracold strontium with the stabilized laser.
The 2 Hz full width at half maximum is the narrowest op-
tical atomic resonance observed to date. The transition fre-
quency, f , is �4.29�1014 Hz.
0
line Q with large atom numbers,16,17 the fundamen-
tal quantum projection noise of such systems can al-
low for 1 s instabilities at 1�10−17, achievable only if
laser stability can further improve to permit observa-
tion of narrower atomic spectra. Consequently, future
progress in this field requires pushing lasers to even
higher stability. This requires improving the thermal
noise limitation of passive optical cavities. This can
be done in three ways7,8,12: (1) lower temperatures,
(2) longer cavities, and (3) substrate and dielectric
coating materials with lower mechanical loss. While
technical challenges exist for any of these, the ap-
proach demonstrated here is compatible with each of
these three routes to improvement.
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