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Background

Current guidelines recommend at least 24 hours of electrocardiographic (ECG) 
monitoring after an ischemic stroke to rule out atrial fibrillation. However, the most 
effective duration and type of monitoring have not been established, and the cause 
of ischemic stroke remains uncertain despite a complete diagnostic evaluation in 
20 to 40% of cases (cryptogenic stroke). Detection of atrial fibrillation after crypto-
genic stroke has therapeutic implications.

Methods

We conducted a randomized, controlled study of 441 patients to assess whether 
long-term monitoring with an insertable cardiac monitor (ICM) is more effective 
than conventional follow-up (control) for detecting atrial fibrillation in patients 
with cryptogenic stroke. Patients 40 years of age or older with no evidence of atrial 
fibrillation during at least 24 hours of ECG monitoring underwent randomization 
within 90 days after the index event. The primary end point was the time to first 
detection of atrial fibrillation (lasting >30 seconds) within 6 months. Among the 
secondary end points was the time to first detection of atrial fibrillation within 
12 months. Data were analyzed according to the intention-to-treat principle.

Results

By 6 months, atrial fibrillation had been detected in 8.9% of patients in the ICM 
group (19 patients) versus 1.4% of patients in the control group (3 patients) (hazard 
ratio, 6.4; 95% confidence interval [CI], 1.9 to 21.7; P<0.001). By 12 months, atrial 
fib rillation had been detected in 12.4% of patients in the ICM group (29 patients) 
versus 2.0% of patients in the control group (4 patients) (hazard ratio, 7.3; 95% CI, 
2.6 to 20.8; P<0.001).

Conclusions

ECG monitoring with an ICM was superior to conventional follow-up for detect-
ing atrial fibrillation after cryptogenic stroke. (Funded by Medtronic; CRYSTAL AF 
ClinicalTrials.gov number, NCT00924638.)
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Ischemic stroke is among the leading 
causes of death and disability.1 The cause re-
mains unexplained after routine evaluation 

in 20 to 40% of cases, resulting in the classifica-
tion, by exclusion, of cryptogenic stroke.2-6 Atrial 
fibrillation is a well-recognized cause of ischemic 
stroke,7 though the risk is markedly reduced by 
anticoagulation7,8 Documentation of atrial fibril-
lation is required to initiate anticoagulant thera-
py after ischemic stroke.8 In the absence of docu-
mented atrial fibrillation, antiplatelet agents are 
recommended.7 Given the often paroxysmal and 
asymptomatic nature of atrial fibrillation, it may 
not be detected with the use of traditional moni-
toring techniques.9-12 Strategies for detection of 
atrial fibrillation have included in-hospital monitor-
ing,13 serial electrocardiography (ECG),14,15 Hol ter 
monitoring,16 monitoring with the use of ex-
ternal event or loop recorders,17-22 long-term out-
patient monitoring,23-28 and monitoring by means 
of insertable cardiac monitors (ICMs),29-31 yielding 
detection rates ranging from 0 to 25%. However, 
differences among studies with respect to eligi-
bility criteria, end points, and duration of moni-
toring make it difficult to translate these find-
ings into changes in clinical practice.32 Current 
guidelines suggest performing 24 or more hours 
of ECG monitoring to rule out atrial fibrillation 
in patients with an ischemic stroke but acknowl-
edge that the most effective duration of monitoring 
has not been determined.7 The use of additional 
ECG monitoring beyond 24 hours after crypto-
genic stroke is currently left to physician discre-
tion. We conducted a randomized, controlled 
study to assess whether a long-term ECG moni-
toring strategy with an ICM is superior to con-
ventional follow-up for the detection of atrial fi-
brillation in patients with cryptogenic stroke.

Me thods

Study Design

The Cryptogenic Stroke and Underlying AF 
(CRYSTAL AF) trial was a parallel-group trial 
comparing the time to detection of atrial fibrilla-
tion with an ICM versus conventional follow-up 
(as described below) in patients with cryptogenic 
stroke or transient ischemic attack (TIA). Patients 
were randomly assigned in a 1:1 ratio to one of 
the two monitoring strategies. The study proto-

col was approved by all relevant institutional re-
view boards or ethics committees, and all pa-
tients provided written informed consent before 
randomization. Patients were enrolled at 55 centers 
in Europe, Canada, and the United States between 
June 2009 and April 2012. Details of the study 
design have been published previously.33 Protocol 
modifications included an extension of the enroll-
ment window from 60 to 90 days after the index 
event and ultrasonography of cervical arteries and 
transcranial Doppler ultrasonography of intracra-
nial vessels instead of magnetic resonance angi-
ography (MRA) or computed tomographic angiog-
raphy (CTA) of the head and neck for patients older 
than 55 years of age.

The primary end point was the time to first 
detection of atrial fibrillation at 6 months of 
follow-up. Secondary end points included the 
time to first detection of atrial fibrillation at 
12 months of follow-up, recurrent stroke or TIA, 
and the change in use of oral anticoagulant drugs. 
Atrial fibrillation was defined as an episode of 
irregular heart rhythm, without detectable P waves, 
lasting more than 30 seconds. Episodes of atrial 
fibrillation that qualified for analysis were adju-
dicated by an independent committee. Patients 
were stratified within the study groups accord-
ing to the type of index event (stroke or TIA) and 
the presence or absence of a patent foramen 
ovale. Randomization lists were created with the 
use of permuted blocks of random size, with as-
signments made sequentially. Patients and phy-
sicians were aware of the study-group assignments, 
because patients in the ICM group under went in-
sertion of the device.

The steering committee designed the study and 
made the decision to submit the manuscript for 
publication. The sponsor (Medtronic) had non-
voting membership on the steering committee, 
assisted in the design of the study, data collection, 
and data analysis, proposed technical content for 
the manuscript, and contributed to manuscript 
review, but had no role in the decision to submit 
the manuscript for publication. An independent 
data and safety monitoring committee reviewed 
interim results and monitored safety. All the au-
thors vouch for the completeness and accuracy of 
the data and analyses and the fi delity of the report 
to the study protocol, which is available with the 
full text of this article at NEJM.org.

The New England Journal of Medicine 
Downloaded from nejm.org by NOAH STRATTON on August 6, 2014. For personal use only. No other uses without permission. 

 Copyright © 2014 Massachusetts Medical Society. All rights reserved. 



T h e  n e w  e ngl a nd  j o u r na l  o f  m e dic i n e

n engl j med 370;26 nejm.org june 26, 20142480

Eligibility Criteria

Eligible patients were 40 years of age or older and 
had received a diagnosis of stroke or TIA, occur-
ring within the previous 90 days, that was sup-
ported by consistency between symptoms and 
findings on brain magnetic resonance imaging 
or computed tomography. Stroke was classified as 
cryptogenic after extensive testing — including 
12-lead ECG, 24 hours or more of ECG monitor-
ing, transesophageal echocardiography, screening 
for thrombophilic states (in patients <55 years of 
age), and MRA, CTA, or catheter angiography of 
the head and neck — did not reveal a clear cause. 
Ultrasonography of cervical arteries and trans-
cranial Doppler ultrasonography of intracranial 
vessels, in place of MRA or CTA of the head and 
neck, were allowed for patients older than 55 years 
of age. Patients with TIA were enrolled only if 
symptoms at presentation were speech problems, 
limb weakness, or hemianopsia. Exclusion crite-
ria have been published previously.33 The main 
exclusion criteria were a history of atrial fibrilla-
tion or atrial flutter, an indication or contraindi-
cation for permanent oral anticoagulant therapy 
at enrollment, and an indication for a pacemaker 
or implantable cardioverter–defibrillator.

Baseline Assessment

The patient’s medical history, physical-examination 
findings, and use of medications were recorded. 
Information regarding the index stroke or TIA was 
collected, including the results of brain imaging 
and the required testing to establish a consistent 
diagnosis of cryptogenic stroke.

Monitoring Strategies

Patients assigned to the control group underwent 
assessment at scheduled and unscheduled visits, 
with ECG monitoring performed at the discre-
tion of the site investigator. Monitoring type, du-
ration, and all results were recorded. Patients as-
signed to the ICM group were scheduled to have 
the device inserted within 10 days after ran-
domization. ICM settings were programmed in 
a standardized fashion.33 The ICM that was used 
(REVEAL XT, Medtronic) automatically detects 
and records atrial fibrillation, irrespective of heart 
rate or symptoms.34 The Medtronic CareLink Net-
work was used to remotely transmit the device 
data. For patients in both groups, follow-up visits 
were scheduled at 1, 6, and 12 months and every 

6 months thereafter until study closure, with un-
scheduled visits in the event of symptom occur-
rence or after the transmission of ICM data, if 
advised by the investigator. If patients reported 
an episode of atrial fibrillation since the previous 
visit, information was collected and source docu-
mentation was acquired for adjudication.

Statistical Analysis

Statistical methods have been described previ-
ously.33 Briefly, we estimated that a sample of 
450 patients would be required for the study to 
have 90% power, with the use of a log-rank test 
for the primary end point. Sample-size calcula-
tion was performed with the use of East soft-
ware, version 5.0 (Cytel), with the assumption of 
cumulative rates of detection of atrial fibrillation 
of 5% in the control group and 15% in the ICM 
group, and accounted for one interim analysis with 
the use of O’Brien–Fleming stopping boundaries 
to maintain an overall alpha level of 0.05. The rate 
of detection of atrial fibrillation was estimated 
with the use of the Kaplan–Meier method and 
was compared between groups on an intention-
to-treat basis with the use of a log-rank test. Data 
were censored at the time of death, study exit, 
or completion of 6 months of follow-up. Cox 
proportional-hazards regression was used to es-
timate hazard ratios in the primary analysis and 
subgroup analyses; for each prespecified subgroup, 
we used a Wald test for interaction between the 
subgroup and randomly assigned group without 
adjusting for multiple comparisons. The time-to-
event analytic methods used to analyze the pri-
mary end point were also used to analyze other 
time-to-event end points. The between-group dif-
ference in the proportion of participants taking 
oral anticoagulants at follow-up visits was com-
pared with the use of Fisher’s exact test. Analyses 
were conducted with the use of SAS software, 
version 9.2 (SAS Institute).

R esult s

Study Population

During the study period, 447 patients were en-
rolled and 441 were randomly assigned to either 
the ICM group (221 patients) or the control group 
(220 patients). The mean (±SD) time between the 
index event and randomization was 38.1±27.6 days. 
Of 208 patients in the ICM group who underwent 
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insertion of the device, 184 (88.5%) received the 
device within 10 days after randomization, with 
scheduling delays (22 patients) or medical justifi-
cation (2 patients) accounting for delayed insertions 
(median delay, 6 days; interquartile range, 1 to 32). 
Of the 441 randomly assigned patients, 416 (94.3%) 
completed 6 months of follow-up, 2 were lost to 
follow-up, 5 died, and 18 exited the study before 
6 months. Crossover occurred in the case of 18 pa-
tients: 12 in the ICM group and 6 in the control 
group (Fig. 1).

Baseline characteristics of the randomly as-
signed patients are shown in Table 1. The mean 
age was 61.5±11.3 years, 36.5% of patients were 
women, and 90.9% of index events were classi-
fied as nonlacunar stroke. Pre-enrollment screen-
ing for atrial fibrillation consisted of Holter 
monitoring with a median duration of 23 hours 
(interquartile range, 21 to 24) in 71.2% of pa-
tients and telemetry with a median duration of 
68 hours (interquartile range, 40 to 96) in 29.7% 
of patients.

Primary End Point

The rate of detection of atrial fibrillation at 
6 months was 8.9% among patients assigned to 
the ICM group (19 patients), as compared with 
1.4% among patients assigned to the control 
group (3 patients) (hazard ratio, 6.4; 95% confi-
dence interval [CI], 1.9 to 21.7; P<0.001) (Fig. 2A). 
The median time from randomization to detec-
tion of atrial fibrillation was 41 days (interquar-
tile range, 14 to 84) in the ICM group and 32 days 
(interquartile range, 2 to 73) in the control group. 
Atrial fibrillation was asymptomatic in 14 of 
19 first episodes in the ICM group (74%) and in 
1 of 3 first episodes in the control group (33%). 
The yield of 3 detected episodes in the control 
group was from a total of 88 conventional ECG 
studies in 65 patients, 20 occurrences of 24-hour 
Holter monitoring in 17 patients, and monitoring 
with an event recorder in 1 patient.

Sensitivity analyses taking into account the 
slightly higher rates of patent foramen ovale, 
hypertension, and coronary artery disease in 
the ICM group than in the control group at 
baseline (adjusted hazard ratio, 5.9; 95% CI, 1.7 
to 19.8; P = 0.004) and the censoring of data at 
the time of crossover (hazard ratio, 6.1; 95% CI, 
1.8 to 20.8; P = 0.009) did not significantly alter 
the results.

Secondary End Points

The rate of detection of atrial fibrillation at 
12 months was 12.4% (29 patients) in the ICM 
group, as compared with 2.0% (4 patients) in the 
control group (hazard ratio, 7.3; 95% CI, 2.6 to 20.8; 
P<0.001) (Fig. 2B). The median time from ran-
domization to detection of atrial fibrillation was 
84 days (interquartile range, 18 to 265) in the ICM 
group and 53 days (interquartile range, 17 to 212) 
in the control group. Atrial fibrillation was asymp-
tomatic in 23 of 29 first episodes in the ICM group 
(79%) and in 2 of 4 first episodes in the control 
group (50%). With monitoring continued from 6 
through 12 months, an additional 10 first epi-
sodes of atrial fibrillation were detected in the 
ICM group versus 1 in the control group, despite 
34 conventional ECG studies in 33 patients and 
12 occurrences of Holter monitoring in 10 patients.

Ischemic stroke or TIA occurred in 11 pa-
tients (5.2%) in the ICM group, as compared 

441 Underwent randomization

447 Patients were enrolled

6 Were excluded
4 Did not meet eligibility criteria
2 Withdrew consent

221 Were assigned to ICM
208 Had ICM inserted
13 Did not have ICM inserted

220 Were assigned to control
220 Received standard of care

221 Were included in intention-
to-treat analysis

220 Were included in intention-
to-treat analysis

12 Crossed over to control
12 Exited the study

3 Died
1 Was lost to follow-up
5 Withdrew
3 Were withdrawn by investigator

6 Crossed over to ICM
13 Exited the study

2 Died
1 Was lost to follow-up
7 Withdrew
3 Were withdrawn by investigator

Figure 1. Enrollment and Randomization of the Study Participants  
and Follow-up through 6 Months.

ICM denotes insertable cardiac monitor.
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with 18 patients (8.6%) in the control group, 
during the first 6 months after randomization 
and in 15 patients (7.1%) versus 19 patients (9.1%) 
during the first 12 months. The rate of use of 
oral anticoagulants was 10.1% in the ICM group 
versus 4.6% in the control group at 6 months 
(P = 0.04) and 14.7% versus 6.0% at 12 months 
(P = 0.007). By 12 months, 97.0% of patients in 
whom atrial fibrillation had been detected were 
receiving oral anticoagulants.

Subgroup Analysis

The higher rate of detection of atrial fibrillation 
with ICM than with conventional follow-up was 

consistent across all the prespecified subgroups, 
defined by age, sex, race or ethnic group, type of 
index event, presence or absence of patent fora-
men ovale, and CHADS2 score at 6 months, with 
no significant interactions (Fig. 3). The results of 
subgroup analyses at 12 months were consistent 
with those at 6 months (Fig. 1S in the Supple-
mentary Appendix, available at NEJM.org).

Duration of Atrial Fibrillation

By 12 months of follow-up, among patients in 
the ICM group with atrial fibrillation detected, 
the median value for the maximum time in atrial 
fibrillation in a single day was 11.2 hours (inter-

Table 1. Baseline Characteristics of the Study Participants.*

Characteristic

Insertable  
Cardiac Monitor  

(N = 221)
Control  

(N = 220) P Value

Age — yr 61.6±11.4 61.4±11.3 0.84

Sex — no. (%) 0.77

Male 142 (64.3) 138 (62.7)

Female 79 (35.7) 82 (37.3)

Race or ethnic group — no. (%)† 0.60

Asian 3 (1.4) 2 (0.9)

Black 7 (3.2) 10 (4.5)

Hispanic or Latino 2 (0.9) 2 (0.9)

White 194 (87.8) 191 (86.8)

Other 0 3 (1.4)

Not available 15 (6.8) 12 (5.5)

Geographic region — no. (%) 0.32

North America 83 (37.6) 72 (32.7)

Europe 138 (62.4) 148 (67.3)

Patent foramen ovale — no. (%) 52 (23.5) 46 (20.9) 0.57

Index event — no. (%) 0.87

Stroke 200 (90.5) 201 (91.4)

TIA 21 (9.5) 19 (8.6)

Prior stroke or TIA — no. (%)

Stroke 37 (16.7) 28 (12.7) 0.28

TIA 22 (10.0) 27 (12.3) 0.45

Score on modified Rankin scale — no. (%)‡ 0.85

0–2 184 (83.3) 186 (84.5)

>2 36 (16.3) 34 (15.5)

Score on NIH Stroke Scale§ 1.6±2.7 1.9±3.8 0.37

Hypertension — no. (%) 144 (65.2) 127 (57.7) 0.12

Diabetes — no. (%) 34 (15.4) 38 (17.3) 0.61
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quartile range, 0.7 to 19.6), and the median value 
for the mean time in atrial fibrillation per day 
was 4.3 minutes (interquartile range, 0.7 to 34.5). 
Among 26 patients for whom data were available, 
the maximum 1-day duration of atrial fibrillation 
was more than 12 hours in 46% of patients, more 
than 6 to 12 hours in 15% of patients, more than 
1 to 6 hours in 12% of patients, more than 6 to 
60 minutes in 19% of patients, and 6 minutes or 
less in 8% of patients (Fig. 2S in the Supplemen-
tary Appendix).

Long-term Follow-up

At study closure, 277 patients had completed 
the scheduled 18-month follow-up visit, 177 had 
com pleted the 24-month visit, 94 had completed 
the 30-month visit, and 48 had completed the 
36-month visit (total follow-up, 815.5 patient-
years). A relatively small number of patients 
were followed for more than 24 months, but at 
36 months of follow-up, the rate of detection of 
atrial fibrillation was 30.0% in the ICM group 
(42 patients) versus 3.0% in the control group 
(5 patients) (hazard ratio, 8.8; 95% CI, 3.5 to 22.2; 
P<0.001) (Fig. 2C).

Safety

Of 208 ICMs that were inserted, 5 (2.4%) were 
removed owing to infection at the insertion site 
or pocket erosion. The most common adverse 
events associated with the ICM were infection 
(3 patients [1.4%]), pain (3 patients [1.4%]), and 
irritation or inflammation (4 patients [1.9%]) at 
the insertion site. The ICM remained inserted in 
98.1% of patients at 6 months and in 96.6% of 
patients at 12 months.

Discussion

In this randomized trial comparing long-term 
monitoring by means of an ICM with conventional 
follow-up in patients with a recent cryptogenic 
stroke, monitoring resulted in a significantly higher 
rate of detection of atrial fibrillation, with greater 
use of oral anticoagulants. Even though treatment 
modifications were not mandated by the proto-
col, nearly all patients in whom atrial fibrillation 
was detected during the study received oral anti-
coagulants. Prescription of oral anticoagulants 
was more than doubled in the ICM group, as 
compared with the control group, at both 6 and 

Table 1. (Continued.)

Characteristic

Insertable  
Cardiac Monitor  

(N = 221)
Control  

(N = 220) P Value

CHADS2 score — no. (%)¶ 0.17

2 69 (31.2) 81 (36.8)

3 92 (41.6) 91 (41.4)

4 50 (22.6) 34 (15.5)

5 9 (4.1) 14 (6.4)

6 1 (0.5) 0

Hypercholesterolemia — no. (%) 125 (56.6) 128 (58.2) 0.77

Current smoker — no. (%) 43 (19.5) 44 (20.0) 0.91

Coronary artery disease — no. (%) 16 (7.2) 9 (4.1) 0.22

Use of antiplatelet agent — no. (%) 212 (95.9) 212 (96.4) 1.00

* Plus–minus values are means ±SD. P values were calculated with the use of Student’s t-test or Fisher’s exact test, as 
appropriate. TIA denotes transient ischemic attack.

† Race or ethnic group was determined by self-report.
‡ Scores on the modified Rankin scale range from 0 to 6, with 0 indicating no symptoms and 6 indicating death; a score of 2 

or less indicates that the patient is ambulatory and independent. The score was not reported for one patient assigned to an 
insertable cardiac monitor.

§ Scores on the National Institutes of Health (NIH) Stroke Scale range from 0 to 42, with higher scores indicating more 
severe neurologic deficits. The score was not reported for one patient in the control group.

¶ Scores on the CHADS2 risk assessment range from 0 to 6, with higher scores indicating a greater risk of stroke.
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12 months, probably as a result of the higher rates 
of detection of atrial fibrillation. Fewer patients 
had a recurrent stroke or TIA in the ICM group 
than in the control group; however, our study 
was not powered for this end point.

Systematic reviews assessing the detection of 
atrial fibrillation with external ECG monitoring 
in patients after cryptogenic stroke have shown a 
detection rate of newly diagnosed atrial fibrilla-
tion of 5 to 20%.10,32 Observational studies using 
an ICM in similar populations have suggested a 
detection rate of approximately 25%.29 The lower 
rates of detection in the current study may be 
related to the comprehensive assessment required 
before the diagnosis of cryptogenic stroke, the 
duration of atrial fibrillation used to define the 
primary end point, independent adjudication of 
episodes of atrial fibrillation, and differences in 
baseline characteristics associated with atrial 
fibrillation, including younger age and a lower 
prevalence of hypertension. The rate of detection 
in the control group was low. At 6 months, 
atrial fibrillation was detected in only 1.4% of 
patients in the control group (three patients), 
and only one patient received a diagnosis of 
atrial fibrillation during the next 6 months. 
Most of the episodes of atrial fibrillation that 
were detected in our study were asymptomatic 
(74% at 6 months and 79% at 12 months in the 
ICM group). This finding, in combination with 
the paroxysmal nature of atrial fibrillation af-
ter cryptogenic stroke, may account for the low 
yield of diagnostic strategies based on symp-
tom occurrence or the use of intermittent 
short-term recordings, which were found in our 
study to represent conventional follow-up at more 
than 50 centers across Europe, the United States, 
and Canada.

The benefit of an ICM strategy for the detec-
tion of atrial fibrillation in patients with crypto-
genic stroke was clear; the number of ICMs that 
would need to be implanted to detect a first 
episode of atrial fibrillation is 14 for 6 months 
of monitoring, 10 for 12 months, and 4 for 36 
months. Further studies are needed to determine 
which risk factors identify the patients who 
would derive the most clinical benefit from 
detection of atrial fibrillation by prolonged 
monitoring with an ICM, as well as the cost-
effectiveness of this approach.

A strength of the study was the use of a com-
prehensive, systematic baseline diagnostic evalu-

A
tr

ia
l F

ib
ri

lla
tio

n 
D

et
ec

te
d

(%
 o

f p
at

ie
nt

s)
100

80

90

70

60

40

30

10

50

20

0
0 1 2 3 4 5 6

10

5

0
0 1 2 3 4 5 6

Months since Randomization

B Detection of Atrial Fibrillation by 12 Months

C Detection of Atrial Fibrillation by 36 Months

A Detection of Atrial Fibrillation by 6 Months

No. at Risk
Control
ICM

220
221

214
205

200
198

198
195

197
194

197
193

194
191

ICM

Control

Hazard ratio, 6.4 (95% CI, 1.9–21.7)
P<0.001 by log-rank test

A
tr

ia
l F

ib
ri

lla
tio

n 
D

et
ec

te
d

(%
 o

f p
at

ie
nt

s)

100

80

90

70

60

40

30

10

50

20

0
0 2 4 6 8 10 12

10

15

5

0
0 2 4 6 8 10 12

Months since Randomization

No. at Risk
Control
ICM

220
221

200
198

197
194

194
191

184
186

184
182

167
173

ICM

Control

Hazard ratio, 7.3 (95% CI, 2.6–20.8)
P<0.001 by log-rank test

A
tr

ia
l F

ib
ri

lla
tio

n 
D

et
ec

te
d

(%
 o

f p
at

ie
nt

s)

100

80

90

70

60

40

30

10

50

20

0
0 6 12 18 24 30 36

20

30

10

0
0 6 12 18 24 30 36

Months since Randomization

No. at Risk
Control
ICM

220
221

194
191

167
173

114
102

72
57

36
29

7
8

ICM

Control

Hazard ratio, 8.8 (95% CI, 3.5–22.2)
P<0.001 by log-rank test

Figure 2. Time to First Detection of Atrial Fibrillation.
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ation to rule out other causes of stroke. However, 
our trial has several limitations. First, it is un-
clear whether newly discovered atrial fibrillation 
was causally related to the index stroke, because 
not all strokes, even in patients with document-
ed atrial fibrillation, are due to the arrhythmia. 
Second, the clinical significance of brief epi-
sodes of atrial fibrillation detected with the use 
of an ICM is unknown. Third, not all episodes 
of atrial fibrillation can be accounted for, be-
cause the device has a limited memory, and once 
the storage capacity is met, data on the oldest 
episodes are discarded in order to record new 
episodes. In addition, the algorithm for detec-
tion of atrial fibrillation is not infallible, though 

the accuracy for the duration of atrial fibrillation 
is reported to be 98.5%.34

In conclusion, our study showed that atrial fi-
brillation was more frequently detected with an 
ICM than with conventional follow-up in patients 
with a recent cryptogenic stroke. Atrial fibrillation 
after cryptogenic stroke was most often asymp-
tomatic and paroxysmal and thus unlikely to be 
detected by strategies based on symptom-driven 
monitoring or intermittent short-term recordings.
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Disclosure forms provided by the authors are available with 

the full text of this article at NEJM.org.
We thank the trial participants, investigators, and coordina-

tors who made this study possible, and Dr. William Choe for his 
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Figure 3. Subgroup Analysis of Time to First Detection of Atrial Fibrillation by 6 Months.

The P values are for the interaction between the randomized group and the subgroup variable. Scores on the CHADS2 
risk assessment range from 0 to 6, with higher scores indicating a greater risk of stroke. The loge hazard ratio for 
the CHADS2 score was modeled as the linear per-unit increase. CI denotes confidence interval, and NA not available.
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