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Technical Note

Diffusion-tensor MR Imaging of the Human Brain with
Gradient- and Spin-echo Readout: Technical Note

Ryuta Itoh, Elias R. Melhem, and Paul J.M. Folkers

Summary: Diffusion-tensor MR imaging of the brain is an
objective method that can measure diffusion of water in
tissue noninvasively. Five adult volunteers participated in
this study that was performed to evaluate the potential of
gradient- and spin-echo readout for diffusion-tensor im-
aging by comparing it with single-shot spin-echo echo-pla-
nar imaging. Gradient- and spin-echo readout provides
comparable measures of water diffusion to single-shot spin-
echo echo-planar readout with significantly less geometrical
distortion at the expense of a longer imaging time.

Diffusion-tensor MR imaging of the brain has
been proposed as a noninvasive technique that pro-
vides microstructural and physiological informa-
tion regarding brain tissue in vivo by measuring the
diffusion of water (1, 2). Most current applications
of diffusion-tensor MR imaging implement ultra-
fast single-shot echo-planar readouts, which effec-
tively freeze physiological effects (3–5) despite se-
vere geometrical distortions caused by local
magnetic field inhomogeneity. Gradient- and spin-
echo (GRASE) MR imaging has less distortion
compared with single-shot echo-planar imaging be-
cause the multiple refocusing RF pulses imple-
mented in GRASE MR imaging are responsible for
reducing errors originating from static field inho-
mogeneity (6). For this technical note, we com-
pared the signal-to-noise ratio (SNR), isotropic ap-
parent diffusion coefficient (ADCi), fractional
anisotropy (FA), and geometrical distortions from
diffusion-tensor MR imaging by use of GRASE
and echo-planar readout techniques.

Description of the Technique

MR Imaging and Data Processing

MR imaging studies were performed on a 1.5-T MR system
(ACS-NT; Philips Medical Systems, Best, The Netherlands)
using a quadrature head coil operating in receive mode. The
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whole-brain MR imaging protocol included axial T1-weighted
spin-echo 517/14/2 (TR/TE/excitations) imaging and axial dif-
fusion-tensor imaging using peripheral gating. The diffusion
tensor MR imaging was performed using single-shot spin-echo
echo-planar and GRASE readouts. Diffusion sensitization was
applied sequentially in six different non-colinear directions
(Gxx, Gyy, Gzz, Gxy, Gxz, Gyz). The parameters for single-shot
spin-echo echo-planar diffusion-tensor imaging were 3429–
5538/96/4 (TR/effective TE/excitations), with a b value of 600
s·mm22. The parameters for GRASE diffusion-tensor imaging
with four spin echoes each comprising five gradient echoes
were 4000–4615/119 (TR/TEeff), with a b value of 600
s·mm22. To eliminate phase errors that originated during the
diffusion preparation period, a dephasing gradient and a 90-
degree RF pulse before the GRASE readout were used (7).
The T1-weighted spin-echo sequence and both the diffusion-
tensor sequences were matched for total brain coverage (num-
ber of sections, 18; section thickness, 5 mm; intersection gap,
1 mm; field of view, 23 cm). The GRASE experiment was
performed twice, once with four excitations (4-GRASE) and
once with 10 excitations (10-GRASE). The matrices and ac-
quisition times (minutes:seconds) of single-shot spin-echo
echo-planar, 4-GRASE, and 10-GRASE imaging were 128 3
95 (2:46–3:26), 128 3 100 (9:32–11:00), and 128 3 80 (14:
12–15:59), respectively.

The six independent elements of the diffusion tensor (Dxx,
Dyy, Dzz, Dxy, Dxz, Dyz) were calculated using multivariate
linear regression (1) in each voxel by an imager built-in re-
search application program. From the diffusion-tensor data,
voxel-by-voxel brain maps of the ADCi ([ADCxx 1 ADCyy
1 ADCzz]/3) and FA (8) were generated on-line by standard
matrix procedures.

Five healthy adult volunteers (average age, 33.6 years; male:
female ratio, 4:1) underwent imaging. The human participant
protocol was approved by the institutional internal review
board, and informed consent was obtained from all participat-
ing volunteers.

Analysis of SNR, FA, and ADCi

Non-diffusion-weighted images (b0 images [Fig 1A and B]),
ADCi, and FA (Figs 2 and 3) maps were transferred to a work-
station equipped with commercially available software. Mea-
surements were made by using variably sized oval-shaped re-
gions of interest manually placed in the putamen, the corpus
callosum, and the centrum semiovale.

SNR

The mean signal intensities within the regions of interest on
the b0 images were measured. The SD of the mean signal in-
tensity of background areas outside the head was used to es-
timate noise. Ranges of average SNRs (SDs) of the locations
for single-shot spin-echo echo-planar, 4-GRASE, and 10-GRA-
SE were 52.4–64.0 (4.4–11.5), 22.4–26.5 (1.5–4.5), and 38.2–
40.2 (3.2–4.1), respectively. Single-shot spin-echo echo-planar
MR imaging provided images of the brain with significantly
better SNR than did 4-GRASE and 10-GRASE (t test, P ,
.01 and P , .05, respectively).
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FIG 1. Images of a 35-year-old male volunteer.
A, Axial 4-GRASE b0 image, 4615/119/4 (TR/TEeff/excitations), obtained at the level of the temporal lobe base.
B, Single-shot spin-echo echo-planar b0 image, 5538/96/4, obtained at the level of the temporal lobe base.
C, Thresholded binary image generated from single-shot spin-echo echo-planar b0 image.
D, Difference image obtained by subtracting the binary maps of the 4-GRASE b0 images from the binary map of the T1-weighted

spin-echo image.
E, Difference image obtained by subtracting the binary maps of the single-shot spin-echo echo-planar b0 images from the binary map

of the T1-weighted spin-echo image. Note that the distortion index (number of pixels in the black zone) is greater for the subtracted
image E than D, which is the result of more severe distortion in the single-shot spin-echo echo-planar b0 images, as shown by thick
bands of signal loss (*) and signal hyperintensity (arrows).

ADCi and FA

The averages and SDs of ADCi and FA values for the dif-
ferent anatomic locations are reported in the Table. There was
no significant difference in average FA and ADCi values for
all anatomic locations between single-shot spin-echo echo-pla-
nar and 10-GRASE imaging (t test, P . .05). When comparing
4-GRASE and 10-GRASE diffusion-tensor imaging, a signifi-
cant difference is found in the average FA for the right putamen
and right centrum semiovale (t test, P , .05) and in the average
ADCi for the right putamen only (t test, P , .05) (Fig 3).

Estimation of Distortion

T1-weighted images and original diffusion-tensor images of
single-shot spin-echo echo-planar and 4-GRASE techniques
were transferred to a personal computer equipped with an im-
age-processing application (NIH Image 1.61). Threshold bi-
nary maps (Fig 1C) were obtained by manually setting the
threshold and automatically tracing the outline of the brain.
Next, the difference images were calculated by subtracting the
binary maps on a pixel-by-pixel basis (Figs 1D and E). The
total number of pixels represented areas of mismatch between
the different binary maps and constituted the distortion index.

Distortion from Static Magnetic Field Inhomogeneity

A distortion index 1 was obtained from the difference im-
ages, which were calculated by subtracting the b0 image from

the T1-weighted image. The distortion index 1 averages (pix-
els) (SD) of the 4-GRASE technique versus the single-shot
spin-echo echo-planar technique at the level of the temporal
lobe base, the frontal lobe base, and the centrum semiovale
were 921.8 (61.0) versus 2381.4 (625.9), 693.6 (130.1) versus
1840.8 (605.2), and 791.4 (55.5) versus 1317.0 (365.9), re-
spectively. The distortion index 1 averages of the 4-GRASE
technique were less than those of the single-shot spin-echo
echo-planar technique at all three levels (t test, P , .05). Bon-
ferroni’s multiple comparison reveals that the index 1 of the
temporal lobe base of the GRASE technique was greater than
that of the frontal lobe base level and also reveals that the
index 1 of the temporal lobe base level of the single-shot spin-
echo echo-planar technique was greater than that of the cen-
trum semiovale level. Furthermore, the average proportion of
the number of sections with severe distortions (marked signal
intensity loss or peripheral high intensity band of the distorted
area [Fig 1B]) to the total number of sections was 6/18 for the
single-shot spin-echo echo-planar technique and 0/18 for the
GRASE technique (t test, P , .01).

Eddy Current-induced Distortions by the Diffusion-
sensitization Gradient

A distortion index 2 was obtained from the difference im-
ages, which were generated by subtracting each of the six-
direction diffusion-weighted images from the b0 image at the
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FIG 2. Images of a 34-year-old male volunteer.
A, Axial single-shot spin-echo echo-planar 3429/96/4 MR image, obtained at the level of the basal ganglia. The single-shot spin-echo

echo-planar diffusion-weighted MR image and the corresponding maps (B, C) show a greater degree of distortion of the frontal lobes
around the frontal sinuses and a higher SNR than do the 4-GRASE diffusion-weighted MR image and maps (D, E, F).

B, Corresponding ADCi map.
C, Corresponding FA map.
D, 4-GRASE 4286/119/4 diffusion-weighted image, obtained at the level of the basal ganglia.
E, Corresponding ADCi map.
F, Corresponding FA map.

Averages and standard deviations (SDs) of ADCi (1025 mm2/sec) and FA values for the different brain anatomic locations

Anatomic Location SE EPI 4-GRASE 10-GRASE

Right putamen ADCi (SD)
FA (SD)

76.4 (6.9)
0.25 (0.03)

89.4 (5.1)
0.32 (0.03)

81.0 (1.6)
0.27 (0.02)

Left putamen ADCi (SD)
FA (SD)

75.6 (2.9)
0.24 (0.05)

83.8 (3.1)
0.31 (0.04)

80.6 (4.7)
0.26 (0.04)

Corpus callosum ADCi (SD)
FA (SD)

80.4 (10.4)
0.71 (0.02)

82.0 (8.2)
0.70 (0.02)

80.3 (5.0)
0.71 (0.06)

Right centrum semiovale ADCi (SD)
FA (SD)

88.0 (5.2)
0.35 (0.04)

92.4 (6.1)
0.42 (0.03)

88.5 (4.8)
0.34 (0.06)

Left centrum semiovale ADCi (SD)
FA (SD)

87.0 (6.6)
0.35 (0.05)

87.6 (6.7)
0.41 (0.03)

89.0 (2.0)
0.37 (0.03)

level of the centrum semiovale. The averages of the distortion
index 2 of each diffusion sensitization gradient direction were
calculated and were compared for the two techniques. The dis-
tortion index 2 average (pixels) of the GRASE technique
(889.7) was significantly less than that of the single-shot spin-
echo echo-planar technique (1038.7) (t test, P , .01).

Discussion
In diffusion-tensor MR imaging, it is important

to acquire geometrical distortion-free images be-
cause misregistration caused by the distortions can
affect the spatial resolution and accuracy of diffu-



AJNR: 21, October 20001594 ITOH

FIG 3. Images of a 34-year-old male volunteer (same volunteer as in Fig 2).
A, Axial 4-GRASE 4286/119/4 image, obtained at the level of the lateral ventricle body.
B, Corresponding ADCi map.
C, Corresponding FA map.
D, 10-GRASE 4286/119/10 diffusion-weighted MR image, obtained at the level of the lateral ventricle body. As expected, the 10-

GRASE diffusion-weighted MR image and maps (D, E, F) show higher SNR than the 4-GRASE diffusion-weighted MR image and maps
(A, B, C) at the expense of longer acquisition time.

E, Corresponding ADCi map.
F, Corresponding FA map.

sion and anisotropy maps calculated on a pixel-by-
pixel basis (9). GRASE MR imaging is inherently
resistant to the distortions due to field inhomoge-
neity errors, because k-space trajectory of GRASE
MR imaging sweeps through multiple discontinu-
ous and modulated paths on the phase axis (6).
Therefore, GRASE MR imaging can provide al-
most geometrical distortion-free diffusion-tensor
MR images without the need for the complex and
time-consuming correction algorithms that are
needed for the single-shot echo-planar technique
(9–11). Our results show that GRASE diffusion-
tensor MR imaging has very little distortion from
static field inhomogeneities and diffusion sensiti-
zation gradient-induced eddy currents compared
with single-shot spin-echo echo-planar diffusion-
tensor imaging.

With our GRASE diffusion-tensor imaging, only
half the original magnetization is sampled because
of the dephasing gradient and the 908 RF (7). Con-
sequently, the major disadvantage of our GRASE

diffusion-tensor MR imaging is a lower SNR per
acquisition time. The 10-GRASE sequence needs
an approximately five times longer acquisition time
(14–16 min) than does the 4-GRASE or single-shot
spin-echo echo-planar sequence (3–3.5 min) to ac-
quire enough SNR for obtaining ADCi and FA val-
ues similar to those obtained from spin-echo echo-
planar diffusion-tensor imaging. Our results show
that the GRASE sequence with peripheral gating
can successfully acquire the physiological effect-
free data when the participants are healthy adults
who can keep still for 15 minutes. However, the
long acquisition time increases the probability of
artifact by involuntary head motions during imag-
ing and also makes it difficult to include the im-
aging in a routine clinical examination.

Because of the significant reduction in geomet-
rical distortions offered by the GRASE readout,
new pulse sequence designs intended to improve
SNR per acquisition time are being developed. In
the future, the GRASE readout technique may be
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an attractive alternative to the single-shot spin-echo
echo-planar technique for diffusion-tensor MR
imaging.
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