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Abstract. The JEM–X monitor provides X-ray spectra and imaging with arcminute angular resolution in the 3 to 35 keV band.
The good angular resolution and the low energy response of JEM–X plays an important role in the identification of gamma ray
sources and in the analysis and scientific interpretation of the combined X-ray and gamma ray data. JEM–X is a coded aperture
instrument consisting of two identical, coaligned telescopes. Each of the detectors has a sensitive area of 500 cm2, and views
the sky through its own coded aperture mask. The two coded masks are inverted with respect to each other and provides an
angular resolution of 3′ across an effective field of view of about 10◦ diameter.

Key words. instrumentation: detectors – X–rays: general

1. Introduction

The primary instruments of the INTEGRAL mission
(Winkler et al. 2003) are designed for detailed studies of
celestial objects in the gamma ray region of the electromag-
netic spectrum between 20 keV and 10 MeV.

Send offprint requests to: N. Lund, e-mail:nl@dsri.dk
? Based on observations with INTEGRAL, an ESA project with

instruments and science data centre funded by ESA member states
(especially the PI countries: Denmark, France, Germany, Italy,
Switzerland, Spain), Czech Republic and Poland, and with the par-
ticipation of Russia and the USA.
?? Deceased.

To obtain a more complete picture of the physical condi-
tions in the observed sources, it is important to have simul-
taneous observations at both X-ray and optical wavelengths.
The INTEGRAL payload is therefore augmented by an X-
ray monitor, JEM–X, and an optical monitor, OMC. The
JEM–X monitor was built by a collaboration of laboratories
from Finland, Italy, Spain, Poland, Sweden and Denmark; the
project was managed and lead by the Danish Space Research
Institute (Schnopper 1996). JEM–X provides spectral data in
the 3−35 keV band and also provides arcminute imaging
to separate the contributions from sources in confused re-
gions. The photon detection system consists of two identical
imaging Microstrip Gas Chambers that view the sky through
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Table 1.JEM–X main characteristics. (Quoted sensitivities are actual values for two JEM–X units.)

Mask diameter 535 mm

Detector diameter 250 mm

Mask–detector distance 3 401 mm

Energy–range 3–35 keV

Energy resolution ∆E
E = 0.40×

(
1

E[keV] +
1
60

)1/2
Angular resolution 3.35′

Field of view (diameter) 4.8◦ Fully coded

7.5◦ Half response

13.2◦ Zero response

Point source location 15′′ (for a 10σ source)

Narrow line detection sensitivity 1.9× 10−5 phot cm−2 s−1 @ 6 keV

Isolated on–axis source 8.5× 10−5 phot cm−2 s−1 @ 30 keV

For a 3σ detection in a 106 s observation

Continuum sensitivity 1.2× 10−5 phot cm−2 s−1 keV−1@ 6 keV

Isolated on–axis source 1.3× 10−5 phot cm−2 s−1 keV−1 @ 30 keV

For a 3σ detection in a 106 s observation

Time resolution 122µs

coded aperture masks. The main characteristics of JEM–X
are listed in Table 1. Technical details of the JEM–X detec-
tor have been described by K¨amäräinen et al. (1997) and by
Budtz-Jørgensen et al. (1997). The details for the mask can be
found in Ballesteros (1997).

2. Coded mask

The mask unit is shown in Fig. 1. The code patterns on the
masks for two JEM–X units are identical but the masks are
turned 180◦ with respect to each other to minimize common
side lobes in the imaging process. The code is a hexagonal, uni-
formly redundant array pattern based on the biquadratic residue
set for the prime number 22 501 (Baumert 1971). The code is
cut in a 0.5 mm thick tungsten plate using electro-discharge
wire cutting which provides an accuracy of 0.01 mm. The mask
achieves opacities of 99.9% across the full energy range. The
diameter of the coded area is 535 mm and the separation be-
tween neighboring hexagon elements is 3.3 mm (center to cen-
ter). The mask/detector distance and mask element size defines
the instrument angular resolution of 3.35 arcmin.

The basic mask pattern is about twice as large as the de-
tector window, and therefore we do not have noise free coding.
However, the sidelobes in the sky images are minimal with this
design.

Following in’t Zand et al. (1994) we have chosen, 25%, a
rather small value, for the open fraction in order to achieve bet-
ter source separation in crowded fields and also in an effort to
reduce the background – and to save telemetry, which is scarce
on INTEGRAL. An added advantage of the small open fraction
is that the mask is almost fully interconnected and needs only
a minimal amount of external support structure.

The tungsten mask membrane is suspended under ten-
sion from a peripheral titanium ring. A light titanium

structure supports the mask membrane from both sides. The
loss of transparency due to this structure is 8% for on-axis
sources (Reglero 2001). The total mass of each mask is 5.8 kg.
The masks were manufactured in Spain by SENER under the
supervision of the University of Valencia. The environmental
tests on the completed mask units were carried out at INTA
near Madrid.

3. The JEM–X detector unit

The JEM–X detector is a Microstrip Gas Chamber with a sen-
sitive area of nominally 500 cm2. The complete detector unit
is shown in Fig. 3.2, and a cut-away drawing of the detector
with its main components is shown in Fig. 3.2. The detector is
assembled from the following modules: the detector vessel, the
window, the collimator and the Microstrip sensor package with
the associated electronics. The filling gas is a mixture of xenon
(90%) and methane (10%) at 1.5 bar pressure.

Three flight detector units have been assembled, two of
which are now flying on INTEGRAL. The third unit is used
as a reference on-ground.

3.1. Detector structure

The detector body is made of stainless steel and consists of two
parts, the mainframe and the cover welded together by electron
beam welding. No gaskets are used in the construction. The
cover is formed from a 2 mm thick stainless steel plate.

The mainframe is a cone shaped ring with a circular open-
ing for mounting the collimator. The gas filling tubes, signal
connectors and high voltage feed troughs are welded to this
mainframe. All the internal components are also fixed to the
mainframe. The internal structure consists of two sets of verti-
cal studs and a spider structure carrying the microstrip sensor

L
e
tt
e
r
to

th
e
E
d
it
o
r



N. Lund et al.: JEM–X: The X-ray monitor aboard INTEGRAL L233

Fig. 1. The JEM–X mask with its support structure.

package and the 36 pre-amplifiers. The spider is mounted on
one set of studs and the other set carries the field forming rings.
The detector mechanics has been manufactured by Metorex
International OY as the technical contractor of the University
of Helsinki. The detector assembly was carried out jointly by
Metorex and DSRI.

3.2. Collimator

The collimator has a dual role as it acts as a support for the thin
X-ray window against the internal pressure of the detector, and
defines the field of view. The full-width-at-half-maximum of
the collimator is tailored to have the same zero response as that
of the detector-mask combination (6.6◦ FWHM). The collima-
tor cell geometry is square. The core material of the collimator
is molybdenum with a thickness of 180µm. This provides an
effective collimation for energies up to 60 keV. To reduce the
molybdenum fluorescence background a 35µm layer of copper
covers both sides of the cell walls. Finally, a 100µm aluminum
layer is added on top to reduce the 8 keV fluorescence photons
from the copper.

The open area of each cell in the collimator is 6.6×6.6 mm2

and the height of the cells is 57 mm. The on-axis open fraction
is 85%. The collimator mass is about 4.7 kg. The collimator
has been manufactured by Plansee AG under supervision of
the University of Ferrara and Alenia Spazio.

3.3. X-ray entrance window

The detector window is a 250µm thick beryllium foil. The win-
dow is supported against the internal pressure by the collima-
tor structure. The window is glued to a stainless steel mounting
ring, which is welded to the detector mainframe. The window
is electrically conductive and maintained at ground potential
together with the rest of the detector body.

Fig. 2. Complete JEM–X unit, with DFEE electronics box.

3.4. Microstrip sensor package

The microstrip plate is mounted on a support structure together
with pre-amplifiers and high voltage distribution circuits.

The microstrip pattern is shown schematically in Fig. 4.
The pattern is shaped as a regular octagon with a diameter of
292 mm. The 255 narrow anode strips and the 256 wider ca-
thode strips alternate with a 1.062 mm pitch. The electrode di-
mensions can be found in Fig. 4. The strips are formed by a
0.2µm thick chromium layer sputtered on the glass substrate,
(D 263 glass, Schott Glas AG). The microstrip plates were de-
signed by DSRI and manufactured by IMT AG, Switzerland.
The cathode strips are connected to the capacitive readout
chains (RC Boards in Fig. 3.2) by wedge bonding via gold
plated bond pads on the cathodes. The RC–chains connect each
cathode strip to the neighboring strips via 2.2 nF capacitors and
1 MΩ resistors. The signals are picked up by 11 pre-amplifiers
distributed along the capacitive chain.

One coordinate of the photon interaction point is deter-
mined from the centroid of the avalanche charge detected
by the cathode pre-amplifiers. The orthogonal coordinate is
obtained from a set of pickup electrodes on the backside
of the glass plate. The backside electrodes are arranged on
a 2 mm pitch and read out through capacitive chains by
20 pre-amplifiers.

The anode strips are connected into four groups connected
to four separate pre-amplifiers. The signals from the anode
groups are later combined and the sum signal is used for event
triggering, energy determination and as input for the pulse
shape analysis.

The microstrip plate is located 55 mm below the detector
window. The detector requires two voltages in order to operate.
The first is the drift voltage applied between the detector win-
dow (at ground potential) and the cathode strips on the plate.
The second voltage is the gas-gain voltage. This voltage is ap-
plied between the anode and the cathode strips and controls
the electron gas multiplication which take place immediately
above the narrow anode strips.
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Fig. 3. Cut-away drawing of the JEM–X detector. The window diameter is 250 mm, the gas depth in the drift region is 55 mm.

3.5. Background rejection

A major source of background in space are cosmic ray particles
which traverse the detector at a rate of 1500 s−1. Due to the
limitations of telemetry it is imperative to reject these events
very efficiently on-board.

Particles entering through the side are rejected by the sig-
nal they deposit on a veto electrode surrounding the backside
electrode pattern.

Particles which enter through the top or bot-
tom are rejected by a pulse shape analysis technique,
(Budtz-Jørgensen et al. 1994). The rejection efficiency for
these events is augmented by using a “footprint” evaluation.
Particles traversing the detector at inclined angles deposit
charge on a large number of cathode or backside strips and can
be distinguished from X-rays which deposit charge on only a
few strips. The particle rejection is done on-board in software
and is controlled by a number of adjustable parameters.

The particle rejection algorithm has performed well after
launch, but requires careful tuning. The observed count rate of
events after background rejection is only about 2% of the inci-
dent cosmic ray particle count rate. And the majority of the ac-
cepted events are actually real X-rays, not particle events leak-
ing through the selection. The diffuse sky background alone

account for one quarter of the accepted events, and there are
several background lines in our spectra which reveal an X-ray
origin of these events. On this basis we estimate the rejection of
signals due to penetrating particles to be about 99.5% efficient.

The particle rejection algorithm unavoidably also rejects a
small fraction of the real X-ray events. This loss of good events
does vary somewhat as function of energy, and at the moment
we rely on observations of the Crab to fine tune our response
function.

3.6. Radioactive calibration sources

The calibration system is composed of four collimated109Cd
sources with a nominal strength of 25µCi (October 2002).
The sources are placed within four cells of the collimator, and
shielded by tubes of gold and molybdenum. Each source emits
photons at 22, 25 and 88 keV. Additionally fluorescence pho-
tons at 7.5 and 8.3 keV from thin Ni windows covering the
sources are present. The source units were provided by IASF,
Rome. For technical reasons two of the Cd sources for JEM–X1
had to be substituted by55Fe sources emitting 5.9 keV photons.

Calibration spectra are accumulated every 256 s and trans-
mitted to the ground as part of the instrument housekeeping
data.
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Fig. 4. Schematic drawing of the JEM–X Microstrip plate. Dimensions are inµm.

The calibration system is used to monitor time variations
of the gas gain. This is important especially during the first few
hours after the high voltage has been switched on. During this
period the microstrip gain decreases by 25%. The gain is also
affected by the detector temperature by about 1% per◦C.

The rapid inital decrease of the microstrip gain after appli-
cation of the high voltage is a known effect and was seen in the
JEM–X detectors prior to launch. The effect is attributed to sur-
face polarization following application of electrical potentials
between the electrodes (see Bouclier et al. 1995).

When operated for long times in the space radiation envi-
ronment the start-up gain change decreases – as if there is a
memory effect in the glass. (Brandt et al. 2003). This effect is
currently under study in the laboratory – we can reproduce the
evolution of the gain using a strong beta source, but no def-
inite conclusion is available today concerning the mechanism
causing these long term trends.

3.7. Electronics

The amount of electronics enclosed inside the detector gas vol-
ume is substantial. In addition to the RC–boards glued to the
edge of the microstrip plate there are 36 pre–amplifiers and a
number of low and high voltage distribution circuits. All inter-
nal electronics are mounted on ceramic circuit boards.

The instrument electronics outside the detector are divided
into two units, one unit (the “DFEE”) which is specific for
JEM–X, and another unit (the “DPE”) which is similar for all
the instruments on INTEGRAL. The DPE’s were provided by
ESA.

The DFEE incorporates a low voltage power supply, a dual
high voltage unit, 4 boards with the amplifier chains for the de-
tector signals, a housekeeping board, and a CPU board. All the
electronics with exception of the high voltage unit was built at
DSRI. The HV unit was built by CAEN SpA under supervision
of IASF, Rome.

The timing of the analog event processing is controlled by
an FPGA (Field Programmable Gate Array). The FPGA also
monitors the trigger rate from the detector and will switch off
the high voltage unit in case of very high count rates.

4. On-board software

The JEM–X on-board software is divided into two parts: one
operating in the DPE and one in the DFEE environment. In
both units the CPU is a 1750 compatible processor operating
at 16 MHz. The choice of this processor, despite its limited
performance, was dictated by the harsh radiation environment
on INTEGRAL and the 5 year design lifetime requirement.

The DFEE part receives the digitized detector signals, per-
forms the event analysis and transmit the event summary data
(position, energy and time) for all accepted X-ray events. Most
of the triggers received by the DFEE are due to cosmic ray
protons and heavier nuclei, and more than 99% of these are
rejected. The DFEE transmits housekeeping data to the DPE
every 8 s. The DFEE also controls the instrument hardware –
it switches on and off the high voltage unit and adjust the volt-
age and discriminator levels according to commands received
from the DPE. The most complex part of the DFEE software
is the event analysis which has two main tasks: elimination of
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the huge background of particle induced triggers, and, for ac-
cepted events only, the determination of theX- andY positions
according to the 36 signals received from the detector. During
normal operations, only the energy, theX- andY-positions and
the time stamp for the accepted events are transmitted from the
DFEE to the DPE. The transfer takes place up to 8 times per
second in blocks of≈700 events. The software for the DFEE
was developed at DSRI.

The DPE part receives the blocks of events from the DFEE
and stores these in a buffer capable of holding 60 000 events.
It then formats the data for transmission to the ground accord-
ing to the data format specified for the observation. If events
are received at a higher rate than can be transmitted the buffer
will gradually fill up. When the buffer filling exceeds 50% the
DPE will command the DFEE to activate the “grey filter” me-
chanism. This mechanism will discard, according to a pseudo-
random scheme, a fraction of the events at the input to the
DFEE. The event formatting and the control of the DFEE ac-
cording to the contents of the “Broadcast Packet” are the most
complex parts of the DPE software. The Broadcast Packet is
transmitted from the satellite to the instruments every 8 s, it
contains information about the status of the satellite (stable
pointing, slewing, radiation environment, eclipse entry and exit
etc.).

The DPE maintains an updated list of parameter changes
and code corrections for the DFEE software. These data allows
to restore operations relatively easily after a temporary switch-
off, required for instance due to an eclipse situation. The soft-
ware for the DPE was developed at the Space Research Centre
in Warsaw.

5. Electrical ground support equipment

Corresponding to the division of the on-board electronics
into an instrument specific part and a common part, also the
electrical ground support equipment was divided into two:
the Satellite Interface Simulator supplied by ESA, and the
Instrument Station developed by the JEM–X project. The
Instrument Station has been used for instrument development,
checkout and calibration. The JEM–X Instrument Station was
designed and built by the Space Research Centre in Warsaw.
The station is capable of controlling and monitoring the DFEE
and detector part of JEM–X without the involvement of the
DPE. The software for the Instrument Station can collect data
directly from the instrument or via the telemetry chain and pro-
vides a flexible graphical user interface to investigate the data
in real-time during tests and during the early stages of the flight.

The Instrument Stations continues to be used for instrument
calibration and verification in flight.

6. Tests and calibration

6.1. Detector cleanliness considerations

It was known during the early design phase that xenon based
gas detectors are very susceptible to contamination by water,
oxygen and electronegative gases, leading to rapid degradation
of the energy resolution (Ramsey et al. 1988). Therefore it was

initially a serious concern that any electronics mounted inside
the active detector volume would contaminate the counter gas
and lead to degraded detector performance. However, keeping
the electronics out of the gas volume would have required a
very large number of high voltage feedthroughs and this was
deemed to have beenmore complicated.

An elaborate programme of component testing was conse-
quently carried out, in which all the components to be used in-
side the detector were tested for outgassing by actually placing
them inside small, sealed, xenon filled detectors and monito-
ring the performance of these detectors over several years.
These tests verified that the components by themselves would
not contaminate the detector gas.

The materials used during the mounting of the ceramic cir-
cuit boards was another potential source of outgassing compo-
nents, however, after intensive cleaning and baking of the com-
pleted boards and all other internal parts the gas contamination
problem appears not to be an issue.

However, eliminating particulate contamination from the
microstrip and electronics package turned out to be very dif-
ficult and critical, causing much agony, delay and concern dur-
ing the assembly process. Microstrip detectors, because of the
presence of the glass substrate between the electrodes and the
very small distances between electrodes with large voltage dif-
ferences are extremely vulnerable to short circuits caused by
small metallic particles. Such particles are easily liberated dur-
ing any mechanical handling or assembly process involving
metallic screws, washers or tools. Proper choice of materials
(no aluminium), good surface finish on all parts, careful clean-
ing and a very carefully planned and executed assembly pro-
cess are all key requirements for achieving a working detector.

The final cleaning action was the bakeout under vacuum
of each detector after the assembly in order to remove water
and other outgassing components. The detectors were evacu-
ated and baked for 3 weeks at a temperature of 80◦C before
being filled with the xenon+ 10% methane mixture at 1.5 bar
and sealed off.

From the observed resolution of the calibration spectra
there are no signs of gas degradation since the assembly of the
two JEM–X flight detectors. This statement covers one year
prior to launch up to the time of writing, 9 months into the
flight

6.2. Stability of the microstrip electrodes

The fine anode strips on the microstrip plate are fragile and
may be damaged if an electrical discharge is produced in the
strong field around the anode strip. Such discharges may be
produced by sufficiently strong local ionization of the gas – for
instance caused by the traversal of a spallation fragment from
a nuclear interaction or an ultra-heavy cosmic ray nucleus (see
Hott 1998; Peskov et al. 1998). This effect limits gas gain for
which the microstrip plate can be safely operated.

Prior to the detector assembly we conducted a number of
measurements using anα-particle source241Am inserted in the
active detector volume to simulate the cosmic ray bombard-
ment in space. From our tests it was concluded that the detector
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filled with Xe/CH4 mixture at 1.5 bar could be safely operated
at least up to a gas gain of 1500. This result was supported
by additional tests performed with a scattered proton beam at
DESY in 1999.

The value 1500 was then chosen as the nominal gain for
the detectors and all on-ground calibrations were performed
at this gain. This gain was reached when the anode potential
was 900 V above the cathode potential. Unfortunately, after the
launch, it was discovered, that the microstrip anodes eroded
severely under these conditions. During the first week of oper-
ations we lost about one anode per day per detector.

After reducing the detector gain by a factor 3 the damage
rate has dropped to a level of about one anode lost per two
months. This is low enough to safely assure a working detector
even after more than 5 years.

At present the anode voltage is about 800 V above the ca-
thodes, and the cathodes 1100 V above ground. The drift field
between the window and the plate is effectively the cathode
voltage plus≈20% of the anode–cathode voltage difference,
corresponding to about 230 V/cm.

6.3. Instrument calibrations

The JEM–X detectors were calibrated at the X-ray facility at
the University of Ferrara (Loffredo et al. 2003). This installa-
tion consists of an X-ray generator, a monochromator and a
XYZtable on which the detector is mounted such that the whole
detector area can be scanned by an X-ray beam. The useful en-
ergy range of this equipment is from 10 keV to 140 keV. An
additional 5.9 keV beam was provided by a collimated55Fe
source. Including also the Xe K-escape peaks in the analysis, it
was possible to study the detector energy and position resolu-
tion down to 3 keV. The results of the calibration campaign are
described in Westergaard et al. (2002).

A typical energy spectrum for the FM1 detector recorded
with a beam energy of 40.15 keV is shown in Fig. 5. Besides
the main line both the Xe Kα and Kβ escape lines are clearly
visible. The measured energy resolution during the ground tests
obey a

√
E dependence with:

∆EFWHM

E
= 0.40×

√
1

E[keV]
(1)

where∆EFWHM is the FWHM of the energy resolution. Due
to the “gain noise” (Brandt et al. 2003) observed in space the
in-flight resolution is slightly worse and can be described by:

∆EFWHM

E
= 0.40×

√
1

E[keV]
+

1
60
· (2)

The gas gain varies smoothly over the microstrip plate with
deviations of±10%. These variations have been mapped and
corrections are applied in the post processing. It must be noted,
however, that some of the JEM–X telemetry formats (Spectral-
Timing format, Spectrum format and Timing format) does not
transfer the position information to the ground. For these for-
mats the useable spectral resolution is therefore degraded by
the detector nonuniformities and the following formulae apply:

∆EFWHM

E
= 0.40×

√
1

E[keV]
+

1
7

(JEM-X1) (3)

Fig. 5. A spectrum recorded with the FM1 detector for a beam energy
of 40.15 keV. The Kα and Kβ escape lines are clearly visible.

∆EFWHM

E
= 0.40×

√
1

E[keV]
+

1
9

(JEM-X2). (4)

The measured detector position resolution at a gas gain of
1500 was 2.0 mm (FWHM) at 3 keV, had a minimum value
of 0.5 mm between 10 to 20 keV and increased to 2 mm at
35 keV. The position non linearities of the detector response
were determined making fine scans of the full active detector
area with X-ray beams of 0.5 mm diameter. The scans were
performed at 3 energies (5.9, 17 and 25 keV). Application of
the derived position correction matrix reduced the systematic
errors of the position determination to less than 0.2 mm.

In-flight the position resolution is reduced by about a factor
two compared to the laboratory measurements due to the re-
duction in the gas gain. The position resolution is still adequate
for image reconstruction and source spectrum extraction even
at the lowest energies (Brandt et al. 2003).

6.4. Instrument efficiency

The efficiency of the JEM–X detector is shown in Fig. 6.
Included in this calculation is the on-axis collimator transmis-
sion, the window transmission, the gas transparency and the
effect of the on-board rejection of the majority of the X-rays
with energies above the xenon K-edge. In most cases these X-
rays are absorbed via a two stage proces involving the initial
absorbtion by interaction with an electron in the K-shell, and
later the emission and reabsorbtion of a fluorescense photon.
Such “two-point” events cannot be reliably localized and are
therefore rejected on-board.

In space the above efficiency is somewhat reduced due to
the deadtime associated with the handling of the intense parti-
cle background (≈12%) and losses due to the on-board back-
ground rejection mechanism at lower energies.

In the derivation of the efficiency of the complete coded
mask instrument it is necessary to consider also the decoding
of the images, which involves a number of energy dependent
effects, and at the present time we rely heavily on the calibra-
tion observations of the Crab in order to derive the instrument
response function (Brandt et al. 2003).
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Fig. 6. JEM–X detector quantum effiency (including the 85% trans-
mission of the on-axis collimator).

7. Conclusion

The JEM–X instrument on INTEGRAL demonstrates for the
first time the successful use of microstrip position sensitive
X-ray detectors in space.

Early in the JEM–X development program the gas clean-
liness issue, was considered the most serious limitation to the
lifetime of the detectors. From the experience gained until now
this seems not to be a major problem.

Significant delays were incurred in the assembly of the
JEM–X detectors due to the difficulty of eliminating the small
metallic particles resulting from the assembly process itself.
We strongly recommend that this problem is carefully consid-
ered already in the design stage of any future experiment in-
volving sealed microstrip detectors.

In the space environment, with the unavoidable background
of ultra-heavy cosmic rays, our experience shows that the gas
gain must be limited to a few hundred if anode erosion due to
ionization induced discharges shall be avoided. A future de-
sign with individual readout circuits associated with each cath-
ode and backside strip, could realize the full potential of the
microstrip design for high spatial and energy resolution, even
when operating with a very low gas gain.

In conclusion: The excellent results from the first 9 months
of operation in space demonstrate that the JEM-X project has
been successfull and is now providing the INTEGRAL mis-
sion with an X-ray monitor matching the sensitivity and per-
formance of the gamma-ray instruments.
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