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Abstract—The intima-media thickness (IMT) of the com-
mon carotid artery (CCA) is widely used as an early indica-
tor of the development of cardiovascular disease (CVD). It 
was proposed but not thoroughly investigated that the media 
layer (ML) thickness (MLT), its composition, and its texture 
may be indicative of cardiovascular risk and for differentiat-
ing between patients with high and low risk. In this study, we 
investigate an automated method for segmenting the ML and 
the intima layer (IL) and measurement of the MLT and the 
intima layer thickness (ILT) in ultrasound images of the CCA. 
The snakes segmentation method was used and was evaluated 
on 100 longitudinal ultrasound images acquired from asymp-
tomatic subjects, against manual segmentation performed by 
a neurovascular expert. The mean ± standard deviation (sd) 
for the first and second sets of manual and the automated 
IMT, MLT, and ILT measurements were 0.71 ± 0.17 mm, 0.72 
± 0.17 mm, 0.67 ± 0.12 mm; 0.25 ± 0.12 mm, 0.27 ± 0.14 mm, 
0.25 ± 0.11 mm; and 0.43 ± 0.10 mm, 0.44 ± 0.13 mm, and 
0.42 ± 0.10 mm, respectively. There was overall no significant 
difference between the manual and the automated IMC, ML, 
and IL segmentation measurements. Therefore, the automated 
segmentation method proposed in this study may be used suc-
cessfully in the measurement of the MLT and ILT complement-
ing the manual measurements. MLT was also shown to increase 
with age (for both the manual and the automated measure-
ments). Future research will incorporate the extraction of tex-
ture features from the segmented ML and IL bands, which 
may indicate the risk of future cardiovascular events. However, 
more work is needed for validating the proposed technique in 
a larger sample of subjects.

I. Introduction

cardiovascular disease (cVd), including coronary 
artery disease, cerebrovascular disease, and periph-

eral artery disease, is the third leading cause of death and 
adult disability in the industrial world after heart attack 
and cancer (as reported by the World Health organiza-
tion). according to [1], 80 million american adults, of 
whom about half are estimated to be age 65 or older, 

have one or more types of cVd. of all the deaths caused 
by cVd among adults aged 20 and older, an estimated 
13 millions are attributed to coronary heart disease and 
to stroke, with atherosclerosis as the underlying cause. a 
recent study by the World Health organization estimates 
that by 2015, 20 million people will die from cerebrovascu-
lar disease (mainly from heart attack and stroke).

atherosclerosis causes thickening of the artery walls 
and the intima-media thickness (IMT), as shown in Fig. 
1(a), is used as a validated measure for the assessment of 
atherosclerosis [2]. specifically, an increased IMT is corre-
lated with an augmented risk of brain infarction or cardiac 
attack [3]. Moreover, the presence of carotid plaques has 
been correlated not only to cVd, but also to degenerative 
pathologies such as vascular dementia and alzheimer’s 
disease [4]. Hence, the assessment of carotid wall status 
is also essential for early identification of risk conditions 
in asymptomatic patients. Traditionally, the IMT is mea-
sured by manual delineation of the intima and the adven-
titia layers [2]; see Fig. 1(a), interfaces I5 and I7. Manual 
tracing of the lumen diameter, as shown in Fig. 1(a), Z4, 
and the IMT by human experts requires substantial expe-
rience, it is time consuming, and results vary according to 
the training, experience, and subjective judgment of the 
experts. The manual measurements suffer therefore from 
considerable inter- and intra-observer variability [2]–[10].

In the last 20 years, several automated techniques for 
the segmentation and measurement of the IMT from lon-
gitudinal ultrasound images of the common carotid artery 
(cca) have been developed [9]–[12]. However, there are 
no studies published in the literature reporting both the 
manual and the automated segmentation and measure-
ment of the media layer (Ml) and the intima layer (Il) of 
the cca in ultrasound imaging. only 3 studies in the lit-
erature reported manual measurements of the media layer 
thickness (MlT) [8], [13], [14]. Earlier research showed 
that the MlT in peripheral arteries does not change sig-
nificantly with age and that it ranges from 125 μm to 
350 μm [8]. In [13] manual measurements of the thickness 
of the cca, IMT and MlT were carried out by an expert 
on 100 subjects aged 70 years old. In this study [13], it 
was shown that subjects with cVd (coronary heart dis-
ease, myocardial infarction, or stroke) had a significantly 
thinner Ml and a thicker Il than healthy subjects. Fur-
thermore, in [14], the IMT, MlT, and IlT of 90 healthy 
subjects (aged between 10 and 90 years) were manually 
measured at their radial and anterior tibial arteries. It was 
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shown that age was strongly related with IMT, MlT, and 
IlT for both peripheral arteries.

The objective of this study was to develop and evalu-
ate a snakes segmentation system enabling the automated 
segmentation and measurement of the Ml and Il in ultra-
sound images of the cca and investigate their variability 
with age groups.

The Ml, as shown in Fig. 1(a), band Z6, is ultrasono-
graphically characterized by an echolucent region, pre-
dominantly composed of smooth muscle cells of the media 
band of the arterial wall and probably by the extra cel-
lular matrix of the intima band, which cannot be distin-

guished from the smooth muscle cell with ultrasound [15]. 
due to the acoustic impedance mismatches, the arterial 
wall bands (intima-media-adventitia) can produce typical 
bright-dark-bright patterns on ultrasound images [2]. It 
is furthermore proposed but not thoroughly investigated, 
that not only the IMT but rather the Ml (its composition 
and thickness) may be used for evaluating the risk of a 
patient to develop a stroke and account in general for the 
risk of the cVd by differentiating between patients with 
high and low risk.

The Il is a thin layer, the thickness of which increases 
with age, from a single cell layer at birth to 250 μm at the 
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Fig. 1. (a) Illustration of the intima-media-complex (IMc, bands Z5 and Z6) of the far wall of the common carotid artery and the automatic IMc 
segmentation [10]. The media layer thickness (MlT) is defined as the distance between the intima-media and the media-adventitia interface (band 
Z6), (b) automated media layer (Ml) detection, (c) automated extracted IMc band, (d) automated extracted Ml, (e) manual IMc delineation, (f) 
manual Ml delineation, (g) manual extracted IMc, and (h) manual extracted Ml.



age of 40 for nondiseased individuals [5]. Further adaptive 
physiological thickening of the Il occurs at places where 
the wall tension is increased, such as arterial bifurcations 
and on the Ml of the artery and may be either eccen-
tric or diffuse [5]. Furthermore, the intima media complex 
(IMc), as shown in Fig. 1(a), becomes more difficult to 
detect as the age of patients increases, due to the pres-
ence of acoustic holes (echo-dropouts) in the Il [6]. The 
intimal band, as shown in Z5 in Fig. 1(a), may appear as 
a thin low contrast structure, and therefore it is difficult 
to draw boundaries reliably, because smoothing can move 
the structure edges or make them disappear [2], [7].

Preliminary findings for the segmentation of the Ml 
and MlT were also published in [16] as an extended ab-
stract in the EMBEc Proceedings. The paper is organized 
as follows. In section II, materials and methods are given; 
in section III, the results are presented; and sections IV 
and V include the discussion and the concluding remarks 
and future work, respectively.

II. Materials and Methods

A. Recording of Ultrasound Images

a total of 100 B-mode longitudinal ultrasound images 
of the cca used for the IMc, Ml, and Il segmentations 
were recorded using the aTl HdI-3000 ultrasound scanner 
(advanced Technology laboratories, seattle, Wa), with a 
linear probe (l74), with a recording frequency of 7 MHz, 
a velocity of 1550 m/s, and 1 cycle per pulse, which re-
sulted in a wavelength (spatial pulse length) of 0.22 mm 
and an axial system resolution of 0.11 mm. The technical 
characteristics of the ultrasound scanner (multi-element 
ultrasound scan head, operating frequency, acoustic ap-
erture, and transmission focal range) have already been 
published in [10]. digital images were resized using the bi-
cubic method to a standard pixel density of 16.66 pixels/
mm with a resolution of 0.06 mm. This was carried out 
due to the small variations in the number of pixels per mm 
of image depth (i.e., for deeply situated carotid arteries, 
image depth was increased, and therefore, digital image 
spatial resolution would have decreased) and to maintain 
uniformity in the digital image spatial resolution [17]. 
The images were logarithmically compressed and were re-
corded digitally on a magneto optical drive at 768 × 576 
pixels with 256 gray levels. The images were recorded at 
the cyprus Institute of neurology and Genetics, in nico-
sia, cyprus, from 42 female and 58 male asymptomatic 
subjects aged between 26 and 95 years old, with a mean 
age of 54 years. The images were separated into 3 differ-
ent age groups depending on age, namely, below 50, 50 to 
60, and above 60 years old, with 27, 36, and 37 subjects 
in each group, respectively. These subjects had not devel-
oped clinical symptoms, such as a stroke or a transient 
ischemic attack (TIa).

B. Image Normalization

Brightness adjustments of ultrasound images were car-
ried out in this study based on the method introduced in 
[18] and also used in [10]. It was shown that this method 
improves image compatibility by reducing the variability 
introduced by different gain settings, different operators, 
and different equipment, and it facilitates ultrasound tis-
sue comparability. algebraic (linear) scaling of the image 
was performed by linearly adjusting the image so that 
the median gray level value of the blood was 0 to 5, and 
the median gray level of the adventitia (artery wall) was 
180 to 190 [18]. The scale of the gray level of the images 
ranged from 0 to 255. Thus, the brightness of all pixels in 
the image was readjusted according to the linear scale de-
fined by selecting the 2 reference regions. It is noted that 
a key point for maintaining a high reproducibility was 
to ensure that the ultrasound beam was at right angles 
to the adventitia, adventitia was visible adjacent to the 
plaque, and, for image normalization, a standard sample 
consisting of the half of the width of the brightest area of 
adventitia was obtained.

C. Manual Measurements

a neurovascular expert delineated manually (using the 
mouse) the IMc [10], Ml, and Il on 100 longitudinal 
ultrasound images of the cca after image normalization. 
The IMc was measured by selecting 20 to 40 consecutive 
points for the intima, as shown in Fig. 1(a), interface I5, 
and the adventitia, as shown in Fig. 1(a), interface I7, lay-
ers. The Ml was measured, as shown in Fig. 1(a), band 
Z6, by selecting 10 to 20 consecutive points for the media, 
as shown in Fig. 1, interface I6, and the adventitia layers 
at the far wall of the cca. The Il, as shown in Fig. 1(a), 
band Z5, was then derived by subtracting the Ml from 
the IMc. The manual delineations were performed using a 
system implemented in Matlab (MathWorks, natick, Ma) 
from our group. The measurements were performed be-
tween 1 and 2 cm proximal to the bifurcation of the cca 
on the far wall [10] over a distance of 1.5 cm starting at a 
point 0.5 cm and ending at a point 2.0 cm proximal to the 
carotid bifurcation. The bifurcation of the cca was used 
as a guide, and all measurements were made from that 
region. The IMT, MlT, and the IlT were then calculated 
as the average of all the measurements. The measuring 
points and delineations were saved for comparison with 
the snakes segmentation method. Two sets of measure-
ments were carried out by the neurovascular expert with 
a 6 mo interval. all sets of manual segmentation measure-
ments were performed by the expert in a blinded manner, 
both with respect to identifying the subject and delineat-
ing the image.

D. IMC, ML, and IL Snakes Segmentation

a total of 100 ultrasound images of the cca were seg-
mented to identify IMc, Ml, and Il. segmentation was 
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carried out after image normalization using the automat-
ed snakes segmentation system proposed and evaluated on 
ultrasound images of the cca in [10], which is based on 
the Williams and shah [19] snake. Initially, the IMc was 
segmented by a snake segmentation system as proposed 
in [19], where the boundaries I5 (lumen-intima interface) 
and I7 (media-adventitia interface) were extracted. de-
tails about the implementation of the algorithm can be 
found in [10].

The upper side of the Ml (see Fig. 1, Z6) was estimated 
by deforming the lumen-intima interface (boundary I5) by 
0.36 mm (6 pixels) downward and then deformed by the 
snakes segmentation algorithm proposed in [10] to fit to 
the media boundary; see Fig. 1(a), interface I6). This dis-
placement of 0.36 mm is based on the observation that the 
manual mean IMT (IMTmean) is 0.71 mm (12 pixels) and 
lies between 0.54 mm (minimum or 9 pixels) and 0.88 mm 
(maximum or 15 pixels) [10]. Therefore, the displacement 
of the contour to estimate the media should be on average 
0.36 mm (6 pixels times 0.06 mm) downward, which is half 
the size of the IMT (the distance between I5 and I7, where 
I7 is the media-adventitia interface).

To achieve standardization in extracting the thickness 
of IMc, Ml, and Il, segments with similar dimensions 
were divided based on the following procedure. a region of 
interest of 9.6 mm (160 pixels) in length, located 1 to 2 cm 
proximal to the bifurcation of the cca on the far wall, 
was extracted. This was done by estimating the center of 
the IMc area and then selecting 4.8 mm (80 pixels) left 
and 4.8 mm (80 pixels) right of the center of the segment-
ed IMc. The selection of the same Ml area in length from 
each image is important to be able to make comparable 
measurements between images and patient groups.

The novelty of the proposed methodology lies in the 
algorithmic integrated approach that facilitates the auto-
mated segmentation and measurements of Il and Ml.

E. Statistical Analysis

We computed the mean and median values for the IMT 
(IMTmean, IMTmedian), the MlT (MlTmean, MlTmedian), 
and the IlT (IlTmean, IlTmedian), the interobserver error 
for the IMT, MlT, and the IlT se /=( )s 2  [9] as well as 
the IMT ratio [13] (IMTratio = MlT/IlT). We also calcu-
lated the coefficient of variation, cV%, for the IMT, MlT, 
and IlT, respectively, which describes the difference as a 
percentage of the pooled mean values, where for the media 
cV%Media = (seMedia × 100)/MlTMedia [9]. The above 
measurements were also computed for the 3 different age 
groups, namely, below 50, between 50 and 60, and above 
60 years old and for the male and female subjects. addi-
tionally, to assess the intraobserver variability for the neu-
rovascular expert, the manual MlT measurements were 
repeated 6 mo after the first set of measurements.

The Wilcoxon rank sum test, which calculates the 
difference between the sum of the ranks of 2 dependent 
samples, was also used to identify if a significant (s) or 
a nonsignificant (ns) difference exists at P < 0.05 be-

tween the manual and the snakes segmentation measure-
ments of IMc, Ml, Il and the IMTratio for all 100 images, 
and between the manual and automated segmentation 
measurements IMc, Ml, and Il for the 3 different age 
groups (below 50, between 50 and 60, and above 60 years 
old). Furthermore, the Mann Whitney rank sum test was 
applied to identify differences between male and female 
subjects. also, the correlation coefficient, ρ, between the 
manual and the automated IMT, MlT, and IlT measure-
ments, was investigated, which reflects the extent of a lin-
ear relationship between 2 data sets [20].

To investigate how the automated media snakes seg-
mentation method differs from the manual delineation 
results, we investigated the regression lines for the mean 
values of the MlT versus age. regression analysis was also 
used to demonstrate the relationship between the IMT, 
MlT, and IlT mean manual measurements and age of the 
subjects. Bland altman plots [21], with 95% confidence 
intervals, were also used to further evaluate the agreement 
between the manual and the automated media segmenta-
tion measurements. The results of this analysis, however, 
are not presented in this study nor are the results from 
the expansion of the study published in [10]. Furthermore, 
box plots for the manual and the automated IMT, MlT, 
and IlT mean measurements were plotted, as well as for 
the manual IMT, MlT, and IlT measurements for the 
3 different age groups (below 50, between 50 and 60 and 
above 60 years old).

III. results

Fig. 1 illustrates an original normalized ultrasound im-
age of the carotid artery with (a) and (b) the automated 
segmentation of the IMc and Ml, (c) and (d) the extracted 
automated IMc and Ml bands, (e) and (f) the manual 
delineations of the IMc and Ml, and (g) and (h) the ex-
tracted manual IMc and Ml bands, respectively. It should 
be noted that the size of the IMc and Ml areas presented 
in Fig. 1(c), (d), (g), and (h) is larger than its original size 
(enlarged to 300 × 20 pixels to be better visualized) and 
does not represent the original size (see also section II-d).

The manual (first and second set of measurements) 
and the automated mean and the median measurements 
for all 100 images and for the 3 different age groups of 
the IMc, Ml, and Il are presented in Table I, as well 
as the interobserver error (se), the coefficient of variation 
(cV%), and the IMTratio. Table I shows that the mean 
plus/minus standard deviation for the manual first set 
and the automated IMT measurements at time zero were 
0.71 ± 0.17 mm and 0.67 ± 0.12 mm; for the manual first 
set and the automated MlT, measurements were 0.25 ± 
0.12 mm and 0.25 ± 0.11 mm; and for the manual first 
set and the automated IlT, measurements were 0.43 ± 
0.10 mm and 0.42 ± 0.13 mm, respectively. The interob-
server error (se), for the manual first set and the automat-
ed IMT segmentation measurements were 0.11 and 0.08; 
the interobserver errors for the MlT and IlT measure-
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ments were 0.09 and 0.08 and 0.07 and 0.07, respectively. 
The coefficient of variation (cV%), for the manual first 
set and the automated IMT measurements were 17.3% 
and 12.6%; the coefficients of variation for the manual 
first set and the automated MlT and IlT segmentation 
measurements were 34% and 12.3% and 16.7% and 11.7%, 
respectively. The IMTratio for the first set of manual mea-
surements for all 100 images and for the 3 different age 
groups (below 50, between 50 and 60, and above 60 years 
old) were 0.5834 ± 0.323 mm, 0.4314 ± 0.242 mm, 0.634 
± 0.273 mm, and 0.6867 ± 0.273 mm, respectively. similar 
values, but slightly higher, were observed for the second 
set of manual measurements carried out at month 6 for 
the IMT, MlT, and IlT (see Table I). For the IMTratio 
using the Wilcoxon rank sum test, there was no signifi-
cance difference between the automated and the second 

set of manual measurements (P = 0.698), however, there 
was a significance difference between the automated and 
the first set of manual measurements (P = 0.031) and 
between the first and second set of manual measurements 
(P = 0.011).

Table II presents the results of the Mann Whitney rank 
sum test performed between the male and the female sub-
jects for all 3 segmentation measurements (IMT, MlT, 
IlT) and the IMTratio. There was no significant difference 
for the MlT between the male and the female subjects 
for the first set and automated measurements. significant 
differences between male and female subjects were only 
found for the second set of manual measurements for the 
IMT (P = 0.01) and IlT (P = 0.013). There was also no 
significant difference for the IMTratio between male and 
female subjects.
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TaBlE I. Manual and automated IMc, Ml, and Il segmentation Measurements in Millimeters for all subjects and for the 
age Groups Below 50, 50 to 60, and above 60 years old. 

set of measurements Thickness [mm] se cV [%] IMTratio

Mean ± sd Median (Iqr)

1st set of manual measurements at time 0 mo IMT 0.71 ± 0.17 0.66 (0.18) 0.11 17.3 0.583 ± 0.323
IMT_50 0.59 ± 0.13 0.57 (0.13) 0.09 14.9 0.431 ± 0.242
IMT_60 0.74 ± 0.18 0.73 (0.23) 0.12 16.8 0.634 ± 0.273
IMT_g60 0.82 ± 0.15 0.81 (0.2) 0.10 12.6 0.687 ± 0.273
MlT 0.25 ± 0.12 0.23 (0.17) 0.09 34
MlT_50 0.17 ± 0.09 0.13 (0.15) 0.07 38
MlT_60 0.26 ± 0.08 0.26 (0.08) 0.06 23.8
MlT_g60 0.31 ± 0.12 0.33 (0.15) 0.1 12.6
IlT 0.43 ± 0.10 0.43(0.10) 0.07 16.7
IlT_50 0.41 ± 0.05 0.39 (0.09) 0.04 10.0
IlT_60 0.43 ± 0.12 0.42 (0.10) 0.08 19.2
IlT_g60 0.46 ± 0.08 0.44 (0.06) 0.05 11.4

2nd set of manual measurements at time 6 mo IMT 0.72 ± 0.17 0.68 (0.19) 0.12 17.5 0.613 ± 0.307
IMT_50 0.7 ± 0.2 0.67 (0.26) 0.14 20.2 0.551 ± 0.297
IMT_60 0.66 ± 0.13 0.63 (0.15) 0.09 14.2 0.652 ± 0.312
IMT_g60 0.78 ± 0.15 0.73 (0.17) 0.11 14.0 0.632 ± 0.225
MlT 0.27 ± 0.14 0.25 (0.09) 0.07 9.8
MlT_50 0.24 ± 0.12 0.26 (0.21) 0.08 33.5
MlT_60 0.25 ± 0.08 0.23 (0.11) 0.11 23.2
MlT_g60 0.29 ± 0.12 0.26 (0.13) 0.07 22.4
IlT 0.44 ± 0.13 0.44 (0.10) 0.10 21.3
IlT_50 0.45 ± 0.14 0.44 (0.10) 0.09 21.1
IlT_60 0.41 ± 0.11 0.40 (0.11) 0.10 18.4
IlT_g60 0.48 ± 0.11 0.46 (0.08) 0.08 16.1

automated segmentation measurements IMT 0.67 ± 0.12 0.66 (0.12) 0.08 12.6 0.597 ± 0.286
IMT_50 0.61 ± 0.11 0.59 (0.09) 0.08 12.6 0.461 ± 0.261
IMT_60 0.68 ± 0.10 0.69 (0.12) 0.07 10.3 0.618 ± 0.236
IMT_g60 0.74 ± 0.13 0.73 (0.11) 0.1 12.9 0.760 ± 0.320
MlT 0.25 ± 0.11 0.25 (0.10) 0.08 12.3
MlT_50 0.19 ± 0.11 0.17 (0.09) 0.08 14.0
MlT_60 0.26 ± 0.10 0.26 (0.12) 0.12 27.1
MlT_g60 0.32 ± 0.13 0.11 (0.11) 0.10 29.7
IlT 0.42 ± 0.10 0.42(0.90) 0.07 11.7
IlT_50 0.25 ± 0.12 0.42(0.90) 0.07 11.7
IlT_60 0.25 ± 0.12 0.42(0.90) 0.07 11.7
IlT_g60 0.25 ± 0.12 0.42(0.90) 0.07 11.7

IMc: intima-media complex; IMT: intima-media thickness for all 100 measurements; IMT_50, IMT_60, IMT_g60: IMT values for the age groups 
below 50, between 50 and sixty, and above 60, respectively; MlT: media layer thickness for all 100 measurements, MlT_50, MlT_60, MlT_g60: 
MlT values for the age groups below 50, between 50 and sixty, and above 60, respectively; IlT: intima layer thickness for all 100 measurements, 
IlT_50, IlT_60, IlT_g60: IlT values for the age groups below 50, between 50 and sixty, and above 60, respectively; sd: standard deviation; Iqr: 
inter-quartile range; se: inter-observer error; cV%: coefficient of variation; IMTratio = MlT/IlT.



The Wilcoxon rank sum test between the manual and 
automated IMT, MlT, IlT, and IMTratio measurements 
was also performed between the 3 different age groups, and 
it is shown in Table III. The Wilcoxon rank sum test and 
the correlation coefficient, (with 95% confidence) results 
performed between the manual and the automated mea-
surements for the IMT, MlT, IlT, and IMTratio showed 
that there were no significant differences between these 
sets of measurements.

The automated MlT values (MlT_a) versus age using 
regression analysis gave an equation of MlT_a = 0.029 
+ 0.0041*aGE, where the standard error for intercept 
and slope were 0.0661 and 0.001, respectively. The mean 
square error due to regression was 0.1509, the residual 
mean square was 0.013 resulting in an F-ratio of 11.6 with 
a corresponding significance level of P = 0.001. This sup-
ports the assumption of a linear relationship between age 
and MlT. The correlation coefficient was ρ = 0.33. It was 
shown that the MlT at the age of 55 is 0.25 mm and that 
the 95% confidence interval limits for the MlT are both 
±0.24 mm.

The Bland-altman plot between the first set of manual 
measurements and the snakes segmentation MlT measure-
ments showed that the difference between the manual and 
the snakes segmentation measurements was −0.01 mm 
with limits of agreement lying between 0.16 mm and 
−0.18 mm (note that the pixel resolution was 0.08 mm). 
The Bland-altman plot between the second set of manual 
measurements and the snakes segmentation MlT mea-
surements showed that the difference between the manual 
and the snakes segmentation measurements was 0.01 mm 
with limits of agreement lying between 0.24 mm and 
−0.23 mm. The Bland-altman plot between the first and 
second set of manual measurements showed that the dif-
ference between the first and second set of the manual 
measurements was −0.02 mm with limits of agreement 
lying between 0.16 mm and −0.19 mm. There was also a 
negative bias, as estimated by the mean difference, which 
showed that on average the snakes segmentation algorithm 
under estimates the area relative to normal delineation.

Fig. 2 presents box plots of the IMT, MlT, and IlT 
for the 3 different age groups, extracted from the manual 
IMc, Ml, and Il segmentations for all 100 images of the 
cca for the 3 different age groups (below 50, between 50 
and 60, and above 60).

IV. discussion

In this study, both manual and automated IMT, MlT, 
and IlT measurements are reported for 100 longitudinal 
ultrasound images of the cca and their variation with 
age and sex. The importance of the cca Ml for the eval-
uation of the risk of cVd was outlined in [2] and shown in 
[13] that the MlT was thinner for this group of subjects. 
also it was shown in [14] that the MlT was strongly re-
lated with age for the radial and anterior tibial arteries.

Table I showed that the manual IMT measurements 
are larger and have a larger range of values, whereas the 
first set of manual and the automated MlT measurements 
are almost the same, while the second set of manual mea-
surements were higher. similar IMT findings were also 
reported in [9], [10], and [12]. The manual IMTmean plus/
minus standard deviation measurements reported in this 
study (0.71 ± 0.17 mm, 0.72 ± 0.17 mm for manual first 
and second sets) were larger than the snakes segmented 
measurements (0.67 ± 0.12 mm), and this finding was also 
reported in other studies. More specifically, the manual 
versus the snakes segmented IMT measurements reported 
in other studies were (0.93 mm vs. 0.88 mm) [9], (0.72 mm 
vs. 0.63 mm) [11], (0.8 mm vs. 0.7 mm) [12], and (0.92 mm 
vs. 0.88 mm) [22]. There is a large variation in the IMT 
measurements between the different studies because differ-
ent material and different measuring methodologies were 
used.

The manual first set MlT, IlT measurements, and IM-
Tratio in our study were 0.25 ± 0.12 mm, 0.43 ± 0.10 mm, 
and 0.5834 ± 0.323 mm, respectively (similar values were 
obtained for the second set of manual measurements and 
the automated measurements). In [13], the manual IMT, 
MlT, and IlT measurements carried out for the cca by 
an expert using high-resolution ultrasound with a broad-
band probe and a 25 MHz center frequency between sub-
jects with and without cVd were 0.75 ± 0.17 mm vs. 0.72 
± 0.20 mm (P = 0.4), 0.45 ± 0.14 mm vs. 0.38 ± 0.16 mm 
(P < 0.05), and 0.17 ± 0.006 mm vs. 0.22 ± 0.06 mm 
(P < 0.0001), respectively. It was shown in [13] that sub-
jects with cVd (coronary heart disease, myocardial infarc-
tion, or stroke) had a significantly thicker Il and a thinner 
Ml than healthy subjects. The IMTratio also differed sig-
nificantly between subjects with and without a diagnosis 
of cVd (0.43 ± 0.20 vs. 0.75 ± 0.48, P = 0.0002). The 
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TaBlE II. comparison Between sex Groups (Male = M, Female = F for the IMc, IM, Il, and IMTratio using the Mann Whitney 
rank sum Test. 

First set of 
manual measurements

second set of 
manual measurements

automated 
measurements

IMT MlT IlT IMTratio IMT MlT IlT IMTratio IMT MlT IlT IMTratio

sex 
(M/F)

ns 
(0.8)

ns 
(0.193)

ns 
(0.971)

ns 
(0.137)

s 
(0.01)

ns 
(0.128)

s 
(0.013)

ns 
(0.964)

ns 
(0.362)

ns 
(0.332)

ns 
(0.96)

ns 
(0.362)

IMT: intima-media thickness; MlT: media layer thickness; IlT: intima layer thickness; IMTratio: IMT ratio = MlT/IlT. The p value is also shown 
in parentheses (s = significant difference at P < 0.05, ns = nonsignificant difference at P > 0.05).
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MlT and IlT were manually measured from the radial 
and tibial arteries in 90 subjects (10 to 90 years old), us-
ing a 55 MHz 2-d ultrasound transducer [14]. The values 
reported for the MlT ranged from 0.159 ± 0.039 mm to 
0.227 ± 0.038 mm, whereas for the IlT values ranged from 
0.49 ± 0.08 mm to 0.81 ± 0.019 mm, respectively. Finally, 
in [8], it was found that the median MlT of muscular 
arteries was 0.6 mm in the absence of a lesion, decreasing 
to 0.1 mm in the area of maximal atherosclerosis. The in 
vivo study was performed in 29 patients undergoing coro-
nary or peripheral vascular procedures using intravascular 
ultrasound with a 30 MHz frequency ultrasound probe.

It is shown from Table I that, for the MlT measure-
ments, the standard deviation, sd, for the manual (0.12, 
0.14 for the first and second set of manual measurements), 
the automated (0.11), and the coefficient of variation, 
cV% (34%, 9.8% for the first and second set of manual 
measurements, and 12.3% for the automated measure-
ments), is large. This is due to the fact that the Ml is 
very small with a complex texture, and therefore, it is 
very difficult to be estimated correctly either manually or 
automatically.

Table I also shows that the interobserver errors, se, for 
the IMT and the MlT, are larger for the manual segmen-
tation measurements (for both the first set and the second 
set of manual measurements). also, the results from Table 
I showed that high intraobserver variabilities occur when 
manual measurements are made. smaller values for se were 
obtained for the automated segmentation measurements, 
indicating a better performance of the automated versus 
the manual measurements as documented in [10], [20].

Table II showed that no significant differences were 
found between men and women for the IMT, MlT, IlT, 
and the IMTratio, as also shown in [13], and that the IM-
Tratio did not differ significantly between male and female 
groups.

The ns differences between the manual and the auto-
mated segmentation method, estimated by the Wilcoxon 
rank sum test, show that the manual measurements may 
be replaced by the snakes segmentation measurements with 
confidence. It was also shown that the manual measure-
ments of the expert at time 0 versus time 6 mo were ns. 
The correlation coefficient, ρ, showed that the strongest 
relationship existed between the MlT manual first set and 
automated segmentation measurements (with ρ = 0.72), 
where higher values were reported. The Wilcoxon rank 
sum test performed in Table III showed that the first set 
of manual and automated IMT measurements between 
all the age groups are mostly significantly different (s), 
whereas the manual and automated measurements of the 
MlT and IlT are mostly nonsignificantly different (ns). 
Furthermore, the Wilcoxon rank sum test for the IMTratio 
showed no clear statistical significance between the differ-
ent age groups; therefore, this measure may not be used 
as an indicative value for atherosclerotic disease with in-
creasing age.

Based on the Bland altman test, a small discrepancy of 
around 0.01 mm was found between the manual and the 
automated MlT measurements. on this basis, the 2 meth-
ods (manual and snakes segmentation) can be considered 
interchangeable. There are no other studies reported in 
the literature where Bland-altman plots were used for 
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Fig. 2. Box plots for the manual measurements of the intima-media thickness (IMT), media layer thickness (MlT), and intima layer thickness (IlT) 
for the age groups below 50 (50), 50 to 60 (60), and above 60 years (g60) old (i.e., IMT_50, IlT_60, and MlT_g60 represent the values below the 
age of 50 for IMT, between the ages of 50 and 60 for IlT, and greater than 60 for MlT, respectively).



comparing the manual and automated MlT measure-
ments. The Bland-altman plot was used in [22], where 24 
carotid ultrasound images were analyzed by 2 experts for 
validating the results of IMT measurements using a newly 
developed system by comparing them with those obtained 
using previous methods and showed no evidence of bias 
between the 2 methods.

This study shows that there might be a linear rela-
tionship between MlT-automated measurements and age, 
where all measurements showed an increase with age. sim-
ilar findings were also reported for the IMT in [10]. It was 
also shown that in this study the values of the mean IMT 
in a carotid artery vary between 0.54 mm and 0.88 mm, 
depending on age, and this is also consistent with other 
studies [2], [6], [12], [23], whereas the values of the MlT 
vary between 0.13 mm to 0.37 mm. Furthermore, in [14], 
the IMT, MlT, and IlT of 90 healthy subjects (aged be-
tween 10 and 90 years) were manually measured at their 
radial and anterior tibial artery. It was shown that age 
was strongly related with IMT, MlT, and IlT of both 
peripheral arteries.

The normalization method used in this study was 
documented to be helpful in the manual contour extrac-
tion [24] as well as the snakes segmentation of the IMc 
[10] and the atherosclerotic carotid plaque segmentation 
[25]. In addition, this method increased the classifica-
tion accuracy of different plaque types as assessed by the 
experts [26]. Ultrasound image normalization was car-
ried out before segmentation of the IMT in [27] where 
histogram equalization was performed on carotid artery 
ultrasound images for increasing the image contrast.

It has been demonstrated in [2] and [28] that the 
blood/endothelium (intima) interface and the media-
adventitia interface correspond to their anatomical/his-
tological counterparts. This is not the case with the inti-
ma-media interface because the width of the white band 
closer to the lumen is gain dependent and therefore vari-
able. Thus, the measurement of the MlT represents only 
an ultrasonic measurement (as also discussed above). It 
should be noted, however, that part of the Ml, shown in 
ultrasound image as an echolucent band, shown in Fig. 
1(a), band Z6, contains the hypoechoic muscular arterial 
tunica media and perhaps the hypoechoic part of the ar-
terial tunica intima. It is well known that atherosclerosis 
causes an increase of the arterial tunica intima thickness. 
as has been also reported earlier in the literature [11], 
the histological boundaries between the arterial tunica 
intima and media (internal elastic lamina) in ultrasound 
images cannot be accurately delineated. Therefore, we 
hypothesize that the increase of the MlT with age as 
reported in our study (see also [10]) may be a misleading 
finding, because part of the Ml as shown in ultrasound 
images may belong to the arterial tunica intima. We 
recommend that the above hypothesis should be taken 
into account in future work studying the Ml texture and 
morphology. It should be furthermore noted that there 
are no other studies reported in the literature where Ml 

segmentation and measurements were performed on lon-
gitudinal ultrasound images of the cca.

a limitation of the proposed method is that the man-
ual and automated Ml and Il segmentation measure-
ments were performed in linear segments of the cca 
because in the clinical praxis, the experts are delineating 
the IMc and the Ml only in those parts of the vessel 
where there are no significant artifacts, signal drop outs, 
and structure irregularities [2], [9], [10], [18], [26], [29].

another limitation of the proposed method is the pres-
ence of acoustic shadowing together with strong speckle 
noise, which hinders the visual and automatic analysis in 
ultrasound images [9], [10]. such images, as well as im-
ages with extensive echolucency and calcification where 
the Ml was not well visually recognized, were excluded 
from the study. Backscattered ultrasound is also angle 
dependent. during the recording of the images, a stan-
dard recording technique was used to adjust the position 
of the probe so that the ultrasound beam was at right 
angles to the arterial wall. This improved the IMc visu-
alization. In addition, the new spatial compound imag-
ing technique might optimize further carotid ultrasound 
imaging [24], [26]. The small size of the Ml and the esti-
mation and positioning of the initial snake contour may 
sometimes result in segmentation errors. This should be 
placed as close as possible to the area of interest, other-
wise it may be trapped into local minima or false edges 
and converge to a wrong location.

as it has already been mentioned in section II-a, the 
axial resolution of the system used, was 0.11 mm, which 
indicates that structures greater than 0.11 mm can be 
correctly visualized and measured (see also [30]). In ad-
dition, it is noted that the pixel resolution was 0.06 mm. 
For structures thinner than 0.11 mm, the 2 echo inter-
faces (i.e., of Ml) cannot be separated, and measure-
ments of these structures are not possible. For the data 
set investigated in this study, 6% of the measurements 
were below 0.11 mm, therefore, these measurements may 
be considered as unreliable. It should be noted, however, 
that with new ultrasound equipment and new probes 
that are available having a recording frequency in the 
range of 15 MHz, this problem would be highly limited. 
In another study where the variability of the IMT be-
tween experts and between manual and automated IMT 
measurements was investigated [30], it was shown that 
the reproducibility of the IMT measurements may be 
further improved if the IMT mean value is computed 
from multiple ultrasound images (frames) of the carotid, 
instead of the mean value obtained from only one frame 
[30]. These can be also investigated in a future study for 
the case of the MlT and IlT measurements.

In the present study, in less than 8% of the cases, the 
positioning of the initial snake contour was not calculat-
ed correctly. Furthermore, there were also another 6% of 
the cases where the Ml structure was very small and the 
2 snake contours were trapped together. For these cases, 
the user of the proposed system may run the snake’s ini-
tialization procedure again to estimate the correct initial 
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snake contour, and during the snake’s deformation, the 
user may interact and manually correct the contour.

V. conclusion and Future Work

It was clearly illustrated in this study that both man-
ual and automated IMT, MlT, and IlT measurements 
could be carried out successfully. also, it was shown that 
there was overall no significant difference between the 
manual and the automated measurements and between 
the male and female subjects. It was also shown that 
these values (manual and automated measurements) in-
crease with age.

The segmented IMc, Ml, and Il bands may be used 
for extracting texture features [31], which might be able 
to differentiate between subjects with high and low risk 
of stroke. Furthermore, the change of these textural char-
acteristics with age may give additional information for 
characterizing subjects in different risk groups. In a re-
cent study [29], it was shown that the gray scale median 
of the IMc of the cca is closely related to the echo-
genecity in overt carotid plaques. This finding suggests 
that the gray scale median and other texture features 
extracted from the IMc or the Ml bands could have 
prognostic impact for the assessment of cardiovascular 
risk. However, the IMTratio was not found to be statisti-
cally significant different with increasing age.

risk factors like smoking, blood pressure, inflamma-
tion markers, and cholesterol correlate to the traditional 
carotid IMT [1], [3], [4], [14]. It would have been valuable 
to relate these risk factors to IMT, MlT, and IlT mea-
surements. ongoing studies from our group will provide 
more data on this topic.

The methodology presented in this study will be fur-
ther evaluated on ultrasound images of the cca collect-
ed on a large-scale epidemiological study by our group as 
well as for the segmentation and measurement of curved 
segments of the bifurcation bulb of the cca.
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