
© 2018 Ato. This work is published and licensed by Dove Medical Press Limited. The full terms of this license are available at https://www.dovepress.com/terms. 
php and incorporate the Creative Commons Attribution – Non Commercial (unported, v3.0) License (http://creativecommons.org/licenses/by-nc/3.0/). By accessing the work 

you hereby accept the Terms. Non-commercial uses of the work are permitted without any further permission from Dove Medical Press Limited, provided the work is properly attributed. For 
permission for commercial use of this work, please see paragraphs 4.2 and 5 of our Terms (https://www.dovepress.com/terms.php).

Vascular Health and Risk Management  2018:14 41–62

Vascular Health and Risk Management Dovepress

submit your manuscript | www.dovepress.com

Dovepress 
41

O R I G I N A L  R E S E A R C H

open access to scientific and medical research

Open Access Full Text Article

http://dx.doi.org/10.2147/VHRM.S159437

Pitfalls in the ankle-brachial index and brachial-
ankle pulse wave velocity

Dai Ato

Gakujutsu Shien Co., Ltd., Tokyo, Japan

Background: The ankle-brachial index (ABI) and pulse wave velocity (PWV) are indices of 

atherosclerosis and arterial stiffness. The Japan-made measuring devices of those indices have 

spread widely because of their convenience and the significance of the parameters. However, 

studies that comprehensively discuss the various pitfalls in using these indices are not available.

Methods: This study presents several representative pitfalls in using the ABI and brachial-ankle 

PWV (baPWV) by showing the result sheets of the device, “the Vascular Profiler”. Furthermore, 

some considerations when utilizing these indices in the future are also discussed.

Results: Several diseases such as arteriosclerosis obliterans (ASO), arterial calcification in the 

lower limb, arterial stenosis in the right upper-limb, aortic valve diseases, arterial stenosis in the 

upper-limb of the contralateral side of the hemodialysis access, are the representative pitfalls when 

evaluating ABI and baPWV. Moreover, a measurement error is found to actually exist. Furthermore, 

same phenomena are considered most likely to occur when using other similar indices and devices.

Conclusion: The ABI and baPWV are the useful and significant biomarkers. Nevertheless, 

caution is sometimes necessary when interpreting them. Moreover, rigorous patient exclusion 

criteria should be considered when using those indices in the severely conditioned patient popu-

lation. And the results of this study can be applied to enhance the literacy using other indices, 

such as the cardio-ankle vascular index and other similar devices.

Keywords: ankle-brachial index, pulse wave velocity, peripheral arterial disease, aortic valve 

disease, hemodialysis

Introduction
The total number of atherosclerotic diseases has increased worldwide, and its prevention 

has become a global issue. The quantitative assessment of atherosclerosis and vascular 

function is important. Surrogate markers, such as the ankle-brachial index (ABI), pulse 

wave velocity (PWV), carotid intima media thickness, and flow-mediated dilatation, are 

used in clinical settings worldwide. Devices that measure four-limb blood pressure (BP) 

and PWVs were first manufactured in Japan, and recently, these devices have become 

popular in other Asian countries. They are now used mainly for research purposes in 

Western countries as well. Some of these devices are the Vascular Profiler (BP-203RPE, 

VP-1000, or VP-2000 series; Omron Healthcare Co., Kyoto, Japan) and VaSera (VS-1000 

or VS-1500 series; Fukuda Denshi, Tokyo, Japan). Both devices are used to measure ABI, 

brachial-ankle pulse wave velocity (baPWV), cardio-ankle vascular index (CAVI), and 

other similar indices. It has been more than a decade since both devices were produced. 

In fact, the year 2019 marks the 20th year since the Vascular Profiler was first sold in 
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Japan. At present, a lot of articles written in English have been 

published. Approximately 1800 and 550 articles have used the 

indices measured by the Vascular Profiler and VaSera, respec-

tively, and were published globally. Statistical investigations 

have shown numerous results and clinical significance. On the 

other hand, some studies performed statistical analysis without 

excluding data with poor reliability. If we continue to use these 

indices without understanding their pitfalls, discrepancies 

from the guidelines1–3 and previous reports may be observed 

in some cases. As a result, the confidence in using the indices 

and the devices themselves may be affected. Nevertheless, 

studies that accurately and comprehensively discuss this topic 

have not been published. Therefore, in this study, several cases 

were presented along with the data from the result sheets of 

the Vascular Profiler, which must be cautiously interpreted. In 

addition, the results of this study can be applied when inter-

preting other indices, such as CAVI and other similar devices. 

The result sheets of Vascular Profiler were fully anonymized 

and provided by a few attending physicians who had the same 

awareness of the issues. Obtainment of the informed consents 

were exempted by the physicians because of the educational 

purpose and the retrospective data.

Case presentation
Normal participants 
In the case shown in Figure 1, the difference between a normal 

64-year-old male participant and a patient with disease can 

be easily identified. The ABI is 1.26 on both sides, and no 

laterality is observed. Furthermore, clear dicrotic waves are 

noted on the ankle pulse waveforms with normal upstroke 

time (UT) and percent mean arterial pressure (%MAP).1,4,5 

As such, the forms of both ankles are normal, and arterioscle-

rosis obliterans (ASO) of the lower extremities (LE) are not 

observed. Therefore, the baPWVs of both sides are accurate, 

and a higher value of 1224 cm/s is within the normal range 

(standard deviation value of the population without any ath-

erosclerotic risk factors). Laterality is not observed as well. 

Therefore, this is an ideal result for measuring indices using 

the Vascular Profiler.

Underestimation of the baPWV in 
individuals with ASO
This typical case of a 49-year-old male individual (Figure 2) 

shows a laterality between the normal lower limb and that 

with ASO in pulse waveforms, pulse amplitudes, oscillometric 

envelope, baPWV, and so on. The pulse waveform of the right 

ankle is normal, and its aspect is similar to that of both ankles 

as shown in Figure 1. On the contrary, the left ABI (0.55) is 

not normal, and this result is consistent with the abnormally 

higher UT and %MAP.1,4,5 The pulse waveform of the left 

ankle is blunted and triangular, and no clear dicrotic waves are 

observed. When the Vascular Profiler is used, the height of the 

pulse waveform is drawn according to pulse pressure, and a 

pulse pressure of 10 mmHg is expressed as one grid. Thus, a 

low left ankle pulse waveform is observed because it reflects 

a pulse pressure of 26 mmHg and is averagely drawn using 

2.6 grids in heights. The pulse amplitudes of the right ankle 

and both arms are perfect, and a strong pulse is observed. On 

the other hand, the pulse amplitude of the left ankle is signifi-

cantly low and clearly indicates a weak pulse. The width of the 

oscillometric envelope is significantly narrow only in the left 

ankle. This also indicates a decrease in BP and pulse pressure 

caused by stenosis. The width of the oscillometric envelope 

reflects a pulse pressure as a whole. Furthermore, the baPWV 

of the left side is remarkedly lower than that of the normal 

right side because of the stenosis.6 In addition, the value of the 

left baPWV is expressed within a parenthesis, which means it 

should be cautiously interpreted. Moreover, a baPWV of 1554 

cm/s in the right side is accurately measured. Nevertheless, 

this value should not be used, at least as a prognostic predictive 

marker. ASO in the left leg indicates a prognostically high-risk 

condition, and this significantly overweighs the significance of 

the baPWV as a prognostic predictor. In other words, a baPWV 

of 1554 cm/s indicates a prognostically middle-risk condition, 

but an ABI of 0.55 indicates a high-risk condition. Thus, they 

are inconsistent.1,7,8 It would be marginally possible to use a 

baPWV of 1554 cm/s as a marker of arterial stiffness and/

or function. Nevertheless, the exclusion criteria for patients 

with ASO have been generally accepted recently when using 

baPWV for any purpose.1 Moreover, in this case, a remeasure-

ment is not necessary because the BPs and ABIs are accurate 

based on the information in the oscillometric envelopes. 

In this case, a pseudo-underestimation phenomenon of 

baPWV caused by ASO was explained. The fundamental 

requirement in PWV measurement is the absence of a signifi-

cant physical obstacle in the measuring pathway. Therefore, 

a similar phenomenon of inaccurate baPWV estimation, 

which is similar with this case, can be considered in patients 

with aortic diseases, such as aortic aneurism and dissection.

Pseudo-normalized ABI due to LE 
arterial calcification 
In Figure 3, the case of a 71-year-old male individual with 

diabetes mellitus is presented. The ABIs are 0.98 on the left 

side and 1.00 on the right side, but this patient had LE-ASO 

in both sides. This is a typical case of pseudo-normalized ABI 
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Figure 1 Normal participants.

Note: See the text for a full explanation of this figure.
Abbreviations: ABI, ankle-brachial index; baPWV, brachial-ankle pulse wave velocity; BP, blood pressure; DIA, diastolic; ECG, electrocardiogram; ET, ejection time; MAP, 

mean arterial pressure; %MAP, percent mean arterial pressure; PCG, phonocardiogram; PEP, pre-ejection period; PP, pulse pressure; SYS, systolic; UT, upstroke time.
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Figure 2 Underestimation of the baPWV in individuals with ASO.

Note: See the text for a full explanation of this figure.
Abbreviations: ABI, ankle-brachial index; ASO, arteriosclerosis obliterans; baPWV, brachial-ankle pulse wave velocity; BP, blood pressure; DIA, diastolic; ECG, 

electrocardiogram; ET, ejection time; PCG, phonocardiogram; MAP, mean arterial pressure; %MAP, percent mean arterial pressure; PEP, pre-ejection period; PP, pulse 

pressure; SYS, systolic; UT, upstroke time.
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Figure 3 Pseudo-normalized ABI due to LE arterial calcification.
Note: See the text for a full explanation of this figure.
Abbreviations: ABI, ankle-brachial index; baPWV, brachial-ankle pulse wave velocity; BP, blood pressure; DIA, diastolic; ECG, electrocardiogram; ET, ejection time; LE, 

lower extremities; MAP, mean arterial pressure; %MAP, percent mean arterial pressure; PCG, phonocardiogram; PEP, pre-ejection period; PP, pulse pressure; SPB, systolic 

blood pressure; SYS, systolic; UT, upstroke time.
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due to a strong arterial calcification of the lower limbs. The 

ABIs range from borderline to normal, but the pulse wave-

forms of both ankles are triangular. The UTs are more than 180 

ms, and the %MAPs are more than 40% on both sides. Thus, 

ASO in both sides can be strongly suspected. Furthermore, the 

baPWVs are significantly high, reaching more than 2000 cm/s, 

even though they are likely underestimated due to ASOs. As a 

result, arterial calcification and the pseudo-overestimation of 

ABI will likely occur. In fact, the toe-brachial index (TBI) is 

0.36 on the right side and 0.43 on the left side. Thus, LE-ASO 

on both sides is confirmed in this patient.1,9

False-positive LE-ASO due to an 
inaccurate measurement of the ankle BP 
and possibly unnoticed upper extremity 
ASO (UE-ASO) 
In Figure 4A, the case of a 64-year-old male individual is 

presented. The ABI in the right side is 0.75, but this is a result 

of an inaccurate measurement of the right ankle systolic BP 

(SBP). Thus, this does not indicate LE-ASO. On the other 

hand, an arterial stenosis of the left UE is most likely to occur. 

To focus on the oscillometric envelope of the right ankle, the 

determined timing of the SBP is remarkedly close to that of 

the maximum pulse amplitude. In other words, the timing of 

the SBP is too late, which means that the SBP is close to the 

mean BP. The right ankle SBP has to be determined much 

earlier (an equivalent timing of the oscillometric envelope 

in the left ankle), but this is mistaken for some reasons. The 

aspects of the oscillometric envelopes of both ankles are simi-

lar. The UTs and %MAPs of both ankles are normal, and no 

laterality is observed. Furthermore, dicrotic waves are clearly 

observed in the pulse waveforms of the right ankle, and no 

laterality is observed in the baPWVs. In general, the baPWV 

in the right side should be significantly lower than that of the 

left side in an individual who presents with ASO in the right 

LE. A pulse pressure as low as 35 mmHg causes a diminished 

waveform in the right ankle (due to a falsely measured SBP, 

that is, the height is averagely expressed in 3.5 grids). Figure 

4B shows the comparison of the ankle pulse waveforms with 

the adjusted heights, and no obvious laterality is observed. 

The pulse amplitude is lower in the right ankle than in the 

left ankle. However, the following results are consistent and 

considered more important: 1) There is no significant laterality 

in the shape of the oscillometric envelopes; 2) no significant 

sign of stenosis is observed in the pulse waveform of the right 

ankle; and 3) the baPWV in the right side is not lower than 

that of the left side. Improper cuff positioning is considered 

to have caused the inaccurate measurement. Thus, in this 

case, a remeasurement with a firmly placed and appropriately 

positioned cuff should be conducted.

The pulse amplitudes in both arms are perfect. However, 

there are lateralities of 21 mmHg in the SBP and 5 mmHg in 

the diastolic BP (DBP), and the width of the left arm oscil-

lometric envelope is somewhat narrower. Thus, an ASO in the 

left UE is suspected. There are no clear literalities in the pulse 

waveforms and %MAPs in both arms. Nevertheless, there are 

frequently cases in which a dynamic change is not observed in 

the brachial pulse waveform unless the UE-ASO causes a quite 

large decrease in the brachial BPs. As a reference, details on the 

oscillometric envelope of this device are depicted in Figure 4C.

Overestimation of the baPWV and 
inaccurate measurement of the ejection 
time (ET) caused by ASO of the right UE 
In Figure 5A, we present the case of an 80-year-old female 

individual. The baPWVs on both sides exceed 3400 cm/s. 

However, the values are significantly inaccurate. The SBP 

is lower by 19 mmHg, and the DBP is lower by 3 mmHg 

in the right arm than those of the left arm, and the pulse 

waveform of the right arm is blunted. The UT of the right 

arm pulse waveform is evidently longer than that of the left 

arm (no value is recorded in the result sheet). Moreover, a 

lower pulse amplitude and narrower oscillometric envelope 

are observed in the right arm than in the left arm. Therefore, 

a right UE-ASO likely exists. However, the brachial base of 

the baPWV measurement remains in the right arm. In this 

condition, the pulse transit time between the heart and the 

right arm becomes longer because of the stenosis, and the 

right arm pulse waveform slightly shifts to the right side. 

Therefore, the pulse transit time between the right brachium 

and the ankles, which is the denominator used to calculate the 

baPWV, becomes shorter. As a result, the baPWVs are overes-

timated. The Vascular Profiler has an automatic program that 

validates the existence of ASO in the right upper limb and that 

switches the base of the baPWV measurement. Unfortunately, 

the condition does not match the algorithm in this case. The 

automatic program requires both of the following: 1) the pulse 

amplitude of the right arm should be lower than that of the left 

arm (a slight difference is acceptable); and 2) the inter-arm 

BP differences must not be less than 16 mmHg in SBP and 5 

mmHg in DBP, or 20 mmHg in SBP only. Figure 5B shows 

the remeasurement results with the base of the arm automati-

cally switched by the program. The baPWV is approximately 

2080 cm/s, which is accurate. Moreover, the values of the ET 

and the ET/PEP (pre-ejection period) have changed. The total 

systolic interval corresponds to the time between the onset of 
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Figure 4 (Continued)
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Figure 4 False-positive LE-ASO due to an inaccurate measurement of the ankle BP and possibly unnoticed upper extremity ASO (UE-ASO). 

Notes: (A) The case of a 64-year-old male individual. (B) Comparison of the ankle pulse waveforms with the adjusted heights. (C) Details on the oscillometric envelope of 

the device. See the text for a full explanation of this figure.
Abbreviations: ABI, ankle-brachial index; ASO, arteriosclerosis obliterans; baPWV, brachial-ankle pulse wave velocity; BP, blood pressure; DBP, diastolic blood pressure; 

DIA, diastolic; ECG, electrocardiogram; ET, ejection time; LE, lower extremities; MAP, mean arterial pressure; %MAP, percent mean arterial pressure; PCG, phonocardiogram; 

PEP, pre-ejection period; PP, pulse pressure; SBP, systolic blood pressure; SYS, systolic; UE, upper extremities; UT, upstroke time.
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Figure 5 (Continued)
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Figure 5 Overestimation of the baPWV and inaccurate measurement of the ET caused by ASO of the right UE.

Notes: (A) The case of an 80-year-old female individual. (B) The remeasurement results with the base of the arm automatically switched by the program. See the text for 

a full explanation of this figure.
Abbreviations: ABI, ankle-brachial index; ASO, arteriosclerosis obliterans; baPWV, brachial-ankle pulse wave velocity; BP, blood pressure; DIA, diastolic; ECG, 

electrocardiogram; ET, ejection time; MAP, mean arterial pressure; %MAP, percent mean arterial pressure; PCG, phonocardiogram; PEP, pre-ejection period; PP, pulse 

pressure; SYS, systolic; UE, lower extremities; UT, upstroke time.
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the Q wave of the electrocardiogram and that of the II sound 

of the phonocardiogram. Moreover, the total systolic interval 

is equal to the sum of the ET and PEP (ET+PEP). The ET 

corresponds to the time interval between the onset and dicrotic 

notch of the brachial pulse waveform. The PEP corresponds 

to the time of QII – ET. Thus, the total systolic intervals are 

both 384 ms in the first and second measurements (290 ms + 

94 ms = 384 ms, Figure 5A; 298 ms + 86 ms = 384 ms, Fig-

ure 5B). The ET and ET/PEP increased (290ms→298ms and 

3.09→3.47, respectively). Therefore, when there is ASO in 

the UE artery, the indices related to the systolic time intervals 

will be affected. In addition, there are several cases in which 

the conditions do not match the requirement in switching the 

brachial base. For the maneuver in such a situation, the cuffs 

of the arms can be set oppositely. Nevertheless, BPs and the 

pulse waveforms of the arms show those of the opposite side if 

this maneuver will be carried out. Thus, this must be reflected 

in the result sheet and/or medical record.

This case is considerably rare in Japan but would be more 

common in Western countries because of the higher preva-

lence of cardiovascular diseases, including peripheral arterial 

disease.10–14 Furthermore, a similar phenomenon will likely 

occur in the carotid-femoral PWV (cfPWV) when there is a 

carotid artery stenosis in the cfPWV pathway. Therefore, cau-

tion is needed in interpreting cfPWV especially when a carotid 

stenosis is suspected. And the prevalence of carotid arterial 

diseases will be higher in western countries than in Japan, 

with a similar prevalence of cardiovascular diseases.10–14

Overestimation of ABI and baPWV 
caused by ASO in the brachium for blood 
pressure measurement (non-hemodialysis 
access side) in hemodialysis patients
In Figure 6, the case of a 73-year-old male individual with a 

hemodialysis access in the right arm is presented. The ASOs 

in the left arm and both legs are clearly observed regardless of 

ABIs, and the progression of calcification in the LE and aortic 

stiffness also exists because of hemodialysis. However, both 

ABIs and baPWVs are not reliable at all. For this reason, all 

the pulse waveforms are triangular. All the pulse amplitudes 

are extremely low, and the %MAPs on both ankles are more 

than 45%. In addition, the oscillometric envelope of the left 

arm is significantly narrow, and a left brachial SBP of 63 

mmHg, which is the denominator used to calculate the ABI, 

is remarkedly low. As a result, the ABIs are overestimated. 

Moreover, the baPWVs are also overestimated, which is simi-

lar to the phenomenon shown in Figure 5A (this effect seems 

to far more exceed the possible underestimation of baPWVs 

caused by LE-ASOs in this case). Therefore, the ABIs and 

baPWVs are never accurate regardless of the remeasurements 

that are carried out. Nevertheless, for the significance of the 

measurement, stenotic diseases can be easily considered 

using the pulse waveforms. Moreover, the absolute values of 

the BPs could be used as a reference value, considering the 

influence of the LE arterial calcification because the timing of 

BP measurement in each oscillometric envelope is acceptable. 

 Herein, one of the pitfalls in using ABI is presented, that 

is, the BP and pulse waveforms in the left arm are not within 

the normal range. On the other hand, there are several cases in 

which the change in the brachial pulse waveform is not remark-

able, although a stenosis exists. Thus, stenosis cannot be easily 

identified in such a situation. For example, the pulse waveform 

of the left brachium is similar to that of the right brachium 

(Figure 4A). Let us suppose that the right arm is not measured 

as shown in Figure 4A. Furthermore, the laterality cannot be 

validated using the information provided, including that of 

the pulse waveforms of both arms in hemodialysis patients, 

because BP is generally measured only in the contralateral 

side of the hemodialysis access. However, even if the decrease 

in SBP caused by UE-ASO is not significant, for example, 

10 mmHg, the interpretation of the ABI could significantly 

change (i.e. 135÷140=0.96 and 135÷130=1.04). Thus, the only 

way which could avoid these pitfalls (and not perfectly) is to 

carry out measurement in both arms. BP measurement in the 

arm with hemodialysis access is generally contraindicated, and 

it is also explained in the device manual. Nevertheless, there 

is important information on this issue according to an oral 

presentation of the Japanese Association of Cardiovascular 

Intervention and Therapeutics in 2013.15 A total of 169 hemo-

dialysis patients who agreed to have their BP measured in both 

arms with the Vascular Profiler were recruited. BP measure-

ments were obtained in both arms in 147 patients (19 patients 

declined, and three patients had unsuccessful measurement 

due to involuntary movements). Forty patients (27.2%) had 

an inter-arm difference of ≧10 mmHg in their SBP. Among 

them, 15 patients underwent further examination as requested 

(ultrasound imaging). Stenosis and occlusion in the UE were 

confirmed in 12 out of 15 patients, and these were observed 

in the side where the BP reading was usually obtained (non-

hemodialysis access side) in five patients. In addition, failed 

hemodialysis access was not observed in 150 patients. Thus, 

they conclude that measurements must be obtained in both 

arms in hemodialysis patients, particularly when LE-ASO is 

suspected, because the likelihood of measuring appropriate 

ABIs could be improved.15 Therefore, regarding the increased 
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Figure 6 Overestimation of ABI and baPWV caused by ASO in the brachium for blood pressure measurement (non-hemodialysis access side) in hemodialysis patients.

Note: See the text for a full explanation of this figure.
Abbreviations: ABI, ankle-brachial index; ASO, arteriosclerosis obliterans; baPWV, brachial-ankle pulse wave velocity; BP, blood pressure; DIA, diastolic; ECG, 

electrocardiogram; ET, ejection time; MAP, mean arterial pressure; %MAP, percent mean arterial pressure; PCG, phonocardiogram; PEP, pre-ejection period; PP, pulse 

pressure; SYS, systolic; UT, upstroke time.
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ABI in the hemodialysis patients with ASO, the phenomenon 

explained above is causing this to a certain extent as well as 

the LE arterial calcification,

Hemodialysis patients are highly recommended to 

undergo periodic ABI measurement. However, the pitfalls 

may likely be overlooked even if information from the pulse 

waveforms is provided at the same time as using the device 

because only one arm is generally used in measuring the BP 

of hemodialysis patients. Therefore, full attention in confirm-

ing all the information is always required when interpreting 

the measurements in hemodialysis patients.

Moreover, this case also implies that the measurement of 

the ABI would be more difficult in hemodialysis individu-

als when the conventional Doppler method is used. There 

is no information from the pulse waveform regarding the 

Doppler method (except the Doppler waveform). And it 

is impossible for the Doppler method to synchronize the 

SBP measurement of all the limbs in the same way that the 

Vascular Profiler performs. The statement document of the 

American Heart Association (2012) points outs that there 

were two studies that obtained a left ABI of 0.03 signifi-

cantly lower than the right ABI (in the general population, 

not hemodialysis cohort).16 Moreover, according to a meta-

analysis on the prevalence of laterality in brachial BPs, a sig-

nificant increase in the odds ratio of the inter-arm difference 

(i.e. SBP ≧10 mmHg) was observed when the measuring 

process was compared (sequential versus simultaneous).17 

This information implies that ABI measurement using the 

Doppler method is more prone to accidental errors than the 

synchronized measurement with the information from the 

pulse waveforms.

Increased ABI and decreased baPWV in 
patients with aortic regurgitation 
In Figure 7A, the case of a 76-year-old female individual is 

presented. The features of her disease are as follows: 1) high 

ABI (i.e. >1.3) and pulse pressure in the UE and LE;18 2) low 

baPWV for the patient’s age and/or BP (in the absence of 

LE-ASO), and in the result sheet of the Vascular Profiler; 

3) a high pulse waveform of the ankle and an oscillometric 

envelope with a significantly long width (reflecting a wider 

pulse pressure); 4) a tendency of lower UT and %MAP; and 

5) continuous noise of the phonocardiogram depending on 

the case and the setting. These are considered as compensa-

tory mechanisms. First, the high ABI is a result of the altered 

condition in the heart systole and the systemic arteries to 

rapidly increase the peripheral BP during early systole to 

compensate for the regurgitation during the late systole. 

Second, the low baPWV is primarily a result of the dilated 

aorta due to an increased blood mass in the aorta and arteries 

compared to the normal condition for the compensation of 

the regurgitation and of the concurrent tendency of decreased 

DBP. The wider the internal diameter of the artery, the lower 

the PWV. After the patient underwent an operation to replace 

the aortic valve, the ABIs and baPWV (both ABI=1.19; the 

average baPWV is 1457 cm/s) and the other parameters 

normalized, except for the electrocardiogram results and 

systolic function (Figure 7B). 

Decreased baPWV in a patient with 
aortic valve stenosis 
Figure 8A shows the case of a 63-year-old male individual. 

The features of his disease are as follows: 1) a major noise 

in the systole on phonocardiogram; 2) low baPWV for the 

patient’s age and/or BP (in the absence of LE-ASO); and 

3) prolongation tendency in ET and UT. The exact cause of 

the decreased baPWV cannot be fully elucidated. Neverthe-

less, the considerable mechanisms are as follows: 1) the 

energy of the systole does not adequately propagate because 

of the aortic valve abnormality and the turbulence in the 

ascending aorta; 2) the characteristics of the systemic arteries, 

including the aorta, could be temporally altered, such as the 

aortic regurgitation described previously. Figure 8B shows the 

result of the post-aortic valve replacement. baPWV increased 

to approximately 300 cm/s, which is within the reference 

range, although there is a slight increase in the brachial DBP. 

In addition, the heart noise disappeared. Figure 8C presents 

a typical case in which both features of the regurgitation 

and stenosis of the aortic valve are clearly observed (in a 

58-year-old male individual). The following similarities 

are observed: 1) baPWV tends to be low; 2) ABI and pulse 

pressure tend to be high; 3) the width of the oscillometric 

envelope is wide; and 4) there is a strong noise during systole 

on phonocardiogram. 

The difference in the oscillometric 
envelopes in various diseases 
The oscillometric envelope varies with different conditions 

and diseases. In summary, when stenotic diseases exist, an 

oscillometric envelope with a narrow width is observed. 

Moreover, when severe LE arterial calcification or aortic 

regurgitation exists, an oscillometric envelope with a wider 

width is noted. However, the shape is different. The informa-

tion in the oscillometric envelope will support the validity of 

the BP readings and ABI (see Figure S1).
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Figure 7 Increased ABI and decreased baPWV in patients with aortic regurgitation.

Notes: (A) The case of a 76-year-old female individual. (B) After the patient had undergone an operation to replace the aortic valve. See the text for a full explanation of 

this figure.
Abbreviations: ABI, ankle-brachial index; baPWV, brachial-ankle pulse wave velocity; BP, blood pressure; DIA, diastolic; ECG, electrocardiogram; ET, ejection time; MAP, 

mean arterial pressure; %MAP, percent mean arterial pressure; PCG, phonocardiogram; PEP, pre-ejection period; PP, pulse pressure; SYS, systolic; UT, upstroke time.
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Notes: (A) The case of a 63-year-old male individual. (B) The result of the post-aortic valve replacement. (C) A typical case in which both features of the regurgitation and 

stenosis of the aortic valve are clearly observed (in a 58-year-old male individual). See the text for a full explanation of this figure.
Abbreviations: ABI, ankle-brachial index; baPWV, brachial-ankle pulse wave velocity; BP, blood pressure; DIA, diastolic; ECG, electrocardiogram; ET, ejection time; MAP, 

mean arterial pressure; %MAP, percent mean arterial pressure; PCG, phonocardiogram; PEP, pre-ejection period; PP, pulse pressure; SYS, systolic; UT, upstroke time.
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The categorization of the errors in ABI 
and baPWV measured by the Vascular 
Profiler 
The phenomena discussed in this article and other phenomena 

are summarized in Table S1, except a low ABI caused by 

ASO. Furthermore, a low ABI and a borderline ABI measured 

by the Vascular Profiler are frequently observed in healthy 

young individuals in Japan.19–21 For example, the left ABI of 

female students (age; 9–17 years old, mean 14.7) is 1.03±0.09 

(range; 0.73–1.33).19 The prevalence of ABI of <1.0 among 

medical university students was 18.1% in males and 25.6% 

in females.20 The prevalence of ABI of ≤0.9 and age showed 

a J-curve relationship among women in the general popula-

tion.21 In this study, the prevalence of ABI of ≤0.9 was 0.9% 

in the group under 40 years old, which decreased to 0.2% in 

the group of 60–69 years old, then increased to 1.6% in the 

group over 70 years old.21 These phenomena are likely caused 

by a weak reflected wave of the flexible artery at the ankle. 

This information is also included in Table S1. This catego-

rization would also help us to understand the results of the 

Vascular Profiler, and also to judge the validity of the indices.

Discussion
Implication of the all presented cases
Several representative cases of the pitfalls in using the indices 

measured with the Vascular Profiler have been presented. 

An underestimation of baPWV in individuals with LE-ASO 

is generally known.1,6–8,22,23, However, several cases with a 

combination of pitfalls are widely observed. Moreover, a 

low baPWV does not always necessarily indicate a good 

cardiovascular condition. A recent study reported that a low 

baPWV and a high baPWV predict a worse prognosis in 

patients with heart failure and preserved ejection function.24 

Therefore, when using baPWV in cohorts with severe disease 

conditions in both clinical and research settings, diseases 

such as ASO and arrhythmia, should not only be excluded 

but a specific exclusion criteria should also be considered.8 

Inaccurate and falsely elevated ABI and its 
implication
Numerous studies that validated the ABI measured using the 

Vascular Profiler have been conducted, and positive associa-

tions between the use of the Doppler method and diagnostic 

imaging were noted.4,25–30 Nevertheless, measurements are 

sometimes not accurately performed (Figure 4A). Therefore, 

the oscillometric envelope (the timing of SBP determination) 

must be confirmed. Furthermore, the cause of the falsely ele-

vated ABIs in hemodialysis patients is not only the LE arterial 

calcification but also the masked UE-ASO (Figure 6).15 The 

cut-off values for the ABIs measured using the Vascular Pro-

filer for LE-ASO diagnosed via imaging modalities or clinical 

symptoms in Japanese hemodialysis patients ranged from 

1.00 to 1.10.31–33 Ohtake et al suggested increasing the ABI 

cut-off value to 1.10 in hemodialysis patients.32 Considering 

the previous studies on the prognostic predictability of ABI 

in hemodialysis patients, an ABI cut-off value of 1.10 is used 

in predicting the all-cause mortality in 2013.34 In this study, 

the area under the receiver operating characteristic curve was 

0.79. The sensitivity was 0.90, and the specificity was 0.62. 

Furthermore, a similar study was also conducted in 2003.26 

In this study, the patients with an ABI of <0.90 or 0.90–0.99 

(abnormal and borderline ABI) had the worst prognosis. How-

ever, those with a low–normal ABI of 1.00–1.09 also had a 

worse prognosis than those with a reference ABI of 1.10–1.29 

(hazard ratio [HR], 1.92 and 95% confidence interval [CI], 

1.02–3.59 for all-cause mortality; HR, 2.82 and 95% CI, 

1.22–6.54 for cardiovascular mortality, after a multivariate 

adjustment using the Cox proportional hazards model). Ono 

et al suggested that those with an ABI of 0.90–1.10 and with 

abnormal ABIs should be carefully monitored.26 This study 

still has the largest hemodialysis cohort that used the device 

(1010 patients).26 In the largest cohort study of patients with 

diabetes (3981 participants), the adjusted HRs and p values 

for the all-cause and cardiovascular mortality among those 

with an abnormal ABI of ≤0.90 and those with a borderline 

ABI of 0.91–0.99 were similar to those with a reference ABI 

of 1.00–1.40.35 Moreover, in the largest cohort of high-risk 

patients and those with various cardiovascular diseases (4756 

participants), those with a borderline ABI of 0.91–0.99 had a 

more significant adjusted HRs for the all-cause and cardiovas-

cular mortality than those with a normal ABI of 1.00–1.40.36 

Thus, the results were similar in cohorts with diabetes and 

those who are at high risk of cardiovascular diseases.35,36 On 

the contrary, in the general population with 2954 participants, 

the significance of the adjusted HR for cardiovascular events 

in those with an abnormal ABI of ≤0.90 was clearly presented 

in the Hisayama study. However, no difference was observed 

in those with a borderline ABI of 0.91–0.99 compared to those 

with a normal ABI of 1.00–1.40 even in the Kaplan–Meier 

analysis.37 The ABI in all the prognostic studies described 

above was measured using the Vascular Profiler. The ABI 

threshold must be modified based on patient characteristics 

and its use (evaluation of ASO or prognosis prediction). In 

addition, the ABI threshold should be increased to 1.00–1.10, 

particularly in high-risk cohorts, participants with diabetes, 
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and those undergoing hemodialysis. At the same time, this 

problem must be recognized, particularly when performing a 

meta-analysis of the data along with heterogeneous popula-

tions38–40 because the exclusion of individuals with LE-ASO 

is essential to appropriately assess baPWV.1,6–8,22,23 

Application to other indices and devices
Lastly, the above-mentioned phenomena will likely occur 

when other indices are measured using devices, such as CAVI, 

VaSera,41–45 and other similar devices in other countries.46–50 The 

contents of this article would be useful in interpreting the results 

and pitfalls of the four-limb BP/ABI/PWV measurements.

Conclusion
The pitfalls of using ABIs and baPWVs measured using the 

Vascular Profiler were discussed. Moreover, the need of an 

appropriate setting in using the patient exclusion criteria 

when assessing baPWV and of adjusting the cut-off value 

of ABI based on patient characteristics was also discussed. 

And the content is expectedly applied to enhance the literacy 

of related indices and of other similar devices.
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Normal

R-ABI 1.26

L-ABI 1.26

ASO

R-ABI 0.75

L-ABI 0.98

Particularly, the width

of the right ankle

envelope is narrow.

L-ABI 1.40

R-ABI 1.31

Calcification

Particularly, the width of

the left ankle envelope is

extremely wide. (The pulse

wave form implies ASO.)

All synchronized BP measurement mode
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Figure S1 The difference in the oscillometric envelope in various diseases. 

Note: See the article text for a full explanation of this figure.
Abbreviations: BP, blood pressure; ASO, arteriosclerosis obliterans; %MAP, percent mean arterial pressure; UT, upstroke time; R-ABI, right ankle-brachial index; L-ABI, 

left ankle-brachial index.

Table S1 The categorization of the errors in ABI and baPWV as measured by the Vascular Profiler 

ABI baPWV

Underestimation 

or lower value

A low and a borderline ABI in young individuals including children, men under 

30 years old, women under 40 years old, especially, a low and a borderline ABI 

are frequently observed among healthy children and university students of both 

genders 

1. Obstruction such as arterial stenosis 

in the measurement pathway from the 

heart to the ankle

2. Moderate to severe aortic valve diseases

Overestimation 

or high value

1. Arterial calcification in the lower limb
2. Severe aortic valve regurgitation

3. Low brachial systolic BP due to arterial stenosis in the upper limb (particularly 

hemodialysis patients)

4. Too narrow cuff width for the ankle

5. Too loose ankle cuff setting

Arterial stenosis in the brachial base of the 

baPWV measurement (from the heart to 

the brachium)

Measurement 

error

Inaccurate timing determination of systolic BP in the oscillometric envelope Inaccurate determination of the upstroke 

in the pulse waveform

Abbreviations: ABI, ankle-brachial index; baPWV, brachial-ankle pulse wave velocity; BP, blood pressure.
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