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Abstract

Objectives: Patients with acute coronary syndrome
(ACS) should be referred promptly to the hospital to
reduce mortality and morbidity. Differentiating between
low-risk and high-risk patients remains a diagnostic
challenge. Point-of-care testing can contribute to earlier
disposition decisions for patients excluded from ACS.
This study describes the validation of the Atellica® VTLi.
Patient-side Immunoassay Analyzer for high-sensitivity
troponin point-of-care (POC) analysis. (The Atellica VTLi
is not available for sale in the USA. The products/
features (mentioned herein) are not commercially avail-
able in all countries. Their future availability cannot be
guaranteed).
Methods: A total of 152 patients with acute chest pain
admitted at the cardiac emergency department (ED) were
included in the study. Capillary blood was compared with
a whole blood and plasma sample obtained by veni-
puncture. All samples were analyzed using the Atellica
VTLi Patient-side Immunoassay Analyzer; in addition,
plasma was analyzed by a central lab immunoassay
analyzer.
Results: No significant difference was observed between
venous whole blood vs. plasma analyzed by the Atellica

VTLi Patient-side Immunoassay Analyzer. The difference
between capillary blood and venous blood showed a con-
stant bias of 7.1%, for which a correction factor has been
implemented. No clinically relevant differences were
observed for the capillary POC results compared to plasma
analyzed with a standard immunoassay analyzer.
Conclusions: The Atellica VTLi Patient-side Immuno-
assay Analyzer for high-sensitivity troponin analysis
shows equivalent results for all sample types, including
capillary blood. No clinically relevant discordances were
observed between capillary POC and central laboratory
results. With additional studies, this could pave the way
towards rapid testing of high-sensitivity troponin in the
ambulance or the general practitioner’s office without
the need for hospitalization of patients with acute chest
pain.

Keywords: acute coronary syndrome (ACS); cardiacmarkers;
immunoassay; point-of-care; troponin.

Introduction

General practitioners (GP) and ambulance paramedics
are faced with a considerable number of patients pre-
senting with acute chest pain (0.7–2.7% of all GP con-
sultations and 60.7% of all ambulance responses) [1, 2].
Distinction between mild and life-threatening diseases is
a challenge, especially in a prehospital setting, due to
overlapping signs and symptoms and limited objective
measurement tools. Therefore, the majority of chest pain
patients are currently referred to the (cardiac) emergency
department (ED) to rule out non-ST-elevation-acute cor-
onary syndrome (NSTE-ACS) and reduce its inherent
morbidity and mortality risk [3]. A previous study showed
that in primary care only 3.6% of the chest pain patients
are eventually diagnosed with acute coronary syndrome
(ACS), 11.1% with stable ischemic heart disease, and 85%
with non-cardiac chest pain (NCCP) including musculo-
skeletal, mental, gastrointestinal, and respiratory dis-
eases [4]. Referring NCCP patients to the ED induces a
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great burden on the ED and has a psychological impact on
patients and their families [5]. This results in high health
care utilization and frequent readmissions, with high
health care and societal costs [5, 6].

Cardiac troponin (cTn) assays have become essential
for the diagnosis of acute myocardial infarction (AMI) [7].
Point-of-care (POC) troponin testing, defined as labora-
tory testing near the patient with rapid availability of re-
sults, has attracted much interest in the ED setting and
seems feasible [8]. Adding POC devices that are able to
measure high-sensitivity troponin might aid in earlier
diagnosis, reduce stay at the ED, and improve patient
flow. An elevated troponin in patients with suspected ACS
aids in the fast initiation of adequate treatment. POC
troponin testing might also play a substantial role in the
triage and diagnosis of chest pain patients in a pre-
hospital setting by integrating on-site POC troponin
testing in validated risk stratification tools for ACS [9–11].
However, POC troponin testing typically involves venous
whole blood as the measurement matrix and venous
blood drawing might not be easily available in every
primary care setting, especially at the GP offices [12, 13].
The Atellica® VTLi Patient-side Immunoassay Analyzer
for high-sensitivity POC cardiac troponin-I (hs-cTnI)
testing has been developed by Siemens Healthineers. It
concerns a bedside system that requires 30 µL of capillary
blood, venous whole blood, or plasma. The total test time,
from sample application to result on the system’s screen is
<10 min. This study evaluates the analytical performance
of the Atellica VTLi Patient-side Immunoassay Analyzer
(method and sample comparison) using different sample
types including capillary blood, in comparison with
standard laboratory hs-cTnI testing. The use of capillary
blood as a reliable sample type may enable on-site POC
troponin testing in a prehospital setting. Equivalent
analytical performance to laboratory high sensitivity
troponin (hs-cTnI) testing would enable the use of POC
with comparable reliability.

Materials and methods

This study is a prospective, observational, cohort study executed
from September 2019 until November 2020. 152 patients (55% female,
45% male) referred to the cardiac ED because of acute chest pain
suspected for ACS were included in the study. The inclusion and
exclusion criteria are presented in Table 1. The study was approved
by the local Medical Ethical Committee (METC Maastricht) and was
executed according to the World Medical Association Declaration of
Helsinki.

Directly after inclusion (T=0), a sample of capillary blood
was drawn from the study subject and analyzed by the Atellica® VTLi
Patient-side ImmunoassayAnalyzer (SiemensHealthineers, Erlangen,
Germany). Two whole blood samples were drawn by venipuncture in
Barricor lithium heparin blood collection tubes (Becton Dickinson,
New Jersey, USA). One sample was used for regular diagnostics and
the other whole blood sample was measured by the Atellica VTLi
analyzer in the central laboratory. After centrifugation (5 min,
3,000 g), the plasma sample was also measured on the Atellica VTLi
analyzer. The remaining plasma was aliquoted and stored at−80 °C
until hs-cTnI analysis on an ARCHITECT STAT immunoassay analyzer
(Abbott Laboratories, Chicago, USA). The whole process (POC study
samples included) was repeated 1 h after admission of the study
subject at the cardiac ED according to the local 1 h Rule-out High
Sensitive troponin-T protocol for regular diagnostics of ACS. In a
previous study at our cardiac EDwe evaluated the diagnostic accuracy
of the modified HEART score, a validated risk stratification tool for
chest pain patients at the cardiac ED, integrating the T=0 en T=1
capillary POC samples [14].

Three Atellica® VTLi analysers for study purposes only were used
during this study, two analysers were located at the cardiac ED and one
in the central laboratory. Before the start of this study, 27 cardiac ED
nurses and 31 central laboratory analysts were informed on the study
protocol by the coordinating investigators and received user training on
the Atellica® VTLi Patient-side Immunoassay Analyzer (Siemens
Healthineers, Erlangen, Germany) by a senior clinical research asso-
ciate at Siemens Healthineers. Weekly quality controls containing low
and high troponin-I levels were carried out and the three study devices
were exchanged between the departments on a weekly basis.

Table : Inclusion and exclusion criteria.

Inclusion criteria Exclusion criteria

– Age 18 years or older. – Out of hospital cardiac arrest.
– Referred to cardiac EDwith

chest pain suspected of
ACS; inclusion at arrival.

– Patients with sudden onset
tachycardia and a frequency of
110 bpm or higher (supraven-
tricular or ventricular).

– Subacute STEMI or NSTEMI
patients who do not need
rescue PCI.

– Patients who are hemodynami-
cally unstable or in which an
acute non-coronary diagnosis
is suspected, e.g., pulmonary
embolism, thoracic aortic
dissection, etc.

– STEMI patients who
already underwent rescue
PCI: Inclusion post PCI.

– Patients recently already
admitted for the same set of
symptoms at a previous
healthcare institution before
being transferred to the
participating clinical site.

– Patients not willing or not able
to provide informed consent
due to their medical condition
as judged by the physician.

ED, emergency department; ACS, acute coronary syndrome; STEMI,
ST-segment elevation acute myocardial infarction; PCI, percutaneous
coronary intervention.
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Data analysis

The troponin-I concentrationmeasuredwith the Atellica VTLi Patient-
side Immunoassay Analyzer in capillary whole blood sampling from
the fingertip was compared to samples collected by venipuncture. In a
previous validation study, the analytical performance of the Atellica
VTLi was determined [15]. In the current study, data points starting
from 2.5 ng/L (20% CV of the limit of quantification) up to 5,000 ng/L
were included for statistical analysis. To demonstrate the concordance
between the different sample types, Passing-Bablok regression was
executed on the data obtained from lithium heparin venous whole
blood, lithium heparin venous plasma, and capillary blood; all
collected simultaneously. Analyze-it software was used to calculate
the Passing-Bablok slopes, 95% confidence intervals (CI), and corre-
lation coefficient (Microsoft Excel plug-in, Analyse-it Software, Ltd.,
Leeds, United Kingdom).

In addition, a qualitative method comparison was performed on
the data of 152 patients, to show the analytical concordance between
the capillary hs-cTnI as measured by the Atellica VTLi Patient-side
Immunoassay Analyzer and the hs-cTnI plasma results as measured
on the ARCHITECT immunoassay analyzer, which is considered a
standardized method. The agreement was calculated using EP Eval-
uator software (Data Innovations LLC, Colchester, USA). For both
tests, the 99th percentile was used as a cut-off value; >26.2 ng/L
is considered ‘positive’ for the ARCHITECT method, >22.9 ng/L is
considered ‘positive’ for the Atellica VTLi method [15, 16]. Discordant
samples were compared to the troponin-T concentration (Elecsys
hs-TnT immune assay, Cobas 801e, Roche, Basel, Switzerland),
measured as part of the regular diagnostics at the cardiac ED for
patients with acute chest pain.

Results

Sample matrix comparison

Lithium heparin plasma vs. lithium heparin whole blood

Table 2 shows the results of Passing-Bablok regression
analysis comparing the Atellica VTLi hs-cTnI measure-
ments in lithium heparin plasma and whole blood
matrices. A correlation coefficient of 0.996 was found, and
the 95% confidence interval of includes 1.00, meaning no
statistical difference was observed between venous whole
blood vs. venous plasma.

Venous samples vs. capillary blood

The correlation analysis between raw data of capillary
blood and lithium heparin plasma or lithium heparin
whole blood matrices shows an over-recovery of 6–9% for
capillary values vs. the other twomatrices. A compensation
factor was determined for themeasuring range of 2.5 ng/L–
1,250 ng/L by combining all capillary blood data for both
lithium heparin plasma and whole blood comparisons

(n=303). The resulting intercept of the regression plot was
found to be 0.3 ng/L, the Passing-Bablok slope 1.071.
Accordingly, a compensation factor of 7.1% was imple-
mented in the Atellica VTLi analyser software.

As shown in Table 2, for both plasma and whole blood
results there is a good correlation to the capillary results
with slopes of 1.01 and 0.98. No statistical difference was
observed as both correlation coefficients were ≥0.995.
Passing-Bablok fits for the different sample types are
shown in Figure 1.

Qualitative method comparison

A qualitative method comparison was performed to show
the clinical agreement between the analysis of hs-cTnI by
the Atellica VTLi Patient-side Immunoassay Analyzer and
the ARCHITECT immunoassay analyzer, which is consid-
ered a standardized laboratory method. To determine the
agreement, the 99th percentile for each test was used as a
cut-off value; >26.2 ng/L is considered ‘positive’ for the
ARCHITECT method, >22.9 ng/L is considered ‘positive’ for
the Atellica VTLi method [15, 16]. This resulted in the
agreement table presented as Table 3, showing an overall
agreement of 97.4%. The positive agreement is 95.5% and
the negative agreement is 98.1%. Table 3 shows discor-
dance between the ARCHITECT and Atellica VTLi assay for
4 out of 152 patients. Two patients were found to have an
elevated troponin-I concentration by the Atellica VTLi
assay, but not elevated by the ARCHITECT assay. In 2 other
patients, an elevated troponin-I concentration was found
by the ARCHITECT assay, but not by the Atellica VTLi
assay. Table 4 summarizes the results of these patients,
including the troponin-T concentration, determined for
regular diagnostics (Cobas, Roche, Switzerland).

Patient 1 concerns an 88 year-old female with chest
pain and a slight rise of troponin-T. Pulmonary emboli and

Table : Sample comparison by Passing-Bablok regression of hs
troponin-I analyzed with the Atellica VTLi Patient-side Immunoassay
Analyzer.

Passing-Bablok
slope

% CI r n

Venous whole blood vs.
venous plasma

. . to
.

. 

Capillary vs. venous
plasma

. . to
.

. 

Capillary vs. venous
blood

. . to
.

. 

%CI, % confidence interval; r, correlation coefficient; n, number
of samples.
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aorta dissectionwere ruled out and shewas admitted to the
cardiology ward for clinical observation. The troponin-T
concentration rose to 34 ng/L the next day, but the patient
did not have any complaints. Oral antianginal drugs were
prescribed, she was discharged and a SPECT scan at the
outpatient clinic showed non-significant perfusion defects
and no signs of left ventricle dysfunction.

Patient 2 is 65 year-old female admitted to the cardiac
ED with typical chest pain suspected for stable angina
pectoris. Acute coronary syndrome was ruled out based on

Figure 1: Passing-Bablok regressionplots for samplematrix comparison of high-sensitivity troponin-Imeasuredwith the Atellica VTLi Patient-
side Immunoassay Analyzer.
(A) lithium heparin whole blood vs. lithium heparin venous plasma (B) capillary whole blood vs. lithium heparin venous plasma, and
(C) capillary whole blood vs. lithium heparin venous whole blood.

Table : Qualitative method comparison of hsTnI analyzed by the
Atellica VTLi Patient-side Immunoassay Analyzer and ARCHITECT
immunoassay analyzer.

Atellica VTLi ARCHITECT Total

Negative Positive

Negative   

Positive   

Total   

The discrepancies between the two methods are marked in grey.
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troponin-T results. Due to recurring chest pain coronary
microvascular disease is considered. The patient is
currently awaiting functional coronary artery testing.

Patient 3 is an 83 year-old female with slightly elevated
troponin-T, admitted to the cardiology department with
suspected unstable angina pectoris. A coronary angiogram
showed non-obstructive coronary artery disease and an
echocardiogram showed no abnormalities. Eventually the
slight troponin-T rise could be explained by a pre-existent
renal failure.

Patient 4 is a 57 year-old female whowas diagnosed with
a subacute myocardial infarction in 2015 and currently
admitted to the cardiac ED with atypical chest pain which
could be induced by palpation. Troponin-T levels were low.
She was diagnosed with musculoskeletal chest pain and dis-
charged. During follow-up no abnormalities were observed.

Discussion

The Atellica VTLi hs-cTnI measurements described in this
study show no statistical difference between the different
sample types (capillary blood, venous whole blood and
venous plasma). To compensate for a slight over-recovery
of capillary samples vs. venous samples, a correction factor
of 7.1% has been implemented in the analyzer software.

To test clinical agreement, a quantitative study was
performed to compare the Atellica VTLi measurements
with a standardized high-sensitivity troponin-I assay. Both
positive and negative agreements were found to be high
(95.5 and 98.1%, respectively). In respect to diagnostics of
acute coronary syndrome, the negative agreement is the
most important parameter to consider, as high-risk pa-
tients could be missed. However, the 2 patients showing a
negative result by the Atellica VTLi Patient-side Immuno-
assay Analyzer but a positive result by the ARCHITECT
assay were both clinically ruled out from acute coronary

syndrome. It can be concluded that the clinical perfor-
mance of the POC device is comparable to standardized
laboratory testing.

This study proves that POC hs-cTnI testing in capillary
blood at the (cardiac) emergency department is feasible
and reliable. An extensive follow-up study is needed to test
the use of this method in a prehospital setting to facilitate
triage and risk-stratify in chest pain patients suspected of
ACS. The next step will be implementing POC hs-cTnI
analysis by the Atellica VTLi Patient-side Immunoassay
Analyzer in the modified HEART score in a prospective
prehospital setting (emergency medical transport (EMT)).
A future multicenter randomized controlled clinical trial in
EMT chest pain patients will be conducted. Subjects will be
1:1 randomized into the intervention group (modified
HEART score screening including POC hs-cTnI testing) or
control group (regular triage and care). This study should
provide more clinical evidence on the use of POC hscTnI
testing by the Atellica VTLi Patient-side Immunoassay
Analyzer in a prehospital setting.

Research funding: Femke de Theije and Daniëlle Kemper
are employed by Siemens Healthineers.
Author contributions: All authors have accepted respon-
sibility for the entire content of this manuscript and
approved its submission.
Competing interests: Authors state no conflict of interest.
Informed consent: Informed consent was obtained from all
individuals included in this study.
Ethical approval: The study was approved by the local
Medical Ethical Committee (METC Maastricht) and was
executed according to the World Medical Association
Declaration of Helsinki.

References

1. Hoorweg BB, Willemsen RT, Cleef LE, Boogaerts T, Buntinx F,
Glatz JF, et al. Frequency of chest pain in primary care, diagnostic
tests performed and final diagnoses. Heart 2017;103:1727–32.

2. Plat FM, Peters YAS, Loots FJ, de Groot CJA, Eckhardt T, Keizer E,
et al. Ambulance dispatch versus general practitioner home visit
for highly urgent out-of-hours primary care. Fam Pract. 2018;35:
440–5.

3. Backus BE, Tolsma RT, Boogers MJ. The new era of chest pain
evaluation in The Netherlands. Eur J Emerg Med 2020;27:243–4.

4. Bösner S, Becker A, Haasenritter J, Abu Hani M, Keller H,
Sönnichsen AC, et al. Chest pain in primary care: epidemiology
and pre-work-up probabilities. Eur J Gen Pract 2009;15:141–6.

5. Webster R, Norman P, Goodacre S, Thompson A. The prevalence
and correlates of psychological outcomes in patients with acute
non-cardiac chest pain: a systematic review. Emerg Med J. 2012;
29:267–73.

Table : Discordance between ARCHITECT and Atellica VTLi hs-cTnI
results.

ARCHITECT
hs-cTnI
(th percentile
cut-off . ng/L)

Atellica VTLi
hs-cTnI
(th percentile
cut-off . ng/L)

Cobas, Roche
hs-cTnT
(th percentile
cut-off  ng/L)

Patient  . ng/L . ng/L  ng/L
Patient  <. ng/L . ng/L  ng/L
Patient  . ng/L . ng/L  ng/L
Patient  . ng/L . ng/L  ng/L

The troponin-T results after admission at the cardiac EDare shownas a
comparison. The discrepancies between the methods are marked in
grey.

Bruinen et al.: Point-of-care troponin-I for ACS diagnostics 1673



6. Eslick GD, Talley NJ. Non-cardiac chest pain: predictors of health
care seeking, the types of health care professional consulted,
work absenteeism and interruption of daily activities. Aliment
Pharmacol Ther 2004;20:909–15.

7. Alghamdi A, Alotaibi A, Alharbi M, Reynard C, Body R. Diagnostic
performance of prehospital point-of-care troponin tests to rule
out acute myocardial infarction: a systematic review. Prehosp
Disaster Med 2020;35:567–73.

8. Wilke P, Masuch A, Fahron O, Zylla S, Leipold T, Petersmann A.
Diagnostic performance of point-of-care and central laboratory
cardiac troponin assays in an emergency department. PLoS One
2017;12:e0188706.

9. Haasenritter J, Donner-Banzhoff N, Bösner S. Chest pain for
coronary heart disease in general practice: clinical judgement
and a clinical decision rule. Br J Gen Pract 2015;65:e748–53.

10. Harskamp RE, Kleton M, Smits IH, Manten A, Himmelreich JCL,
van Weert HCPM, et al. Performance of a simplified HEART score
and HEART-GP score for evaluating chest pain in urgent primary
care. Neth Heart J 2021;29:338–47.

11. Poldervaart JM, Reitsma JB, Backus BE, Koffijberg H,
Veldkamp RF, Ten HaafME, et al. Effect of using the heart score in
patients with chest pain in the emergency department: a

stepped-wedge, cluster randomized trial. Ann Intern Med 2017;
166:689–97.

12. Aarts GWA, Mol JQ, Camaro C, Lemkes J, van Royen N, Damman P.
Recent developments in diagnosis and risk stratification of non-
ST-elevation acute coronary syndrome. Neth Heart J 2020;28:
88–92.

13. Mahler SA, Hiestand BC, Goff DC Jr., Hoekstra JW, Miller CD. Can
the HEART score safely reduce stress testing and cardiac imaging
in patients at low risk formajor adverse cardiac events? Crit Pathw
Cardiol 2011;10:128–33.

14. Koper LH, Frenk LDS, Meeder JG, van Osch FHM, Bruinen AL,
Janssen MJW, et al. Urgent 1.5: diagnostic accuracy of the
modified HEART score, with fingerstick point-of-care troponin
testing, in ruling out acute coronary syndrome. Neth Heart J 2021;
30. https://doi.org/10.1007/s12471-021-01646-8.

15. Christenson RH, Frenk LDS, Graaf HJ, TSYv D, Wijnands FPG,
Foolen HWJ, et al. High sensitivity cardiac troponin I
measurements at point-of-care: roadmap for analytical
characterization and validation of lithium heparin plasma and
whole bloodmatrices. J Appl LabMed 2022.Online ahead of print.

16. Abbott Laboratories LB, IL. ARCHITECT STAT High Sensitive
Troponin-I [package insert]. IL, USA: ABBOTT; 2018.(G97079R01).

1674 Bruinen et al.: Point-of-care troponin-I for ACS diagnostics

https://doi.org/10.1007/s12471-021-01646-8

	Point-of-care high-sensitivity troponin-I analysis in capillary blood for acute coronary syndrome diagnostics
	Introduction
	Materials and methods
	Data analysis

	Results
	Sample matrix comparison
	Lithium heparin plasma vs. lithium heparin whole blood
	Venous samples vs. capillary blood

	Qualitative method comparison

	Discussion
	References


<<
  /ASCII85EncodePages false
  /AllowTransparency false
  /AutoPositionEPSFiles true
  /AutoRotatePages /None
  /Binding /Left
  /CalGrayProfile (Dot Gain 20%)
  /CalRGBProfile (sRGB IEC61966-2.1)
  /CalCMYKProfile (Euroscale Coated v2)
  /sRGBProfile (sRGB IEC61966-2.1)
  /CannotEmbedFontPolicy /Warning
  /CompatibilityLevel 1.7
  /CompressObjects /Tags
  /CompressPages true
  /ConvertImagesToIndexed true
  /PassThroughJPEGImages false
  /CreateJobTicket false
  /DefaultRenderingIntent /Default
  /DetectBlends true
  /DetectCurves 0.1000
  /ColorConversionStrategy /sRGB
  /DoThumbnails true
  /EmbedAllFonts true
  /EmbedOpenType false
  /ParseICCProfilesInComments true
  /EmbedJobOptions true
  /DSCReportingLevel 0
  /EmitDSCWarnings false
  /EndPage -1
  /ImageMemory 1048576
  /LockDistillerParams false
  /MaxSubsetPct 35
  /Optimize true
  /OPM 1
  /ParseDSCComments true
  /ParseDSCCommentsForDocInfo true
  /PreserveCopyPage true
  /PreserveDICMYKValues true
  /PreserveEPSInfo true
  /PreserveFlatness false
  /PreserveHalftoneInfo false
  /PreserveOPIComments false
  /PreserveOverprintSettings true
  /StartPage 1
  /SubsetFonts true
  /TransferFunctionInfo /Apply
  /UCRandBGInfo /Remove
  /UsePrologue false
  /ColorSettingsFile ()
  /AlwaysEmbed [ true
  ]
  /NeverEmbed [ true
  ]
  /AntiAliasColorImages false
  /CropColorImages false
  /ColorImageMinResolution 300
  /ColorImageMinResolutionPolicy /OK
  /DownsampleColorImages true
  /ColorImageDownsampleType /Bicubic
  /ColorImageResolution 300
  /ColorImageDepth -1
  /ColorImageMinDownsampleDepth 1
  /ColorImageDownsampleThreshold 1.50000
  /EncodeColorImages true
  /ColorImageFilter /DCTEncode
  /AutoFilterColorImages true
  /ColorImageAutoFilterStrategy /JPEG
  /ColorACSImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /ColorImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000ColorACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 10
  >>
  /JPEG2000ColorImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /AntiAliasGrayImages false
  /CropGrayImages false
  /GrayImageMinResolution 300
  /GrayImageMinResolutionPolicy /OK
  /DownsampleGrayImages true
  /GrayImageDownsampleType /Bicubic
  /GrayImageResolution 300
  /GrayImageDepth -1
  /GrayImageMinDownsampleDepth 2
  /GrayImageDownsampleThreshold 1.50000
  /EncodeGrayImages true
  /GrayImageFilter /DCTEncode
  /AutoFilterGrayImages true
  /GrayImageAutoFilterStrategy /JPEG
  /GrayACSImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /GrayImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000GrayACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /JPEG2000GrayImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /AntiAliasMonoImages false
  /CropMonoImages false
  /MonoImageMinResolution 600
  /MonoImageMinResolutionPolicy /OK
  /DownsampleMonoImages true
  /MonoImageDownsampleType /Bicubic
  /MonoImageResolution 1000
  /MonoImageDepth -1
  /MonoImageDownsampleThreshold 1.10000
  /EncodeMonoImages true
  /MonoImageFilter /CCITTFaxEncode
  /MonoImageDict <<
    /K -1
  >>
  /AllowPSXObjects false
  /CheckCompliance [
    /None
  ]
  /PDFX1aCheck false
  /PDFX3Check false
  /PDFXCompliantPDFOnly false
  /PDFXNoTrimBoxError false
  /PDFXTrimBoxToMediaBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXSetBleedBoxToMediaBox true
  /PDFXBleedBoxToTrimBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXOutputIntentProfile (None)
  /PDFXOutputConditionIdentifier ()
  /PDFXOutputCondition ()
  /PDFXRegistryName ()
  /PDFXTrapped /False

  /CreateJDFFile false
  /Description <<
    /DEU <>
    /ENU ()
    /ENN ()
  >>
  /Namespace [
    (Adobe)
    (Common)
    (1.0)
  ]
  /OtherNamespaces [
    <<
      /AsReaderSpreads false
      /CropImagesToFrames true
      /ErrorControl /WarnAndContinue
      /FlattenerIgnoreSpreadOverrides false
      /IncludeGuidesGrids false
      /IncludeNonPrinting false
      /IncludeSlug false
      /Namespace [
        (Adobe)
        (InDesign)
        (4.0)
      ]
      /OmitPlacedBitmaps false
      /OmitPlacedEPS false
      /OmitPlacedPDF false
      /SimulateOverprint /Legacy
    >>
    <<
      /AllowImageBreaks true
      /AllowTableBreaks true
      /ExpandPage false
      /HonorBaseURL true
      /HonorRolloverEffect false
      /IgnoreHTMLPageBreaks false
      /IncludeHeaderFooter false
      /MarginOffset [
        0
        0
        0
        0
      ]
      /MetadataAuthor ()
      /MetadataKeywords ()
      /MetadataSubject ()
      /MetadataTitle ()
      /MetricPageSize [
        0
        0
      ]
      /MetricUnit /inch
      /MobileCompatible 0
      /Namespace [
        (Adobe)
        (GoLive)
        (8.0)
      ]
      /OpenZoomToHTMLFontSize false
      /PageOrientation /Portrait
      /RemoveBackground false
      /ShrinkContent true
      /TreatColorsAs /MainMonitorColors
      /UseEmbeddedProfiles false
      /UseHTMLTitleAsMetadata true
    >>
    <<
      /AddBleedMarks false
      /AddColorBars false
      /AddCropMarks false
      /AddPageInfo false
      /AddRegMarks false
      /BleedOffset [
        0
        0
        0
        0
      ]
      /ConvertColors /ConvertToCMYK
      /DestinationProfileName (ISO Coated v2 \(ECI\))
      /DestinationProfileSelector /UseName
      /Downsample16BitImages true
      /FlattenerPreset <<
        /ClipComplexRegions true
        /ConvertStrokesToOutlines false
        /ConvertTextToOutlines false
        /GradientResolution 300
        /LineArtTextResolution 1200
        /PresetName <FEFF005B0048006F006800650020004100750066006C00F600730075006E0067005D>
        /PresetSelector /HighResolution
        /RasterVectorBalance 1
      >>
      /FormElements true
      /GenerateStructure false
      /IncludeBookmarks false
      /IncludeHyperlinks false
      /IncludeInteractive false
      /IncludeLayers false
      /IncludeProfiles false
      /MarksOffset 8.503940
      /MarksWeight 0.250000
      /MultimediaHandling /UseObjectSettings
      /Namespace [
        (Adobe)
        (CreativeSuite)
        (2.0)
      ]
      /PDFXOutputIntentProfileSelector /UseName
      /PageMarksFile /RomanDefault
      /PreserveEditing true
      /UntaggedCMYKHandling /LeaveUntagged
      /UntaggedRGBHandling /UseDocumentProfile
      /UseDocumentBleed false
    >>
  ]
>> setdistillerparams
<<
  /HWResolution [600 600]
  /PageSize [595.276 841.890]
>> setpagedevice


