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1. Introduction 

Electrical capacitance tomography (ECT) is a technique invented in the 1980’s to determine 
material distribution in the interior of an enclosed environment by means of external 
capacitance measurements (Huang et al., 1989a, 1992b). In a typical ECT system, 8 to 16 
electrodes (Yang, 2010) are symmetrically mounted inside or outside a cylindrical container, 
as illustrated in Figure 1. During the period of a scanning frame, an excitation signal is 
applied to one of the electrodes and the remaining electrodes are acting as detector 
electrodes. Subsequently, the voltage potential at each of the detector electrodes is 
measured, one at a time, by the measurement electronics to determine the inter-electrode 
capacitance. Changes in these measured capacitance values indicate the variation of material 
distribution within the container, e.g. air bubbles translating within an oil flow. An image of 
permittivity distribution directly representing the materials distribution can be retrieved 
from the capacitance data through a back-projection algorithm (Isaksen, 1996).While image 
resolution associated with the ECT technique is lower than other tomographic techniques 
such as CT or optical imaging, it is advantageous in terms of its non-intrusive nature, 
portability, robustness, and no exposure to radiation hazard. 
 

 

Fig. 1. Illustration of major components in an ECT system  

As shown in Fig.1, an ECT system generally consists of three major components: 1) An 
excitation and measurement circuitry that drives the sensors and conditions the received 
signals; 2) A computer-based data acquisition (DAQ) and coordination system, to provide 
control logic for the sequential excitations of the electrodes and reconstruct tomographic 
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images of the materials; as well as 3) electrodes mounted on the outer (for non-metallic 
containers) or inner surface of the container.  
According to the type of excitation signals being used, ECT can be divided into two 
categories: AC-based (sine-wave excitation) and charge-discharge-based (square-wave 
excitation). The former is advantageous in terms of measurement stability and accuracy, 
whereas the latter has lower circuit complexity (Huang et al., 1992). In recent years, studies 
have been conducted on sensing principle and circuit optimization to enhance the 
performances of ECT. For AC-based method, a multiple excitation scheme (Fan & Gao, 2011) 
has been designed and tested to increase the frame rate for higher time resolution in 
monitoring fast changing dynamics inside the container. The grouping method (Olmos et 
al., 2008) is another technique investigated to increase the magnitude of the received signals 
by combining two or more electrodes into one segment. ECT has also been applied to 
generate 3-D material distribution by mounting electrodes in multiple layers along the axis 
of the cylindrical container and detecting the cross-layer capacitance values (Marashdeh & 
Teixeira, 2004; Warsito et al., 2007). These efforts have expanded the scope of application of 
ECT, into such fields as measurement of multi-phase flows (gas-liquid and gas-solids, etc.) 
in pipelines, detection of leakage from buried water pipes, flow pattern identification 
(Reinecke & Mewes, 1996; Xie et al, 2006), etc. This chapter aims to introduce the realization 
of a computer-based DAQ and coordination system for ECT through Virtual 
Instrumentation (VI). Discussion will focus on the AC-based method, using single excitation 
and single detection channel, in which most of the basic functions required for various ECT 
techniques are included. The presentation provides design guidelines and recommendations 
for researchers to build ECT systems for specific applications.  

2. VI design 

According to the functions required for data acquisition, data processing, and circuit 
control, the VI is divided into seven major subVI’s: 
1. Switching control 
2. Data sampling 
3. Data calibration 
4. Permittivity calculation 
5. Mesh generation 
6. Image generation 
7. Image display 
During a scanning frame, as shown in Figure 2, the Switching Control subVI divides the 
process into individual measurement steps according to the total number of capacitance 
values formed by all the electrodes. Connections of each electrode as well as the 8-1 
multiplexer (MUX) in the measurement circuitry are controlled by the digital I/O (DIO) 
ports, such that the capacitance formed by each pair of electrodes is measured in each 
measurement step. After being processed by a pre-amplifier and lock-in amplifier, the 
voltage signal proportional to the capacitance value is sampled by the Data Sampling 

subVI. When all the capacitance values for a complete frame are sampled, they are 
normalized in the Data Normalization subVI and re-sorted into the form of matrix. The 
data is combined with the sensitivity matrix by the Permittivity Calculation subVI, and 
finally converted into an image representing the material permittivity distribution via the 
Mesh Generation, Image Generation, and Image Display subVI’s. By looping the whole 
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process frame by frame, the VI controls the measurement circuit and samples the signal 
continuously to display the dynamics of the monitored process.  
 

 

Fig. 2. A detailed view of an AC-based ECT system 

2.1 Switching control 
The basic procedure of AC-Based capacitance measurement is to apply a sinusoidal 
voltage signal to a pair of electrodes and measure the output current/voltage, from which 
the impedance or capacitance can be derived (Yang, 1996). Assuming there are N 
electrodes in the sensor being numbered from one to N, they are excited with the 
sinusoidal wave, one at a time. When one electrode is excited, other electrodes are kept at 
ground potential and act as detector electrodes. Physically, the function is realized by 
controlling the SPDT (Single-Pole-Double-Throw) switch and the analog MUX as shown 
in Figure 1. The common port of each SPDT switch is connected with one of the electrodes 
to enable switching between the non-inverting input of a pre-amplifier (detection mode) 
and the excitation source (excitation mode). In the detection mode, the output voltage 
amplitude of the pre-amplifier, Vij, is a function of the measured inter-electrode 
capacitance (Huang et al., 1992), expressed as: 

 
2

2 1

e ij f
ij e

e f f

j f C R
V V

j f C R

π

π
= −

+
 (1) 

where Cij is the inter-electrode capacitance between electrodes i and j (1≤ i, j ≤ N;  i ≠ j).  
Ve and fe are the voltage amplitude and frequency of the sine wave from the excitation 
source, Rf and Cf are the feedback resistance and capacitance of the pre-amplifier circuit. 
When the feedback resistance is chosen to satisfy the relationship |j2πfeCfRf|>>1, e.g.  

fe= 700 kHz, Cf= 50 pF, and Rf=100 MΩ, the voltage amplitude Vij is approximately 
proportional to Cij. The simplified relationship can be expressed as: 

www.intechopen.com



 
Practical Applications and Solutions Using LabVIEW™ Software 

 

6 

 
ij

ij e
f

C
V V

C
= −  (2) 

Through the lock-in amplifier, the output sine wave from pre-amplifier is mixed with the 

original excitation signal and then processed by a low pass filter. Thus a measurable DC 

voltage equal to the value of Vij is available from the output of the lock-in amplifier during 

each individual measurement step.  

The measurement protocol in the sensing electronics first measures the inter-electrode 

capacitance between electrodes one and two, then between one and three, and up to one and 

N. Then, the capacitances between electrodes two and three, and up to two and N are 

measured. For each scanning frame, the measurements continue until all the inter-electrode 

capacitances are measured and the capacitances can be represented in a matrix, which is 

symmetric with respect to the diagonal. Due to Cij= Cji, the minimum required capacitance 

can be expressed as (Alme & Mylvaganam, 2007): 
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With N electrodes, this gives a total number of M independent capacitance measurements, 

where M can be expressed as (Williams & Beck, 1995): 

 
( 1)

2

N N
M

−
=  (4) 

For an 8-electrode arrangement, Equation (4) gives 28 capacitance values or a total of 28 
measurement steps required for each frame.  Given that the SPDT switch and the 8-1 MUX 
is controlled by one (log22) and three (log28) digital ports, respectively, a total of 8x1+3=11 
digital ports are required to directly control the hardware. These digital ports can be 
either connected with the DIOs on the DAQ card directly, or through a decoder to reduce 
the control complexity as shown in Figure 2. The decoder translates the 5-bit digital 
number sent from the DIO into the 11-bit control codes to control the switches and MUX. 
Thus, the Switching Control subVI determines electrodes for excitation and detection in 
each step by sending a sequence number from 1 to 28 to the hardware decoder. Each of 
the sequence number corresponds to a specific inter-electrode configuration Cij, as shown 
in Table 1. 
 

Case # 0 1 2 3 … 5 6 … 9 10 … 14 15 … 20 21 … 27 

Cij C12 C13 C23 C14 … C34 C15 … C45 C16 … C56 C17 … C67 C18  C78 

DT 1 1 2 1 … 3 1 … 4 1 … 5 1 … 6 1 … 7 

EX 2 3 3 4 … 4 5 … 5 6 … 6 7 … 7 8 … 8 

Table 1. Sequence of the inter-electrode capacitance measurement during a frame (EX: 
excitation electrode, DT: detection electrode) 
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Figure 3 shows the design of the Switching Control subVI. A case structure was created to 
generate the 28 sequence numbers in a binary form from 0x0001 (decimal 1, in case #0) to 
1x1100 (decimal 28, in case #27). Within a timed loop structure, the loop counter is used as 
a measurement step indicator to successively increase the control bit of the case structure till all 
the 28 capacitance values are measured. The time period of each measurement step is 
controlled by the loop timer, dt, with a unit of millisecond as shown in Figure 3. The value of 
dt finally determines the time resolution or the frame rate of ECT imaging. For example, 
when the value of dt is set to 4 [ms], the total time period for a frame is 28 x 4 = 112 ms, 
corresponding to a maximum frame rate of 8.9 frames per second. The minimum resolution 
of timer setting is constrained to one millisecond in the general LabVIEW system. Such a 
limitation is shortened to microsecond level by applying the LabVIEW Real-Time module, 
to further increase the frame rate of ECT at the cost of DAQ hardware upgrading (National 
Instruments, 2001).   
 

 

Fig. 3. Design of the Switching Control subVI within a timed loop 

2.2 Data Sampling (ECT_Sampling.vi) 

The Data Sampling subVI runs sequentially after the Switching Control subVI to read the 
voltage Vij from lock-in amplifier in each measurement step. A detailed view of the subVI 
design is shown in Figure 4. To reduce the effect of noise from hardware components and 
DAQ card, the DC voltage Vij in each measurement step is sampled 50 times at a sampling 
rate of 512 kSamples/sec. The results are averaged through a MEAN subVI. The capacitance 
value is calculated from Vij with the known feedback capacitance, Cf, and excitation signal 
voltage amplitude, Ve. The relationship is expressed as: 

 
ij

ij f
e

V
C C

V
= −  (5) 
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Fig. 4. Design of Data Sampling subVI 

A 28x1 capacitance array is created as Table 1 to store all the calculated capacitance values 
for a scanning frame. As soon as one measurement step finished, the averaged value of Vij is 
pushed into the array structure by referring to the measurement step indicator imported from 
Switching Control subVI. 

2.3 Data Normalization 

To retrieve the dynamic material distribution within the monitored space, the ECT systems 
(Isaksen, 1996) remove the effect of background material by normalizing the raw 
capacitance data with the data measured in two special cases where the ECT sensor is full-
filled by the background material, and by the material being monitored. Suppose the 
corresponding capacitance values measured in these cases are {Cijb } and { Cija }, respectively, 
the normalized capacitance can be expressed as: 

 

b
ij ij

ij a b
ij ij

C C

C C
λ

−
=

−
 (6) 

In the VI design, the normalization is realized by the Data Normalization subVI as shown in 

Figure 5. The values of {Cijb } and { Cija } are measured from the preliminary test, e.g. for 

monitoring the air bubbles in the oil, the Switching Control and Data Sampling subVI’s 

were run in cases when the pipe is full-filled with oil and air. Corresponding data from the 

capacitance array were copied and pasted into the array modules C_a and C_b, respectively, 

to calculate the normalized capacitance values as expressed in Equation (6). 
 

 

Fig. 5. Design of Data Normalization subVI 
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2.4 Permittivity calculation 
Physically, the capacitance values are determined by the permittivity distribution ε(x, y), by 
following a forward problem: ┣ij= f(ε(x, y)). The inverse relationship, called backward problem, 
i.e. estimating the permittivity distribution from the N(N-1)/2capacitance measurements 
(Huang et al., 1992), can be expressed as: 

 1
12 13 1,( , ) ( , , , , , )ij N Ne x y f λ λ λ λ−

−= A A  (7) 

Unfortunately, it is not always possible to find a closed-form analytical and unique 
expression for this inverse function (Isaksen, 1996). Therefore, most of the ECT studies 
(Yang, 2010) apply numerical techniques, which divide the cross section area defined by the 
electrodes into K (K∈Integer) pixels, to simplify the boundary conditions and calculations. 
The permittivity in each of these pixels is assumed to be homogeneous. Thus, the forward 
problem can be expressed by using the linear matrices: 

 
11

{ } { }ij k
KM

Sλ ε
××

= ⋅  (8) 

where S is an M × K Jacobian matrix, also known as the sensitivity matrix, and{ εk }T is a  
K × 1 array in which the component εk is the permittivity of the kth (1 ≤ k ≤ K) pixel in the 
divided sensing area, calculated as: 

 
A b
k

k a b

ε εε
ε ε

−
=

−
 (9) 

where εkA, εa, εb are the absolute permittivity of pixel k, the permittivity of material being 
detected (e.g. air), and the permittivity of background material (e.g. oil), respectively. The 
sensitivity map Scontains M rows. Each row represents the sensitivity distribution within the 
sensing area when one pair of the electrodes is selected for capacitance measurement. For the 
8-electrode ECT, M = 28, the rows are sorted along the sequence as listed in Table 1. Such a 
sensitivity matrix can be either experimentally measured (Williams & Beck, 1995) or calculated 
from a numerical model (Reinecke & Mewes, 1996) by simulating the inter-electrode 
capacitance values when there is a unit permittivity change in each of the pixels. Due to the 
limitation of signal-to-noise ratio in the practical capacitance measurement circuitry, the 
number of electrodes, N, is generally not greater than 16, to ensure a sufficient surface area for 
each electrode. Herein, the number of capacitance measurement M is usually far less than the 
number of pixels K. Thus, Equations (8) doesn’t have a unique solution. 
One of the generally used methods to provide an estimated solution for Equation (8) is 
Linear Back-Projection (LBP) by which the permittivity of pixel k is calculated as: 

 " { }
{ }

T
ij

k T

S

S uλ

λ
ε

⋅
=

⋅
 (10) 

Where uλ= [1, 1, … 1] is a M × 1 identity vector.  
Practically, the LBP algorithm is realized in the VI design as shown in Figure 6. The vector 
of normalized capacitance values (Norm Capacitance) is imported from the Data 
Normalization subVI. The calculated sensitivity values from a numerical model are pre-
loaded in the constant Sensitivity Matrix (S). The operation of matrix transpose, matrix 
multiplication, and numerical division in Equation (9) are realized by using the 2D Array 
Transpose, Matrix Multiplication, and number division modules as shown in Figure 6. 
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Fig. 6. Permittivity Calculation subVI designed with LBP algorithm 

Mathematically, the LBP method uses the transposed sensitivity matrix ST as an estimation 
of the inverse matrix S-1 in calculating the permittivity values. The LBP method can be 
further expanded by adding the additional subVI’s to improve the accuracy in permittivity 
estimation. One of the optional methods is the Tikhonov Regularization (TR) developed by 
Tikhonov and Arsenin in 1977 (Tikhonov and Arsenin, 1977). The permittivity calculation 
using the general TR method can be expressed as: 

 " 1
{ }

{ } ( ) { }

T
TR ij T T T

k TR ijT
TR

S
where S S S I S

S uλ

λ
ε μ λ−⋅

= = ⋅ + ⋅ ⋅ ⋅
⋅

 (11) 

where ┤ is the regularization factor, I is an M × M identity matrix. As compared to Equation 
(8), the TR method replace the ST with the matrix (ST· S+┤· I)-1· ST. Thus, the TR method can 
be practically realized by applying a series of operations on the sensitivity matrix S as 
shown in Figure 7. 
 

 

Fig. 7. SubVI design to realize TR for ECT 

The accuracy of the TR method depends on the value of regularization factor ┤. A small 
value of ┤ will result in a small approximation error but the result will be sensitive to the 
errors in measurement. In other words, the noise and fluctuation in measured signals 
produces large artifacts in the generated image when ┤ is small. Conversely, a large value of 
┤ produces the image with small artifacts but increases the approximation error. Although 
some methods (Golub et al., 1979; Hansen, 1992) have been developed to estimate the 
optimal value of ┤, they are not widely used due to the unavailability of prior noise 
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information or the laborious calculation (Yang & Peng, 2003). In most of the applications, the 
value of ┤ in ECT is chosen empirically in the range from 0.01 to 0.0001. In the example 
shown in Figure 7, a value of 0.001 is adopted for detecting air bubbles in the oil. 

2.5 Mesh Generation 
When permittivity values are calculated for all the 512 pixels, a map of the meshed sensing 
area is created by the Mesh Generation subVI, as shown in Figure 8. The location and shape 
of these pixels are pre-written into a TEXT file in the format as shown in Figure 9.  
 

 

Fig. 8. Design of Mesh Generation subVI 

The three columns of the file list x, y, and z (z=0 for 2-D display) coordinates of all the 
nodes. Since the sensing area is meshed with four-node pixels, the first four rows in the file 
represent the nodes included in pixel 1, sorted in counter-clock wise. Consequently the rows 
5~8 represent the second pixel and so on. These coordinates are imported into the LabVIEW 
program by the File Read block, and then converted into a 2-dimentional array (2 x 2048), 
Mesh Element Array, which is readable by the Image Generation subVI. 
 

 

Fig. 9. Designed mesh for the 8-electrode ECT and the format of the Mesh File 

2.6 Image Generation 
Figure 10 shows the block diagram of the designed Image Generation subVI where 
operation functions are built within a loop structure. In each round of the looped operation 
functions, the Image Generation subVI organize the permittivity values measured through 
Switching Control, Data Sampling, Data Normalization, and Permittivity Calculation 
subVI’s, together with the mesh information generated by Mesh Generation subVI to create 
a frame image showing the permittivity distribution within the sensing area.  

www.intechopen.com



 
Practical Applications and Solutions Using LabVIEW™ Software 

 

12

 

Fig. 10. Design of Image Generation subVI 

Four functional subVI’s, Create Mesh.vi, 2048.vi, Normals.vi, and Perm2Color.vi are created in 
the Image Generation subVI to process the permittivity data as well as generate constant 
parameters for the image: 
• The Create Mesh.vi generates a Cartesian coordinates array cluster of the node points of 

the permittivity mesh elements.   
• The 2048.vi produces an array of ordinal numbers, used to identify the order of the 

elements in the mesh.  
• The Normals.vi produces the vectors to be normal to the elements in the mesh; this 

should be uniform to avoid shading discrepancies.  
• The Perm2Color.vi converts the estimated permittivity values of each pixel, ˆ

kε , (in the 
range 0~1), to the RGB (Red, Green, Blue, 0~255) color series by following the 
relationship such that the material of being monitored is displayed in red, while the 
background material is displayed in blue. To highlight the interface between the two 
different materials, the permittivity close to mid-point 0.45< ˆ

kε ≤ 0.55 is displayed in 
yellow. The corresponding permittivity-to-color conversion can be expressed as: 
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2.7 Image Display 
The image variables created by the Image Generation subVI, including coordinates of the 
nodes as well as the color set for each pixels, are finally processed by the Image Display 
subVI to show the permittivity distribution on the screen. As shown in Figure 11, a total of 6 
Invoke Nodes (IN) are employed to combine the image variables into a data flow. The image 
variables are read via IN1 and IN2 as the drawable attributes in a 3D workspace. The IN3 
and IN5 set up a ring in gray color to represent the dimension of the pipe container. The 
direction and diffuse color of the virtual light source are set by IN4 and IN6. The color map 
of the permittivity distribution is finally displayed by a Graphic Indicator in the front panel 
as shown in Figure 12.  
 

 

Fig. 11. Design of Image Display subVI 

 

 

Fig. 12. Front panel of the Image Display subVI 

Running on a desktop computer with 3.33GHz Core Duo CPU, the image generation and 
image display subVI’s takes about 10 ms to process each frame of permittivity distribution. 
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The time delay is measured by looping the subVI’s for 1,000 times. Such a time delay needs 
to be considered in the frame rate calculation as discussed in section 2.2, where the data 
sampling and circuit switching control take 112 ms per frame. Thus, the total frame rate for 
the online ECT VI can be calculated as 1/[(112+10)·10-3]=8 frames/s. It should be noticed 
that the frame rate is constrained by the timer settings in the general LabVIEW program. In 
case where higher frame rate is required, the improvement can be realized by employing the 
Real-time LabVIEW module or applying the multiple/receiving schemes (Fan & Gao, 2011). 

3. Experiment 

The designed VI together is tested with an 8-electrode ECT sensor as shown in Figure 13. 
The ECT sensor is built on a 40 mm diameter plastic pipe. The eight electrodes are installed 
on the outer surface of the pipe; each covers 42˚along the circumference and 50 mm along 
the axial direction. At each end of the electrodes, a 10 mm wide circular copper foil is 
installed as guard-electrodes. During the measurement cycles, the guard-electrodes are 
electrically grounded to prevent the electric field from spreading axially out of the space 
determined by the electrodes. The measurement circuit includes the sine wave generation 
module, switching control logics, pre-amplifiers, and a built-in lock-in amplifier. The output 
voltage from the lock-in amplifier, Vij, is sampled and recorded by the desktop computer via 
an NI PCI6259 DAQ card. Five digital I/O ports PORT0_Line0 to PORT0_Line4 are used to 
send switching control commands to the circuit. An ATMEGA 128L microcontroller is used 
in the measurement circuit as a decoder module to translate the control commands and 
initiate the frequency/phase setting of the waveform generators. 
 

 

Fig. 13. Experimental setup for ECT 

The flexible pipes and connectors in the experimental setup enable setting the ECT 
electrodes in either horizontal or vertical arrangement to monitor the fluid-gas interface of 
the oil-air dual phase flow. Figure14 shows the ECT sensor configured in horizontal 
arrangement to monitor the oil level. Controlled by an oil pump installed in the pipeline, the 
oil level is set between 35% and 60% of the pipe inner diameter. It is seen from the five 
frame images in Figure 14 that the actual oil levels are well represented in the retrieved 
images generated from the ECT VI.  
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Fig. 14. Oil level monitoring in the horizontal arrangement 

Another experiment is conducted to monitor the dynamics of air bubble in the oil in the 
vertical configuration, as shown in Figure 15. An additional air pump is added into the 
pipeline to inject air bubbles into the oil flow. Five consecutive frames generated by the ECT 
VI show the process when a single air bubble travels upward in the oil. Due to the fact that 
the sensitivity of the ECT sensor reduces at the top and bottom ends of the electrodes, weak 
signal strength is detected when the bubble enters or leaves the space determined by the 
electrodes along the axial axis. Variation of the bubble volume in the retrieved images 
validates such a phenomenon. 
 

 

Fig. 15. Air bubble monitoring in the vertical arrangement 

4. Conclusion 

Electrical capacitance tomography is one of the widely used techniques for monitoring the 
material distribution within an enclosed container. This chapter introduces the design and 
realization of a virtual instrument for online ECT sensing. Based on the configuration of 
hardware circuitry and ECT electrodes, the VI is implemented using seven major functional 
modules: switching control, data sampling, data normalization, permittivity calculation, 
mesh generation, image generation, and image display. Each of the functional modules is 
designed as a subVI to control the measurement circuitry, sample the output signal, and 
retrieve the permittivity distribution image. Two image retrieving algorithms, Linear Back-
Projection and Tikhonov Regularization are implemented in the permittivity calculation 
subVI. The VI is tested with an 8-electrode ECT sensor built on a 40mm plastic pipe for oil-
air flow monitoring. Experimental results have shown that the VI is capable of detecting the 
oil-air interface as well as catching the dynamics such as the air bubble translation in the oil 
flow. The introduced VI design can be further expanded to include multiple-excitation (Fan 
& Gao, 2011), grouping schemes (Olmos, et al., 2008), and advanced image retrieving 
algorithms to improve the time and spatial resolution of ECT. 
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